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PREFACE

More than 160 volumes of Chemical Analysis: A Series of Monographs on
Analytical Chemistry and Its Applications have been published by John
Wiley & Sons, Inc. since 1940.These volumes all focused on the most impor-
tant analytical issues of their times. In the past decade one of the most excit-
ing events has been the rapid development of combinatorial chemistry.This
rapidly evolving field posed enormous analytical challenges early on. The
two most-cited challenges are requirements for very high-throughput analy-
sis of a large number of compounds and the analysis of polymer-bound
compounds. Very impressive achievements have been made by scientists
working in this field. However, there are still formidable analytical chal-
lenges ahead. For example, the development of highly parallel analysis and
purification technologies and all methods associated with analysis to ensure
combinatorial libraries are “synthesizable,” “purifiable,” and “drugable.”
For these evident reasons, I almost immediately agreed to edit a volume on
the analysis and purification methods in combinatorial chemistry when the
series editor Professor J. D. Winefordner asked me a year ago.

In the past year it has been a great pleasure for me to work with all con-
tributors.The timely development of this volume is due entirely to their col-
laborative efforts. I have been impressed with their scientific vision and
quality work throughout the year. To these contributors, I owe my very
special thanks. I also owe a great debt to my colleagues especially Dr. Mark
Irving, and Dr. Jiang Zhao for their assistance in my editorial work. Finally
I wish to thank staff at Wiley for their professional assistance throughout
this project.

Part I of the book includes six chapters describing various approaches
to monitor reactions on solid support and optimize reactions for library syn-
thesis: Lucas and Larive give a comprehensive overview of the principle
and application of quantitative NMR analysis in support of synthesis in
both solution and solid phase. Salvino describes in detail the application of
19F NMR to monitor solid-phase synthesis directly on resin support.
Cournoyer, Krueger, Wade, and Yan report on the single-bead FTIR
method applied in monitoring solid-phase organic synthesis. Guinó and de
Miguel report on HR-MAS NMR analysis of solid-supported samples.
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A parallel analysis approach combined with chemometrics analysis in 
materials discovery and process optimization is presented by Potyrailo,
Wroczynski, Lemmon, Flanagan, and Siclovan. Enjalbal, Lamaty, Martinez,
and Aubagnac report their work on monitoring reactions on soluble 
polymeric support using mass spectrometry.

Part II of the book is dedicated to high-throughput analytical methods
used to examine the quality of libraries. Hou and Raftery review the devel-
opment of high-throughput NMR techniques and their own work on 
parallel NMR method. Simms details the theory and application of micel-
lar electrokinetic chromatography as a high-throughput analytical tool for
combinatorial libraries. Zhang and Fitch describe Affymax’s approach on
quality control and encoding/decoding of combinatorial libraries via single-
bead analysis methods.

In Part III, various high-throughput purification techniques are dis-
cussed. Zhao, Zhang, and Yan review the chromatographic separation and
their application in combinatorial chemistry. Hochlowski discusses various
purification methods and the high-throughput HPLC and SFC methods
developed at Abbott. God and Gumm present the new generation of 
parallel analysis and purification instruments and methods.

In Part IV, analytical methods applied in postsynthesis and postpurifica-
tion stages are reviewed. Morand and Cheng report studies on stability
profile of compound archives.Tseng, Chang, and Chu discuss a novel quartz
crystal microbalance method to determine the binding between library
compounds and biological targets. Faller reviews high-throughput methods
for profiling compounds’ physicochemical properties. Lipinski presents a
detailed study of solubility issue in drug discovery and in combinatorial
library design. Villena, Wlasichuk, Schmidt Jr., and Bao describe a high-
throughput LC/MS method for the determination of logD value of library
compounds.

Bing Yan

August 2003
South San Francisco, California
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PART

I

ANALYSIS FOR FEASIBILITY 
AND OPTIMIZATION OF 

LIBRARY SYNTHESIS





CHAPTER

1

QUANTITATIVE ANALYSIS IN ORGANIC SYNTHESIS
WITH NMR SPECTROSCOPY

LAURA H. LUCAS and CYNTHIA K. LARIVE

1.1. INTRODUCTION

The development of combinatorial methods of synthesis has created a great
need for robust analytical techniques amenable to both small- and large-
scale syntheses as well as high-throughput analysis. A variety of spectro-
scopic methods such as mass spectrometry (MS), infrared spectroscopy
(IR), and nuclear magnetic resonance (NMR) spectroscopy have been
widely used in the combinatorial arena.1–4 Many of these methods have
been coupled online with high-performance liquid chromatography
(HPLC), and such hyphenated techniques afford high-resolution structural
data on library compounds.5–7 NMR has an advantage over other spectro-
scopic techniques because it is a universal analytical method that poten-
tially reveals the identity and purity of any organic compound. Since organic
molecules contain 1H and 13C, nuclei that are NMR active, no analyte deriv-
itization is necessary. NMR can also distinguish isomers or structurally
similar compounds that may coelute when analyzed by HPLC. This selec-
tivity is especially important when attempting to resolve and quantitate
structures of library compounds or natural products.8 Furthermore the non-
invasive nature of NMR allows the sample to be recovered for additional
analyses or used in a subsequent reaction.

Although traditionally thought of as a low-sensitivity technique, techno-
logical improvements in NMR instrumentation have significantly reduced
sample mass requirements and experiment times. Sensitivity enhancements
have been achieved with higher field magnets, small-volume flow probes for
solution-phase analysis,9 the introduction of cryogenically cooled NMR
receiver coils and preamplifiers,10–13 and high-resolution magic-angle spin-
ning (HR-MAS) NMR technology for solid-phase systems, making routine
analysis of mg quantities (or less) possible.14,15 These advancements com-

3

Analysis and Purification Methods in Combinatorial Chemistry, Edited by Bing Yan.
ISBN 0-471-26929-8 Copyright © 2004 by John Wiley & Sons, Inc.



bined with developments in automated sample handling and data process-
ing have improved the throughput of NMR such that entire 96-well micro-
titre plates can be analyzed in just a few hours.16

Besides the structural information provided by NMR, quantitation is
possible in complex mixtures even without a pure standard of the analyte,
as long as there are resolved signals for the analyte and reference com-
pound. This is a particular advantage in combinatorial chemistry, where the
goal is the preparation of large numbers of new compounds (for which no
standards are available). Since the NMR signal arises from the nuclei (e.g.,
protons) themselves, the area underneath each signal is proportional to the
number of nuclei. Therefore the signal area is directly proportional to the
concentration of the analyte:

(1.1)

This relationship holds true when experimental parameters are carefully
optimized, which may require some additional experimental time.

Consider the example shown in Figure 1.1 for the quantitation of a
maleic acid solution, containing a known concentration of the primary stan-
dard potassium hydrogen phthalate (KHP). A primary analytical standard
is a material of very high purity for which the mass of the compound can
be used directly in the calculation of solution concentration.The area of the
KHP peak is divided by 4.0, the number of protons that contribute to the
KHP aromatic resonances, so that its normalized area is 1773.1. Similarly
the maleic acid peak area is normalized by dividing by 2.0 to give a nor-
malized area of 1278.3.A simple proportion can then be established to solve
for the concentration of maleic acid:

The concentration of maleic acid in this solution is therefore about 72%
that of the primary standard KHP. In this example the concentration of the
KHP is 28.5mM and the calibrated concentration of maleic acid is 20.5mM.
Even though maleic acid is not a primary standard, this standardized maleic
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acid solution can now be used to quantitate additional samples in a similar
manner (e.g., ibuprofen as discussed in more detail below). This approach
allows the selection of a quantitation standard based on its NMR spectral
properties and does not require that it possess the properties of a primary
analytical standard.

1.2. FUNDAMENTAL AND PRACTICAL ASPECTS OF 
THE QUANTITATIVE NMR EXPERIMENT

1.2.1. Experimental Parameters

For a detailed description of NMR theory and practice, the reader is encour-
aged to see one of the many excellent books on the subject.17–20 A brief
description of the NMR experiment is presented below, with an emphasis

fundamental and practical aspects of the nmr experiment 5

Area KHP =

7092.2

Area Maleic Acid =

2556.5

8.5 8.0 7.5 7.0 6.5 6.0 ppm

Figure 1.1. 600MHz 1H NMR spectrum of potassium hydrogen phthalate (KHP) and maleic
acid dissolved in D2O. The KHP is a primary standard by which the maleic acid concentration
can be quantitated. The data represents 8 FIDs coadded into 28,800 points (zero-filled to 32K
points) across a spectral width of 7200.1Hz. An exponential multiplier equivalent to 0.5Hz
line broadening was then applied.



on the important parameters for proper acquisition and interpretation of
spectra used for quantitation. When the sample is placed in the magnetic
field, the nuclei align with the field, by convention along the z¢ axis in the
rotating frame of reference, as illustrated in Figure 1.2 by the vector, Mo,
representing the macroscopic magnetization. A radio frequency pulse (B1)
applied for time tp tips the magnetization through an angle, q:

(1.2)

where g is the gyromagnetic ratio of the nucleus of interest. A 90° radio fre-
quency (rf) pulse along the x¢ axis tips the magnetization completely into
the x¢y¢ plane to generate the observable signal, Mx¢y¢. After the pulse the
magnetization will relax back to equilibrium via two mechanisms: spin-spin
(T2, transverse) relaxation and spin-lattice (T1, longitudinal) relaxation.This
is shown in Figure 1.2 as a decrease in the magnitude of the x¢y¢ component
of the vector Mo and an increase in the magnitude of the z¢ component at
time t following the pulse. Acquisition of Mx¢y¢ for all nuclei in the sample
as a function of time results in the free induction decay (FID), which upon
Fourier transformation is deconvolved into the frequency domain and dis-
played as the familiar NMR spectrum. The FID decays exponentially
according to T2, the spin-spin or transverse relaxation time. In addition to
the natural T2 relaxation times of the nuclei that comprise the FID, mag-
netic field inhomogeneity contributes to the rate at which the transverse
magnetization is lost. The apparent transverse relaxation time, T 2*, is the
summation of the natural relaxation time and the component induced by

q g= B t p1 ,
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Figure 1.2. The equilibrium population difference of the nuclei in an applied magnetic field
can be represented as a vector Mo. Disturbing this macroscopic magnetization away from its
equilibrium position creates the NMR signal. This is accomplished by application of a radio
frequency pulse (90° along the x¢ axis in this example) to tip the magnetization into the x¢y¢
plane of the rotating frame of reference. During a time delay t, following the pulse the
detectable magnetization Mx¢y¢, decays by T2 relaxation in the transverse plane while the lon-
gitudinal magnetization Mz¢ begins to recover through T1 relaxation.



magnetic field inhomogeniety and can be calculated from the width at half-
height of the NMR signals:

(1.3)

The acquisition time during which the FID is detected is often set to three
to five times T 2* to avoid truncation of the FID.

1.2.2. T1 Relaxation

Just as the NMR signal decays exponentially in the transverse plane, the
magnetization also relaxes back to its equilibrium state in an exponential
fashion during the time t following the rf pulse. For the longitudinal com-
ponent (Mz¢), this occurs as a first-order rate process:

(1.4)

Equation (1.4) reveals that when the magnetization is fully tipped into the
x¢y¢ plane by a 90° pulse, the magnetization will recover to 99.3% of its equi-
librium value along z¢ at t = 5T1. The T1 relaxation time can be measured
with an inversion-recovery experiment,21 where a 180° pulse inverts the
magnetization to the negative z¢ axis and allows the magnetization to
recover for various times until the curve described by Eq. (1.5) is ade-
quately characterized:

(1.5)

Equation (1.5) is equivalent to (1.4), except the factor of 2 reflects the use
of a 180° pulse, meaning that the magnetization (signal intensity) now
should take twice as long to recover as when a 90° pulse is used. The results
of the inversion-recovery experiment are illustrated in Figure 1.3, where the
recovery of ibuprofen and maleic acid resonances are shown as a series of
spectra and as signal intensities (inset) fit to Eq. (1.5).

It should be noted that if the sample contains multiple components, the
90° pulse will not be exactly the same for all spins. Equations (1.3) to (1.5)
will not hold rigorously, leading to errors in T1 measurements. Correction
factors can be performed mathematically22 or by computer simulation,23

depending on the complexity of the sample. In practice, the average 90°
pulse or the 90° pulse for the peaks of interest is used.
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1.2.3. Repetition Time

As mentioned previously, the T1 relaxation time affects the repetition time
(acquisition time + relaxation delay), which must be carefully chosen to
ensure that the magnetization returns to equilibrium between pulses. If the
time between FIDs is insufficient to allow for complete relaxation, the
intensity of the detected magnetization will be reduced:

(1.6)

where tr is the repetition time and q is the tip angle.24 If the sample contains
multiple components, tr should be set based on the longest T1 measured for
results to be fully quantitative. The 1H spectrum in Figure 1.4 for an ibupro-
fen-maleic acid mixture measured using an average 90° pulse shows that
the ibuprofen T1 relaxation times range from 0.721 to 2.26s, but maleic acid
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Figure 1.3. Inversion-recovery experimental results for determining T1 relaxation times of
ibuprofen and maleic acid. The spectral region from 5.6 to 7.6ppm is displayed as a function
of the variable delay time t. The t values used were (from left to right across the figure):
0.125s, 0.25s, 0.50s, 1.0 s, 2.0 s, 4.0 s, 8.0 s, 16s, 32s, and 64s. The acquisition and processing 
parameters are the same as for Figure 1.1. The inset shows the signal intensities of the maleic
acid peak (5.93ppm) fit to Eq. (1.5).



has a T1 of 5.16s.Therefore, to quantitate the ibuprofen concentration using
the internal standard maleic acid, the repetition time should be >25s if a
90° pulse is used. Because multiple relaxation mechanisms exist (e.g.,
dipole-dipole interactions, chemical shift anisotropy, and spin-rotation
relaxation),17 T1 values for different functional groups may vary signifi-
cantly, as illustrated by ibuprofen.

The consequences of a truncated repetition time are shown in Figure 1.5
for the ibuprofen aromatic protons and maleic acid singlet. Repetition times
of 0.7, 1, 3, and 5T1 (based on the measured T1 of maleic acid, 5.16s) were
used. The intensities of the ibuprofen aromatic proton resonances are less
affected by decreased repetition times, since their T1 values are much
shorter, and appear to have recovered fully when a repetition time of 3T1

(15.5 s) is used. The intensity of the maleic acid singlet is more significantly
affected because its T1 is longer. The integral of the maleic acid resonance
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Figure 1.4. 600MHz 1H NMR spectrum of the ibuprofen-maleic acid mixture. The average T1

relaxation times are displayed above each peak.The asterisk (*) indicates the maleic acid peak
while the ibuprofen peaks are labeled a to g to correspond with the structure. The acquired
data were zero-filled to 32K, and other acquisition and processing parameters are as listed for
Figure 1.1.



is the basis for the quantitation of the ibuprofen concentration, and repe-
tition times shorter than 5T1 lead to reduced integral values for maleic acid.
This results in positive systematic errors in the calculated ibuprofen con-
centration as shown in Table 1.1. The quantitation errors are greater when
shorter repetition times are used, resulting in a gross overestimation of the
ibuprofen concentration.

To efficiently utilize instrument time, it may be necessary to use repeti-
tion times less than 5T1. Theoretically the signal intensities obtained using
a repetition time less than 5T1 should be correctable according to Eq. (1.1).
For example, the data acquired with a repetition time of 1T1 (5.16s) should
give a maleic acid signal that is 63.2% recovered. The ibuprofen aromatic
proton signals are 91.6% recovered at this repetition time because of their
faster T1 recovery. The signal areas can be corrected to determine their
value at 100% recovery. Using the corrected integrals, an ibuprofen con-
centration of 50.4mM was obtained. This result reflects an approximate
10% error relative to the fully relaxed data (acquired with a repetition time
of 5T1) and may result from pulse imperfections as well as T1 differences
for the two ibuprofen aromatic protons (which were not completely base-
line resolved and hence integrated together). These results show that the
repetition time is probably the most important experimental parameter in
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Figure 1.5. 1H spectra for the ibuprofen-maleic acid mixture acquired with different repeti-
tion times. Only the spectral region including the aromatic ibuprofen protons and maleic acid
singlet is shown. The repetition times were selected on the basis of the measured T1 of maleic
acid (5.16s) and are as follows: 0.7T1 (3.57s), 1T1 (5.16s), 3T1 (15.5 s), and 5T1 (25.8 s). All
spectra were acquired and processed as described for Figure 1.1.



quantitation by NMR, and that proper quantitation can take time. (The
fully relaxed spectrum was acquired in 27.5 minutes.)

1.2.4. Signal Averaging

Proper quantitation may require even longer experimental times when a
limited amount of sample is available and signal averaging is necessary 
to improve the spectral signal-to-noise ratio (S/N). Coherently adding
(coadding) successive single-pulse experiments increases the S/N by a
factor of , where N is the number of FIDs added together. This is shown
by the improvements in the spectral S/N in Figure 1.6 for the ibuprofen and
maleic acid spectra as more FIDs are coadded. As shown in Table 1.2, the
increases in S/N observed for increasing numbers of FIDs are very close to
those predicted. The quantitation precision is not significantly affected by
the number of FIDs co-added in this example, since both components are
present at fairly high (millimolar) concentrations. However, the precision
with which resonance intensities are determined directly depends on the
error in the integrals. Therefore the precision of concentration determina-
tions may be limited by the spectral S/N for more dilute solutions unless
signal averaging is employed.

The signal intensity lost due to incomplete relaxation when repetition
times less than 5T1 are used can often be regained by signal-averaging.25 As
shown by Rabenstein, when a 90° tip angle is used, S/N reaches a maximum
when the repetition time is 1.25T1 (compared to using a 5T1 repetition time
in an equivalent total experimental time).24,26 The S/N is affected by both
the repetition time and the tip angle. A tip angle less than 90° generates
less signal (since the magnetization is not fully tipped into the x¢y¢ plane),

N
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Table 1.1. Quantitation Accuracy of Ibuprofen against Maleic Acid as an Internal
Standard Using Various Repetition Times and Tip Angles

Repetition Time Tip Angle (°) [Ibuprofen] (mM) Measured Errora

5T1 (25.8 s) 90 56.6 N/Ab

3T1 (15.5 s) 90 58.0 2.5%
1T1 (5.16s) 90 73.0 29.0%
1T1 (5.16s) 51 63.1 11.5%
0.7T1 (3.57s) 90 80.5 42.2%

a Measured errors in concentration were determined relative to the fully relaxed spectrum
acquired with a repetition time of 5T1.
b Not applicable.
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Figure 1.6. 1H spectra for the ibuprofen-maleic acid mixture acquired with 1 (A), 8 (B), and
64 (C) FIDs coadded to improve the spectral signal-to-noise ratio (S/N). Again, only the
ibuprofen aromatic and maleic acid peaks are displayed. The actual S/N values for each spec-
trum are shown in Table 1.2. Acquisition and processing parameters match those given for
Figure 1.1.

Table 1.2. Improvements in the Signal-to-Noise Ratio (S/N) Gained by 
Co-adding Successive FIDs for Ibuprofen (IB) and Maleic Acid (MA)

Number S/N S/N Predicted Actual Actual Concentration
of FIDs IB MA S/N S/N S/N IB

Increase Increase Increase
IB MA

1 987.3 2,041.7 N/Aa N/Aa N/Aa 56.9mM
8 2,737.5 6,450.3 2.83b 2.77b 3.16b 56.5

64 7,164.8 17,358 8.00b 7.26b 8.50b 56.6

a Not applicable.
b Calculated relative to the result for 1 FID.



but less time is required for the magnetization to relax to equilibrium,
affording more time for signal averaging. If the T1 of the analyte and desired
repetition time are known, the optimum tip angle (i.e., the Ernst angle) is
calculated with

(1.7)

Using the known T1 of maleic acid (5.16s) and a desired repetition time of
1T1, the Ernst angle calculated for this solution is 50.8°. Figure 1.7 shows
the improved S/N achieved when a shorter tip angle is used. Spectrum A
represents 64 FIDs acquired with a 90° pulse and a repetition time of 5T1.
The total experimental time was 27.5 minutes. When a 50.8° pulse and 1T1

repetition time were used, 320 FIDs could be co-added in an equivalent
experimental time (Figure 1.7B). The S/N ratios achieved by acquiring 320

cos exp .q =
-Ê

Ë
ˆ
¯

t
T1
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Figure 1.7. 1H NMR spectra for the ibuprofen-maleic acid mixture acquired in 27.5 minutes.
Spectrum (A) was acquired with 64 FIDs and a repetition time of 5T1 (25.8 s), using a 90° tip
angle. Spectrum (B) was acquired with 320 FIDs and a repetition time of 1T1 (5.16s), with a
50.8° tip angle as calculated by Eq. (1.7).



FIDs with a reduced tip angle increased by a factor of 1.74 for ibuprofen
and 1.54 for maleic acid relative to the S/N obtained with 64 FIDs and a
90° tip angle. This is again attributed to the differences in T1 for the two
molecules and leads to an inflated ibuprofen concentration (63.1mM com-
pared to 56.6mM). While the error might be less if the T1 relaxation times
are nearly the same for the standard and the analyte, in many quantitation
experiments a 90° tip angle and repetition time of ≥5T1 are used, especially
if extensive signal averaging is not required.26

1.2.5. Defining Integrals

When considering the inversion-recovery experiment, it is illustrative to
monitor the exponential recovery of signal intensity. However, relative peak
heights vary based on their widths and shapes, so peak areas must be mea-
sured for quantitation.26 Because NMR signals exhibit Lorentzian line-
shapes, the peaks theoretically extend to infinity on either side of the actual
chemical shift. Given that the peaks are phased properly and digital reso-
lution is sufficient, Rabenstein has reported that 95% of the Lorentzian
peak area can be described if the integral region encompasses 6.35 times
the line width at half-height.26 In most cases this will be impractical since
other resonances will be present in this frequency range. But does it make
a difference how wide the integral regions are? Figure 1.8 shows the inte-
grals determined for ibuprofen and maleic acid using three different
methods: truncating the integrals on either side of the main peak, truncat-
ing the integrals where the 13C-satellites are baseline resolved, and extend-
ing the integral regions on either side of the peak so that the total region
integrated is three times the width between the 13C satellites. Table 1.3
shows that including 13C satellites does make a small difference in the peak
areas but extending the integral regions past the satellites does not. This
result is not surprising, especially if baseline correction is applied near the
peaks that may truncate the Lorentzian line shapes. As shown in Table 1.3,
failing to apply baseline correction results in significant errors in quantita-
tion (10% in this example) when wider integral regions are used. Since line
widths are not constant for all peaks, it is important to define integral
regions based on individual line widths rather than a fixed frequency
range.26 For example, if a constant integral region of 92Hz is used to quan-
titate the example shown in Figure 1.8, the resulting ibuprofen concentra-
tion is 56.6mM. Since the ibuprofen and maleic acid peaks have similar line
widths in this example, the resulting concentration is not drastically
affected. Significantly different results could be expected if products teth-
ered to solid-phase resins were analyzed, since the heterogeneity of the
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Figure 1.8. Defining integral regions for quantitating the ibuprofen concentration against
maleic acid. The region from 5.5 to 8.0ppm of the spectrum described in Figure 1.4 is shown.
In (A), only the main peak is defined by the integral. This region is extended in (B) to include
the 13C satellites. The integrals are extended into the baseline (which has been automatically
corrected using a spline function) in (C) such that the total integral covers three times the fre-
quency range defined in (B). Table 1.3 provides the corresponding peak areas and resulting
ibuprofen concentrations from this data.

Table 1.3. Effects of Integral Region Width and Baseline Correctiona on
Ibuprofen (IB) Quantitation against Maleic Acid (MA) as an Internal Standard

Integration Baseline Integral Integral Concentration
Method Correction IB MA IB

Peak only Yes 7296.5 3967.3 56.5mM
Peak + 13C Satellites Yes 7396.5 4018.1 56.6
3 ¥ (Peak + 13C Satellites) Yes 7405.5 4021.5 56.6
Peak Only No 7121.3 3803.6 57.5
Peak + 13C Satellites No 7014.36 3700.5 58.3
3 ¥ (Peak + 13C Satellites) No 6240.5 3077.5 62.3

a A spline function was used to automatically correct the baseline in these examples.



swollen resin leads to broader resonances than those typically encountered
in solution-phase samples.

1.3. GENERAL STRATEGIES FOR QUANTITATION IN NMR

1.3.1. Desired Properties of Standards

Although pure standards are not required for quantitation by NMR, the
standard should yield a simple NMR spectrum with resonances resolved
from those of the analyte of interest so that accurate and precise integrals
can be measured. It is helpful if the standard selected has a T1 relaxation
time similar to the resonances of the analyte to be used for quantitation.
Furthermore it is important that the standard is chemically inert and has
solubility properties similar to those of the analyte. The standard concen-
tration is often selected to be near the sample concentration to ensure high
precision of signal integrals used in quantitation. Generally, the standard
may be used as an internal reference (dissolved with the sample) or an
external reference (contained in a sealed capillary placed within the NMR
tube containing the analyte).

1.3.2. Types of Standards

Internal Standards

The maleic acid used to quantitate ibuprofen as described above is an
example of an internal standard. Such standards are added at a known con-
centration to a fixed sample volume in the NMR tube. KHP, maleic acid,
and trimethylsilylpropionic acid (TSP) are common standards for aqueous
samples, while cyclohexane or benzene are suitable for samples soluble in
organic solvents.A more comprehensive list of standards has been provided
by Kasler.27 This is a convenient way to perform quantitative analyses as
additional solutions (e.g., those required when generating a calibration
curve for other methods) are not necessary, although the sample is conta-
minated by the internal standard.

External Standards

Many of these same standards can also be used as external standards, which
are contained in situ in a sealed capillary. The capillary (inner diameter
1–1.5mm for use in a conventional 5-mm NMR tube) contains an unknown
but constant volume of a standard of known concentration. The external
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standard has an advantage over the internal standard as contamination of
the sample is avoided. An additional advantage when using a standard that
is not a primary analytical standard is that the capillary need only be stan-
dardized once for use in many subsequent quantitation experiments, pro-
vided that the compound is stable and does not decompose or adsorb to
the capillary walls over time.28 The capillary containing the external stan-
dard must be placed in the NMR tube concentric with its walls to avoid
magnetic susceptibility effects that can influence signal integrals.29,30 Sus-
ceptibility matching is also achieved by using the same solvent for the stan-
dard and sample solutions. Very high spinning speeds should be avoided as
this causes vortexing of the sample solution resulting in degraded spectral
resolution.29

1.4. STRATEGIES FOR QUANTITATIVE ANALYSIS OF 
SOLUTION-PHASE COMBINATORIAL LIBRARIES

External quantitation of reaction intermediates or products is probably
impractical when parallel synthetic strategies are used to generate solution-
phase libraries, especially if the products are contained in small volumes
that would not be analyzed in a standard NMR tube. Internal standards can
contaminate and dilute samples, which is undesirable where quantitation of
limited sample quantities is necessary, as in the middle of a multiple-step
synthesis.Thus, several quantitation alternatives have emerged to overcome
these challenges. Chart 1.1 shows the structures of some unique internal
standards that may be useful in quantitating solution-phase combinatorial
products.
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Chart 1.1. Useful internal standards for analysis of solution-phase combinatorial libraries.
2,5-dimethylfuran (DMFu, 1) and hexamethyldisiloxane (HMDS, 2) are volatile standards 
that can easily be evaporated from solution-phase samples after analysis. 1,4-bis 
(trimethylsilyl)benzene (BTMSB, 3) is stable in DMSO for up to one month and is transpar-
ent in HPLC-UV and MS analyses.



1.4.1. Volatile Standards

Volatile internal standards can be evaporated from the sample after analy-
sis, given that their boiling points are significantly lower than that of the
analyte of interest. Such traceless NMR standards as 2,5-dimethylfuran
(DMFu, 1) and hexamethyldisiloxane (HMDS, 2) are thus useful in quan-
titating reaction intermediates or biologically active samples that must
undergo further testing.31,32 After quantitation the standard can be removed
from the sample by evaporation. This is especially convenient in a flow-
probe format since nitrogen gas is used to flush the probe between samples.
HMDS was used as an internal standard in an automated flow-probe analy-
sis for determining product yields for a 96-member substituted methylene
malonamic acid library.32

Quantitation by NMR requires time and skill that the typical organic
chemist may lack.31 Therefore it is desirable to have an internal standard
indicator to reveal when proper experimental parameters for quantitation
have been employed. The 1H NMR spectrum of DMFu contains two sin-
glets at 5.80 and 2.20ppm. Gerritz et al. measured the ratio of these two
signals as a function of the relaxation delay to provide an “internal relax-
ation standard” by which to estimate a reasonable experimental time for
quantitation.31 As shown in Table 1.4, quantitation accuracy was within 5%
error for several analytes at varying concentrations.

The robustness of traceless NMR standards is questionable, considering
their high volatility. Evaporative losses (which may vary according to the
solvent used) over time can compromise results. Pinciroli et al. reported the
use of 1,4-bis(trimethylsilyl) benzene (BTMSB, 3) as a generic internal
quantitation standard for library compounds soluble in dimethylsulfoxide
(DMSO).33 This standard does not have significant ultraviolet (UV)
absorbance above 230nm and is not ionized by electrospray. Therefore it
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Table 1.4. Quantation Accuracy of “Traceless” NMR Using DMFu as an 
Internal Standarda

Analyte Known Concentration Calculated Concentration % Error

1 0.86mM 0.85mM 0.7
1 13.09 12.38 5.4
1 70.26 72.63 3.4
2 4.14 4.23 2.3
2 28.47 28.42 0.2
3 22.98 22.06 4.0

a Data from reference 31.



provides no interference for samples that must also be analyzed by HPLC-
UV-MS to confirm structural and purity data obtained from NMR. Once
stability of BTMSB was demonstrated (about 1 month in solution) as well
as the precision, accuracy, and linearity of the quantitation method vali-
dated, 314 combinatorial products were quantitated individually with this
standard.33

1.4.2. Residual Protonated Solvent

Another convenient alternative is to simply quantitate using the residual
protonated solvent signal as an internal standard. This can be challenging
in aqueous (D2O) or hygroscopic (DMSO) solvents since environmental
instabilities (e.g., humidity) make it difficult to know the exact concentra-
tion of the solvent. Furthermore solvents like DMSO give rise to multiplets
in a spectral region (~2.5ppm) where sample signals may exist. Chloroform,
which exhibits a singlet at about 7.2ppm, downfield of some aromatic
protons, is a better solvent standard and solubilizes many organic com-
pounds. However, since expensive deuterated solvents are required, this
method may be less useful for routine analyses.

1.4.3. ERETIC Method

For complex analytes or mixtures, it may be difficult to select a standard
that contains resonances resolved from those of the sample. The ERETIC
(Electronic Reference To access In vivo Concentrations) method over-
comes this challenge by using an electronic signal as a reference.34 Nothing
is physically added to the sample or NMR tube, in contrast to traditional
internal or external standards. The 13C coil generates a pseudo-FID pro-
ducing a signal that can be placed in a transparent region of the spectrum.34

The ERETIC signal must be calibrated monthly against a sample of known
concentration to provide the most accurate results. Table 1.5 shows the pre-
cision and accuracy of this method, as reflected by similar lactate concen-
trations determined using the ERETIC method and quantitation using
trimethylamine hydrochloride (TMA) as an internal reference.

1.4.4. Special Issues Related to the Flow-Probe Format

The ERETIC method may be most useful for split-and-pool syntheses
where it is undesirable to further complicate the NMR spectrum of complex
mixtures by adding a standard. In both split-and-pool and parallel synthetic
strategies, micro- to nanoscale reactions generate small amounts of product.
For example, solution-phase libraries can be generated in 96-well microtitre
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plates and the volumes contained in the individual wells are too small for
analysis in standard NMR tubes. Hyphenation of HPLC with NMR (HPLC-
NMR) has revealed the potential to analyze compounds such as peptides
in a flowing system.7 Commercially designed flow probes typically contain
a total volume of about 120mL while the active region is roughly half that
value, making it possible to analyze library compounds dissolved in the
volume of a single well. The development and commercialization of micro-
coil NMR probes capable of measuring spectra for nL to mL volumes
greatly reduces the sample volumes needed for NMR analysis and espe-
cially facilitates measurements for mass limited samples.5,35,36 Using NMR
flow probes, spectra can be acquired in on-flow (for concentrated samples)
or stopped-flow (for minimal sample that requires signal averaging)
formats.The low drift rate of most modern high-field magnets permits NMR
flow analyses to be performed on-the-fly and unlocked, eliminating the
need for expensive deuterated solvents to provide the deuterium lock. This
is an advantage for quantitation of samples containing exchangeable
protons (e.g., amide protons in peptides). In addition multiple components
can be separated first by HPLC, stored individually in loops, and then
flushed to the NMR probe for analysis.

Unique challenges exist for quantitation in flowing systems. Band broad-
ening dilutes the sample to varying degrees depending on the flow rate and
length of tubing connecting the HPLC to the flow probe. Multiple solvents
create additional spectral interferences, and although solvent signals may
be suppressed from the spectrum, signals underneath or nearby will likely
be affected. Solvent gradients also change the composition of the solution
(and in some cases the solubility of analytes), which will affect integration
if the changes are significant on the time scale of the measurement.

Direct-injection NMR (DI-NMR) capitalizes on the small-volume
capacity of the flow probe and averts the disadvantages encountered in the
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Table 1.5. Accuracy (D) and Precision (d) of Lactate Concentrations Determined
by the ERECTIC Method versus the Use of TMA as an Internal Standarda

Known Lactate [Lactate] ± d [Lactate] ± d D (mM) D (mM)
Concentration ERETIC TMA ERETIC TMA

5.25mM 5.19 ± 0.05mM 5.46 ± 0.05 -0.06 0.21
10.92 11.01 ± 0.07 10.88 ± 0.05 0.04 -0.04
16.13 16.27 ± 0.07 16.56 ± 0.15 0.14 0.43
25.55 25.74 ± 0.14 25.51 ± 0.06 0.09 -0.14
54.11 54.55 ± 0.20 53.84 ± 0.22 0.23 -0.27

a Data from reference 34.



flowing system. This method is a modification of HPLC-NMR utilizing an
automated liquids handler to directly inject samples into an NMR flow
probe.16 A syringe injects a fixed volume of a sample into the probe and
withdraws it after analysis, depositing it back into its original well. The flow
cell is flushed with rinse solvent between analyses and dried with nitrogen,
thus preventing sample dilution by residual liquids.16 Integrals of internal
standards for each well can be used to quantitate individual reaction prod-
ucts while comparison of standard integrals for all wells provides quality
control for monitoring injection and acquisition precision.16 In a recent
report DI-NMR characterized 400 potential pharmaceutical compounds
overnight and provided information about reaction yields by quantitating
against an internal standard.37

1.5. STRATEGIES FOR QUANTITATING SOLID-PHASE
COMBINATORIAL LIBRARIES

Solution-phase synthesis is the traditional and perhaps favored approach
for synthesizing parallel libraries. Since most reactions can be carried out
in solution, solubility is not an issue and synthetic optimization is relatively
simple. However, a bottleneck exists with product purification as unreacted
starting materials and by-products remain in solution with the desired
product. Solid-phase synthesis, utilizing resins such as the one introduced
by Merrifield in the early 1960s,38 is an alternative designed to facilitate
easier purification of library compounds. Small, reactive molecules are
attached to resin beads via tethers of variable length. Solutions of reagents
added in excess drive reactions to completion. The product remains
attached to the insoluble polymer while other materials remain in solution.
The product can be purified by simple filtration. Such phase trafficking
makes split-and-pool synthesis of large libraries much easier although
transferring solution-phase reactions to the solid-phase often requires addi-
tional optimization.39 After synthesis, product purity and structure can be
assessed by NMR using two strategies: (1) cleave and analyze or (2) on-
bead analysis.

1.5.1. Cleave and Analyze

Quantitation using internal or external standards as described above
requires that products be cleaved from the bead and dissolved in an appro-
priate solvent. Cleavage occurs at the linker moiety, which connects the
small organic molecule to the variable-length tentacle (the tentacle and
linker together comprising the tether).40 Quantitation is then relatively
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straightforward as long as an appropriate standard is selected. However,
the product could be chemically altered during cleavage, making it difficult
to determine product purity and yield. The cleavage reaction also requires
extra time and adds another step in the overall synthesis. The product
aliquot subject to cleavage is destroyed and cannot be used in the next 
step in the reaction scheme. Despite these limitations the cleave and
analyze method has been widely utilized since, until recently, there have
been few analytical techniques capable of analyzing compounds directly on
the bead.

Wells et al. reported that the structure of a compound from a single bead
could be confirmed by 1H NMR with in situ cleavage in the NMR tube.41

However, HPLC was used for quantitation due to the relatively poor sen-
sitivity of NMR at nmol quantities of material.41 Similarly Gotfredsen et al.
reported that only 1.6nmol loading of an octapeptide onto a resin was
required to obtain a high-resolution 1H spectrum of the peptide (still bound
to the resin) within 20 minutes.42 Quantitation was achieved by fluores-
cence.Three times greater loading was required for complete structural elu-
cidation by NMR.42 After cleaving the peptide and analyzing by NMR in a
small-volume probe, the 1H solution-state spectrum revealed the presence
of isomers whose resonances were unresolved in the spectra acquired on
the bead.42 The isomers may have been detected in the 13C spectrum, where
greater chemical shift dispersion improves resolution. Such an observation
was made by Anderson et al., who used GC analysis of cleaved product to
confirm the exo/endo isomeric ratio of norbornane-2-carboxylic acid
inferred by relative peak intensities in the on-bead 13C NMR spectrum.43

The tether carbons of the polystyrene resin were also observed in this
example, which provided an internal standard for determining the extent
of reaction completion.43 Riedl et al. were able to determine the enan-
tiomeric excess of diasteroemeric Mosher esters by 13C HR-MAS NMR.44

The results obtained using seven pairs of 13C resonances agreed within <1%
with results obtained by HPLC on the cleaved products.44 Lacey et al. used
a solenoidal microcoil probe with an active volume of 800nL to measure
1H NMR spectra of a compound cleaved from a single solid-phase resin
bead in one hour.45 The amount of product cleaved from the bead was deter-
mined using an internal standard to be around 500pmol, in good agreement
with the loading capacities provided by the manufacturer of the Tentagel
resin.

1.5.2. On-Bead Analysis

High-resolution magic-angle spinning (HR-MAS) NMR permits analysis of
products still attached to solid-phase resin beads.46 This makes quantitation
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possible at any step in the synthesis, without losing material to cleave-and-
analyze methods that destroy the sample. Resin beads are swollen with
solvent in a small rotor, and this rotor is entirely contained within the active
region of the NMR coil. How much the resin swells, and hence the line
widths in the NMR spectrum, depends on the resin structure and tether
length.47,48 The probe hardware is engineered with special materials to
reduce magnetic susceptibility effects that contribute to broad lines. To
further improve resolution, the sample is spun at the magic angle (54.7°) 
to minimize chemical shift anisotropy effects. Spinning at the magic 
angle helps average the magnetic susceptibility effects between the resin
and solvent that also cause broad lines. These advances make it possible 
to obtain high-resolution liquid like 1H and 13C spectra for combinatorial
products still attached to the bead. For example, Keifer et al. compared 
the line widths for small organic molecules attached to solid supports
obtained in conventional liquids, solid-state, and HR-MAS NMR probes
and showed that line widths can be reduced from several tens of Hz to a
few Hz.40

1.6. ADVANTAGES AND DISADVANTAGES

HR-MAS NMR analysis of products attached to solid-phase resin beads is
advantageous for several reasons. It is nondestructive, requires minimal
sample preparation, and permits rapid analysis of small quantities (e.g.,
1.6nmol in 20 minutes).42 Special NMR hardware is required for the analy-
sis, but the experimental setup is equivalent to a traditional liquids analy-
sis. The polymer portion of the resin contributes a broad spectral
background that can be minimized by detecting 13C rather than 1H.49 For
maximal sensitivity this requires a probe optimized for 13C detection and
labeled compounds. A more practical approach is to suppress the polymer
background with spectral editing techniques.

1.7. T2 RELAXATION AND DIFFUSION EDITING

Spectral editing capitalizes on the differential behavior of specific nuclei in
the magnetic field so that certain resonances can be suppressed in the
recorded spectra. Such selectivity is important in mixture analysis where
detection of one component over another may be preferred.The theory and
practice of spectral editing for complex mixture analysis by NMR has
recently been reviewed.50 With respect to solid-phase synthesis, it is desir-
able to selectively detect the NMR resonances of the organic moiety
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attached to the resin without interference from the tentacle or polymer,
which should be unaltered by the chemical reaction(s) performed.

The T2 or transverse relaxation time roughly scales with the inverse of
molecular mass. Polymers, which are typically bulky and have restricted
tumbling in solution due to poor solubility, therefore have slower T2 relax-
ation rates and shorter T2 relaxation times.This leads to broad lines, because
the T2 time is also inversely proportional to the NMR line width at half
height. It may be necessary to suppress the spectral background of the poly-
meric resin so that the resonances of the resin-bound combinatorial product
are sufficiently resolved to permit quantitation. The product itself usually
has a longer T2 relaxation time and greater mobility in the solvent since the
tentacles separate the product from the resin bead. This differential T2

relaxation between the small organic moiety and the resin can be utilized
to design NMR experiments permitting selective detection of the small mol-
ecule only.

Rather than acquiring data after the 90° pulse as in a typical one-
dimensional NMR experiment [90° - Acquire], a 180° pulse train is inserted
in the CPMG (Carr-Purcell Meiboom-Gill) method [90° - (t - 180° - t)n-
Acquire] to accomplish T2 filtering.51,52 After the initial 90° pulse, which tips
the magnetization into the x¢y¢ plane, the magnetization will decay due to
T2 relaxation during the t delay. The 180° pulse flips the magnetization,
which is refocused after another t delay. The t delay and number of cycles
through the CPMG train (n) are optimized to achieve the desired sup-
pression of the resin signals. The improved resolution achievable with a
CPMG-modified experiment is exemplified in Figure 1.9 for Fmoc–Lys–Boc
bound to Wang resin. It is important to optimize t and n to achieve a total
pulse train length (2tn) that is both long enough to suppress the resin
signals and short enough to preserve the remaining spectral information of
the resin-bound small molecule. Some phase anomalies may appear near
sharp resonances (e.g., near 7.5ppm) due to rf pulse inhomogeities that are
exacerbated by microcoil probes.

Diffusion-based methods also utilize T2 filtering to discriminate against
polymer resonances. A CPMG train at the end of the diffusion pulse
sequence can selectively attenuate polymer resonances.53 Alternatively,
polymer signals are suppressed by T2 relaxation during the relatively long
gradient recovery delay times (tens of milliseconds) in the diffusion experi-
ment used without CPMG filtering.54 These methods have the added benefit
that quickly diffusing molecules (like solvents) are suppressed with magnetic
field gradient pulses.53,55 Since any solvent or soluble component will be sup-
pressed by the diffusion filter, these methods permit the use of protonated
solvents (allowing beads to be analyzed directly from the reaction vessel) 
and discriminate against unreacted reagents.56 Low-power presaturation of
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Figure 1.9. 500MHz 1H HR-MAS NMR spectra of 33.5mg of Fmoc-Lys-Boc Wang resin
swollen in d7-DMF acquired without (A) and with (B) CPMG filtering. For both spectra, 16
scans were acquired and the sample was spun at 5kHz. Sample heterogeneity and the
restricted mobility of the polymer contribute to the broad lines observed in (A) for the one-
dimensional spectrum. In (B) the t delay was 0.4ms and the total length of the CPMG filter
was 80ms.



polymer resonances is another alternative to CPMG-filtering, although the
success of this method may depend on the type of resin used.40

For library compounds with complex structures, quantitation on the bead
may be impossible without modified NMR experiments to suppress the
polymer spectral background.When analyzing data acquired with an edited
NMR experiment, it must be assumed or known that there are not signifi-
cant signal intensity losses for the resin-bound product, especially relative
to the internal standard, which may or may not be resin bound. If T2 losses
for the resonances of interest are significant, the observed signal intensities
must be corrected. The resonances of the resin-bound product used for
quantitation must also be carefully selected. Slow resin dynamics can affect
the observed NMR line widths for the product, and functional groups closer
to the tentacle will exhibit greater line broadening (i.e., faster T2 relaxation
times) than those farther away from the tentacle.57

1.8. QUANTITATION METHODS

NMR quantitation of materials synthesized on solid-phase beads is chal-
lenging, since resin dynamics and susceptibility differences within the
sample contribute to broad lines in the spectrum. Spectral resolution of the
desired analyte resonances from those of the resin as well as the reference
material is important for both precise and accurate quantitation of the com-
binatorial product. Several quantitation methods, each of which will be
addressed individually, have emerged to meet these challenges.

1.8.1. Quantitation against a Soluble Internal Standard

Reaction kinetics can be monitored by comparing the HR-MAS NMR
signal intensities of the resin-bound product and soluble reagent. If the
amount of starting material is known, the amount of product can be calcu-
lated in an analogous manner to that outlined in Section 1.1. Warrass and
Lippens applied this method to monitor Horner-Emmons reactions per-
formed directly in the sample rotor.58 The NMR signal integrals from a
soluble dialdehyde reagent and resin-bound terminal aldehyde, which have
1H chemical shifts well-resolved from the resin, were compared to deter-
mine reaction kinetics.58 They also demonstrated the method on a larger
reaction scale using protonated solvents followed by drying the resin and
reswelling in deuterated solvent for NMR analysis. An inert soluble alde-
hyde was added as an internal standard. On either reaction scale, the
number of product equivalents y was calculated from its signal integral I2

in the following way:
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(1.8)

where x is the number of equivalents of soluble reagent yielding an inte-
gral I1. The integral I1 is normalized for the two protons of the dialdehyde.
The yield obtained by HR-MAS NMR was in good agreement with the
value obtained independently by HPLC.58 However, the absolute quantita-
tion of product depends on knowing the density of reaction sites on the
resin (i.e., the loading capacity, or how many equivalents of product can be
attached per mass of resin). The accuracy and precision of the final results
may then depend on the resin manufacturer’s specifications for the lot of
resin used and/or independent measurements to quantitate resin loading
capacity.

Soluble inert materials have also been used as standards for quantitat-
ing solid-phase reactions. Examples include a traditional internal standard
such as tetrakis(trimethylsilyl)silane (TKS) or the solvent used to swell the
resin.59 The mass of the resin (mresin) and reference standard (mref) added to
the rotor must be known to determine the loading capacity (li, in mmol/g)
of the resin:

(1.9)

In (1.9) the molecular weight of the reference compound (MWref, in g/mol)
must also be known, and the integrals of the reference (Iref) and compound
of interest (Ii) normalized for the number of carbons giving rise to the
signals if necessary. As demonstrated by Hany et al. and shown in Table 1.6,
the 13C HR-MAS NMR quantitation results obtained with either TKS or
solvent (CDCl3) agree with each other and those obtained by other chem-
ical methods.59 Accurate resin loading capacities were demonstrated for a
variety of products and resins. However, the results depend on adequate
swelling of the resin (3–4mL/g).59 This is illustrated by compound 1c in
Table 1.6, which yielded a low loading capacity due to poor swelling. A
relaxation reagent was also added to decrease the T1 relaxation time of the
TKS and hence shorten the analysis. Reagent addition is a potential dis-
advantage for highly reactive compounds (e.g., 2a, which could not be ana-
lyzed using a soluble standard, and 3a–c which had to be derivatized prior
to quantitation to prevent reactivity). Thus this method is not a universal
one for quantitating all solid-phase reactions. However, it was useful for
confirming that the loading capacity of unfunctionalized polystyrene resin
agreed with the calculated theoretical value, suggesting that the polystyrene
resin itself could be used as an internal standard.59
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1.8.2. Quantitation against Resin Components

Quantitation difficulties arising from differential molecular dynamics of
soluble versus insoluble materials can be avoided by using an inert resin-
bound moiety as an internal standard. The signal intensities of product to
resin can be used to calculate the mole fraction of the product (xi) and resin
(xj). By knowing the molecular mass of the resin (MWj), the loading capac-
ity of the resin can be determined according to Eq. (1.10):59

(1.10)

The sample and solvent masses added to the rotor do not need to be mea-
sured. Hany et al. compared this method to quantitation against soluble
standards.59 Table 1.6 reveals that most resin loadings quantitated against
the internal resin standard agreed with both the data obtained using soluble
standards and independent quantitation methods. As shown in Eq. (1.10),
this method can be used to simultaneously quantitate any number of
organic molecules linked to the resin, as long as there are resolved NMR
signals for each molecule. Resin-bound impurities (which are not always
detectable by NMR) can also inflate the calculated loading capacities since
they are not accounted for in the summation of Eq. (1.10).
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Table 1.6. Quantitation of Resin Loading Using Soluble and Resin-Bound
Standards [mmol/g]a

Standard/ TKS CDCl3 Resin Data from Chemical
Compoundb Methods

1a 2.43 ± 0.09 2.40 ± 0.08 2.51 ± 0.12 2.5
1b 1.05 ± 0.04 1.04 ± 0.05 1.03 ± 0.07 0.8
1c 1.90 ± 0.20 2.11 ± 0.24 3.21 ± 0.35 3.3
2a 1.09 1.0
3a 0.88 0.96
3b 1.97 ± 0.16 2.03 ± 0.11 2.00 ± 0.08 1.96
3c 2.07 ± 0.09 2.02
4 2.46 2.36 2.49 2.0
5 3.72 ± 0.25 3.70 ± 0.14 3.80 ± 0.28 3.0
6 0.60 ± 0.05 0.56 ± 0.03 0.58 ± 0.09 0.53

a Resin Data from reference 59.
b Each number represents a different resin; letters stand for individual products.



Comparing resin-bound starting material and product signals in the HR-
MAS NMR spectrum can also reveal reaction progress.58 The signal selected
from the starting material is usually one that is not changed by the reac-
tion.This potentially removes another experimental variable, since its signal
integral should remain constant during the reaction. Extensive sample
preparation (e.g., drying, which could chemically alter the resin, and
reswelling in deuterated solvent) is not required. Aliquots of the reaction
mixture can be placed in the rotor and a small volume of deuterated solvent
added for the NMR lock signal. Results do not depend on the theoretical
loading capacity of the resin, which may change during the synthesis.58

Warrass and Lippens utilized diffusion filtering to suppress the protonated
solvent signal.58 This prevented the use of a soluble standard, since its fast
diffusion would also cause it to be attenuated in the final spectrum.

As indicated by the authors, diffusion filtering used in quantitation 
introduces potential error sources based on losses due to both T1 and T2

relaxation.58 During the experimental diffusion time (ms scale), the mag-
netization is stored in the longitudinal (z¢) direction. If the nuclei whose
signals are used for quantitation have significantly different T1 relaxation
times, the resulting signal intensities could be affected such that the quan-
titative result is skewed systematically high or low. As in a liquids NMR
experiment, knowledge of the T1 relaxation times for the nuclei of interest
is important for properly selecting the parameters in the quantitative exper-
iment. Differences in T2 relaxation times can also affect quantitation, since
the gradient recovery delay times are relatively long to achieve suppression
of broad resin components. Nuclei in chemical exchange, such as amide
protons in peptides, should not be used for quantitation, since exchange
occurring on the time scales of the gradient recovery and/or diffusion times
could affect the detected signals.58,60

1.8.3. Quantitation against an Independent Resin-Bound 
Internal Standard

A final alternative is to use an independent resin-bound standard that is
added to the rotor with the resin containing the compound of interest. Once
functionalized with the standard moiety, the resin standard undergoes no
additional chemical reactions. After the loading capacity of the resin stan-
dard has been determined, this resin can be used as a universal reference
for quantitating the loading capacity of other resins. Ideally the resin stan-
dard should be synthesized on the same type of matrix as the resin samples
to be analyzed so that the swelling properties and resin dynamics, and hence
NMR line widths, are similar for both the standard and the analyte resins.
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Of course, the standard and the analyte resins must also yield unique NMR
signals in spectral regions free from other sample or solvent signals.

This method has recently been explored in our lab for determining 
the loading capacities of various batches of resin prepared by carbodiimide
coupling of 11-(1-imidazolyl)-3,6,9-trioxaundecanoic acid to Toyopearl
AF–Amino 650M resin, a poly(methacrylate) having a hydrophilic
aminoalkyl side chain (Chart 1.2, ImPEG resin). This resin was designed to
serve as a stationary phase for affinity chromatography of cytochrome P450
4A1 (CYP4A1), a member of a family of cytochrome P450 enzymes that
selectively hydroxylates the terminal methyl group of medium chain fatty
acids. CYP4A1 is expressed along with other P450 isoforms in rat liver
microsomes and is consequently difficult to purify by conventional protein
chromatography. w-Imidazolyl-fatty acids are known to be tight binding
inhibitors of CYP4A1 due to a combination of strong hydrophobic inter-
actions augmented by coordination of the imidazole nitrogen to the heme
iron.61 To quantitate ligand density for different preparations of resin, a
resin standard containing a quaternized imidazolium moiety (ImQ resin in
Chart 1.2) was designed and synthesized.

The density of the ligands on affinity resins can affect resin performance.
In our case preliminary results suggested that if the ImPEG ligand density
is too high, the ability of the column to adsorb enzyme was decreased sig-
nificantly. Thus, to optimize the performance of the affinity support, several
resin batches were made at various ligand :binding–site ratios. The number
of mmol of reactive resin sites was calculated from the volume of settled
resin used, the manufacturer’s stated site density (100 ± 30mmol/mL settled
wet resin), and our determination that 1mL of wet settled resin yields 
0.192g dry resin (dried at high vacuum). Aliquots of each resin batch were
mixed with aliquots of the resin standard (in approximately a 1 :1 mass

30 quantitative analysis in organic synthesis with nmr spectroscopy

1

2

O
H
N

O
O

O

OH

O

N N

2

45

ImPEG resin

ImQ resinO
H
N

OH

O

N N CH3
2

45

Chart 1.2. Structures of ImPEG resin (1) and ImQ resin standard (2). The shaded circle rep-
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ratio, accurately weighed). The ligand density of the ImPEG analyte resin
(LCI) was then quantitated against the known ligand density of the inter-
nal resin standard (LCRS) by HR-MAS NMR:

(1.11)

This equation is analogous to Eq.(1.9) presented by Hany et al., except the
loading capacity, rather than the molecular weight, of the standard must be
known. The ligand density of the resin standard in this example was inde-
pendently determined using an inert soluble internal standard (TSP) and
found to be 89.9 ± 4.1nmol/mg.

Figure 1.10 shows the 1H HR-MAS NMR spectra of two ImPEG/resin
standard mixtures. The imidazole singlet at 9.6ppm from the standard (*)
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Figure 1.10. 500MHz 1H NMR spectra (in d7-DMF) of imidazole-PEG (ImPEG) resins pre-
pared with 1.26 (A) or 0.15 (B) equivalents of ligand. The C-2 proton from the ImQ resin is
indicated with an asterisk (*), while the C-4/5 protons from the ImPEG resin (nonquaternized
and therefore more upfield) are indicated with a double dagger (‡). The mass ratio of ImPEG
resin to resin standard was approximately 1 :1 in each mixture although different absolute
amounts were used. The samples were spun at 5kHz and 512 FIDs were coadded to yield each
spectrum.



is well resolved from the ImPEG resonances (‡), and its area (ARS, nH(RS)

= 1) was compared to the combined integrals (AI, nH(I) = 2) of the two unre-
solved ImPEG imidazole peaks at 7.0 and 7.4ppm. (The other imidazole
proton signals for the resin standard and ImPEG resins lie underneath the
DMF signal at 8.0ppm and thus contribute to both its intensity and line
width.) The lines are broad for these resins, as stationary phase supports
would be expected to have poor mobility even when solvated. Despite this
fact the peaks are sufficiently resolved to permit quantitative integration.

The ImPEG resin prepared using 1.26mol ImPEG ligand per mol resin
sites (i.e., amino side chains) is shown in Figure 1.10A while the spectrum
for the resin prepared with 0.15 equivalents of ligand is shown in Figure
1.10B. Even though there was more resin standard in the mixture shown in
Figure 1.10B, the relative ImPEG integrals between spectra A and B reveal
that the resin prepared with more equivalents of ImPEG ligand has a higher
loading, as expected. Besides validating the use of the internal resin stan-
dard, this result illustrates that the loading capacities should be relatively
predictable based on the reaction stoichiometry, especially for lower ligand
densities which are more favorable for affinity column performance.

The 1H HR-MAS NMR data and Eq. (1.11) were used to calculate 
the loading capacities of several resin batches prepared with various
ligand:binding site ratios. The loading capacity of the resin prepared with
1.26 equivalents ImPEG ligand (81.0 ± 8.0nmol/mg, Figure 1.10A) is
approximately 5 times that of the resin prepared with 0.15 equivalents
ligand (15.4 ± 1.3nmol/mg, Figure 1.10B). This resin would be expected to
give a loading capacity 8 to 9 times greater based on the amount of ligand
used, suggesting that coupling is less efficient in the presence of excess
ligand. Our collective results for several resin batches have confirmed this
observation, revealing that higher coupling efficiencies are obtained when
the number of reactive resin sites exceed the available amount of ligand
and excess coupling reagent is used to drive the reactions to completion.
The correlation of these results with the chromatographic performance of
the ImPEG resins for purifying CYP4A1 and other P450 isoforms is cur-
rently being investigated further.

1.9. CONCLUSIONS

NMR spectroscopy provides a noninvasive way to quantitate solution- and
solid-phase library compounds while also permitting total structural eluci-
dation, which aids in determining structure-activity relationships for ratio-
nal drug design. The mass sensitivity and resolution of NMR continue to
improve with the development of small-volume flow probes for solution-
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phase libraries and HR-MAS techniques for analyzing solid-phase samples.
In contrast to other analytical methods, no pure standards of the analytes
are required for quantitation by NMR. This is a particular advantage in the
combinatorial arena, since both parallel and split-and-pool synthetic strate-
gies can lead to an enormous number of new compounds for which no stan-
dards exist. Automated devices for sample handling have greatly increased
the throughput of NMR, helping to alleviate the analytical bottleneck
created by combinatorial synthesis. The variety of standards and methods
that have emerged illustrate the utility of NMR as a quantitative analytical
tool. To appropriately quantify library compounds, many factors must be
considered, including the instrumentation available, the chemical and phys-
ical properties of the analytes, and the time required for analysis. If the
experimental parameters are carefully chosen based on the measured or
known relaxation properties of the analytes and standards, reliable results
can be obtained. These results are useful for assessing the utility of the syn-
thetic strategy and play an important part of the detailed characterization
of individual compounds for library archives.
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CHAPTER

2
19F GEL-PHASE NMR SPECTROSCOPY FOR

REACTION MONITORING AND QUANTIFICATION
OF RESIN LOADING

JOSEPH M. SALVINO

2.1. INTRODUCTION

Solid-phase organic synthesis has emerged as a powerful tool for the syn-
thesis of chemical libraries.1–4 A major drawback to solid-phase chemistry
is that it is difficult to directly monitor the desired chemical reaction on
resin. Standard analytical techniques for reaction optimization are available
after the reaction product is cleaved from the solid support. However, the
typically harsh conditions necessary to remove the reaction product from
the solid support may introduce impurities and undesired side products,
thus masking the true nature of the reaction being monitored. Both IR and
NMR5–15 spectroscopy have been used to monitor the progress of reactions
on the solid phase. This chapter reviews the use of 19F NMR spectroscopy
as a tool to monitor solid-phase reactions directly, without having to cleave
the product from the resin prior to analysis.

2.1.1. Fluorinated Linkers: Fluoro-Wang and Derivatives

A key aspect of a solid-phase synthesis is the choice of linker. The linker
should be orthogonal to the required reaction conditions and allow quan-
titative cleavage of the product under mild reaction conditions. In addition
a linker that incorporates a fluorine atom may serve as a powerful analyt-
ical handle as well as a synthetic handle.A fluorine atom in the linker allows
the use of 19F NMR spectroscopy to monitor solid-phase transformations.
Advantages of using 19F NMR to monitor solid-phase reactions include high
sensitivity, due to the 100% natural abundance of the spin 1/2 nucleus and
the high gyromagnetic ratio of 19F. A wide range of chemical shifts, approx-
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imately 200ppm, is observed for closely related fluorine-containing com-
pounds. Fluorine is sensitive to its chemical environment due to the large
polarizability of the fluorine electron cloud. Remote changes in electron
density thereby spread the 19F resonances over a wide range of chemical
shifts. Hence structural transformations even quite remote from the fluo-
rine atom will affect the position of the 19F signal. 19F NMR is a non-
destructive analysis. Nonfluorinated residual solvents or reagents are
transparent to 19F NMR. Therefore products can be analyzed immediately
after washing to remove any excess fluorine-containing reagents, and the
time-consuming exhaustive drying of the resin prior to analysis is unneces-
sary. 19F NMR allows direct monitoring of a reaction without first having to
cleave the product from the resin using harsh reaction conditions such as
extended exposure to trifluoroacetic acid prior to analysis. Thus any impu-
rities or decomposition can be avoided, and the true progress of a reaction
observed.

Three fluorinated analogues of linkers are commonly used in solid-phase
peptide synthesis, as has been recently reported.12,14 These linkers are shown
in Figure 2.1. 3-Fluoro-4-hydroxymethyl-benzoic acid linker is acid-stable,
but cleavable under basic or nucleophilic conditions. 3-(3-Fluoro-4-hydrox-
ymethyl-phenyl)-propionic acid linker requires strongly acidic conditions for
cleavage (i.e., liquid hydrogen fluoride), while (3-fluoro-4-hydroxymethyl-
phenoxy)-acetic acid linker requires cleavage under milder conditions such
as trifluoroacetic acid. The latter fluorinated linker was utilized in the syn-
thesis of Pilicide libraries, peptoids containing a coumarin moiety that bind
to the active site of the periplasmic chaperones PapD and FimC.12,14 Several
of the steps leading to 8 (see Schemes 2.1 and 2.2) could be efficiently mon-
itored and then optimized by use of 19F NMR spectroscopy. High-quality
spectra could be obtained within minutes for samples of resin in an ordi-
nary NMR tube using a standard NMR spectrometer. Loading of the (3-
fluoro-4-hydroxymethyl-phenoxy)-acetic acid linker to TentaGel S-NH2
resin was monitored particularly for optimization of the amide bond for-
mation over ester formation, which resulted in a twofold coupling of the
linker to the resin. Acylation of 2 to 3 was also monitored. The 19F NMR
signal for 2 appeared at -117.3ppm. It was necessary to run the coupling
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reaction twice in order to obtain complete conversion to 3 by observing the
signal at -117.3ppm disappear and a new signal at -115.1 appear that cor-
responds to 3. (see Scheme 2.1 and Figure 2.2). Premature cleavage was
observed during the transformation of 6 to 7 evident by the formation of a
19F NMR signal at -117.3 for resin 2 (Scheme 2.2).

Another Fluoro-Wang type resin that was reported15 is devoid of an
amide bond in the attachment of the linker to the polymer support. This
resin is readily available from 2-fluoro-4-hydroxy-acetophenone, and offers
the advantage of being more chemically robust than the resins previously
discussed. For example, the resin linkage is stable to lithium aluminum
hydride (LAH) and inert to strongly basic conditions, such as treatment
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with lithium bis (trimethylsilyl)amide (Scheme 2.3). 19F NMR proved to 
be a powerful analytical technique to monitor the progress of these solid-
phase reactions. Resin 11 (Scheme 2.3) displays a signal at -106ppm 
corresponding to the fluorine on the aromatic ring of the linker. LAH
reduction of the ester in resin 11 to give the alcohol resin 12 was evident
by the shift of the fluorine signal from -106 to -118ppm. The complete 
loss of the signal at -106ppm confirms the completion of the reaction.
19F NMR was used in this case to monitor the rate of loading diethylphos-
phonoacetic acid to resin 12, to provide the phosphonate resin 13 (Scheme
2.4). The fluorine signal shifts from -118ppm for resin 12 to -116ppm for
resin 13. Optimization of the reaction, at least with respect to reaction time,
is easily monitored. Small aliquots of resin are sampled, filtered, and washed
at various time points during the reaction. This stops the progress of the
reaction. 19F NMR spectroscopic analysis of the samples then reveals the
progress of the reaction for each sample. Integration of the fluorine signals
determines the progress of the reaction (see Figure 2.3). The ability to
observe the chemical shift differences in 19F NMR spectra drops off the
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farther away the chemical transformation is for the fluorine atom that is
being monitored. Thus in the transformation of 13 to 14 (Scheme 2.4) the
fluorine signal did not show any significant shift. In this case FT-IR was used
as a complimentary technique, observing the shift in the carbonyl stretch
for 13 and 14 to determine the progress of the reaction.The examples above
demonstrate the power of 19F NMR combined with these Fluoro-Wang type
resins, 2 and 12, for monitoring the loading directly on the solid phase. This
methodology will facilitate the analysis of solid-phase reactions, particularly
if the resin bound intermediate is unstable to the cleavage conditions.

19F NMR spectroscopy has proved to be a powerful technique to quan-
tify the formation of carboxylic acid esters and sulfonate esters to polymer-
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supported tetrafluorophenol (TFP)16 resin 18 (Scheme 2.5). Only a limited
amount of amine is needed to displace the carboxylate or sulfonate ester
to form amides or sulfonamides, respectively, from this activated resin.Thus
it is critical to be able to quantify the resin loading of the activated resin
before library production to ensure synthesis of products devoid of amine
starting material. The quality of the base resin 18 and the resulting poly-
meric activated resins, 19 and 20, (Scheme 2.5) may be quantitatively deter-
mined in a nondestructive analysis using 19F NMR spectroscopy. The 19F
NMR spectrum of the TFP resin, 18, shows two resonances at -148 and 
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-165ppm, each corresponding to two equivalent fluorine nuclei (top spectra
of Figure 2.4). Analysis of the integration of the signals resulting from free
and activated forms of the polymeric TFP resin determines the relative
extent of resin loading (bottom spectra of Figure 2.4).

2.1.2. Quantitation Using 19F NMR Spectroscopy

There have been relatively few reports on techniques for quantifying chem-
ical reactions on polymer-supported moieties. Thus any development of
new methodologies to accelerate the analysis of solid-phase chemistry is
important. One of the first uses of 19F NMR to quantitate loading of poly-
meric resin depended on internal concentration references derived by addi-
tion of a noncovalently bonded internal standard, such as the addition of
C6H5F to the resin beads in an NMR tube, or addition of a solid-phase inter-
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nal reference to the resin beads contained in an NMR tube. C6H5F was used
as an internal standard and added as a solution, to determine the loading
of amino acids with fluorine containing protecting groups into Merrifield
resin.17

A recent paper describes a simple approach to quantify resin-bound
chemistry using 19F NMR spectroscopy in conjunction with a polymeric
support bearing 19F as an internal standard.18 The internal standard renders
the analysis independent of the resin sample mass. Solid-phase synthesis
quantitation using this methodology requires a solid support having a well-
characterized, chemically robust fluorine internal standard and an addi-
tional functional group or linker for covalent attachment of the desired
reactants. An internal standard was incorporated into the solid support by
co-polymerization with fluorinated monomer (Figure 2.5). The loading of
the fluorine internal standard in this case was determined by combustion
and subsequent fluoride ion chromatography. When a fluorine-containing
reactant is bound to the solid-phase during a synthetic step, the reaction
yield is determined from the 19F NMR peak integration values of the
product and the internal standard on the resin. This method permits rapid
yield measurements at any step in a reaction sequence when a fluorine-
labeled reactant is incorporated in the synthetic step. The utility of this
methodology was demonstrated by optimization of a solid-phase Michael
reaction (see Scheme 2.6). The reaction was optimized under various con-
ditions, particularly where the base was varied. The method was contrasted
to FT-IR spectroscopy, which could detect an incomplete reaction but
afforded no quantitative information. This method presents a versatile 
and facile approach to determining reaction yields of solid-supported
chemistries.

19F NMR spectroscopy has also been used to monitor and optimize cleav-
age from the resin.14 The m-fluorophenylalanine residue linked directly to
the polymer support in 23a and 23b serves as an internal reference while
the p-fluorophenylalanine was used to determine the amount of cleavage
under various reaction conditions (Scheme 2.7). This resin was developed
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to explore the conditions for cleavage of the fluorinated linker versus the
corresponding nonfluorinated linker. The resin bound Fmoc-F-phenylala-
nines derivatives were prepared and subjected to cleavage under different
conditions. The m-fluorophenyl alanine residue linked directly to the resin
served as an internal reference while the p-fluorophenylalanine residue was
used to determine the amount of cleavage.

2.1.3. 19F NMR Reaction Monitoring

Several methods have been reported to monitor solid-phase reactions using
19F NMR without a Fluoro-Wang type linker. For example, the monitoring
of solid-phase nucleophilic aromatic substitution reactions via 19F NMR
through the loss of the aromatic fluorine atom has been reported.13 19F
NMR monitors the progress of the reaction, hence monitoring the reaction
kinetics of product formation (Scheme 2.8).
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Another report19 demonstrates the capability of providing quantitative
information on the extent of conversion of a solid-phase material. This
method may be applicable to a wide range of reaction chemistries and resin-
supported materials. These authors use 19F NMR to quantify the extent of
the derivatization of functionalized polymeric material with a fluorinated
substrate. Thus the rate of the reaction of Merrifield resin with 2-fluo-
rophenol was examined. At various time intervals portions of the reacting
resins were removed and were exhaustively reacted with excess 4-fluo-
rophenol.Analysis of the resin samples shows two signals (Scheme 2.9), one
for the 2-fluoro derivative at -134ppm and the other for the 4-fluoro deriv-
ative at -124ppm. Quantitative information on the extent of the reaction
was obtained by measuring the relative intensities of the resin bound fluo-
rine and a known concentration of an internal standard in solution, such as
fluorobenzene. It was noted that there needed to be a sufficient time delay
between the RF pulses so that the solid-phase and solution-phase nuclei
would be similarly relaxed in the 19F NMR spectra. This method provided
excellent correlation for resin-bound F atom content in samples containing
30mg resin samples blended to various extents with 100% 2-fluorophenyl
Merrifield ether and unfunctionalized Merrifield resin. This fluorophenol
based assay was then used to optimize the attachment of an epoxide to the
Merrifield resin (Scheme 2.10). The alkylation reaction was monitored at
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various time points and then treated with excess 4-fluorophenolate. The 19F
NMR analysis determined the rate of formation of the Merrifield ether.The
rate of the cleavage reaction was studied for the two Merrifield ethers 25
and 26 using 19F NMR spectroscopy (Scheme 2.11). A 1.5-fold excess of
stannic chloride was added to each resin sample, 25 and 26, suspended in
d-chloroform, and the increase in the intensities of the 19F signals at -142
and -124ppm, due to the cleaved products, respectively, were monitored
over some time.

2.2. 19F NMR AS A TOOL FOR ENCODING LIBRARIES

19F NMR is an excellent tool for generating the encoding method for single
beads in combinatorial libraries produced by the mix and split synthetic
method. The same advantages of using 19F NMR spectroscopy to monitor
reactions are true for using 19F NMR as a tool for encoding libraries. Numer-
ous fluorine tags including many from commercially available sources are
available for use. The relative stability of the fluorine tag is also an impor-
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tant positive characteristic. Due to the wide range of chemical shifts
observed for fluorinated molecules, even library compounds that contain a
fluorine atom usually display a chemical shift different from any encoding
tags used. This characteristic usually distinguishes the library compound
from the tag. Also in most cases the library compound is cleaved from the
resin before encoding so that overlap of the 19F signal does not become an
issue.

A recent report20 uses a fluorine encoding method for the first position
monomers in a mix and split library to assist in the mass spectral deconvo-
lution of library hits. Mass spectroscopy is used as the primary structural
deconvolution tool. However, due to mass redundancies in the screened
pools, mass spectral analysis alone cannot unequivocally determine the
structure of the hits. Thus, to avoid having to re-synthesize numerous com-
pounds, 19F encoding is used to provide additional structural information.
A hybrid structural determination strategy is employed that relies on mass
spectral analysis of the active bead coupled with on-bead analysis of the
first position nonreleasable code.This strategy reduces the number of struc-
tural possibilities to a single structure in every case. In practice, a series of
commercially available fluorine carboxylic acids are used to generate an
encoding system for mix and split libraries. The tags are attached to the
resin via an amide bond, and each tag displays a unique distinguishable flu-
orine chemical shift. A large number of codes may be generated from a
small set of differentiable fluorine carboxylic acid tags. Combinations of two
fluorine tags are used at a time, along with 50 to 100 first-position encoded
resin pools that require 11 to 15 individual tags. The large batches of
encoded resin are synthesized as outlined in Scheme 2.12.
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A typical synthesis of a combinatorial mix and split library proceeds by
first defining the required resin pools, followed by deprotection of the a-
amine position, attachment of the appropriate linker, and then attachment
of the library core and subsequent derivatization following a typical mix
and split protocol. Deconvolution of the active bead proceeds by acquiring
the 19F NMR spectra of the bead. These investigations used an NMR
equipped with a magic angle spinning probe. It took one to four hours to
“read” the 19F code from a single bead for a typical sample using 130mm
aminomethyl polystyrene resin with a library and tag loading capacity of
1.2mmol/g each. Single-bead spectra of library hits are compared to known
spectra of coded resin batches shown in Figure 2.6.

Another recent report21,22 uses a set of chemically robust aryl fluorides
as molecular tags. These molecules exhibit chemical shifts that range from
-55 to -25ppm relative to fluorobenzene, and are tolerant to a wide variety
of chemical transformations in solid-phase chemistry. Poly-N-alkylglycines
were chosen as a model system for the preparation of combinatorial
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libraries using these fluorinated tags (Eq. 2.1). The detection sensitivity in
19F NMR for fluorinated tag molecules was established to define the scope
of the method.A series of fluorinated tags have been prepared that fall into
two molecular classes, hydroxybutyl ethers of phenols and benzyl alcohols.
The fluoroarene tags were attached to a linker that permits them to be
released photochemically prior to reading, and bears a primary amine for
chemical synthesis (Scheme 2.13). This method of decoding combinatorial
libraries uses solution-phase methodology. The photo-linker to the tags
enables them to be readily released for NMR analysis in solution, rather
than requiring a solid-phase NMR method. In this application the fluo-
roaromatics perform as analogue codes in that they directly represent build-
ing blocks in the library. The frequency of the appearance of a tag is
therefore a direct measure of the performance of the building block in the
assay.
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CHAPTER

3

THE APPLICATION OF SINGLE-BEAD FTIR AND
COLOR TEST FOR REACTION MONITORING AND

BUILDING BLOCK VALIDATION IN
COMBINATORIAL LIBRARY SYNTHESIS

JASON J. COURNOYER, CLINTON A. KRUEGER,
JANICE V. WADE, and BING YAN

3.1. INTRODUCTION

Combinatorial library development in solution1 or on solid phase2,3 requires
optimizing reaction conditions and evaluating the compatibility of building
blocks under such synthesis conditions. A synthesis scheme must first be
proved to yield the desired product with high yield and purity. Then all
building blocks are evaluated in one of two ways: in parallel validation as
one site of diversity is varied, and the remaining sites of diversity are held
constant, or in matrix validation as all sites of diversity are varied. Whereas
a parallel validation helps determine how one set of precursors performs
with a specific substrate, a matrix library provides information of cross-
compatibility of all sites of diversity. The analysis of these products remains
a major challenge.4 This chapter will discuss combinatorial synthesis using
solid-phase organic synthesis (SPOS) methods.

A possible way to monitor solid-phase synthesis is to cleave compounds
from the solid support and analyze them by liquid chromatography mass
spectrometry (LC/MS). However, compounds are subject to chemical
changes under cleavage conditions. In addition this process is time-
consuming and labor intensive. Alternatively, more appropriate methods
were developed for feasibility studies and building block validation. The
organic reactions used in combinatorial library synthesis are usually well
optimized in solution so that the corresponding SPOS reactions will lead
to the expected resin-bound products. Consequently the confirmation of the
presence or absence of the desired product or starting material becomes
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the major goal of analysis. Single-bead FTIR4 is an effective tool for this
type of analysis because most organic reactions involve functional group
transformations. This analysis has the advantage of monitoring organic
reactions from only one bead without sample preparation, and it can be
rapidly performed at any time during synthesis. Additionally color tests for
the solution-phase reaction monitoring are transferred to solid-phase chem-
istry whenever possible in our laboratories.5,6 Some color tests have been
developed especially for solid-phase reaction monitoring such as fluores-
cent tagging for various resin-bound functional groups.7,8

Color tests can be conducted in the synthesis laboratories as a quick
check for the presence or absence of certain functional groups. They also
indicate the extent of reaction completion based on the disappearance of
the functional group in the starting material. Therefore a combination of
color tests and FTIR analysis can provide a clear picture of progress in
solid-phase reactions. Ensuring complete reaction for every step is a more
logical way to increase reaction yield than adding excess materials to an
inefficient synthesis that still must confront an unavoidable loss in product
purification. In the following, we show that the monitoring of each reaction
during development and subsequent production by FTIR and color test is
useful and indispensable. Scaffold loading, the addition of diversity side
chains onto the scaffold, and cleavage of the product from resin can all be
monitored based on the presence or lack of organic functional groups.

3.2. REACTION MONITORING FOR FEASIBILITY AND
SYNTHESIS OPTIMIZATION

A 90% yield for each reaction step in a four-step synthesis sequence would
only give a product with 65% final yield and a low purity. Therefore, during
feasibility and optimization studies, it is important to know that each reac-
tion step is complete. An individual test, FTIR or color test, can reveal
whether a reaction is occurring and, in some cases, whether it is complete.
The combination of different tests can provide more conclusive informa-
tion on reaction completion.

The coupling of carboxylic acid 2 to Marshall resin 1 to form 3 occurred
in the presence of coupling catalysts and base in dichloromethane (Scheme
3.1). To ensure reaction completion, both the phenol test9 and single-bead
FTIR are used. Normally, a positive phenol test resulting in dark-purple
resin beads indicates the presence of the phenol group. The color intensity
is proportional to the phenol concentration (Figure 3.1). FTIR showed the
disappearance of the IR band for phenol group at 3278cm-1 and the appear-
ance of the IR band for ester group at 1710cm-1 (Figure 3.2). In combining
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the FTIR results and the negative color test for phenol groups, we could
prove that a complete carboxylic acid coupling on Marshall resin had
occurred.

The coupling of Fmoc-protected amino acid 5 to Wang resin 4 to form 6
in the presence of coupling catalysts in DMF (Scheme 3.2) was also moni-
tored. A positive test for hydroxy groups would result in the fluorescent
resin beads,8 indicating the presence of hydroxyl groups and an incomplete
coupling to the Wang resin. Single-bead FTIR showed the disappearance
of IR band for hydroxyl stretch at 3437cm-1 and the appearance of the IR
band for the ester carbonyl group at 1710cm-1 (Figure 3.3). A negative test
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Scheme 3.1. Carbxoylic acid coupling to Marshall resin.

Figure 3.1. Phenol color test. Colorless beads on left indicate the absence of phenol, dark blue
color beads on right indicate presence of phenol.



for the presence of hydroxy groups (Figure 3.4, nonfluorescent beads) and
the single-bead FTIR results (Figure 3.3) indicated a complete coupling of
the protected amino acids to the Wang resin.

3.3. PRECURSOR VALIDATION USING FTIR

Rigorous validation of all building blocks is required for a highly diverse
combinatorial library to have good yield and purity. In the course of vali-
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dation studies this can be accomplished by the combination of color test
and FTIR analysis without an extra cleavage step needed for LC/MS analy-
sis.The first test case was to validate the amine precursors for an aryl pyrim-
idine library (Lib 1) on solid phase (Scheme 3.3).10 Reductive amination
was carried out on 4-formyl-3,5-dimethoxyphenoxymethyl resin 7 (step A),
followed by the addition of an amines 8 to the resin (step B) to form 9. An
aldehyde functional group on the bead was transformed to a secondary
amine in step A, which would result in the disappearance of IR bands for
C= O stretch from aldehyde at 1683cm-1 and C—H stretch at 2775cm-1

(Figure 3.5). Step A progressed in two stages. The intermediate is an imine
11 that is further reduced to the secondary amine 9 (route 1 of Scheme 3.4).
Route 2 of Scheme 3.4 illustrates that an alcohol 12 would be formed after
reduction treatment if the conversion of 7 to 11 were not complete. To
examine if route 2 occurred, a fluorescent test for resin bound hydroxyl8

was used in addition to single-bead FTIR analysis. The fluorescence dye 9-
anthroylnitrile specifically reacts with the hydroxyl group, and not the sec-
ondary amines.8 After the reductive amination with an amine, the
disappearance of the IR stretches associated with the aldehyde group and
the negative result for the presence of hydroxyl group indicated that the
reaction went to completion.
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A total of 59 amines (Chart 3.1) were examined by both fluorescence
test and single-bead FTIR.A selection of FTIR spectra of resin 9 was shown
in Figure 3.6. The IR spectrum of 4-formyl-3,5-dimethoxyphenoxymethyl
resin showed an IR band for aldehyde C= O stretch at 1683cm-1 (Figure
3.6A). The rest of the spectra in Figure 3.6 (from B to H) showed decreased
intensity in this band. For quantitative analysis, an integration analysis of
this band was carried out. All integration values were normalized to a poly-
styrene band at 1947cm-1. Assuming the integrated IR band for C= O
stretch from 4-formyl-3,5-dimethoxyphenoxymethyl resin was 100%, the
relative percentage completion of each amine was calculated from their
integrated bands at 1683cm-1. A summary of FTIR results for all 59 amines
was listed in Table 3.1. Among the 59 amines evaluated, only amine 33
did not give desired product at all, while amines 34 and 44 showed less than
50% completion, the rest of them showed greater than 95% completion.
The broad feature from O—H stretch of alcohol in the range of 3200 to
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3600cm-1 was observed in some of the amines such as H in Figure 3.6 indi-
cating incomplete reaction.

In step B (Scheme 3.3) scaffold 10 was added to the resins after the
reductive amination. The products on resin 13 were cleaved from the bead
and analyzed by LC/MS (14). Experimental results were also summarized
in Table 3.1. Twenty-six amines gave products with purity greater than 90%
by UV214 detection. Six amines gave products with purity between 50%
and 90%. Twenty-seven amines gave products with purity less than 40%.
Only 22 out of 26 amines (>90%) were used in the final library production
because four amines would produce compounds with a calculated C log
P value larger than five (not druglike)11 and were excluded from 
synthesis.

3.4. REACTIVITY COMPARISON

To capture chemical reactivity information as a guide for future library
development, we compared the building block validations of various
libraries. Two approaches were adopted: (1) the same set of building blocks
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for the same reaction on the same starting resin and (2) the same set of
building blocks for the same reaction on different starting resins. In subse-
quent studies a set of amines was also used for the reductive amination reac-
tion in two other library syntheses (Lib 2 is the same as step A in Scheme
3.3 and the reaction for Lib 3 is shown in Scheme 3.5). Results of com-
parisons were summarized in Table 3.2. Amines proved to work well for
reductive amination in Lib 1 also worked well for Lib 2 and Lib 3. This
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demonstrates the value of previous chemistry information in guiding future
development of libraries when the same reaction or comparable reaction is
performed. With accumulation of more data, such lists could decrease the
development time of libraries by qualifying diversity building blocks shown
to work previously and mitigating the search for diversity elements that
may have already proved successful for other similar reactions.
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3.5. PRODUCT CLEAVAGE REACTIONS

Monitoring complete cleavage of product by single-bead FTIR is a simple
yet significant test to enhance reaction yield. The optimization of this step
proved to be very important because using too mild a cleavage method may
result in only partial release of resin-bound compounds but too severe 
a condition may result in the breakdown of labile products. Fortunately,
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Figure 3.6 Single-bead FTIR spectra of resin 7 (A) and reduced resins 9 (B–H). The normal-
ized area of the band at 1683cm-1 is used to measure reaction completion. The FTIR stretch
at 1707cm-1 for resin C (used amine 25) shows that the resultant resin contains an additional
carbonyl group and resin H shows an incomplete imine formation from the aldehyde result-
ing in a hydroxyl formation after reduction (12 of Scheme 3.4).
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Table 3.1. FTIR and LC/UV214/MS Results from the Amine Validation

Diversity -CHO Disappearance O–H LC/MS Purity Library 1
Element 1683cm-1 (area%) Formation Step B (%UV214)

17 >95 100 Used
18 >95 93 Not used
19 >95 0 Failed
20 >95 5 Failed
21 >95 78 Used
22 >95 0 Failed
23 >95 2 Failed
24 >95 89 Used
25 >95 0 Failed
26 >95 0 Failed
27 >95 0 Failed
28 >95 100 Used
29 >95 Yes 7 Failed
30 >95 79 Used
31 >95 100 Used
32 >95 100 Used
33 <20 Yes 0 Failed
34 <70 0 Failed
35 >95 100 Used
36 >95 0 Failed
37 >95 91 Used
38 >95 100 Used
39 >95 100 Used
40 >95 Yes 50 Not used
41 >95 97 Used
42 >95 Yes 0 Failed
43 >95 98 Used
44 <70 100 Used
45 >95 40 Not used
46 >95 100 Used
47 >95 0 Failed
48 >95 Yes 46 Not used
49 >95 Yes 76 Not used
50 >95 Yes 0 Failed
51 >95 0 Failed
52 >95 76 Used
53 >95 100 Not used
54 >95 0 Failed
55 >95 0.7 Failed
56 >95 0 Failed
57 >95 76 Not used
58 >95 0 Failed



different reaction conditions for product cleavage can be monitored by
FTIR. An example of this type of study is illustrated by monitoring amine
cleavage of product from Marshall linkers. Seven different resin-bound
thiophenol esters were cleaved with three structurally diverse amines
(Figure 3.7), and their cleavage efficiencies were measured by single-bead
FTIR.12 The resin beads (10.0 mg) were added to a reaction tube in anhy-
drous pyridine and allowed to swell for 30 minutes. The swelling solvent
was filtered off.A solution of 5 equivalents of amine in 1.5mL of anhydrous
pyridine was added to the reaction tube and subsequently placed on a
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Table 3.1. Continued

Diversity -CHO Disappearance O–H LC/MS Purity Library 1
Element 1683cm-1 (area%) Formation Step B (%UV214)

59 >95 68 Not used
60 >95 0 Failed
61 >95 0 Failed
62 >95 63 Not used
63 >95 Yes 0 Failed
64 >95 100 Used
65 >95 100 Used
66 >95 96 Used
67 >95 95 Used
68 >95 23 Not used
69 >95 0 Failed
70 >95 94 Used
71 >95 100 Used
72 >95 0 Failed
73 >95 53 Not used
74 >95 Yes 53 Not used
75 >95 Yes 43 Not used
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Scheme 3.5. Reductive amination step for Library 3.



rotator. FTIR spectra were acquired on single beads at various times during
the cleavage reaction. Normalized peak areas were measured for the dimin-
ishing peak at 1750cm-1 corresponding to the ester group that is being
cleaved off of the resin and the progression of the reaction was monitored
at specific time intervals to confirm complete cleavage (Figure 3.8). The
study showed that a less sterically hindered amine facilitates a faster cleav-
age reaction. The effect of temperature was also studied by monitoring the
reaction at 20°C, 40°C, and 60°C for one of the resins. The FTIR showed
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Table 3.2. List of Amines Used for Reductive Amination in Libraries 1, 2, and 3

Amine Library-1 Library-2 Library-3

Butylamine y y y
2-Methoxyethylamine y y y
Benzylamine y y y
3-Ethoxypropylamine y y y
Propylamine y y y
Isopropylamine y y y
4-Methoxybenzylamine y y y
3-Methoxypropylamine y y y
3-Isopropoxypropylamine y y y
Cyclopropanemethylamine y nt y
3-butoxypropylamine y y y
Isobutylamine y y y
4-Fluorobenzylamine y y y
2-Fluorobenzylamine y y y
2-Methoxybenzylamine y y y
Cyclopropylamine y y y
Isoamylamine y y y
3-Methylbenzylamine y y y
Cyclobutylamine nt y y
Cyclopentylamine y y nt
2-Aminopentane y y y
3-Fluorobenzylamine y y y
3-Aminopentane y y nt
2-Ethoxyethylamine nt y y
2-Fluorophenethylamine y nt y
3-Fluorophenethylamine y nt y
2,4-Difluorobenzylamine y nt y
Phenethylamine y y nt
2-(2-Aminoethyl)pyridine y y nt

Note: y—validated and used for library synthesis; nt—not tested.
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that the rate of cleavage reaction to increase twofold for every 10°C rise in
temperature (Figure 3.9). Similar to this work, the cleavage of acid-labile
products with TFA was also studied.13

3.6. CONCLUSION

In this chapter several examples were used in the validation of chemistry
and precursors. They illustrate the importance of FTIR and color tests in
aiding the development of solid-phase chemistry in the loading, diversifi-
cation, and cleaving steps in combinatorial synthesis.The combined method
provides crucial information on reactions carried out on solid supports and
offers a fast way to monitor a range of reactions without the need to cleave
the compound from resin at intermediate steps. Building block reactivity
for similar reactions can also be achieved to guide future synthesis devel-
opment, as these data may prove powerful for efficient and cost-effective
combinatorial library development.
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CHAPTER

4

HR-MAS NMR ANALYSIS OF COMPOUNDS
ATTACHED TO POLYMER SUPPORTS

MERITXELL GUINÓ and YOLANDA R. DE MIGUEL

4.1. INTRODUCTION

In the last decade the great interest in the area of solid-phase synthesis
sparked the need for development of analytical techniques for on-bead
reaction monitoring and characterization of resin-bound molecules. For
many years the traditional method of characterization for on-bead mole-
cules consisted in the cleavage of the compound from the resin and its
analysis by conventional solution-phase techniques such as NMR, IR, and
MS. This cleave-and-characterize technique has the limitations of being
destructive, time-consuming and not always applicable. Therefore other
methods that do not require cleavage from the resin were used, such as
color tests,1 which are very simple and rapid despite their destructive
nature, and microanalysis.2 Combustion elemental analysis is widely used
in the determination of solid-phase organic reaction yields because of 
its accuracy and reproducibility. Although this method is destructive, it
requires only a small amount of resin (about 2mg) for CHN analysis. It is
also possible to analyze Cl, S, P, Br, I, and metals. The analysis can be auto-
mated to speed up the process; however, not all laboratories have access to
this technique. The procedure actually turns out to be expensive and time-
consuming because the samples must be sent to an external service.
Another drawback of this method is that to quantify solid-supported reac-
tions, the reaction has to undergo an increase or decrease in the amount of
a particular heteroatom during the course of the reaction.

The development of single-bead FT-IR spectroscopy (for details, see
Section 4.3) represented a great advancement for the monitoring of on-
bead reactions. It has brought sensivity, speed, convenience, and effective-
ness to functional group transformations.3 Just one bead is required to carry
out the analysis, without the need for sample preparation.
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Nevertheless, the primary tool used in solution-phase synthesis for struc-
tural elucidation is NMR spectroscopy. There has been some interest in
developing NMR methods for analyzing resin-bound compounds and mon-
itoring the progress of chemical reactions on solid-phase by on-bead analy-
sis (without cleavage of the product from the resin).4 Many improvements
have been achieved in NMR for SPS, but limitations remain. On the one
hand, the limited mobility of polymers, as well as the poor mobility of
attached compounds, leads to broad bands with low spectral resolution. On
the other hand, the broad signals due to the polymer matrix can mask or
overlay with bands from the desired product. The main advantage of this
technique is its nondestructive nature, as the sample can be easily recov-
ered.The next section will focus on the most powerful technique developed
to monitor and characterize polymer-supported compounds: gel-phase HR-
MAS NMR spectroscopy.

4.2. BACKGROUND TO GEL-PHASE HR-MAS NMR SPECTROSCOPY

4.2.1. Gel-Phase NMR Spectroscopy

The first approach to monitor SPOS by gel-phase NMR was based on the
swelling of polystyrene (PS) resins (cross-linked with divinylbenzene). This
method uses an appropriate deuterated solvent to increase the mobility of
the sample and obtain narrower peaks.The resulting swollen resin is neither
fully liquid nor fully solid but gel-like. The linewidth is a function of the
amount of divinylbenzene (DVB), which defines the level of polystyrene
cross-linking.As a result resins with low DVB content (1–2%), which means
low cross-linking, and resins with long mobile chains, such as polyethyl-
eneglycol (PEG), give sharper resonances as the high mobility of the
product simulates better the solutionlike state. For this reason PEG-
containing resins like Tentagel or Argogel are very good for gel-phase
NMR. An advantage of this technique is that the NMR analysis of samples
is carried out with a conventional NMR spectrometer. Thus the resin is
swollen as a heterogeneous slurry in a standard NMR tube. A large amount
of beads is required (ca. 100mg) because of the relatively low concentra-
tion of the analyte molecule, which leads to poor sensivity. However, the
technique is not destructive, as the sample can be easily recovered.

The heterogeneity of the gel sample leads to differences in magnetic sus-
ceptibility throughout, resulting in signal line broadening. This generally
limits gel-phase NMR to certain heteronuclei, which have larger chemical
shift dispersions, such as 13C NMR5 , 19F NMR6, and 31P NMR7. 1H gel-phase
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NMR spectra are usually too broad to be used for purposes of structure
elucidation.

4.2.2. Gel-Phase Magic Angle Spinning NMR 
(MAS-NMR) Spectroscopy

NMR spectra obtained of resin-bound compounds are comparable to those
obtained for soluble compounds. Fréchet et al.8 first reported a method that
reduces spectral peak width in the characterization of solids. This technique
consists in spinning the sample at the magic angle of 54° 44¢ relative to the
static magnetic field, which removes substantially the line broadening
(Figure 4.1). Line broadening is due to interactions between the nuclear
dipoles of the molecules and the magnetic field direction, as well as varia-
tions in magnetic field susceptibility throughout the sample. The dipole-
dipole coupling, which depends on the angle between the dipolar pair and
the static field direction in the form of (3 cos2 q - 1), and the broaden-
ing due to magnetic susceptibility, can be removed by MAS. Spinning 
the sample at the magic angle averages the dipolar couplings to zero (i.e.,
3 cos2 q - 1 = 0).
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4.3. HR-MAS NMR EXPERIMENTS

The most powerful development in this area was the introduction of a high-
resolution MAS (HR-MAS) NMR probe or Varian nano-probe.9 This tech-
nique became a great tool for the characterization of resin-bound products,
as their 1H NMR spectra were comparable with standard solution spectra.
However, the equipment required to carry out these HR-MAS 1H NMR
spectra, which is the special HR-MAS NMR probe, is expensive. Thus it is
not available in all laboratories.

Keifer et al.10 reported a comparison between the NMR spectra of N-
Fmoc-l-aspartic-b-(t-butyl)ester Wang resin using conventional high-
resolution MAS and HR-MAS probes.The conventional 5-mm liquid probe
produces the poorest resolution spectrum with really broad signals. An
improvement already is shown when using the 5-mm CP/MAS probe. In
this case the MAS removes the susceptibility broadening, providing some
line narrowing. However, the highest resolution spectrum is obtained using
the 1H HR-MAS probe where MAS and susceptibility matching are 
combined.

4.3.1. Sample Preparation

The experiments performed in the HR-MAS probe require special sample
preparation as the resin has to be placed in 4-mm rotors instead of the
normal NMR tube used for standard solution compounds.A few milligrams
of resin are transferred into the 4-mm HR-MAS NMR rotor with a spatula.
Some mL (≤40mL) of deuterated solvent is added to the rotor until the
beads are completely swollen in the solvent, making a gel-like solution.
(Some resin or some more solvent can be added to the rotor until the gel
stage is acquired.) Finally the rotors are closed manually by using standard
caps.

4.3.2. Types of Resin

To obtain high-quality HR-MAS 1H NMR spectra, polymers are required
to have low levels of cross-linking (1–2% polystyrene-divinylbenzene, PS-
DVB) and good swelling properties. Thus traditional polystyrene resins
with low cross-linking are suitable for HR-MAS 1H NMR, although their
swelling properties are not as good as PEG-polystyrene resins such as
ArgoGel or TentaGel. The presence of a long polyethylene glycol chain
between the rigid polymer backbone and the attached molecule increases
the mobility of the mentioned molecule, thus acquiring a higher liquid-
like mobility that is reflected in the resolution of the spectrum. The high
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mobility of the long and flexible tethered PEG chains results in high-quality
and narrow 1H NMR linewidths. The use of solvents where both the matrix
and the resin-bound compound have a good swelling and solubility further
improves the quality of the spectra. However, only the deuterated solvents
that swell the beads, such as CDCl3, can be used, for solvents like D2O or
MeOD are not suitable.

4.3.3. Types of Experiments

A problem occurs when the spectrum of a polymer-supported molecule as
compared with the analogue compound in solution, shows broad signals.
The broadness is due to the polystyrene backbone, and even the PEG
signals (for resins that contain this chain), masking or complicating the spec-
tral assignments. Techniques have been developed to decrease these peaks
and thus improve the quality of the spectra. One is to pre-saturate at the
frequencies of the polyethylene glycol (PEG) group and suppress the PEG
signal with minimum distortion of the spectrum. Another is to apply 
the CPMG (Carr-Purcell-Meiboom-Gill) pulse sequence to the sample to
remove the broad bands arising from the polystyrene backbone and reveal
the hidden peaks in the sample. Also a combination of CPMG and pre-
saturation can decrease the intensity of the PEG signal and the polystyrene
backbone at the same time, thus obtaining a high-quality spectrum compa-
rable to a solution-like spectrum.

Several NMR experiments have been carried out by our group on one
sample supported on Argogel resin as shown in Figure 4.2. First, the gel-
phase NMR spectrum was obtained on a 5-mm solution QNP probe (spec-
trum A). The spectrum provide essential structural information, although
there was an extremely broad signal centered at 3.7ppm arising from PEG.
A remarkable improvement occurs with HR-MAS NMR (spectrum B),
as sharp resonances appear for the bound-molecules. The CPMG pulse
sequence was applied to the sample to eliminate the broad signals due to
the polystyrene backbone (spectrum C). Pre-saturation to eliminate the
PEG signal combined with the CPMG further improved the spectrum and
gave a very high-quality spectrum (spectrum D).

In order to interpret the spectra and make all the assignments and char-
acterizations of complex structures, 2D correlation spectra have been devel-
oped. The 1H NMR spectra of the swollen beads have a linewidth of the
order of 6 to 10Hz and the direct measurement of the coupling constants
is not possible.
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4.4. REACTION MONITORING AND CHARACTERIZATION OF
POLYMER-SUPPORTED COMPOUNDS

Advancements in solid-phase reactions have been facilitated by the intro-
duction of HR-MAS 1H NMR. The technique provides a powerful way to
monitor and characterize compounds attached to resins, with a resolution
comparable to solution-like spectra. An example of similar quality of 1H
NMR spectra obtained for a supported molecule by gel-phase HR-MAS
NMR and for the same unsupported molecule in solution has been carried
out in our group (Figure 4.3). This molecule is the methyl ester in solution
phase, while it is the Argogel ester on solid phase.

Early use of HR-MAS NMR as a tool for monitoring the progress of a
reaction on solid phase was reported by Wehler et al.11 Spectra taken after
0.5, 1, and 1.5 hour showed peaks from the aromatic region of the Fmoc-
protecting group during the intramolecular transformation from 1 to 2 in
the NMR rotor (Scheme 4.1). The broad peaks due to compound 1 being
substituted in the resin are less intense relative to the narrow peaks from
compound 2, which is free in solution.

Sarkar et al.12 reported the combination of 1H HR-MAS NMR technique
with a spin echo sequence to follow the completion of the reduction of a
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resin-bound methyl benzoate 3 to the corresponding benzyl alcohol 4
(Scheme 4.2). The reaction made it easy to follow the disappearance of a
peak at the chemical shift of 3.9ppm (for the methyl ester) and the appear-
ance of a peak at 4.7ppm for the CH2OH.

The HR-MAS 1H NMR spectra of the reaction sequence shown in
Scheme 4.3 can be used to monitor each reaction step (using a single macro
bead) because of the high mobility of the long PEG spacer of the resin.13
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the Fmoc unit.The last step involves cleavage of the Fmoc protecting group
and leads to a decrease of the intensity of the peaks in the aromatic region;
new signals appear in the aliphatic region. Although the 1D experiment for
the direct monitoring of the syntheses on the resin is successful, the assign-
ment of spectra signals of complex resin-bound compounds such as 8, two-
dimensional NMR techniques are crucial.

Research was carried out by our group14 on the use and regeneration of
the Wang aldehyde scavenger 9 to eliminate excess primary amines in
libraries of secondary amines prepared by reductive amination. The reac-
tion in this process can be easily followed by gel-phase HR-MAS 1H NMR.
The signal of the aldehyde proton disappears at 9.8ppm; a new peak for the
imine proton appears at 8.3ppm in the spectrum as shown in Figure 4.4 and
Scheme 4.4.
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The spectra shown in Figure 4.4 for the Wang aldehyde resin 9 and the
Wang imine resin 10 can be compared to the spectra of the analogous alde-
hyde and imine attached to the ArgoGel resin instead of the Wang resin.
The reaction between ArgoGel aldehyde 11 (with a peak at 9.8ppm) and
benzylamine gives an ArgoGel imine 12 (with a peak at 8.3ppm) as 
shown in Scheme 4.5 and Figure 4.5. In this case the peaks are sharper than
before.This is because the long PEG chain of the ArgoGel resin gives better
mobility to the attached molecule and results in a higher quality spectrum.
As shown in the spectra, the reaction is not quantitative because the signal
at 9.8ppm has not completely disappeared.

As with resin beads, gel-phase HR-MAS NMR spectroscopy can be used
to analyze systems where the resin is grafted onto the base polymer units,
known as “crowns.” The first example of HR-MAS NMR on crowns was
demonstrated by Shapiro et al.15 The spectrum of a crown with the aldehyde
13 attached to the graft polymer has the characteristic peak at 10.2ppm
(Scheme 4.6). A Wittig reaction was performed on this substrate, and its
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success was confirmed by the disappearance of the aldehyde peak and the
appearance of two new peaks due to the olefin 14 at 6.8 and 7.7ppm.

Other examples concerned the use of macroscopic systems such as Syn-
phase lanterns. Lippens et al.16 compared the results they obtained using
Wittig-Horner condensation on a macroscopic support with earlier results17

of the same reaction on a standard resin. As in all of the examples shown
above, gel-phase HR-MAS NMR spectroscopy proved to characterize
better the supported intermediates18 and final products and provide better
understanding of the interactions between the polymer and the reagents.
This is an important development in supported organic chemistry.

4.5. CONCLUSION

In complex reactions on resins, one-dimensional gel-phase HR-MAS NMR
spectroscopy does not always afford conclusive information to be obtained
on the characterization of all the intermediates and final products. Two-
dimensional HR-MAS NMR spectroscopy (COSY,TOCSY, HETCOR, and
SECSY) provides crucial information on proton connectivity through J
coupling information.19,20 With 2D HR-MAS NMR complete assignments
can be made of spectra of complex bound-molecules, such as oligosaccha-
rides21 and peptides,22 and even of noncovalent interactions between com-
pounds connected to resins and receptor molecules.23 In sum, HR-MAS
NMR spectroscopy has been successfully used for characterizing complex
resin-bound products and intermediates. It has been used for analyzing 
biochemical compounds as well.24 Future work will adapt this technique 
to reaction monitoring and to routine quantitation besides its use as a 
characterization tool.
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CHAPTER

5

MULTIVARIATE TOOLS FOR REAL-TIME
MONITORING AND OPTIMIZATION 

OF COMBINATORIAL MATERIALS AND 
PROCESS CONDITIONS

RADISLAV A. POTYRAILO, RONALD J. WROCZYNSKI,
JOHN P. LEMMON, WILLIAM P. FLANAGAN, and

OLTEA P. SICLOVAN

5.1. INTRODUCTION

Combinatorial and high-throughput methods are opening up the explo-
ration of multidimensional chemical composition and process parameter
space at a previously unavailable level of detail. This is achieved by com-
bining the chemical intuition and courage with recently available means 
for reliable, rapid, and automated synthesis and evaluation of materials
libraries. At present, combinatorial and high-throughput methods have
been applied not only to discovery of materials in chemistry and materials
science1–3 but also for optimization of materials compositions. Recent exam-
ples include optimization of homogeneous and heterogeneous catalysts,4,5

multicomponent inorganic films,6 nanoscale materials,7,8 phosphors,9 and
others.

High-throughput approaches can provide important time savings in opti-
mization of process parameters of materials fabrication similar to opti-
mization of pharmaceutically relevant reactions10 through parallel reactions
and automation.11,12 However, until now, high-throughput optimization of
process parameters has not been explored in much detail. Limited studies
of variation of process conditions include annealing temperature and
atmosphere content in processing of tricolor phosphors,9 polymer blend
phase behavior at different temperatures,13 temperature-modulated dewet-
ting effects,14 and effects of different process conditions on end-use perfor-
mance of combinatorial arrays of organic coatings.15 Selection of optimum
process conditions in combinatorial microreactors is essential if the combi-
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natorial synthesis process is to be correlated with the synthesis process on
a more conventional scale and the materials are to have desired chemical
properties. The reaction optimization process is a trade-off between the
desire for best performance and least experimental investment.12 Thus it is
highly desirable to increase the optimization throughput by performing par-
allel reactions at different process conditions and by rapid nondestructive
measurement of chemical properties of materials.

This chapter analyzes the needs for reaction monitoring and optimiza-
tion in combinatorial materials science. It is demonstrated that these needs
can be achieved by the combination of the advanced analytical instrumen-
tation, the proper design of the measurement setups, and analysis of the
multivariate data collected during these experiments.

5.2. REACTION MONITORING AND OPTIMIZATION NEEDS

A significant part of current research efforts in the area of combinatorial
materials science is dedicated to the development of methods for in situ
monitoring of combinatorial reactions in both discovery and optimization
phases. Measurement tools that would enable better characterization and
would support rapid analysis are highly desired. As indicated in Vision
2020,16 an integration of analytical equipment with the combinatorial reac-
tors is one of the top priorities for characterization of combinatorial
libraries. As the first step, new analytical tools are urgently needed for in
situ measurements within individual combinatorial reactor cells. When
developed, such integrated systems would enable more rapid, accurate
characterization of combinatorial samples. Ultimately a top priority goal is
to achieve integration of the system from sample preparation to end-use.
This will require longer term research to develop a work station approach
that will integrate reactor sample preparation, reaction analysis and char-
acterization, management of the data produced (storage, interpretation,
and informatics), and end-use across industries that apply combinatorial
methods.16

In situ monitoring of combinatorial reaction provides several attractive
options for high-throughput screening. Real-time observation of the reac-
tion progress in combinatorial reactors can tremendously speed up the
materials discovery process by providing previously unavailable informa-
tion about the starting reaction components evolving into the reaction and
the dynamics of progress of multiple reactions at once at each reaction
phase. Monitoring of reaction components can provide valuable feedback
information to control and rapidly optimize reaction parameters. Overall,
in situ monitoring of combinatorial reactions includes all of the attractive
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features of in-line detection methods, such as automation, no sample
removal, and/or preparation steps, and thus reduced number of contami-
nation sources. It has been statistically demonstrated that in situ measure-
ment systems, in principle, are capable of making quality determinations to
a substantially higher order of precision than the traditional off-line labo-
ratory systems.17–19

In situ monitoring coupled with the adequate measurement equipment
can be further adapted for applications and reaction scales beyond combi-
natorial and high-throughput screening.20,21 For example, in situ measure-
ments can be done on a 10-12 to 10-6 L scale for combinatorial materials
science screening, whereas a reaction volume as large as 104 to 105 L should
be monitored at a manufacturing plant. While the diversity of goals for
these in situ measurements is governed by the reaction scale, spectroscopic
monitoring techniques can remain the same.Thus a measurement technique
initially developed for combinatorial and high-throughput screening can be
of use for process monitoring where measurements are performed in the
pilot and manufacturing plants.

Optical, chromatographic, electrochemical, and mass-spectrometric tech-
niques are evolving as the most widely used analytical methodologies for
direct in situ monitoring and optimization of combinatorial reactions.4,21–24

A representative list of applications of analytical techniques recently
reported for the in situ monitoring of combinatorial reactions and processes
is compiled in Table 5.1.4,25–45

Optical detection methods have a suite of attractive features for many
in situ monitoring and reaction optimization applications.29,46 These features
include nondestructive measurement capabilities, fast response, low detec-
tion limit, means to analyze materials with no sample preparation, ease of
multiplexing for parallel measurements of multiple compounds in the
library, and spatial-mapping capabilities.47,48 One or several lightwave para-
meters (amplitude, wavelength, polarization, phase, and temporal property)
can be measured and related to a material property of interest. Comple-
menting “direct” measurements, in which the spectroscopic features of the
material are measured, an “indirect” material determination can be used in
which an auxiliary reagent is employed.49

In addition to the analytical tools adapted from the laboratory use for
the high-throughput screening applications, sensors capable of combinato-
rial screening are being developed for the measurement of a diverse range
of chemical and physical parameters.49–54 Examples of sensor applications
for monitoring of combinatorial reactions are presented in Table 5.1. For
combinatorial screening, sensors have a wide variety of attractive capabil-
ities. Indeed, already miniaturized sensors are used to detect quantitatively
small amounts of materials. Sensors are also often multiplexed into arrays
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for improvement of selectivity and overall performance. The data analysis
from sensor arrays is well understood, as are different types of sensor trans-
duction mechanisms, and these are available to fit particular HT applica-
tions. Thus it is relatively straightforward to adapt the advances in the
sensor development for combinatorial screening applications.

In materials and catalyst research, combinatorial methods and associated
instrumentation are increasingly being used also for optimizing process
conditions.55 The availability of analytical tools that can handle multiple
reactors in real time and in parallel make possible the efficient studies of
multiple reactions conducted under different process conditions of tem-
perature, pressure, and other variables simultaneously. The new tools have
extended that capability dramatically affording a much higher degree of
flexibility in the number of reactors and the parameters that can be inde-
pendently varied.55

Common goals of optimization of combinatorial reactions include max-
imizing reaction yield, reduction of reaction by-products, and improvement
of reaction reproducibility. The varied and optimized parameters depend
on the nature of the process and can include reaction conditions (temper-
ature, pressure, solvent or carrier gas), processing conditions (addition
sequence and timing), and reaction interferences (concentration of various
species).10 The set of parameters that describes how a reaction is carried out
defines a reaction space, and reaction optimization explores as wide a
variety of reaction spaces as possible to achieve the desired goal.

5.3. MULTIVARIATE MEASUREMENT TOOLS

When an analytical instrument collects quantitative data from a combina-
torial experiment, the accuracy of determinations often depends on the
ability to provide an interference-free response. The interferences can arise
from a variety of sources and can include chemical and environmental inter-
ferences. The ability to provide accurate data improves with the increase of
the information content or dimensionality of the collected data per combi-
natorial sample. Analytical instruments can be classified according to the
type of data they provide as zero-, first-, second-, and higher order instru-
ments. Such classification of analytical instruments is well accepted56 and
will be applied here for description of capabilities of instruments for real
time monitoring and optimization of combinatorial reactions. We will first
discuss this classification principles with the schematic of such classification
illustrated in Figure 5.1. This general analysis then will be followed by a 
discussion of representative examples from combinatorial screening
(Figures 5.2–5.5). The discussion will provide the needed understanding, in

94 multivariate tools for real-time monitoring
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Figure 5.1. Schematic of different orders of analytical measurements. Orders: (A) zero; (B)
first; (C) second; (D) third.
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Figure 5.2. Example of a zero-order measurement of combinatorial materials. Abrasion 
resistance of coatings from measurements of scattered light from each organic coating in a 
48-element array at a single wavelength upon abrasion test. (A) Reflected-light image of the
coatings array; (B) representative data from a single material in the array.
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Figure 5.3. Example of a first-order measurement of combinatorial materials. Polymer branch-
ing from measurements of fluorescence spectra from each polymerized material in a 96-
element microreactor array at a single excitation wavelength. (A) Reflected-light image of 
the microreactor array; (B) representative fluorescence spectrum from a single microreactor
in the array.
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Figure 5.4. Example of a second-order measurement of combinatorial materials. Sensor mate-
rials as a 48-element sensor materials array. (A) general view of the sensor materials array in
a gas flow-through cell; (B) representative absorption spectra from a single material in the
array collected over a period of time of reaction of this sensor material with a vapor of inter-
est.

capabilities and applicability, of each type of the instrument for the analy-
sis of combinatorial samples.

A measurement system that generates a single data point for each com-
binatorial sample is a zero-order instrument, as shown in Figure 5.1A. A
single number is a zero-order tensor, the same as is known in mathemat-
ics.56 First-order measurement systems generate a string of multiple mea-
surements for each combinatorial sample (see Figure 5.1B). For example,
optical measurements can be done at a single wavelength over the course
of a reaction in monitoring the reaction’s progress. The variable parameter



is the time to complete the reaction. Alternatively, an optical spectrum of
the final combinatorial material can be produced by the first-order mea-
surement system. The variable parameter in this case is the wavelength.
As may be seen, measurements provided by the first-order measurement
system are of the same nature, whether, for example, temporal or spectral
in response. Second-order measurement systems generate a second-order
tensor of data for each sample. This is a matrix of the instrument’s response
upon a change of the two independent variables (see Figure 5.1C). Depend-
ing on the particular need in the combinatorial screening, higher-order mea-
surement systems are also possible. For example, Figure 5.1D shows a
response of the third-order system, where a matrix of an instrument
response upon the change of the two independent variables is further mod-
ulated by a third independent variable.

Clearly, the complexity of measurement systems increases dramatically
with an increase in the measurement order. However, despite instrument
complexity, the higher order instruments have obvious advantages for reac-
tion monitoring and optimization. These advantages are illustrated below
with real examples in the combinatorial screening of materials in our 
laboratories.

An example of combinatorial screening using a zero-order measurement
approach is illustrated in Figure 5.2. Abrasion resistance of organic protec-
tive coatings was determined from measurements of scattered light from
each coating in a 48-element array.57 A simple zero-order measurement
approach was useful because it provided the required information about
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the end-use performance of the protective coatings after an abrasion test
(see Figure 5.2A). Measurements of the abrasion-induced increase in the
amount of light scatter were performed at a single wavelength as shown in
Figure 5.2B. A single wavelength measurement was adequate for the cor-
relation between the high-throughput and traditional evaluation of abra-
sion resistance of coatings.57

An example of the first-order measurement approach of combinatorial
materials is illustrated in Figure 5.3. Measurements of fluorescence spectra
of solid polymerized materials were performed directly in individual
microreactors. A view of the 96-microreactor array is shown in Figure 5.3A.
Several chemical parameters in the combinatorial samples were identified
from these measurements. The spectral shape of the fluorescence emission
with an excitation at 340nm provided the information about the concen-
tration of the branched product in the polymer and the selectivity of a cat-
alyst used for the melt polymerization.21,58–61 A representative fluorescence
spectrum (along with an excitation line at 340nm) from a single micro-
reactor in the array is illustrated in Figure 5.3B. The first-order measure-
ments were used for the optimization of melt-polymerization reaction
conditions as described in Section 5.1.

When measurements are done with a first-order instrument, and there is
another independent variable involved, this constitutes a second-order
measurement approach.This type of screening was used for the in situ mon-
itoring of melt-polymerization reactions (see Section 5.4) and for the eval-
uation of the sensor materials. Figure 5.4A shows a 48-element array of
sensor materials positioned in a gas flow-cell for the monitoring of the mate-
rials response upon exposure to vapors of interest. For the evaluation of
sensor materials, absorption spectra were collected over a period of time of
reaction of these sensor materials with a vapor of interest. Results of these
measurements are illustrated in Figure 5.4B.

Adding two more independent variable parameters to the response of a
first-order system obviously makes it a third-order measurement approach.
An example of such system is spectroscopic monitoring (wavelength is the
variable parameter I) of the reaction progress of combinatorial materials
(time is the variable parameter J) at different process temperatures (tem-
perature is the variable parameter K). Alternatively, a second-order system
can be implemented for the measurements as a function of one or more
independent parameters. Examples of second-order systems are excitation-
emission luminescence measurement systems, GC-MS, and HPLC-diode
array UV systems, among others. An example of one of our third-order
measurement approaches for combinatorial screening is illustrated in
Figure 5.5. It was implemented for the determination of oxidative stability
of polymers under different process conditions (temperature I and time J).
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Materials were positioned onto a gradient temperature stage as shown in
Figure 5.5A. Measurements of reflection spectra of each material sample
were performed with a scanning fiber-optic probe during the oxidation reac-
tion in order to monitor the oxidation-induced color change. An example
of a typical evolution of the reflection spectra as a function of oxidation
time and temperature is presented in Figure 5.5B. Another example of the
application of third-order measurements is in the monitoring of curing of
coating; in this case a scanning fluorescence system was used to monitor an
array of organic UV-cured automotive organic protective coating formu-
lations. The third-order measurements provided the means for the 
high-throughput optimization of curing parameters. Fluorescence spectral
changes in a viscosity-sensitive molecular probe embedded in the coatings
formulations were monitored during curing of coatings. Rapid decoupling
of temperature and radiation effects during the curing of these coating for-
mulations was achieved by using multiple coatings and process conditions
at once. 39

As shown in these examples, the increase in the measurement dimen-
sionality (i.e., the order of analytical instrumentation) improves the ana-
lytical capabilities of the screening systems and makes possible their use for
reaction monitoring and optimization. These capabilities include increased
analyte selectivity, more simple approach to reject contributions from inter-
ferences, multicomponent analysis, and an outlier detection. Importantly,
second- and higher order measurement approaches benefit from the
improved performance, even in the presence of uncalibrated interferences.62

Since, in many cases, knowing all potential interferences and including these
variations into the calibration model is very difficult, this so-called second-
order advantage is significant.63 Analysis in the presence of unknown inter-
ferences is not possible with zero- or first-order data unless full selectivity
is somehow guaranteed.64 This advantage applies to situations where mea-
surements are done as a function of variables of different nature that can
include instrumental variables (i.e., wavelength, mass-to-charge ratio) and
process variables (reaction temperature, pressure, etc.). Thus second- and
higher order measurement approaches are attractive for monitoring several
components in combinatorial reactions.

5.4. MULTIVARIATE DATA ANALYSIS TOOLS

Multivariate data analysis in combinatorial screening involves three cate-
gories of multivariate data sources. The first category includes all types of
measurement systems that generate multivariate data for a combinatorial
sample. The second category includes univariate data from samples in com-
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binatorial libraries that are analyzed with respect to multiple parameters
(starting components, process conditions, etc.). The third category is the
combination of the first two categories, as the multivariate measurement
data from each combinatorial sample is further analyzed with respect to
multiple parameters.

Massive data generated in the reaction monitoring and optimization
leads to the need for effective data analysis and interpretation to identify
the trends and relationships in the data.48 Advanced mathematical and 
statistical chemometric techniques are used in combinatorial and high-
throughput screening to determine, often by indirect means, the properties
of substances that otherwise would be very difficult to measure directly.65,66

In combinatorial and high-throughput screening, chemometrics has been
successfully applied for visualization and pattern recognition,20,67 lead iden-
tification and optimization,68,69 library design,70,71 process optimization,72,73

and development of predictive models and quantitative structure-activity
relationships (QSARs) and quantitative structure-property relationships
(QSPRs).67,70 The implementation of multivariate calibration improves
analysis selectivity when spectroscopic or any other types of measure-
ments are performed with relatively nonselective or low-resolution 
instruments.60,74

In combinatorial materials science, pattern recognition techniques are
used to find similarities and differences between samples of combinatorial
libraries, and they serve as a powerful visualization tool and can warn of
the occurrence of abnormalities in the measured data.20 The correlated pat-
terns revealed in large data sets by these techniques can determine the
structural relationships among screening hits and can significantly reduce
data dimensionality to make the database more manageable. Methods of
pattern recognition include principal components analysis (PCA), hierar-
chical cluster analysis (HCA), soft independent modeling of class analogies
(SIMCA), and neural networks, among some others.75,76

Multivariate calibration methods offer several advantages over univari-
ate calibration methods.77,78 Signal averaging is achieved, since more than
one measurement channel is employed in the analysis. Also concentrations
of multiple species may be measured if they are present in the calibration
samples. A calibration model is built by using responses from calibration
standards.The analysis of unknown samples will suffer if a species is present
in the sample that is not accounted for in the calibration model. This is mit-
igated somewhat by the ability to detect whether a sample is an outlier from
the calibration set. Multivariate calibration approaches permit selective
quantitation of several analytes of interest in complex combinatorial
libraries using low-resolution instruments when overlapping responses
from different species preclude the use of univariate analysis. Quantitative

100 multivariate tools for real-time monitoring



analysis is often performed using linear and nonlinear multivariate cali-
bration methods such as partial least-squares (PLS),27 locally weighted
regression (LWR),74 and others.

Multivariate measurement and data analysis tools has been shown to be
an essential analytical tool for the monitoring of solid phase organic syn-
thesis and other types of reactions. In particular, the attractiveness of PLS
method has been demonstrated for in situ monitoring of combinatorial
reactions using single-bead FTIR spectroscopy.27 Using these tools, quanti-
tative and qualitative analyses of combinatorial samples were performed
with IR spectra containing severely overlapped bands. This analysis was
possible because the primary loading factor in PLS analysis displays only
spectral features that have undergone changes during a reaction. Disap-
pearing and emerging organic functional groups generate negative and pos-
itive signals in the primary loading factor, allowing enhanced qualitative
analysis of the reaction. The scores of the primary factors of spectra taken
at various times during a reaction provide quantitative information and
allowed the study of the reaction kinetics directly on solid support. A lim-
itation of PLS method is that while it does reveal the changes due to reac-
tion, it cannot provide spectra for pure component.27 This limitation can be
overcome by using other multivariate analysis tools such as evolving factor
analysis79,80 and multivariate curve resolution methods.81,82 Section 5.4
demonstrates the use of these multivariate tools.

5.5. APPLICATION EXAMPLES

In the examples provided in this section, combinatorial methods were used
to improve the properties of an industrial aromatic polymer, such as 
melt-polymerized bisphenol-A polycarbonate.83–85 The reactions were per-
formed in 96-well microtiter glass plates that served as 96-microreactor
arrays84 in a sequence of steps of increasing temperature86,87 with a
maximum temperature of 280°C. An example of one of the 96-microreac-
tor arrays after melt-polymerization is shown in Figure 5.3A. For melt-
polymerization of bisphenol-A polycarbonate, the starting reaction com-
ponents included diphenyl carbonate and bisphenol-A monomers and a
catalyst (e.g., NaOH).84,86,87 The materials codes used in the examples are
presented in Table 5.2. Intermediate species include polycarbonate
oligomers and phenol.88 The bisphenol-A polycarbonate polymer often con-
tains a branched side product that produces a detectable fluorescence signal
and other species that can include nonbranched end-groups and cyclics.59

We used fluorescence spectroscopy for nondestructive chemical analysis
of melt-polymerized bisphenol-A polycarbonate.58,59 The key attractive
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feature of fluorescence analysis is in quantitation of low concentrations of
species. In addition a high selectivity in fluorescence measurements can be
achieved by optimizing the excitation wavelength to collect fluorescence
from certain species and reduce the fluorescence signal from interferences.
Fluorescence analysis provided selective chemical determinations in a
variety of polymers.89–97 Importantly, the spectral features of bisphenol-A
polycarbonate were found to be well correlated with the chemical proper-
ties of interest.21,59–61

5.5.1. High-Throughput Optimization of Process Parameters

To develop the melt-polymerization polymers using a combinatorial 
chemistry methodology,84,98 it is critical to find the optimal process para-
meters. Unlike the traditional melt-polymerization scheme which involves
stirring the reaction components in a vacuum,86,87,99,100 the combinatorial
approach is based on thin-film melt-polymerization at atmospheric pressure
and without stirring.84,98

Our high-throughput multiparameter reaction optimization methodol-
ogy included fabrication of materials arrays over a wide range of process
conditions, application of nondestructive measurement techniques to
collect optical spectra from the fabricated materials, multivariate data
analysis to extract the desired spectral descriptors from the spectra, corre-
lation of the variation in these spectral descriptors with the variation in
process conditions, and identification of the levels of process conditions that
satisfy two predetermined reaction requirements. The first requirement
includes identification of process conditions that provide the largest mate-
rial differentiation at a constant ratio of two reaction components A and B
(ratio A/B) and increasing concentration of the third reaction component
C. The second requirement includes minimum reaction variability, as reac-
tions are performed in different microreactors under identical process 
conditions.

The process conditions include intra- and inter-array variable parame-
ters. Intra-array parameters include reaction volume, ratio of reaction com-
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Table 5.2. Materials Used in Combinatorial
Optimization of Reaction Parameters

Material Code Material Name

A Diphenyl carbonate monomer
B Bisphenol-A monomer
C Melt-polymerization catalyst



ponent A to reaction component B (ratio A/B), and concentration of com-
ponent C. These parameters were varied at different levels across multiple
elements of the 96-microreactor array within each experiment. Inter-array
parameters include flow rate of inert gas and dwell time. These parameters
are varied at different levels in different experiments. The process condi-
tions and their levels are listed in Table 5.3. These process conditions were
selected based on previous work on this type of polymerization reaction.84

Fluorescence spectra are collected under excitation conditions that are
optimized to correlate the emission spectral features with parameters of
interest. Principal components analysis (PCA) is further used to extract the
desired spectral descriptors from the spectra.75,101 The PCA method is used
to provide a pattern recognition model that correlates the features of fluo-
rescence spectra with chemical properties, such as polymer molecular
weight and the concentration of the formed branched side product, also
known as Fries’s product,60 that are in turn related to process conditions.61

The correlation of variation in these spectral descriptors with variation in
the process conditions is obtained by analyzing the PCA scores. The scores
are analyzed for their Euclidean distances between different process con-
ditions as a function of catalyst concentration. Reaction variability is simi-
larly assessed by analyzing the variability between groups of scores under
identical process conditions. As a result the most appropriate process con-
ditions are those that provide the largest differentiation between materials
as a function of catalyst concentration and the smallest variability in mate-
rials between replicate polymerization reactions.

Multiple melt-polymerization reactions are performed using mixtures of
A and B at different ratios with different amounts of catalyst C. Catalyst
amounts are expressed as certain fractions of 10-5 mol of catalyst per mole
of component B. In process optimization experiments, polymeric materials
are fabricated in five microreactor arrays under different intra- and inter-
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Table 5.3. Variable Input Parameters (Process Conditions) for High-Throughput
Multiparameter Optimization of Polymerization Conditions of Combinatorial 

96-Microreactor Arrays

Parameter Parameter Name Studied Levels
Type of Parameters

Intra-array Reaction volume (mL) 150, 200, and 250
Ratio of starting components A/B (mol/mol) 1, 1.2, and 1.4
Amount of catalyst C (10-5 mole C per mole B) 0.5, 1, 2, and 4

Inter-array Flow rate of inert gas (L/min) 4, 6, and 8
Dwell time (min) 10, 20, and 30



array reaction parameters as illustrated in Table 5.3. The combinations 
of these parameters were provided from design of experiments. Ranges of
these parameters were selected to preserve the rank order of a variety of
control catalysts from a lab-scale to combinatorial reactors.86,98 All para-
meters described in Table 5.3 are considered process conditions because
once chosen they are not altered throughout screening of new catalysts.98

Replicates (n = 8) of similar conditions in each 96-microreactor array are
randomized in groups of four to reduce possible effects of any position-
induced variability. In addition one set of eight microreactors in each
microreactor array is always left blank and one of the microreactors con-
tains a thermocouple (see Figure 5.3A).

The experimental setup for the automated acquisition of fluorescence
spectra from materials in 96-microreactor arrays is shown in Figure 5.6.The
fluorescence measurements of polymers in each microreactor were per-
formed through the glass bottom of the microreactors using a white light
source, a monochromator, a portable spectrofluorometer, and a translation
stage. The white light source was coupled to the monochromator for selec-
tion of the excitation wavelength and further focused into one of the arms
of a “six-around-one” bifurcated fiber-optic reflection probe. Emission light
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from the polymeric material in each microreactor was collected when the
common end of the fiber-optic probe was positioned near the bottom of 
the reactor at a 45° angle to the normal to the surface. The second arm of
the probe was coupled to the portable spectrofluorometer through an in-
line optical filter holder. The holder contained a long-pass optical filter to
block excitation light from entering the spectrofluorometer. The spectro-
fluorometer was equipped with a 200-mm slit, 600-groove/mm grating
blazed at 400nm and covering the spectral range from 250 to 800nm, and
a linear CCD-array detector. The fluorescence spectra reported here were
not corrected by the spectral response of the optical system.

For fluorescence analysis of solid polymers, each microreactor array was
arranged on an X-Y translation stage, and the common end of the fiber-
optic probe was held stationary to measure emission spectra. The size of
the excitation beam of the fiber-optic probe was in the range from 1 to 
4mm, depending on the probe-microreactor distance. Data acquisition and
automatic control of the X-Y translation stage were achieved with a com-
puter using a program that also provided adequate control of the data
acquisition parameters and real-time communication with the translation
stage.

Prior to PCA, fluorescence spectra from five 96-microreactor arrays were
appropriately preprocessed. The preprocessing included a baseline sub-
traction, normalization of spectra by the fluorescence intensity at 500nm,
selection of an appropriate spectral range for the PCA, and mean-
centering the spectra. The spectra from the empty and thermocouple-
containing microreactors were excluded from the spectral descriptor 
analysis. Principal components analysis was used to extract the desired spec-
tral descriptors from the spectra. PCA is a multivariate data analysis tool
that projects the data set onto a subspace of lower dimensionality with
removed collinearity. PCA achieves this objective by explaining the vari-
ance of the data matrix X in terms of the weighted sums of the original vari-
ables with no significant loss of information. These weighted sums of the
original variables are called principal components (PCs). In applying PCA,
we express the data matrix X as a linear combination of orthogonal vectors
along the directions of the principal components:

(5.1)

where ti and pi are, respectively, the score and loading vectors, K is the
number of principal components, E is a residual matrix that represents
random error, and T is the transpose of the matrix.

PCA determines a spectral descriptor for each fluorescence spectrum.
The spectral descriptor is represented as a vector in PCA space. This vector

X t p t p t p E= + + ◊ ◊ ◊ + +1 1 2 2
T T

A K
T ,
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is described by a unique combination of the respective scores of principal
components. The spectral descriptors from materials produced under the
same processing conditions are considered as a cluster S in the PCA space
without the use of automated clustering algorithms.75,101 Each cluster S is
represented by its mean and standard deviation with respect to kth princi-
pal component. The Euclidean distance E between two clusters of spectral
descriptors is calculated as

(5.2)

where i and j are indexes of clusters Si and Sj, respectively, Eij is the 
Euclidean distance between these clusters, Wk is the weighting factor (equal
to captured percent variance) of the kth principal component, and n is the
number of principal components used for multivariate analysis.

Calculations of means and standard deviations of Eij according to Eq.
(5.2) were performed by a Monte Carlo simulation program. For these sim-
ulations, the means and standard deviations of Ski and Skj were initially cal-
culated from the multiple spectral descriptors of each cluster. Further, both
the mean of each cluster and its standard deviation (assuming the normally
distributed error) were entered into the program. Finally, 10,000 iterations
were performed to calculate the mean and standard deviation for a given
Eij. From a variety of available approaches for cluster analysis,76 we selected
analysis of Euclidean distances because it provides the information about
both the distance between clusters and the spread of each cluster. Further,
although it is possible to perform calculations of Euclidean distances on
raw spectra, we performed the PCA first, to reduce the noise in the data.

For the determination of the key process parameters and their respec-
tive values, fluorescence spectra from five 96-microreactor arrays were col-
lected and processed. The normalized spectra are presented in Figure 5.7.
The spectral features of the polymeric materials in the microreactors
contain a wealth of information about the chemical properties of the mate-
rials that were extracted using PCA. According to the PCA results, the first
two principal components (PCs) accounted for more than 95% of the spec-
tral variation among all spectra. Thus the first two PCs were used for an
adequate description of the fluorescence spectra. Results of the principal
components analysis of the spectra from all 96-microreactor arrays as a
function of catalyst concentration C are presented in Figure 5.8. The plot
demonstrates the existence of the major general trend in the spectral
descriptors where the variation in scores of both PCs strongly depends on
concentration of component C for all screened process parameters.

To determine other key process variables, besides the concentration 
of component C, that affect performance of the combinatorial thin-film
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Figure 5.7. Normalized fluorescence spectra of the polymeric materials made in the 96-
microreactor arrays under all experimental conditions. From ref. 73.
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polymerizations, PCA results can be analyzed as a function of individual
intra- and inter-array variables. Figure 5.9 demonstrates PCA results as a
function of variable volume, ratio A/B, flow rate, and dwell time. These data
illustrate that for two intra-array parameters, such as the sample volume
and ratio A/B, significant clustering of spectral descriptors was observed to
be a function of the ratio A/B. For two inter-array parameters, such as flow
rate and dwell time, the clustering of spectral descriptors was insignificant.

We next performed a more extensive analysis to consider the spectral
descriptors in individual 96-microreactor arrays. The data were analyzed as
a function of catalyst concentration, reaction volume, and ratio A/B at dif-
ferent flow rates of inert gas and dwell times. In our analysis are evaluated
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the effects of these process parameters on the properties of polymerized
materials and the reproducibility of replicate polymerizations in different
96-microreactor arrays. Minimum reaction variability was characterized by
the smallest spread in clustering of spectral descriptors. We found that the
variation of flow rate of inert gas and dwell time affected the reproducibil-
ity of replicate polymerizations. Changes of reaction volume did not sig-
nificantly affect the clustering of spectra for any of inter-array conditions.
The most pronounced dependence of spectral features was provided by the
variation in the ratio A/B.

To determine the optimal levels of the identified process conditions, a
more detailed evaluation was performed. Euclidean distances between dif-
ferent clusters of spectral descriptors and the uncertainty in these distances
were computed using Eq. (5.2). Calculations were performed between spec-
tral descriptors associated with materials produced with different amounts
of catalyst and ratios A/B in all 96-microreactor arrays.

Figure 5.10 provides plots of the calculations of Euclidean distance
between the spectral descriptors of two representative 96-microreactor
arrays. The largest Euclidean distances indicate the best conditions for
material differentiation. The best inter-array conditions were found to be a
6-L/min flow rate of inert gas and 20-min dwell time. The best intra-array
conditions were a combination of the catalyst concentration of 2 to 4 equiv-
alents and ratio A/B of 1.2 to 1.4 (Figure 5.10B). Results for the reaction
variability for these representative microreactor arrays are presented in
Figure 5.11. The smallest relative standard deviation (RSD) of spectral fea-
tures indicates the best reaction reproducibility. This figure illustrates that
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the smallest RSD was achieved with the conditions of microreactor array
processed under a 6-L/min flow rate of inert gas and 20-min dwell time,
ratio A/B of 1.2 over the concentration range of catalyst from 2 to 4.

As a result the combinatorial polymerization system was optimized for
the best processing parameters using a set of input variables that included
reactant parameters (relative amounts of starting components and catalyst
loading) and processing variables (reaction time, reaction temperature, and
inert gas flow rate). The measured output parameters were the chemical
properties of materials and variability of the material formation within each
of the microreactors as measured noninvasively using optical spectroscopy.

5.5.2. Outliers in Multivariate Measurements

Several statistical tools are available that ensure the quality of the data ana-
lyzed using multivariate tools, such as PCA. These tools are multivariate
control charts and multivariate contributions plots. In the multivariate
control charts two statistical indicators of the PCA model such as
Hotelling’s T2 and Q values are plotted as a function of combinatorial
sample or time. The significant principal components of the PCA model are
used to develop the T2 chart and the remaining PCs contribute to the Q
chart. A graphic representation of T2 and Q statistics for multiple samples
in the PCA model is given in Figure 5.12. The sum of normalized squared
scores, the T2 statistic, gives the measure of variation within the PCA model
and determines statistically anomalous samples:102
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(5.3)

where ti is the ith row of Tk, the matrix of k scores vectors from the PCA
model, l-1 is the diagonal matrix containing the inverse of the eigenvalues
associated with the K eigenvectors (principal components) retained in the
model, xi is the ith sample in X, and P is the matrix of K loadings vectors
retained in the PCA model (where each vector is a column of P). The Q
residual is the squared prediction error and describes how well the PCA
model fits each sample. It is a measure of the amount of variation in each
sample not captured by K principal components retained in the model:102

(5.4)

where ei is the ith row of E, and I is the identity matrix of appropriate size
(n ¥ n).

The multivariate T2 and Q statistics control charts for the fluorescence
spectra of the one of the 96-microreactor arrays discussed in Section 5.1 are
presented in Figure 5.13.These control charts illustrate that several samples
exceed the 95% confidence limits for the T2 and Q statistics described by
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the PCA model. The largest T2 score is associated with sample 52 (see
Figure 5.13A).The largest Q residual score is associated with sample 39 (see
Figure 5.13B). The contributions plots of these statistical parameters can be
used to track the origin of the largest contributors to these alarms in
samples 52 and 39 (see Figure 5.14).
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5.5.3. Demonstration of Optimized Process Conditions

Optimization of process parameters of melt-polymerization conditions
described in Section 5.5.1 resulted not only in the improved reproducibil-
ity of replicate polymerization reactions and improved discrimination
between materials with different levels of catalyst C, but also in the
improved homogeneity of polymers within individual microreactors.Typical
examples of fluorescence spectra from polymer materials produced in repli-
cate microreactors under nonoptimized and optimized conditions are pre-
sented in Figure 5.15. This comparison is performed for materials with
increasing levels of catalyst C and constant levels of ratio A/B and volume.
These plots illustrate that upon finding the optimal reaction conditions, the
reproducibility of replicate polymerization reactions is improved. In addi-
tion the discrimination among materials of increasing concentration of
component C is also improved, as evidenced by the more reproducible flu-
orescence spectra under identical process conditions.

Under the optimized reaction conditions, the relative importance of vari-
able reaction volume and reaction ratio A/B was confirmed. No significant
difference in materials properties was found upon changing of the reaction
volume under optimized reaction conditions as illustrated in Figure 5.16A.
In contrast, the variation in ratio A/B had a pronounced effect (see Figure
5.16B) as predicted by the descriptor analysis.

The high spatial polymer homogeneity in individual microreactors is
another powerful indicator of the reproducible polymerization process on
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the combinatorial scale.This variability is determined as differences in mea-
sured fluorescence spectra which are caused by the spatial variation in the
chemical composition in the formed polymer within each microreactor.
Figure 5.17 illustrates the fluorescence spectra of polymers within individ-
ual microreactors under nonoptimized and optimized polymerization con-
ditions. The evaluations were performed by measuring multiple regions of
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polymer in each microreactor. The small beam size (ca. 1mm in diameter)
permitted the detailed evaluation of the spatial distribution of polymer 
formation in each of the microreactors in the array. These measurements
of variability can be provided only on a solid material directly in each
microreactor because this information is lost after dissolving the polymer
for traditional GPC analysis.

5.5.4. Determination of Contributing Factors to Combinatorial-Scale
Chemical Reactions

Monitoring of melt-polymerization reactions of bisphenol-A polycarbon-
ate was performed in individual microreactors intended for combinatorial
screening. Fluorescence spectroscopy coupled with the multivariate analy-
sis of kinetic data provided previously unavailable combinatorial and high-
throughput screening capabilities for tracking the progress of the reaction
in real time and without sample preparation steps and determination of 
critical contributing factors to combinatorial reactions. Spectral data were
generated using a UV light source coupled via a fiber-optic probe to
microreactors and to a portable spectrofluorometer based on a linear CCD-
array detector described in Section 5.5.1.The data collected during the reac-
tion was analyzed using two chemometric tools to learn about the nature
and concentrations of chemical species participating in the reaction. First,
the contributing chemical factors in the reaction were determined using
evolving factor analysis.79,80 Second, pure spectra and concentration profiles
of these contributing factors were estimated using the multivariate curve
resolution method.81,82

The evolving factor analysis is useful for processing of multivariate data
produced by dynamic systems. In the monitored chemical reactions the
measured spectra evolved with time because of the consumption of start-
ing products during the reactions and because of a generation of interme-
diate and final products. The evolving factor analysis was used to estimate
the number of independent factors in the spectral data set at each time step
that contributed to the spectral variation observed during a polymerization
reaction. For this analysis fluorescence data were baseline-corrected and
spectral range was limited to 340 to 600nm to reduce noise in the data
(Figure 5.18A). Results of the forward analysis are presented in Figure
5.18B. As the first step in the forward analysis, the eigenvalue of the first
measured spectrum was calculated. Then eigenvalues were calculated of
matrices as new measured spectra were appended. The forward analysis
suggests that several independent factors have evolved into the data set. In
the reverse analysis (see Figure 5.18C), eigenvalues were calculated for the
last spectra first, and subsequent eigenvalues were calculated as spectra
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were appended in a reverse fashion. The reverse analysis gives results 
of when factors evolved out of the data set.102 The results of our reverse
analysis suggest that only one factor remained at the end of the melt-
polymerization process. Other factors disappeared at the end of the reac-
tion. The times for factors appearing and disappearing identified in the
evolving factor analysis indicate when different chemical species are
present in the process. This is helpful when that information is not available
at the onset. Results from the evolving factor analysis clearly identified the
existence of at least two independent factors.

After the number of contributing factors was determined using evolving
factor analysis, their pure spectra and concentration profiles were estimated
using the multivariate curve resolution method.To be effective, this method
requires one to apply a correct set of constraints to obtain a good solution,
even though often multiple solutions can fit the data equally well.102 Several
constraints were applied for this data set. First, weak components, which
were estimated with evolving factor analysis, were assigned as a single com-
ponent because of their strong correlation. Second, spectra of pure com-
ponents and relevant concentrations were set to be nonnegative at any time.
Third, initial concentrations Ci of the components were set as C1 = 0 for 
the first (strongest) component and C2 > 0 for the second component. The
calculated concentration profiles of the first and second components are
presented in Figure 5.19A and 5.19B, respectively.The concentration profile
of the first component was found to correspond to the experimentally
observed increase in fluorescence due to formation of the branched poly-
carbonate side product. The calculated concentration profile of the second
component was assigned to a combination of initial and intermediate
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species generated during the reaction. The fluorescence spectra of two pure
components were also calculated (Figure 5.19C).

5.6. CONCLUSIONS AND OUTLOOK

Combinatorial and high-throughput methodologies are now recognized as
the breakthrough technologies in materials science. Their success greatly
depends on the development of analytical tools with new and improved
capabilities. As indicated at several recent symposia on analytical instru-
mentation, these new developments should focus on both new instrumen-
tation for analysis of diverse materials properties and new mathematical
approaches for processing of large amounts of data.103–105 An important
aspect of the instrumental advances is the integration of new in situ mea-
surement capabilities with microreactors. Similar to advantages provided
by in situ methods in catalysis on traditional scale,106 recent catalyst dis-
coveries have already demonstrated107 that the high-throughput experi-
mentation coupled with in situ reaction monitoring complement each other
and significantly contribute to success of the combinatorial and high-
throughput screening programs.

New combinatorial schemes are needed where various reaction variables
can be altered simultaneously and where important cooperative effects can
be carefully probed to provide better understanding of variation sources.
New performance models must be developed that can relate intrinsic and
performance properties and can provide transfer functions of scalability of
performance of chemical reactors from nano- to macroscale. Advances in
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Figure 5.19. Determination of concentration profiles and spectral characteristics of pure 
components from fluorescence spectra collected in real time during a combinatorial melt-
polymerization reaction of bisphenol-A polycarbonate in one of the microreactors. (A)
Concentration profile of the first component calculated using multivariate curve resolution;
(B) concentration profile of the second component calculated using multivariate curve reso-
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data analysis and chemometrics should lead to better means of real-time
analysis of complex multidimensional data arrays. Advances in computa-
tional chemistry should lead to more capabilities for virtual combinatorial
and high-throughput screening, that is, selection of materials by evaluating
their desirability in a computational multivariate model. Overall, gathered
and analyzed combinatorial and high-throughput screening data promise to
provide new opportunities for structure activity relationships analysis and
for the more cost- and time-effective materials design.
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CHAPTER

6

MASS SPECTROMETRY AND SOLUBLE 
POLYMERIC SUPPORT

CHRISTINE ENJALBAL, FREDERIC LAMATY, JEAN MARTINEZ,
and JEAN-LOUIS AUBAGNAC

6.1. INTRODUCTION

Polymeric supports of variable solubility have been investigated as an alter-
native to insoluble supports used in solid-phase synthesis.1,2 Reactions are
performed in homogeneous media by choosing an appropriate solvent that
solubilizes the polymer, and purification is performed by precipitation. This
methodology benefits both solution-phase and solid-phase syntheses.3,4

Moreover compound characterization can be easily undertaken at any stage
of the synthesis, since the support is soluble in standard spectroscopic 
solvents.5,6 A direct real-time control is possible, whereas a solid-phase 
protocol relies on a “cleave and analyze” strategy that consumes compound,
imparts delay, and thus can only be accomplished at the end of synthesis.
For these reasons soluble polymeric supports are preferred to conventional
insoluble supports (resins, plastic pins), and they are compatible with ana-
lytical techniques such as NMR and mass spectrometry.

Mass spectrometry allows performing compound characterization in a
sensitive, specific, and rapid manner (high-throughput) that is particularly
important in CombiChem applications.The development of ionization tech-
niques such as ESI7 and MALDI8 allows the analysis of high molecular
weight compounds broadening the field of polymer analysis by mass 
spectrometry.9

Among all reported polymers used as soluble support, poly(ethyleneg-
lycol) (PEG) is the most popular.10 Such material is relatively polydisperse
with average molecular weights around 2000, 3400, or 5000. Water-soluble
PEG of lower molecular weights (<1000 mass units) are widely used as 
biocompatible polymers.11 Indeed, the solubility in water increases with
decreasing molecular weight. In the frame of liquid-phase syntheses, two
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options are reported in the literature concerning the number of anchoring
sites on each oligomer: monofunctional PEG (MeO–PEG–OH) and bifunc-
tional PEG (HO–PEG–OH) were employed.The former provides only one
hydroxyl group for chemical modifications, whereas the latter allows to
double the loading of the polymer. Both molecular weight and number of
reactive sites govern the precipitation properties of the polymer and are
chosen from a synthetic point of view.

Mass spectrometry was already used to monitor reactions carried out on
PEG without releasing the growing compound from the support. Both
MALDI and ESI ionization techniques were reported. Relevant examples
will be chosen from the literature. The pros and cons of the two analytical
strategies will be discussed.

6.2. RESULTS AND DISCUSSION

6.2.1. Analysis of PEG by MALDI Mass Spectrometry

MALDI was the first ionization method used to monitor peptide synthesis
carried out on the monofunctional MeO–PEG–OH possessing an average
molecular weight of 5000.5 The recorded positive ion mass spectra showed
one gaussian ion distribution corresponding to monoprotonated species.
Thus all ions in the cluster were separated by 44Da, the mass of the ethyl-
ene oxide unit. Characterization of the product was performed step by step
along the synthetic scheme by choosing a reference ion in the positive mass
spectrum of the native PEG and adding to that ion the theoretical mass
increment corresponding to the hydroxyl substitution. The observed ions
corresponded to the calculated one within 1Da error. Such iterative method
provided a convenient way to rapidly monitor syntheses on soluble support.
The same methodology was applied to the monitoring of more complex
chemistry performed on PEG.12,13 For instance, characterization of a ruthe-
nium catalyst anchored to bifunctional PEG3400 was performed with the a-
cyano-4-hydroxycinnamic acid matrix. As expected for the analyses of
polymers by desorption methods, ionization occurred by cationization,9,14

with both sodium and potassium cations. In our case the most abundant 
distribution corresponded to the potassium adducts, thus verifying that high
molecular weight PEG accommodate preferentially alkali metal ions of
large ionic radii.14 The two overlapping ion distributions displayed in Figure
6.1 were sufficiently well defined to confirm the substituent structure. The
most abundant ion at m/z 3772.8 corresponds to the potassium adduct of
the oligomer possessing 60 ethylene oxide units. These ruthenium-based
substituents exhibit different ionization properties compared to peptides.
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Whatever the chemistry, MALDI mass spectrometry has proved to be 
very effective in validating results of synthesis performed on PEG. Never-
theless some drawbacks were spotted. First, a chemical reactivity directed
by the acidic properties of the matrix co-crystallized with the sample under
investigation was observed with acid-sensitive Schiff bases.15 The side reac-
tion was avoided when a nonacidic matrix (2,4,6-trihydroxyacetophenone)
was used. Second, mixture analysis was quite difficult to conduct due to the
presence of large overlapping distributions. For these two reasons ESI mass
spectrometry was also investigated to monitor PEG-mediated syntheses6,16

as it requires no specific sample treatment prior to analysis and is easily
coupled to a liquid chromatography to profile mixtures.

6.2.2. Analysis of PEG by ESI Mass Spectrometry

ESI mass spectra of PEG was far more difficult to analyze than the spectra
recorded by MALDI because multicharged species were produced.6,16

Several ion clusters possessing a charge state varying from +2 to +6, accord-
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ing to the sample and the experimental conditions, were present in the pos-
itive ion mass spectra of heavy PEG (PEG2000 and above). The charge state
z of each distribution must be defined by searching the mass difference
between two consecutive ions (44/z). As illustrated in Figure 6.2a, the most
abundant ion cluster of native PEG3400 contained three consecutive ions at
m/z: 1683.4, 1705.3, and 1727.4. The constant mass difference of 22Th17

(44/2) indicated a doubly charged distribution. The mass increment Dm
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between the starting material and the studied product must be calculated
for one chosen distribution (Dm/z). For the studied compound (shown in
Scheme 6.1), the mass increment equaled to 507.5 mass units for each
anchoring site (524.5 for the mass of the amino substituent, 17 for the mass
of the hydroxyl goup that was functionalized). The expected mass shift
between the distribution of the two quadruply charged ions of native
PEG3400 and the product should be (2 ¥ 507.5)/4 = 253.75Th. The mass spec-
trometry analysis of this compound could not be performed in the positive
mode because of its salt character. The analysis in the positive mode
required either protonation of the sulfate group or retention of the cesium
cation on the sulfate anion to yield a neutral molecule that could then
undergo ionization. Unfortunately, the two situations cannot be differenti-
ated from the recorded data as replacement of the cesium cation by a
proton led to a mass difference of 132Da, which equals to 3 ethylene oxide
units (44Da).

One could simply assume that the most abundant ion of any distribution
in the starting material mass spectrum would lead as well to the most
intense signal in the corresponding distribution of the product mass spec-
trum, but this was never the case due to some spectral discrimination.
Measuring the mass shift between one distribution in the native PEG3400

mass spectrum and the corresponding distribution in the product mass spec-
trum could be troublesome. Such simple protocol worked pretty well as
long as two similarly charged ions belonging to the starting and final
product mass spectra exhibited the expected mass difference. As an illus-
tration (Figures 6.2a and 6.2b), the ion at m/z 941.7 in the quadruply
charged cluster of native PEG3400 led to the ion at m/z 1194.8 (calculated
1195.4) in the corresponding distribution of the product. One has to keep
in mind that the described calculation only takes into account the sub-
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stituent mass. The calculated mass increment (Dm/z) will be correct if the
two considered distributions exhibit not only the same charge state but also
the same type of charge (proton or alkali metal). Knowledge of the ion-
ization type (protonation or cationization) is thus required prior to any
spectral assignment.The situation became even more complicated since the
ionization mechanism was found to occur by both protonation and cation-
ization. The difficulty resided in the fact that the response was not homo-
geneous across the mass spectrum, some distributions were composed of
protonated species and others were exhibiting cationized ions. For example,
one of the most abundant doubly charged ion of PEG3400 at m/z 1705.3 (n
= 77) is doubly protonated, whereas the corresponding ion (n = 77) in the
triply charged distribution at m/z 1144.7 is both protonated and cationized
(2H+/Na+). Just applying the calculated mass shift on that distribution [(2 ¥
507.5)/3 = 338.3Th] would have led to an incorrect ion attribution: for
example, the ion at m/z 1232.6 (n = 83, 2H+ + Na+) in the triply charged
cluster of native PEG3400 (Figure 6.2a) led to the ion at m/z 1563.6 (n = 83,
3H+) and not 1232.6 + 338.3 = 1570.9Th in the corresponding distribution
of the product (Figure 6.2b). The extent of cationization versus protona-
tion, which is clearly seen in Figure 6.2b as overlapping ion distributions,
was found to vary according to experimental conditions, in particular, the
sample concentration influenced greatly the ionization mechanism.18

Although mass spectra of polymers are most commonly described in 
the literature in the positive mode, the negative ion mass spectrum of the
studied sample was recorded (Figure 6.3). This mass spectrum exhibited
only doubly charged species of the type (M–2H)2- due to the two negative
charges of the two sulfonate end groups. In this case the pre-formed doubly
charged anions were directly detected without requiring the ionization
step.19 A unique ion distribution was thus obtained, providing an ESI mass
spectrum similar to the MALDI mass spectrum. The ion attribution was far
simpler than that for the positive mass spectrum, confirming the structure
of the end groups (mass increment of 391 mass units corresponding to the
free sulfonate ion). Acquisition of such negative ion mass spectrum was
only possible if a negatively charged moiety was present on the polyethyl-
ene oxide skeleton.

Taking into account that the most abundant ion in one distribution of
the native PEG was not necessarily the same in the corresponding distrib-
ution of the product and that the ionization mechanism was fluctuating,
automatic simulation of PEG product spectra by simply shifting the ion 
distributions recorded in native PEG mass spectrum was not possible.

The aim was to produce in ESI mass spectrometry the simplest mass
spectra as possible to automate both data acquisition and interpretation
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opening the field of high-throughput analyses required in the frame of 
combinatorial strategies.Attempts to simplify the ESI mass spectra to favor
low-charge state distributions and a single mechanism of ionization were
undertaken to facilitate ion assignments. Although PEG were known to
exhibit high affinity for alkali metal,14,20 extensive cationization was never
reached even with the addition of highly concentrated NaI solutions. Three
phenomena—polydispersity—multicharging and composite ionization—
were cumulated and provided relatively complex mass spectra that neces-
sitated skilled analysts to unravel them.

The breakthrough came from the addition of an alkali cation scavenger
(crown ether 18-C-6) that could suppress all cationized ions provided that
its concentration was at least 10-4 M21, as shown in Figure 6.2c. All studied
samples behaved similarly, indicating that this protocol could be easily
implemented without any specific sample preparation or instrument tuning.
Automated analyses were performed and no cross-contamination between
samples were observed. An algorithm21 developed in-house, and based on
the calculation previously described (mass increment, charge state, type of
ionization), enabled the automated PEG mass spectra to make interpreta-
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tions according to the pass/fail criterion used in the profiling of libraries:22

the ions of the expected products were detected and the reaction was
declared successful; otherwise, the synthesis was rejected.

In the case of nonquantitative PEG-supported syntheses, purification by
ion-exchange chromatography has been reported in the literature prior to
fraction characterization.23 Direct analysis of mixture was attempted by
LC/MS21 to avoid time-consuming preparative sample fractionation. The
behavior of PEG3400 samples on reversed-phase LC columns was our first
concern, since relatively sharp peaks are required to ensure a correct com-
ponent separation in mixtures. PEG of lower molecular weights have been
analyzed by liquid chromatography24 and their constitutive oligomers were
separated under specific conditions. On the other hand, fast chromatogra-
phy (2.0 ¥ 2.1mm, 3.5mm) has shown single signals for each type of PEG
samples possessing molecular weights under 1000.25 Detection was per-
formed in SIR (one monoprotonated ion per sample) to follow easily the
chromatographic behavior. In our case discrimination among oligomers
belonging to the same compound had to be avoided. Baseline separation
was only expected among differently substituted PEG3400. Since this
polymer is very polydisperse (60 £ n £ 100), tailing on the stationary phase
and peak width were our main concerns, corresponding to the literature
data on the low molecular weight of PEG.25 It appears that PEG oligomers
have been partitioned onto the stationary phase but within a single tough
enlarged chromatographic signal under gradient elution. We used differ-
ently substituted PEG that were separated in large column dimensions 
(250 ¥ 4.6mm, 5mm, 30min gradient). An example is given in Figure 6.4.
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Our kinetic study21 followed the formation of the product shown in Figure
6.2 according to the synthetic pathway represented in Scheme 6.2. Three
compounds were evidenced that corresponded to the starting and expected
products, together with the monosubstituted intermediate product. To
interpret easily LC/MS data, we generated the mass spectra from a portion
of the chromatographic signal to sample only few oligomers and thus 
provided rather narrow ion distributions. Unfortunately, any attempts 
to decrease the run times led to poorly resolved PEG chromatographic
signals.

6.3. CONCLUSION

The use of soluble supports to generate combinatorial libraries has been
reported in the literature,26–28 but complete automation for both synthesis
and analysis must be effected to probe such methodology as a viable alter-
native to solid-phase synthesis protocols. The discussed results indicate that
poly(ethylene glycol) samples could be handled under certain operation
conditions as standard chemicals and subjected to high-throughput combi-
natorial analytical process.
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COMBINATORIAL CHEMICAL LIBRARY ANALYSIS
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7.1. INTRODUCTION

Recently, due to its capabilities for providing efficient synthesis and product
screening strategies, combinatorial chemistry methods have been rapidly
and widely adopted with great impact in areas such as pharmaceutical
research, organic synthesis, and catalysis discovery.1,2,3,4 New chemical syn-
thetic strategies such as combinatorial chemistry5,6 and parallel organic 
synthesis methods7,8 have revolutionized the way new compounds are 
synthesized, screened, and characterized. For example, the application of
combinatorial chemistry and high-throughput screening in drug discovery
has changed the traditional serial process of drug candidate identifica-
tion and optimization. It is now possible to generate chemical libraries with
large numbers of compounds in a relatively short time and to screen them
against a variety of targets to find the “lead” compounds of interest for
further study and optimization. As a result of the accelerated pace of drug
discovery and the large numbers of new compounds that are being synthe-
sized in combinatorial chemical processes, high-throughput analysis
methods are highly desired. Efforts have been made to meet this require-
ment in a number of analytical areas, particularly high-throughput mass
spectrometry.9,10

Due to its high resolution and unique capabilities in structure deter-
mination, nuclear magnetic resonance (NMR) spectroscopy is extremely
useful for a variety of chemical analyses. In particular, the need for high-
throughput NMR approaches for drug discovery has been expressed and
such methods are being developed.11 There are several areas in which this
development is being focused, including NMR drug screening, complex
mixture analysis, and combinatorial library characterization.
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In the area of drug screening, several new NMR techniques provide
methods to detect weak protein-ligand interactions that are difficult to
observe using fluorescent screening approaches, but provide an alternative
starting point for drug development. For example, Fesik and co-workers
described methods to investigate structure-activity relations (SAR) by
NMR12 to determine protein-drug interactions and to aid in the discovery
and refinement of potential drug molecules. Two-dimensional (2D) protein
NMR experiments were performed using 10 to 100 potential drug com-
pounds at the same time at the rate of 1 every 10 minutes, allowing 1000 to
10,000 samples to be screened over a 24-hour period by an automatic
sample changer.13,14 Shapiro and co-workers developed a method based on
ligand diffusion, which they called affinity NMR, to analyze small ligands
binding to protein targets.15 A relatively large numbers of ligands can be
analyzed simultaneously in the same NMR tube using these methods.
Another related technique, called NOE pumping, has also been reported
by Shapiro and co-workers.16,17 An alternative technique, which is based on
the transfer NOE, allows identification and structural characterization of
biologically active molecules from a mixture.18 This technique could aid in
screening mixtures of compounds for biological activity. For lead genera-
tion, the SHAPES strategy was developed, which uses NMR to detect
binding of a limited but diverse library of small molecules to a potential
drug target.19 The information obtained is used to refine the library in an
iterative fashion. More recently Prestegard and co-workers have described
NMR experiments to use competitive binding as a method for determining
potential ligands of interest.20 To further improve the throughput, flow-
injection NMR spectroscopy has been adopted in compound library 
screening. Research in this area has recently been reviewed by Stockman
et al.21

To obtain improved structural information in complex mixtures, there
are also significant and increasing efforts to improve the coupling of NMR
with chromatographic separation methods such as LC, HPLC, and CE.22,23

The requirement for higher sensitivity and small working volumes imposed
by chromatographic methods has led to the development, refinement, and
application of a number of techniques, including microbore HPLC, flow-
through NMR probes, micro- or nanoliter volume NMR probes, and solvent
suppression pulse sequences.23,24,25,26,27 In addition to the traditional auto-
matic sample changer, flow probes23 have been adopted to achieve rapid
NMR analysis of up to 500 samples per day.28 This technique has also been
interfaced to standard 96-well microtiter plates, which are the popular
formats for combinatorial libraries.

Despite these advances NMR measurements are usually made on a
single sample at a time, and throughput is limited by this serial approach.
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To overcome this limitation, parallel detection methods, which have been
implemented for a number of different analytical techniques for increasing
throughput,29,30,31,32 are highly desirable for NMR detection. To date, several
parallel NMR methods have been developed,33,34,35,36,37,38,39,40 including a new
methodology called multiplex NMR37,38,39 developed in our laboratory.
Recent developments in high-throughput NMR indicate that, with further
development, parallel NMR techniques will play an important role in high-
throughput chemical analysis and drug screening.

7.1.1. High-Throughput Analytical Techniques for 
Combinatorial Library Analysis

The concept of combinatorial chemistry was first introduced by Merrifield41

in 1986, and involved solid-phase synthesis methods to generate small mix-
tures of immobilized peptides. This idea was further developed in the early
1990s by Geysen, Dibo, Houghten, and their co-workers.42,43,44 Their tech-
nique represented a completely different synthesis method capable of gen-
erating vast number of compounds in a relatively short period of time
compared to classical synthetic chemistry. Combinatorial chemistry was ini-
tially developed for solid-phase peptide and oligonucleotide synthesis, but
because of the poor bioavailability of these biopolymers, the interests of
synthesis have shifted to peptidomimetics (compounds that can mimic the
critical features of the molecular recognition process of the parent peptide)
and small organic molecules (MW < 700Da).45 In its original implemen-
tation the split-couple-recombine (or split-and-mix) methodology was
adopted to produce one to several mixtures or libraries of products through
a randomization process.41 Although the split-and-mix synthesis technique
is still used by many chemists, it has been largely replaced by automated
parallel solid-phase and solution-phase synthesis, which are of high speed
and spatially addressable.6,7,8 Compared to combinatorial chemistry, paral-
lel synthesis approaches can produce large collections of individual com-
pounds (as opposed to mixtures) in larger quantities that can be purified
and more rigorously analyzed, which makes it easier to characterize, screen,
and maintain the combinatorial libraries. However, unless specifically stated
otherwise, we will include both parallel and split-and-pool syntheses under
the definition of combinatorial chemistry in our discussions below.

Combinatorial approaches make it relatively straightforward to gener-
ate chemical libraries with vast number of new compounds; thus synthesis
is often no longer the rate-limiting step in drug discovery. Since almost all
analytical characterization tools are serial techniques, the purification and
analysis of the chemical libraries has instead become a new bottleneck.This,
of course, imposes new analytical challenges in the fields associated with
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combinatorial chemistry, and more rapid and robust analytical approaches
are in great need to keep pace with the new paradigm.

Analytical techniques such as IR, NMR, fluorescence spectroscopy, MS,
GC, and HPLC have historically been used in drug discovery and other
areas to characterize new compounds. These techniques are now being
adapted for use in combinatorial chemistry and high-throughput screening
applications to facilitate the analysis of new compounds and the identifica-
tion of promising leads. However, each of the analytical techniques has its
own limitations in the analysis of combinatorial libraries. For example, tech-
niques such as GC and fluorescence spectroscopy are not applicable to the
identification of most new chemical entities, while IR and MS are not 
specific enough to determine chemical structures unambiguously, and other
techniques, such as HPLC and NMR spectroscopy, suffer from low through-
put or sensitivity. Due to its high speed and high sensitivity, mass spec-
trometry is one of the most widely used techniques in combinatorial library
analysis,46 and high-throughput MS methods have been developed to
accommodate the needs of analyzing large numbers of compounds in com-
binatorial libraries. Chemiluminescence nitrogen detection (CLND),47 a
method that provides linear response to the absolute amount of nitrogen
from most nitrogen-containing analytes, can be used as a tool to determine
the concentrations of pure compounds accurately and rapidly down to low-
picomole levels. CLND is easy to couple with other techniques, such as GC,
LC, and recently has been utilized as a quantitative tool in combinatorial
library analysis.48,49

Mass spectrometry provides the means to characterize new compounds
based on their molecular weight and to a lesser extent structure. At the
same time, MS methods are often high-throughput and can be coupled with 
chromatographic separation techniques. There are two widely adopted
approaches for high-throughput mass spectrometric analyses of combina-
torial libraries: flow injection analysis mass spectrometry (FIA-MS) and
liquid chromatography mass spectrometry (LC-MS). Due to its simplicity
in design and operation, FIA-MS has become the most widely utilized mass
spectrometric method for characterizing combinatorial chemical libraries,
and it is also the mass spectrometric based technique with the highest
throughput.46 In addition to coupling an FIA-MS system with an auto-
sampler, parallel sampling methodologies have been implemented into the
FIA-MS system,50,51 and therefore the throughput of FIA-MS has been
improved significantly.

LC-MS is usually used for rapid purity assessment of the compound
libraries. Because LC-MS has advantages over FIA-MS in its ability to
analyze mixtures and to provide more complete characterization of com-
pound libraries, it has replaced FIA-MS as the standard analysis tool in
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many pharmaceutical laboratories.52 Two approaches have been adopted to
increase the throughput of LC-MS analysis: fast LC-MS,53,54 which utilizes
a fast (2–3min) chromatographic separation step, and parallel LC-MS,32,55,56

in which multiple HPLC columns are coupled to a single mass spectro-
meter. With these developments, LC-MS has become more suitable for
combinatorial library analysis. In addition to FIA-MS and LC-MS, super-
critical fluid chromatography (SFC)-MS57,58 and CE-MS59,60,61 have also been
adopted for combinatorial library analysis. SFC has a higher chromato-
graphic resolution and faster separation speed than HPLC, and CE is a par-
ticularly useful in separating for ionic compound and chiral mixtures.

However, mass spectrometry encounters problems when compounds
with the same molecular weight are present. These compounds could be
stereo-isomers, positional isomers, or simply molecules that happen to have
the same molecular weights. This situation often occurs in tightly focused
or closely related combinatorial libraries. To solve this ambiguity, NMR
spectroscopy is usually employed to determine the structures of the com-
pounds involved. NMR spectroscopy is a very powerful and widely adopted
analytical tool for structural and quantitative determinations in chemistry,
biology, material science, and many other areas. It is also a nondestructive
technique and capable of deriving information on molecular dynamics. But
traditional NMR spectroscopy suffers from low sensitivity and slow analy-
sis speed; thus it is not an ideal tool to analyze the large number of com-
pounds present in the combinatorial libraries. To meet the new challenges
emerging from combinatorial chemistry and parallel synthesis methods,
efforts are being made to make NMR more suitable for analyzing vast
number of samples quickly, and a number of these developments are
described below.

7.1.2. High-Throughput Serial NMR Analysis

A number of factors contribute to the slow speed of NMR analysis, includ-
ing sample preparation, sample loading/unloading, shimming to ensure
high-resolution spectra, frequency locking, as well as data acquisition and
analysis time. To increase the speed of NMR analysis, the most straightfor-
ward way is to reduce the time needed for preparing, loading, and retriev-
ing the NMR samples. Automatic sample-changing mechanisms have been
integrated with NMR spectrometers for at least 10 years.62 Such systems
include a sample holder tray in which a large numbers of samples are
placed; a mechanism to track each sample; and a robotic device to load the
samples into standard 3mm, 5mm, or 10mm NMR tubes, and to move
sample tubes pneumatically into and out of the magnet. Many NMR 
labs, such as those in University of Minnesota, University of California at
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Los Angeles, Conoco Research, and IBM, started to use automatic sample
changers to speed up NMR analysis in late 1980s, with throughput rates of
up to 100 samples per day on a single NMR spectrometer.62 In 1988 Abbott
Laboratories developed their first automation systems to achieve totally
automated NMR analysis, and both the turnaround time and the cost per
sample were lowered significantly.63 For example, the number of NMR
samples run per year at Abbott had grown to nearly 60,000 in 1995 upon
the implementation of three totally automated NMR systems. Currently
automatic sample changers compatible with different NMR systems are
provided by the major NMR system manufacturers, including Bruker,
Varian, and JEOL. These commercially available automatic sample chang-
ers are capable of carrying out tasks such as recording the sample identifi-
cation number, preparing sample solution, pipetting solution into a clean
NMR tube, inserting an NMR tube into the magnet, and then removing the
NMR tube and disposing of the sample when the NMR experiment is fin-
ished. Currently the use of NMR systems equipped with automatic sample
changers has become routine for many NMR laboratories with high-volume
needs.

Conventional high-resolution NMR spectroscopy requires the use of
precision glass NMR tubes, which are delicate and expensive. Sample
preparation involves filling NMR tubes, loading tubes into the magnet one
at a time, and removing each tube from magnet after the NMR experiments
are finished. Although the use of robotic sample changers has made the
automation of the sample preparation and changing possible, the use of
NMR tubes limits its speed and efficiency for high-throughput applications.
To avoid the steps of transferring samples from a reservoir into NMR tubes
and thus further increasing the throughput, an alternative solution is to use
a flow NMR probe.28,64 Such flow probes, which are also known as “tube-
less” NMR probes, have a permanently mounted sample chamber or flow
cell, on which an RF detection coil is usually wrapped. The sample is intro-
duced into the flow cell, and a rinsing step is necessary to eliminate the 
carryover from the previous sample. Because the RF coil is mounted closer
to the sample, an increased filling factor is obtained. Therefore flow NMR
probes usually have higher sensitivity than conventional NMR probes.
However, because of the permanent mounting of the RF coil on the flow
cell, it is not possible to spin the sample as is done with normal NMR tubes.
Therefore the resolution of flow NMR probes is typically poorer. Standard
flow NMR probes have detection volumes that range from 60 to 
250mL,65,66,67,68 which are smaller volumes than those used in conventional
5-mm NMR probes. Recent developments in microcoil probe technologies
have pushed the sample volume requirements in flow NMR to the nano-
liter to few microliter range.25
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To introduce samples directly from a sample reservoir into a flow NMR
probe, flow injection analysis (FIA) NMR or direct injection (DI) NMR
can be used.69,70 FIA-NMR and DI-NMR can be viewed as “columnless”
LC-NMR. Since the slow separation process is not present, these two tech-
niques are capable of carrying out high-throughput NMR analysis. FIA-
NMR benefits from the speed and simplicity of FIA,71 which is an analytical
technique based on the injection of a liquid sample into a nonsegmented
carrier stream and the transportation of the injected sample to a detector
or sensor. FIA-NMR requires smaller sample volumes and has higher
throughput rates. DI-NMR system has been further simplified from the
FIA-NMR system by removing the mobile phase and the pump, but leaving
the injector valve and connection tubing. DI-NMR has higher sensitivity
because there is no dilution step, and the sample is easier to recover by
returning the sample in the flow cell to its original sample plate after the
NMR experiment.72 Both FIA-NMR and DI-NMR can be carried out
under continuous-flow or stopped-flow conditions, and are easily interfaced
with 96- or 384-well microtiter plates that are standard sample formats for
combinatorial chemistry and parallel synthesis.With the use of an automatic
sample handler, a flow NMR probe is capable of running as many as 600 to
700 samples every 24 hours.11 Current flow NMR capabilities are sure to
increase the application of NMR spectroscopy to the characterization of
combinatorial chemical libraries.

7.1.3. Microcoil NMR Techniques

As the NMR signal depends on the very small population difference
between the upper and lower energy states of the nuclei of interest, NMR
suffers from intrinsically poor sensitivity compared to other analytical 
techniques. For example, Fourier-transform infrared spectroscopy (FTIR)
has limits of detection (LODs) in the range of 10-12 to 10-15 mol,73 mass spec-
trometry has LODs around 10-19 mol,74 but the LODs for conventional
NMR are typically 5 ¥ 10-9 mol.75 The low-sensitivity problem is even more
serious when 13C or 15N is detected. Nevertheless, for a typical 0.5mL,
0.1mM sample, a sufficient signal-to-noise (S/N) ratio of over 100 :1 can be
obtained within a few scans. In the past decade or so, many technical
advances have been developed to increase the NMR sensitivity. One
approach has been to increase the static magnetic field strength, which
increases both S/N and the dispersion of NMR chemical shifts. Recently
high-resolution NMR spectrometers with the superconducting magnetic
field strength up to 21.1T (operating at a frequency of 900MHz for protons)
have been developed.A second approach is to improve the radio frequency
(RF) coil design in NMR probes by decreasing the coil noise and increas-
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ing the coil quality factor. Two examples of such improvements are the use
of high-temperature superconducting materials in probe construction76,77

and the application of cryogenic NMR probes.13,78 The first cryogenic probe
demonstrated with a practical implementation was constructed by Styles et
al.,79 and the schematic diagram of this probe is shown in Figure 7.1.

Although expensive, cryogenic probes are now available commercially,
and are capable of delivering three to four times better S/N than conven-
tional NMR probes, which represents a substantial benefit for many NMR
experiments. A third approach is to use extremely small RF coils, namely
microcoils (see Fig. 7.2), in NMR probes as the magnetic resonance detec-
tor. The definition of “microcoil” is somewhat arbitrary, but in general,
microcoils refer to coils with the active volume in the range of 1mL or less.25

Although it has been known for quite a long time that decreasing the diam-
eter of the coil increases its sensitivity,80,81,82,83 it is only recently that micro-
coils were adopted successfully in acquiring high-resolution NMR spectra.

The first implication of small RF coils in NMR probe was reported by
Odeblad82 in 1966, who used probes with solenoid microcoils ranging in
diameter from 200 to 1000mm (with a fixed length of just over 1mm) and
continuous wave (CW) techniques to study the physical chemistry of mucus
secreted from cells in the human cervix. The best resolution reported by
Odeblad was a line width of 13Hz, and the limit of detection (LOD) was
0.4mg of pure water. In 1979 Shoolery83 reported the first application of
reduced size RF coils in high-resolution NMR spectroscopy. He showed the
acquisition time could be reduced by a factor of 40 for a given S/N by
decreasing the sample vial diameter (and the closely fitted concentric RF
coils) from 10 to 1.7mm. 13C spectra of a 1mg sample or 1H spectra of a 1
mg sample could be obtained in 16 hours. Recently Wu et al.84,85,86 have suc-
cessfully decreased the microcoil detecting volume down to the nanoliter
range, with the LODs of less than 1 nanomole, a significant achievement.

A problem exists with these very small detection coil, namely that the
magnetic susceptibility of the coil material does not match that of the
sample, resulting in large spectral linewidths. Significant efforts have been
made to deal with this susceptibility mismatching problem, and an often
used solution is to make a coil with zero magnetic susceptibility by com-
bining metals such as Cu and Rh, which have opposite susceptibilities. An
alternative approach is to use “zero-susceptibility” materials,87,88,89 which are
specially designed composite materials consisting of matched diamagnetic
and paramagnetic components that result in very low magnetic suscepti-
bility, such that there is no perturbation of the main magnetic field in the
sample region that is produced by the RF coil. Varian has recently intro-
duced a new probe called the “Nanoprobe,” in which zero-susceptibility
materials were used to construct the 5-mm i.d. solenoid coil. With the 
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capability of spinning the sample at the magic angle, mass limited solid or
gel-like samples can be detected with good spectral resolution. The appli-
cation of the Nanoprobe in combinatorial chemistry has been demonstrated
by Fitch et al.90

One new approach is to match the magnetic susceptibility of the mate-
rials used in probe construction to a non-zero value. Olson et al.24 have
obtained high-resolution NMR spectra using this susceptibility matching
approach. A microcoil with an active volume of 5nL was immersed into a
fluid with a magnetic susceptibility similar to that of the copper coil, and
thus compensated for the susceptibility mismatch at the air/copper inter-
face. The spectral line width achieved was under 1Hz, and the LODs were
in the 10 to 100pmol range.

Typically the sensitivity of a NMR probe is represented by the S/N for
a given analyte concentration.The general equation for the S/N of an NMR
probe after a 90° pulse is given by81

(7.1)

where K is a numerical factor (~1) dependent on the geometry of the receiv-
ing coil, h is the filling factor (the ratio of the sample and RF coil volumes),
M0 is the nuclear magnetization which is proportional to the magnetic field
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Figure 7.2. Picture of a typical solenuidal microcoil. This particular microcoil was wrapped
using a 130-mm diameter copper wire on borosilicate glass capillary. The coil has an i.d. of 860
mm and a length of 1.6mm.



strength B0 and the sample concentration, m0 is the permeability of free
space, Q is the quality factor of the coil, w0 is the Larmor angular frequency,
Vc is the volume of the coil, F is the noise figure of the preamplifier, k is
Boltzmann’s constant, Tc is the probe (as opposed to sample) temperature,
and Df is the bandwidth (in Hz) of the receiver. It can be seen that the con-
centration sensitivity Sc (S/N per mM concentration of analyte) is poor for
microcoils. This is due to the fact that microcoil probes have very small
observation volumes and therefore contain a very small amount of analyte.
However, if the sample can be concentrated into a small volume, then the
microcoil can more easily detect the signal. This high mass sensitivity Sm

(S/N per mmol of analyte) is characteristic of microcoil NMR probes. In
essence, the use of microcoil probes enhances the mass sensitivity Sm at the
expense of the concentration sensitivity Sc.26 To better understand the rela-
tionship between sensitivity and coil diameter, a detailed analysis was
reported by Peck et al.91 Their results showed that mass sensitivity increases
monotonically with decreasing coil diameter within the 1mm to 50mm
range they studied. However, the concentration sensitivity decreases,
and therefore there is a trade-off between Sc and Sm that depends on coil
diameter.

Another issue that affects the microcoil NMR probe is the trade-off
between sensitivity and resolution. As can be seen in equation (7.1), an
increase in the fill factor h increases the S/N of the microcoil; however, a
larger filling factor also results in a closer proximity of the sample to the
coil. As a result any magnetic susceptibility mismatch plays a more signifi-
cant role in distorting the spectral line shape, and therefore poor resolution
usually results.86 Webb and Grant92 reported studies to quantify this trade-
off, and found that with a filling factor of up to 28% there was little loss in
spectral resolution. However, if the filling factor was increased further to
50%, the line width significantly increased to above 3Hz.

Currently the most widely adopted coil type for microcoil NMR probe
construction is of solenoid geometry, due to the relative ease in manufac-
turing and increased sensitivity compared to other geometries. However,
the miniaturization of other coil geometries has also been investigated. For
example, a 2-mm diameter double-saddle Helmholz coil has been used by
Albert et al.93 to acquire capillary LC-NMR spectra.This approach has been
further optimized for the detection of 5-mL spinning samples contained in
1-mm diameter capillary tubes.94 Miniaturization of a birdcage resonator
has also been carried out by Roffman et al., who constructed a high-pass
birdcage coil with an i.d. of 3mm and eight 0.5mm wide rings made of zero-
susceptibility materials for microscopic imaging studies.95 Coils geometries
such as the Helmholtz and birdcage coils have their major axis parallel to
the static magnetic field (B0) direction; therefore magnetic susceptibility
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mismatch from such coils are minimized, and sample spinning is easy 
to realize. Helmholtz or birdcage coils can more easily be constructed 
to operate at very high resonance frequencies due to their lower intrinsic
inductance. Finally, with the recent development of microfabrication tech-
niques, it is now possible to make precision detection coils with diameters
less than 100mm with mechanical stability and a variety of desired geome-
tries. One interesting example is the planar microcoils designed by Peck et
al.,96 and a similar approach made by Magnin et al.97 In these cases the
problem of matching the magnetic susceptibility of the microfabricated
planar coils to the substrate still needs to be overcome. Due to the desire
to work with smaller samples volumes and high sensitivity, it is clear that
with further development microcoils are certain to play an increasingly
important role in NMR analysis and will eventually become one of the
many routine NMR techniques for general NMR users.

7.1.4. NMR Coupled with Chromatographic Separation Methods

Over the past two decades most analytical techniques have been coupled
to separation methods, and therefore on-line determination of individual
compounds in mixtures can often be carried out rapidly. Since NMR is not
an ideal technique for the structure elucidation of mixtures of unknown
compounds, coupling NMR chromatographic separation techniques such as
LC or CE can overcome this challenge. But this does not immediately alle-
viate the major drawback of NMR, namely its relatively low sensitivity com-
pared to other analytical techniques. However, with the recent development
of higher magnetic fields, microcoil, and cryogenic NMR probe techniques
that have significantly improved sensitivity, this problem is considerably
reduced compared to what it was10 years ago. In order to save time, a direct
coupling of the separation technique with NMR is normally adopted, and
a so-called flow NMR probe that incorporates a static sample volume is
used as the detector.

LC-NMR is the most popular and well-established technique for direct,
on-line coupling of chromatography with NMR. LC-NMR instruments 
are commercially available, and LC-NMR has become a routine analysis
method in many NMR laboratories. LC-NMR was first introduced by
Watanabe et al.98 in 1978, in which a stopped-flow approach was adopted
to detect the LC effluent by NMR. In 1979 Bayer et al.99 reported the first
on-line coupling of NMR with an LC. LC-NMR only gained popularity in
the mid-1990s, after significant efforts had been made to develop suitable
flow NMR probes, optimize the NMR acquisition conditions, and enhance
NMR sensitivity by increasing the magnetic field and/or reducing the NMR
coil size.22,23,25,26 Currently LC-NMR is performed under both stopped-flow
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and continuous-flow conditions. Under stopped-flow conditions, longer
NMR acquisition times are available to carry out more complicated and
time-consuming experiments. Under continuous-flow conditions, the NMR
line width, signal intensity, and the effective longitudinal (T1) and transverse
(T2) relaxation times can all be affected by the flow rate.23 Therefore careful
consideration must be taken to choose the optimal flow rate in order to
achieve best results.

In standard HPLC-NMR, the relatively large volume and flow rates
make it too expensive to use most deuterated solvents. In order to elimi-
nate the problems caused by large, residual protonated solvent peaks (such
as HOD in D2O), solvent suppression techniques are usually employed in
LC-NMR. But the use of multiple solvents with changing concentrations
under flowing conditions in LC-NMR makes solvent suppression more
complicated than their use in other areas. Suppression techniques such as
Multigate (a modified version of WATERGATE)100 and WET (water sup-
pression enhanced through T1 effects)27 have been developed to suppress
multiple solvent peaks, whose frequencies change under gradient elution
conditions. For continuous-flow experiments, solvent suppression tech-
niques such as presaturation and diffusion-based filters often fail because
a portion of the affected spins is constantly replaced by fresh spins.22,101

However, the WET technique can be used under flow because it is fast
(<100ms) and can achieve a large suppression factor (>104) in a single
scan.27 Despite all these developments some problems associated with
solvent suppression still exist, such as the difficulty in observing spectral
regions near the solvent resonance.

In addition to LC-NMR, the coupling of other important separation
techniques, such as supercritical fluid chromatography (SFC) and super-
critical fluid extraction (SFE), with NMR has been investigated. The use of
supercritical solvents such as CO2 eliminates the need for solvent suppres-
sion, since no 1H solvent signals are present in the spectra obtained. SFC-
NMR can give results comparable or even exceeding HPLC-NMR;
however, it has its own disadvantage of longer T1 relaxation times of com-
pounds in supercritical CO2 compared to traditional solvents. SFE-NMR
also offers the advantage of directly monitoring the extraction process.
Studies in these areas have recently been reviewed by Albert.102

With the development of microcoil NMR techniques, it is now possible
to couple NMR with some microseparation techniques, such as microbore
LC,86,93,103 capillary electrophoresis (CE),84,85 and capillary electrochro-
matogrphy (CEC),104,105,106 where the inner diameters of the separation
channels are in the range of 20 to 75mm. After coupling these small sepa-
ration channels with NMR microcoils whose diameters are in the same
range, it is possible to achieve maximum mass sensitivity for NMR detec-
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tion. While the concentration sensitivity of this approach is poor compared
to that of a standard 5-mm NMR probe, it is interesting to note that the
concentration LODs of microcoils, which are in the mM range, are approx-
imately the same as those for the UV detectors in microcapillary separa-
tion columns.26 Since most NMR microprobes use a flow design, it is fairly 
easy to carry out NMR detection under either on-line or stopped-flow 
conditions. Besides the advantages of improved chromatographic resolu-
tion, capillary separation has the added benefit of reduced solvent con-
sumption. Therefore it is possible to use a variety of deuterated solvents in
the separation process, and solvent suppression is simplified. One interest-
ing recent development is the use of capillary isotachophoresis (cITP),
which makes it possible to use CE techniques to both separate and con-
centrate samples using capillary isotachophoresis (cITP).107 Concentration
enhancements as large as a factor of 100 were reported. Recently Sweedler,
Larive, and co-workers have extended this approach to the analysis of a
combinatorial chemistry compound attached on a single polymer resin
bead.108

7.2. PARALLEL NMR TECHNIQUES

Most NMR measurements are currently made on a single sample at a time,
and the throughput is therefore limited by this serial detection fashion. To
overcome this limitation and make NMR suitable for analyzing large
numbers of samples at a reasonable rate, the throughput of NMR detection
methods needs to be improved. One approach that has been applied to a
number of analytical techniques is to use parallel methods to improve
throughput, that is, to measure multiple samples simultaneously (see Figure
7.3).There are several different approaches that can be taken to realize par-
allel detection in NMR spectroscopy. A straightforward method would be
to simply wrap the excitation and detection coil around a number of smaller
samples, as indicated in Figure 7.4A. In this method, however, it is not easy
to separate signals from different samples, and the sensitivity suffers due to
the low filling factor h (see Eq. 7.1). An alternative method that restores
the filling factor is to wrap individual coils around different samples, as
shown in Figures 7.4B and 7.4C. The individual detection coils can be con-
nected to separate RF circuits with complete electrical and magnetic isola-
tion between the detection coils, as indicated in Figure 7.4B. An alternative
approach that simplifies the probe and spectrometer hardware require-
ments is to connect parallel detection coils to the same RF circuit, as shown
in Figure 7.4C. In this approach a magnetic field gradient is necessary to
differentiate signals from different sample coils.
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7.2.1. Multiple-Sample Analysis Using a Single NMR Coil

The simplest approach of using a single coil to analyze multiple samples
was first demonstrated by Banas in 1969,33 who used small capillary tubes
that could be fit inside a standard 5-mm NMR tube, as shown in Figure 7.5.
An additional advantage of this method is that it provided internal stan-
dardization of the frequency, so that very small differences in chemical shift
could be measured precisely. Unfortunately, there was no easy way to 
separate the spectra from different samples at that time. Additionally the
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Figure 7.3. Schematic diagrams illustrating (A) serial and (B) parallel approaches applied to
analytical techniques to increase throughput.

A B C

Figure 7.4. Several parallel approaches for NMR detection of multiple samples. Multiple
samples detected in (A) the same RF coil, (B) different RF coils using separate RF circuits,
and (C) different RF coils in the same RF circuit. S indicates separate sample volumes.



sensitivity suffered, due to the low filling factor of this method as compared
to using a sample that better fills the NMR probe volume.

An improvement on this approach, in which the spectra could be sepa-
rated, was demonstrated recently by Ross et al.40 Nine samples were placed
inside a single 5-mm NMR tube (as shown in Figure 7.6), which was then
loaded into a triple-axis pulsed field gradient probe. The spectra from 
different samples were separated using a multidimensional NMR pulse
sequence called chemical-shift imaging (CSI), which is capable of separat-
ing chemical shift from overlapping spatial positions.109,110 Two-dimensional
Fourier transformation of the signal with respect to incremented x and y
magnetic field gradient values gave the spatial distribution of individual
spectra, and allowed the separation of the different chemical shift signals
corresponding to each of the samples. However, a large number of phase
encoding steps are necessary to differentiate the samples, and therefore 
the experiment can be time-consuming. An additional problem is that the
signal-to-noise (S/N) ratio for each sample is intrinsically low due to the
small effective filling factor. In Ross’s experiments it required five minutes
to acquire spectra on the nine samples, with additional time for loading and
unloading the samples. Magnetic susceptibility mismatching between the
capillaries and the samples inside them caused the spectral line width to be
approximately 5Hz.

7.2.2. Multiple Electrically Decoupled Coils

A second approach for parallel NMR analysis uses a separate RF coil and
impedance-matching circuitry for each sample. When the individual detec-
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A B

Figure 7.5. An illustration of two 5-mm NMR sample tubes with (A) four and (B) seven cap-
illary tubes inside used by Banas to carry out multiple-sample detection. (Adapted with per-
mission from Appl. Spectrosc., 23: 281. Copyright Society for Applied Spectroscopy, 1969).



tion coils are connected to separate RF circuits, as indicated in Figure 7.4B,
the circuits will normally couple,and the resonant frequencies of the coils will
split by as much as several MHz. This mutual coupling effect makes it diffi-
cult to excite and detect the two samples. However, by completely isolating
the two resonant circuits, both in the sample region and in rest of the RF
circuit, it is possible to detect the signal emanating from all the samples simul-
taneously without cross talk. As indicated in Figure 7.4B, the addition of a
ground plane separates the inductors electrically and magnetically. The
advantages of this approach include the potential for running different pulse
sequences for each sample, the simple differentiation of the signals from 
individual samples that can be routed into separate receivers or time-
multiplexedintoasinglereceiverusing an appropriate RF switching network,
and maintenance of maximum sensitivity. The major disadvantage of this
approach is the increased complexity of the probe geometry and circuitry
that results from the multiple resonance circuits, and the need for shielding
to establish high electrical and magnetic isolation between the detection
coils.These issues are exacerbated when more coils are incorporated.

The first NMR application of this approach (albeit observing different
NMR nuclei) was in solid-state NMR spectroscopy by Oldfield.34 For solids
the line width is intrinsically large, and only ~1ppm magnetic field homo-
geneity was needed. In Oldfield’s design, which is shown in Figure 7.7, two
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C

Figure 7.6. Schematic drawing of the apparatus (A and B) and its cross section (C) used to
fit nine capillaries into a standard 5-mm NMR tube. The capillaries are fixed at the bottom
and the top in Plexiglas carriers (B). (Adapted with permission from Angew. Chem. Int. Edit.,
40: 3243. Copyright John Wiley and Sons, Inc., 2001).



side-by-side 5-mm solenoid coils occupied the upper region of the magnet,
while a third solenoid (which could be spinning) occupied the lower part
of the magnet, with about 3-cm vertical separation between upper and
lower coils. Operating at 11.7 Tesla, the lower coil was tuned to 17O at 
67.77MHz, while the top two coils were tuned to 2H (76.74MHz) and 27Al
(130.27MHz), respectively. Tuning to very different frequencies made iso-
lation of the different circuits much easier. Linewidth of ~1ppm was
obtained for all three coils simultaneously using samples of 2H2O, H2

17O,
and an aqueous solution of 27Al(NO3)3.

The first application of this approach using the same resonant frequency
was accomplished by Fisher et al.,35 in which two coils both tuned to the
carbon frequency of 75.44MHz at 7.05 Tesla were used.This dual-coil probe
is shown in Figure 7.8A. The solenoid coils were arranged vertically and
separated by a horizontal piece of copper-plated circuit board grounded to
the probe body. An aluminum plate at the base of the probe separated the
variable capacitors used for impedance-matching each of the two circuits.
A commercial spectrometer was used as the transmitter, and the RF exci-
tation pulse was channeled through a power splitter to separate duplexer
circuits (consisting of crossed-diodes and quarter-wavelength cables). In
addition to the receiver channel of the commercial spectrometer, a second
receiver channel was constructed by the authors. Samples of 13C labeled
methanol and carbon tetrachloride were loaded into the two coils, respec-
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Figure 7.7. Illustration of the multiple probe designed by Oldfield. (A) The triple-probe
arrangement showing the nuclei observed; (B) schematic axial field plot showing the sample
location in a conventional 5-mm NMR probe (top) and three radial solenoid coil probes
(bottom). (Adapted with permission from J. Magn. Reson. A, 107: 255. Copyright Academic
Press, 1994).



tively. As the NMR spectra in Figure 7.8B and 8.4C show, there was no
cross-talk between the two coils.

The concept of using decoupled coils has been further developed by Li
et al.36 In this case an RF switch was used for time-domain multiplexing of
the signals into a single receiver channel. A four-sample system (shown in
Figure 7.9A) was constructed using printed circuit boards for operation at
6 Tesla in a wide-bore (89-mm) magnet that incorporated microcoils with
observe volumes of 28nL. The microcoil-based resonant circuits were
mounted one above another with a vertical spacing of 5mm between adja-
cent coils. Alternate coils were rotated 90° with respect to each other to
reduce the electromagnetic coupling. The matching networks were also
placed at 90° to each other, again to reduce coupling. The whole system was
surrounded by a container filled with FC-43, a magnetic susceptibility
matching fluid. Although the original implementation required four 
preamplifiers in the receiver chain, this was due to a relatively high-loss 
(2.3dB) switch being used. In subsequent realizations, a much lower loss
(0.1dB) switch has been substituted, which results in a simplified receiver
design. The time required for shimming the four coils to 2 to 4Hz was typ-
ically less than 30 minutes. Both one-dimensional and two-dimensional cor-
relation spectroscopy (COSY) experiments were carried out at 250MHz
for protons, and the spectra obtained from four solutions of 250mM fruc-
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Figure 7.8. (A) Dual isolated-coil NMR probe, and representative 13C spectra of (B) 13CCl4

and (C) 13CH3OH obtained simultaneously using this probe. (Adapted with permission from
J. Magn. Reson., 138: 160. Copyright Academic Press, 1999).



tose, chloroquine, galactose, and adenosine triphosphate, all in D2O are
shown in Figure 7.9B and 7.9C. No signal bleed-through was observed from
one spectrum to another. Since the acquisition time was approximately an
order of magnitude less than the recycle delay, a full factor of four improve-
ment in throughput was achieved; in fact the number of coils could be
increased to improve the temporal efficiency further, assuming these addi-
tional coils could be shimmed.

Recent developments have included the design of a two-coil probehead,
with each coil having a much larger volume (15mL), allowing the study of
metabolites at concentrations below 10mM.111 In this instance the solenoid
coils were separated horizontally, and had electrical isolations greater than
30dB. The switching of the two coils between the transmitter and receiver
was realized by a network containing two RF switches, as shown in Figure
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Figure 7.9. (A) Photograph of the four-coil probe developed by Li et al. showing the config-
uration of the microcoils and matching networks (top), and the schematic of coil arrangement
(bottom): each coil is oriented at 90° with respect to adjacent coils. (B) One-dimensional
spectra of (top left) galactose, (bottom left) adenosine triphosphate, (top right) chloroquine,
and (bottom right) fructose (all 250mM in D2O) acquired using the four-coil probe. (C) COSY
spectra of the same four samples as in (B) acquired using the four-coil probe. (Adapted with
permission from Anal. Chem., 71: 4815. Copyright American Chemical Society, 1999).



7.10A. Both of the coils were double-tuned to proton and nitrogen fre-
quencies to allow multiple-nuclear and multiple-sample experiments to be
carried out. The COSY and HMQD spectra (Figure 7.10B and 7.10C)
obtained using this two-coil probe show no evidence of cross-talk between
the two coils.

7.2.3. Multiple Coils Connected in Parallel

A third approach in parallel NMR detection is to connect multiple coils
together in the same RF circuit (see Figure 7.4C). The first implementation
of this method, termed multiplex NMR, was achieved by MacNamara 
et al.,37 and a picture of the multiplex NMR probe head is shown in Figure
7.11. The NMR coils were of solenoid geometry constructed from five turns
of polyurethane-coated high-purity 42-gauge copper wire wrapped around
glass capillaries. The coil had an i.d. of 0.8mm and length of 0.5mm, and
the sample volume was 60nL. The inter-coil (center-to-center) distance was
3.2mm. The entire coil array was surrounded by Fluorinert FC-43, a sus-
ceptibility matching fluid that has a very similar volume magnetic suscep-
tibility to copper and has been shown to improve magnetic field
homogeneity by minimizing field distortions induced by copper NMR
coils.24 A single resonance was observed for the circuit, and the circuit had
a tuning range of ~2MHz with a quality factor (Q) value of 60. Teflon tubes
were attached to the capillaries to allow flow introduction of samples. A
standard NMR spectrometer was used in these experiments.

Because all the sample coils are wired into the same resonant circuit,
there is no ill effect of the coupling between different coils in the multiplex
NMR probe. However, since the detected signal is a combination of all the
samples, it is necessary to differentiate the signals emanating from a par-
ticular sample. To carry out this task, magnetic field gradients were applied
across the different coils. To illustrate how the field gradient works, a
schematic diagram is shown in Figure 7.12 for the hypothetical case of a
single analyte such as water in all four coils. Figure 7.12A shows the situa-
tion after the probe has been properly shimmed and no linear field gradi-
ent is applied to the sample region. The four sample regions experience the
same magnetic field, B0, and consequently the NMR signals from all four
coils coincide; thus the spectrum only contains one peak. However, when a
field gradient is applied to the sample region, each of the sample coils expe-
riences a field given by B0 + Gz ¥ zi, where Gz is the strength of the linear
field gradient and zi is the vertical position of the ith sample coil. The resul-
tant spectrum contains four lines, since each sample experiences a different
magnetic field and each peak can be identified with a particular coil (see
Figure 7.12B).
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The simplest approach to generate a linear magnetic field gradient is to
offset the z1 shimming from its optimal value.This linear gradient frequency
labels each of the different analytes’ signals, so that they can be identified
individually with their corresponding sample coil. Both 1D and 2D exper-
iments have been carried out using this approach, in which spectra with and
without a linear field gradient were acquired.37,38 Several spectral analysis
methods, including peak picking, spectral subtraction, and multiplication
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Figure 7.11. A picture of the four-coil multiplex NMR probe, with Teflon tubes attached to
the sample capillaries to allow flow sample introduction. The sample volume for each coil was
approximately 60nL.

Figure 7.10. (A) Schematic illustration of the RF switching network used to switch one coil
of the two-coil probe (developed by Zhang et al.) into the resonant circuit at a time. (B) COSY
spectra of (top) sucrose and (bottom) adenosine triphosphate (both 20mM in D2O) loaded
into the two coils of the two-coil probe, respectively. (C) HMQC spectra acquired from (top)
15N-labeled (50%-labeled) ammonium chloride in D2O and (bottom) unlabeled formamide,
which were loaded in the two coils, respectively. (Adapted from J. Magn. Reson., 153: 254.
Copyright Academic Press, 2001).
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methods, have been used by these authors to generate subspectra of the
samples in different coils.

Two-dimensional spectroscopy can also be carried out using the multi-
plex NMR approach.38 For example, correlated spectroscopy (COSY)
experiments have been performed with a linear z-gradient applied during
the data acquisition period. Spectral analysis methods can also be used for
postprocessing the data. For the latter process the authors suggested
zeroing all the peaks within a certain bandwidth from the diagonal, with
this bandwidth set to be less than the smallest J-coupling observed in the
spectrum. Using 0.5-M samples of ethanol, 1-propanol, dichloroacetic acid
and acetaldehyde in D2O, it was shown that the appropriate individual sub-
spectra could be generated four at a time, and the subspectra of 1-propanol
and ethanol are shown in Figure 7.13.
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A

B

Figure 7.12. Schematic illustration of the use of a field gradient to differentiate signals from
each sample in the multiplex NMR probe. The four coils are wired in parallel in a single res-
onant circuit. The single-arrowed line indicates the static magnetic field (7.05T). (A) A simu-
lated spectrum of four water samples in the four coils is shown at right for the case of no
applied field gradient. All coils experience the same field, and therefore only one resonance
is detected. (B) An applied field gradient (double-arrow line) changes the field experienced
by each sample, and thus four resonances are observed.



Advanced Field Gradient Methods

The application of the small static magnetic field gradients (most easily gen-
erated by offsetting the z1 shimming parameter) works well for spectra in
which there is no significant spectral overlap between compounds, or for
situations where the samples to be analyzed are quite similar. For example,
parallel process monitoring could be accomplished using such an approach.
In cases where spectra contain many resonances that overlap, it is much
more difficult to assign resonances based on frequency shifts. To solve this
problem, it is preferable to use larger, pulsed field gradients (PFGs) instead
of the small static gradients to distinguish the different samples. PFGs are
generated by a pair of oppositely wound, concentric gradient coils, which
are situated around the RF coil in the probe. PFG coils that can generate
large gradients of 10 to 60G/cm are routinely used in commercial NMR
probes, and their actuation can be easily realized during the pulse sequence.
The exquisite control of RF pulses and PFGs currently available in modern
NMR spectrometers allows a number of alternative, and more advanced,
approaches to realize the multiple-sample analysis using the multiplex
NMR probe. In particular, rapid selective excitation and chemical shift
imaging (CSI)109,110 methods with the application of large PFGs on the order
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Figure 7.13. Two-dimensional subspectra: (A) 1-propanol and (B) ethanol generated from
zero-gradient and gradient shifted 2D COSY spectra of four coils using the subtraction
method. (Reproduced with permission from Anal. Chim. Acta, 400: 297. Copyright Elsevier
Press, 1999).



of a few to 10Gcm-1 have been carried out.39 As shown in Figure 7.14, CSI
acquisition using an incremented gradient value in the pulse sequence
results in a frequency versus spatial correlation that separates the frequency
components of the four samples based on their spatial position in the probe.
Taking slices along the frequency dimension allows one to observe the indi-
vidual spectrum from each sample coil. In this experiment, 12 gradient
increments were required, along with 8 acquisitions per increment to cancel
artifacts due to the non-ideal RF homogeneity of the short solenoid coils
used in the experiment. Such long acquisition times need to be reduced
before high-throughput can be achieved using CSI methods. Nevertheless,
for samples at low concentration and with short T1 relaxation times, the CSI
method is efficient, particularly for samples with low concentration that
benefit from signal averaging.

A second approach involves selective excitation, as has been used for
slice selection in magnetic resonance imaging,112 and uses the pulse
sequence shown in Figure 7.15A. Application of the gradient causes the
individual spectra from the samples in the four coils to be centered at dif-
ferent frequencies, as described by the following equation:

(7.3)w g s gi i z iB G z= -( ) +0 1 ,
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Figure 7.14. 2D contour plot and spectra of 2,3-dibromopropionic acid, ethyl crotonate,
methyl ethyl ketone and pyridine (0.1M in CDCl3) generated using the CSI method. (Repro-
duced with permission from Anal. Chem., 73: 2541. Copyright American Chemical Society,
2001).



where wi is the frequency of the compound in the ith coil, g is the gyromag-
netic ratio si is the electronic shielding constant of the compound in the ith
coil (and is responsible for the NMR chemical shift),Gz is the linear field gra-
dient strength along the z direction, and zi is distance of the ith coil from the
center of the gradient coil along the z direction. The applied gradient Gz

should be large enough such that the bandwidth of each spectrum (typically
10ppm for proton spectroscopy) is smaller than the frequency separation
between the samples when the gradient is applied.The RF pulse is frequency
selective, with a bandwidth greater or equal to 10ppm, and centered at fre-
quency w1 for the first pulse, w2 for the second, and so on. Spectra for each
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Figure 7.15. I. Pulse sequence for the rapid selective excitation experiment. (Bottom) Isolated
1H spectra of two sets of samples obtained using the rapid selective excitation methodology.
Normal 1H Bloch decay spectrum of the first set of four samples (A) and the resulting sub-
spectra of 0.5M (B) 1-propanol, (C) 2-propanol, (D) acetic acid, and (E) ethanol in D2O.
(Adapted with permission from Anal. Chem., 73: 2541. Copyright American Chemical Society,
2001).



sample were acquired sequentially in rapid succession, and the results are
shown in Figure 7.15 for the case of 1-propanol, 2-propanol, acetic acid, and
ethanol (each 500mM in D2O) loaded into the four coils, respectively. Selec-
tive excitation is an efficient method of data collection when the effective
repetition time, TReff (given by n samples times data acquisition time), is less
than three times the relaxation time T1 value of any sample.

While the authors demonstrated this approach with four parallel coils
and line widths of 2 to 3Hz per sample, the maximum number of parallel
detection coils and the ultimate achievable resolution of this approach have
yet to be determined. An issue that will limit very high numbers of paral-
lel coils is the fact that the S/N varies as 1/ in this coil configuration,
where n is the number of parallel coils.113 One can compensate by increas-
ing the size of the coil volume, essentually trading some mass sensitivity for
improved concentration sensitivity. Alternatively, the use of multiple reso-
nant circuits35,36 or even switched coils can potentially overcome this limi-
tation.The design of multicoil high-throughput NMR probes is currently an
active area of research.

Automation for Higher Throughput

In the multiplex NMR experiments described above, sample loading and
changing were carried out manually; that is, samples were injected into the
sample regions of the multiplex NMR probe using a syringe. This slow
sample-changing step is a significant bottleneck in the attempt to increase
the throughput of the multiplex NMR analysis of multiple samples further.
Therefore automatic sample changing methods need to be adopted for
further improvements. Automated methods have been implemented for
single sample NMR probes, as discussed above.69,70,71,72 To achieve these
goals, efforts are being made to make the sample-changing step faster.113

FIA controlled multiple-sample analysis was initially investigated, in which
an FIA controller was used to control the flow introduction of four samples
into the multiplex NMR probe simultaneously. In this case the time
required to acquire spectra for 4 samples with 8 transients each using the
rapid selective excitation method is 80s, and it took approximately 30s to
load 4 new samples. No contaminating carryover signals from prior samples
were observed. These experiments show that 4 samples can be detected in
less than 2 minutes, which correspond to a factor of 6 to 10 over current
commercially available methods. A factor of 4 was obtained by the use of
the parallel 4-coil multiplex NMR probe, and an additional factor of 1.5 to
2.5 in speed was gained due to the small volume of the samples used in
these experiments, which are faster to load and remove from the probe.
However, this approach still involves manual steps and thus is not as effi-

n
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cient as a fully automated method. To realize the complete automatic
sample changing, recent experiments using a robotic liquid handler (Gilson,
Inc.) as the sample delivering system have recently been reprinted.113 A
schematic diagram for the automated multiplex NMR analysis is shown in
Figure 7.16.The liquid handler is controlled by a PC computer, and the com-
munication between the liquid handler and the NMR spectrometer is estab-
lished through TTL signals. In this system the delivery of samples of small
volumes (~25mL) into the multiplex NMR probe with high precision was
investigated, and total computer control is straightforward to realize. NMR
experiments using the setup of Figure 7.16 show that the NMR analysis of
multiple sample chemical libraries can be achieved at a rate of two samples
a minute.113

7.3. FUTURE DIRECTIONS

Serial NMR analysis methodologies with high-throughput capabilities have
been studied extensively, and are becoming routine. However, the high-
throughput requirements for the analysis of chemical libraries by NMR
dictate that alternative approaches need to be formulated. The develop-
ment of different techniques for parallel NMR data acquisition has
occurred only over the past few years, but this is clearly a rapidly evolving
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Figure 7.16. Schematic illustration of the automated flow-through setup for multiple-sample
NMR analysis using a robotic liquid handler, which is controlled by a PC computer and able
to communicate with the NMR spectrometer.



area of research. Currently most of the development in parallel NMR detec-
tion has been in the area of probe hardware design, and in the optimiza-
tion of different pulse sequences and data processing techniques. Although
one is ultimately limited by the extent of the homogeneous region of the
magnet, a major thrust is to increase the number of coils. This may well
involve the incorporation of microfabrication methods, as have already
been prototyped for coil production.96,114 The ultimate aim of parallel NMR
probe technologies will likely be to optimize the interface with widely
accepted sample formats such as the 96-well plate. However, the number of
NMR sample coils that will optimize the throughput is yet to be deter-
mined. Hand in hand with an increase in the number of coils, is the require-
ment for the maintenance of high spectral resolution.This requirement may
involve the development of zero-susceptibility materials for very small coils,
as the shimming of a small number of sample coils is already challenging.
Besides combinatorial library analysis and drug screening there are a
number of applications for parallel high-throughput NMR. Clearly, the
tremendous advances in hyphenated microseparation/NMR detection can
benefit from the incorporation of parallelism. The incorporation of capil-
lary separation with a multicoil NMR probe and the associated capillary
fluidics to deliver the samples to and from the coils is the next step in probe
development.115 We anticipate further advances along these lines. Also
exciting will be the interface of such “intelligent” NMR probe and fluidic
systems to other integrated detection modalities such as fluorescence,
absorbance, and even mass spectrometry to provide an integrated system
capable of delivering unprecedented structural information from complex
samples.
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CHAPTER

8

MICELLAR ELECTROKINETIC CHROMATOGRAPHY
AS A TOOL FOR COMBINATORIAL CHEMISTRY

ANALYSIS: THEORY AND APPLICATIONS

PETER J. SIMMS

8.1. INTRODUCTION

Capillary electrophoresis is a separation technique that has gained popu-
larity over the years. This has lead to several other electrokinetic chro-
matography modes, which include electrophoresis, capillary electrokinetic
chromatography, micellar electrokinetic chromatography (MEKC), capil-
lary zone electrophoresis, and isoelectric focusing. Capillary electrophore-
sis (CE) has been used successfully to separate several types of
biomolecules,1–4 separating molecules primarily by size and charge. Of all
the techniques developed, the one used most predominantly is polyacry-
lamide gel electrophoresis, which can be used to separate proteins and pep-
tides. Sodium dodecyl sulfate (SDS) is added to the run buffer to denature
the protein, as well as to impart a uniform charge to the molecules. Once
all the proteins in the mixture have the same charge, they separate by a
mass-to-charge ratio as they move down the gel.5–8 The molecular weight
cutoff is dependent on the extent of cross-linking in the gel.The more cross-
linking in the gel, the better is the separation of the low molecular weight
proteins. SDS-Page, however, is not useful for the separation of small mol-
ecules, not only because of their size but also because of their inherent
incompatibility with the run buffer.9–14

Capillary electrophoresis is primarily limited to small molecules that are
water soluble because of their compatibility with the run buffer. Other
similar techniques such as isoelectric focusing15–17 and capillary zone elec-
trophoresis18–20 have aided in the separation of proteins by allowing for the
separation of larger proteins. In addition these techniques can separate iso-
forms of proteins and peptides by using an extraordinarily low pH range.
However, capillary electrophoresis cannot separate neutral compounds, and
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highly hydrophobic compounds can be difficult to separate due to their
incompatibility with the run buffer. Charged hydrophobic compounds have
been successfully separated by CE using nonaqueous run buffers21–23 or by
adding cyclodextrins to the run buffer to aid in the solubility of these com-
pounds.24–26 Nonetheless, these systems are incapable of separating neutral
compounds from each other. The low current can additionally create long
analysis times.

Micellar electrokinetic chromatography is a branch of capillary elec-
trophoresis that allows for the separation of neutral analytes using capil-
lary electrophoresis equipment, resulting in a separation that is similar to
reverse-phase HPLC.27–29 Another related technique is capillary electroki-
netic chromatography (CEC), which separates compounds in a manner
analogous to chromatography. CEC performs separations by using a capil-
lary that is packed with a stationary phase such as C18 resin.The run buffer,
which serves as the mobile phase, is typically composed of an organic mod-
ifier and an ionic buffer as the aqueous portion. When a voltage is applied
across the capillary, the ionic portion of the run buffer creates an elec-
troosmotic flow (EOF). The EOF acts like a HPLC pump, pulling the run
buffer and analyte through the capillary. The analyte interacts with the sta-
tionary phase and the mobile phase in the same way as it would with HPLC.
This results in a very efficient chromatographic separation. The selectivity
can be manipulated, like HPLC, by adjusting the ratio of organic modifier
to aqueous portion in the run buffer.14,15 The disadvantage to this technique
is that all the chromatographic methods developed thus far are isocratic
separations. The run buffer used must have some ionic strength to gener-
ate the EOF. Therefore the organic modifier chosen must not precipitate
the buffer, which currently makes reverse-phase or ion-exchange chro-
matography the only practical separations for this technique. In addition
the use of buffers makes it difficult to do normal phase separations by CEC.

Micellar electrokinetic chromatography uses ionic surfactants at a con-
centration above the critical micelle concentration (CMC) as a component
of the run buffer chosen to separate compounds. This generates a pseudo-
stationary phase that performs the separation. This technique is therefore
optimal for separating neutral and charged compounds from each other. In
addition compounds that are very hydrophobic, and those typically insolu-
ble in traditional capillary electrophoresis run separate buffers under these
conditions. Neutral compounds elute in the order of their hydrophobicity.

Chiral surfactants allow for the separation of enantiomers by MEKC.30–33

The separation of neutral compounds is dependent on the partitioning coef-
ficient of the analyte into the micelle. The elution order for neutral com-
pounds is often similar to reverse-phase chromatography, again, due to the
fact that in the run buffer, the micelle acts like a pseudostationary phase.
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Elution of charged compounds, by contrast, will depend on the charge of
the micelle, which causes it to act like an ion-pairing reagent if the analyte
has an opposite charge. The separation can be manipulated for optimal 
separation by changing the surfactant in the run buffer and the composi-
tion of the run buffer, which affects the selectivity of the run buffer system.
For example, molecules that are extremely hydrophobic and do not sepa-
rate with SDS in the run buffer can be separated using bile salt surfac-
tants34–40 or by adding an organic modifier to the run buffer.41–45 MEKC
allows for the resolution of closely related compounds because of the high
efficiency generated from using the capillary tube. Since only a small
amount of run buffer is used for the analysis of each sample (nanoliter
volumes), a few milliters of run buffer can be used to perform several analy-
ses. In addition only a few nanoliters of sample are required for analysis.
Many separations can be performed in a short period of time, therefore
making this technique useful for high-throughput analysis. Choosing this
technique can be a good alternative to HPLC for combinatorial chemistry
analyses. The parameters that can be changed to design an assay, and how
this technique can be used to complement HPLC, will be discussed in the
following chapter.

8.2. THEORY OF MICELLAR ELECTROKINETIC
CHROMATOGRAPHY

Micellar electrokinetic chromatography uses surfactants at concentrations
above the CMC in the run buffer during a capillary electrophoresis sepa-
ration to separate neutral and hydrophobic compounds. The separation
mechanism is based on the partitioning of the analyte between the micelle
and the bulk aqueous solution. When a high voltage is applied across the
capillary, a micelle, for example, SDS, will migrate toward the cathode
because of its negative charge. However, when the applied voltage acts on
the aqueous phase, the ionic particles flow toward the anode. This creates
a phenomenon, known as electroosmotic flow (EOF). EOF acts like a pump
for the mobile phase in HPLC and pulls the solvent in one direction.There-
fore, when an analyte is partitioned into the micelle, its overall migration
velocity is slowed relative to the bulk EOF. The difference in velocity of
each analyte in the system leads to the separation of the compound
mixture.43–45 The following principle is demonstrated in Figure 8.1.

The surfactants move in the opposite direction of the EO flow because
migration is in the direction opposite the charge on the polar portion of the
molecule. However, the flow of the EOF is stronger than the migration of
the micelles. Eventually the micelle migration is overcome by the EOF, and
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they are pulled toward the anode. This results in something called the
“elution range parameter.” When a neutral analyte is injected into the
micellar solution, a portion of the analyte gets incorporated into the micelle
and migrates with the micelle. The remaining amount is free and is allowed
to migrate with the bulk EO flow.Therefore the migration velocity is depen-
dent on the distribution coefficient between the micelle and the aqueous
run buffer. To calculate, one must determine the net velocity of the micelle,
which can be done by using Eq. (8.1).

(8.1)

where zc and zmc are the zeta potentials of the capillary and the micelle,
respectively. e and h equals the dielectric constant and the viscosity of the
running electrolyte, respectively. f(KA) depends on the shape of the micelle.
A equals the radius of the micelle, K is the Debye-Hückel constant, and E
is the electric field strength. Once the net velocity is determined, one needs
to determine the retention time of the micelle, which can be done using 
Eq. (8.2).

(8.2)

With this information one can determine the elution range parameter by
using Eq. (8.3).This will determine the time range in which the analytes can
be expected to elute:
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Figure 8.1. A schematic drawing of the micellar electrokinetic chromatography process. The
micelles flow in the direction opposite of their charge. The EOF will flow in the direction of
the anode. The EOF is stronger than the attraction of the micelles to the opposite charge,
which results in the micelles actually being pulled to the anode.This results in the elution range
of the system.



(8.3)

This information is helpful for designing a rapid assay. The elution range
parameter will determine if the compounds will migrate within the time
frame required for the analysis. The tmc can also be determined experimen-
tally using Sudan III as a tracer. Under MEKC conditions, Sudan III is com-
pletely incorporated into the micelle and moves at the same velocity. The
capacity factor of MEKC depends on the compounds being analyzed. The
capacity factor for neutral compounds can be determine by plugging 
the values into Eq. (8.4).

(8.4)

Charged compounds that are charged interact with the micelle, and the
calculation for the capacity factor is not straightforward. tr is the retention
time of the solute, t0 is the retention time of an unretained molecule (usually
a tracer that migrates with the EOF), and tmc is the migration time of the
micelle. The resolution in MEKC is often superior to that in reverse-phase
HPLC, and is largely influenced by efficiency (N), selectivity (a), capacity
(k¢) and elution range (t0/tmc). The selectivity can be determined as follows:
a = k¢2/k¢1. Just as in HPLC, the resolution increases with the square root of
N. In MEKC a typical plate count can be around 200,000. The efficiency
increases with the applied voltage, but usually reaches a maximum at
approximately 25kV. For two adjacent peaks the resolution can be calcu-
lated using this equation

where

It is possible to adjust the capacity factor to the desired value by altering
the surfactant concentration, since k¢ is directly proportional to the CMC.
The capacity factor increases with increasing surfactant concentration.
Adjusting these parameters will allow one to develop a set of conditions
appropriate for use in analyzing sample mixtures.
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8.3. SURFACTANTS

Surfactants are a critical component of the run buffer, determining how and
what type of separation will be achieved with the system. Surfactants are
typically composed of a hydrophobic portion, usually a lipid or a long-chain
hydrocarbon, and a polar portion, which is typically charged. The charge
can be either positive or negative.46–49 One of the surfactants selected must
contain a charge to promote separation. When the surfactant is added to
the aqueous buffer the lipid chains orient themselves away from the water,
and the polar portion orients with the water, forming the micelle.To get this
to happen, the concentration of the surfactant must be above the critical
micelle concentration. The choice of surfactant is important because 
this will ultimately determine how well the component mixture will be 
separated.

The most popular surfactant used is SDS. This surfactant is preferred for
several reasons. It can give an elution profile that is similar to reversed-
phase chromatography, which can allow for direct comparison to reverse-
phase HPLC. In addition it forms micelles easily and can be used over a
wide range of concentrations. Finally, it is transparent to UV light, which
allows detection of compounds that absorb UV light at 200nm. MEKC
systems containing SDS in the run buffer are best used to separate com-
pounds that are neutral,50–52 positive,53–55 and chiral.24–26 This surfactant is
good for compounds that have an intermediate hydrophobicity. In the case
of positively charged compounds, the negatively charged portion of SDS
will act as an ion-pairing reagent, which can affect the selectivity of the
MEKC system. Another popular long-chain surfactant is cetyltetramethy-
lammonium bromide. This positively charged surfactant has 14 carbons on
it, and it is often used to separate compounds that are negatively charged
species.56–58 When using this surfactant, one must remember to change the
polarity of the instrument in order to achieve separation. Compared to SDS
run buffer systems, compounds separated using CTAB will have a shorter
migration time.

In some cases ionic surfactants create a strong interaction with the
analyte and cause the analyte to migrate with the micelle, increasing 
the migration time. Addition of a non-ionic surfactant to the run buffer can
help the analysis by decreasing the surface charge.This will in turn decrease
the migration time of the analyte and change the selectivity of the 
system. In addition, changing the charge of the analyte can lead to successful
separations. Positively charged surfactants have been used to separate a
variety of basic drugs.60–61 Using ion-pairing reagents with the surfactants
affects the separation. The surfactants increase the migration time of the
charged species having the same charge as the surfactant and decrease 
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the migration time of compounds that have a charge opposite of the 
micelle.

Other alkyl surfactants that have gained popularity are the alkyl glyco-
sides. Micelles composed of alkyl glycosides have been used in conjunction
with borate buffers, and under these alkaline conditions in situ charged
micelles are formed. Varying the ionic strength and the pH of the borate in
the run buffer can change the density of these micelles. El Rassi and co-
workers have been successful with these types of separations.62–64 A list of
commonly used alkyl surfactants and the CMC of each is given in Table 8.1.

Bile salts are anionic surfactants that can be found in biological sources.
They have steroidal structures and can form reverse micelles.65 Bile salt sur-
factants are typically used to separate extremely hydrophobic.34–40 Bile salts
are an excellent alternative choice when compounds do not separate and
migrate with the tmc of a SDS run buffer system. Figure 8.2 shows how
changing the micelle from SDS to sodium cholate can affect the resolution
of corticosteroids. The effect of the hydrophobicity of different bile salt can
also be seen in Figure 8.3. Resolution of the same corticosteroids can be
improved when replacing sodium cholate with sodium deoxycholate.
Because of their unique structure various bile salts have demonstrated the
ability to separate chiral compounds.32,35,66–68 Bile salt micelles can handle
organic solvents better than the alkyl chain surfactants broadening the
scope of their applications.65 The source of the bile salts is important to
ensure a clean electropherogram, since they can contain impurities that
interfere with UV detection at low wavelengths, potentially decreasing the
sensitivity of the assay.Therefore several sources of bile salts should be con-
sidered to ensure that the highest purity salts are selected for the run buffer.
Table 8.2 shows a list of the most commonly used bile salts.

Adding an organic modifier to the run buffer41,69–71 can enhance the sep-
aration of neutral and hydrophobic molecules. Organic solvents have been
used widely to affect the selectivity of HLPC separations. They usually
obtain optimal resolution, reasonable retention times, and help remove
compounds that are very hydrophobic and highly retained by the station-
ary phase. Increasing the concentration of the organic modifier causes the
compounds to elute at faster retention times. However, when an organic
modifier is added to the run buffer, a reverse effect is observed with MEKC.
When the organic modifier is added to the run buffer, it increases the sol-
ubility of the compounds in the aqueous portion of the run buffer, causing
them to migrate at a time faster than the tmc. Besides changing the resolu-
tion adding an organic modifier decreases the electroosmotic flow of the
system. This creates a larger migration window, which increases the analy-
sis time of the system. The observed migration time appears to be directly
proportional to the viscosity changes that come with using different organic
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Table 8.1. Long-Chain Alkyl Surfactants for MEKC

Surfactant CMC (mM)

Cationic

Decyltrimethylammonium bromide (DeTAB) 61
Decyltrimethylammonium chloride (DeTAc) 68
Dodecyltrimethylammonium bromide (DTAB) 15
Dodecyltrimethylammonium chloride (DTAC) 20
Tetradecylammonium bromide (TTAB) 3.5
Tetradecylammonium chloride (TTAC) 4.5
Cetyltrimethylammonium bromide (CTAB) 0.92
Cetyltrimethylammonium chloride (CTAC) 1.5
Hexadecyltrimethylammonium bromide (HTAB)
Hexadecyltrimethylammonium chloride (HTAC)

Anionic

Sodium dodecyl sulfate (SDS) 8.1
sodium tetradecyl sulfate (STS) 2.1
Sodium decanesulfonate 40
Sodium dodecanesulfonate 7.2
Sodium N-lauroyl-N-methyltaurate (LMT) 8.7
Sodium polyoxythylene(3) dedecyl ether sulfate 2.8
Potassium perfluoraoheptanoate 28
Sodium tetradecene sulfonate (OS-14)
Sodium polyoxyethylene(3) dodecyl ether acetate
Sodium di-2-ethylhecyl sulfosuccinate 2.1
Disodium 5,12-bis(doedecyloxymethyl)-4,7,10,13
-tetraoxa-1,16-hexadecanedisulfonate
Perfluorooctanesulfonate
3b-glucopyranosyl-5b-cholan-12a-hydroxy-24-oic acid

Neutral

Polyoxyethylene(6) dodecyl ether 0.09
Polyoxyethylene(23) dodecyl ether (brij 35) 0.09
Polyoxyethylene (20) sorbitanmonolaurate (tween 20) 0.95
Polyoxyethylene (20) sorbitanmonooctadecanate (tween 60)
Heptyl-b-d-glucopyranoside 79
Octyl-b-d-glucopyranoside 25
Nonyl-b-d-glucopyranoside 6.5
Decyl-b-d-glucopyranoside 3
Octanoyl-N-methylglucamide 58
Nonanoyl-N-methylglucamide 25
Decanoyl-N-methylglucamide 6
Octyl-b-maltopyranoside 23
n-Octanoylsucrose 24



solvents.72 Figure 8.4 shows how increasing the percentage of acetonitrile
increases the resolution and migration times of the corticosteroids. The effi-
ciency that is achieved can be more or less dependent on the organic mod-
ifier that is used in the system. Current decreases as the percent organic
modifier is increased allowing for the use of higher voltages and a decrease
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sodium cholate as the surfactant in the run buffer. The solution also contained 25-mM sodium
borate pH 9.0.The separation was performed with a 57-cm open tube capillary.The compounds
were detected at 200mn.



in Joule heating. However, it should be noted that to high a concentration
of organic modifier can lead to a breakdown of the micelle structure. The
amount of organic modifier used is dependent on the type of organic 
modifier and the type of micelle that is used in the run buffer system. It
should be noted that the organic modifier can precipitate the salt that is
used in the system when the concentration of either gets to high. Care must
be taken to ensure that the buffer used is compatible with the organic mod-
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ifier. In most cases up to 20% organic modifier in MEKC can be used
without any difficulty. The typical solvents that can be used are methanol,
acetonitrile, ethanol, and isopropanol. Organic modifiers are often used
when one or more components have a migration time of tmc. This usually
happens when the analyte has a very low solubility in the run buffer. Addi-
tion of the organic modifier to the run buffer will increase the solubility of
the analyte in the run buffer. This causes the analyte to partition into the
bulk aqueous phase more, which leads to a decrease in migration time. Care
should be taken to make sure that no compounds are eluting close to the
EOF. Addition of an organic modifier to the run buffer can cause the early
migrating component to elute with the EOF.

Chiral surfactants can improve the separation of chiral mixtures as well
as enhance the separation of compounds that contain no chiral center.
These surfactants can be neutral or charged, and a list of them is given in
Table 8.3. As mentioned earlier, bile salt surfactants can be effective in sep-
arating enantiomers of several drugs.73–76 Acylamino acids and alkoxyacy-
lamino acid surfactants can be used to obtain chiral separations.26,77–81 When
considering an acylamino acid or an alkoxyacylamino acid, one must make
sure that the molecule is not extremely hydrophobic. A highly hydropho-
bic analyte will have a migration time of tmc, which will lead to poor or no
resolution of the analyte. Some enantiomer separations can be performed
using a mixed micelle system that contains two chiral surfactants or a com-
bination of a surfactant and a chiral additive such as cyclodextrin. Cyclodex-
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Table 8.2. Commonly Used Bile Salts in MEKC

Surfactant CMC

Sodium cholate (SC) 15
Sodium deoxycholate (SDC) 6
Sodium taurocholate (STC) 10
Sodium taurodeoxycholate (STDC) 6
Dehydrocholate
Ursodeoxycholate 7
Chenodeoxycholate 4
Lithocholate 0.6
Glyco-cholate 10
Glyco-ursodeoxycholate 4
Tauro-ursodeoxycholate 2
Tauro-cholate 6
Glyco-chenodeoxycholate 2
Tauro-chenodeoxycholate 3



trins are oligosaccharides composed of glucose linked a 1➝4 in a circular
fashion. These molecules can be composed of six, seven, and eight glucose
units, and the compounds are called a, b, and g cyclodextrin, respectively.
The core of the cyclodextrin molecule is hydrophobic while the outer
portion is hydrophilic. The physical properties of these molecules are listed
in Table 8.4. The hydrophobic core allows for the inclusion of organic mol-
ecules into the cyclodextrin cavity. The complex that is formed depends on
the size of the analyte in the mixture and the size of the host cyclodextrin
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Table 8.3. Chiral Surfactants Used in MEKC

Surfactants CMC

Bile salts and saponis
Sodium cholate (SC) 15
Sodium deoxycholate (SDC) 6
Sodium taurocholate (STC) 10
Sodium taurodeoxycholate (STDC) 6
Digitonin
Glycyrrhizic acid
b-Escin

Amino acid head type
Sodium N-dodecanoyl-l-valinate (SDVal) 6.2
Sodium N-dodecanoyl-l-alaninate 12.5
Sodium N-dodecanoyl-l-glutamate
N-Dodecanoyl-l-serine
Sodium N-dodecanoyl-l-threoninate
Sodium N-undecylenyl-l-valinate 36
Poly(sodium N-undecylenyl-l-valinate)
(R)-N-Dodecoxycarbonylvaline
(S)-N-Dodecoxycarbonylvaline
(S)-2-[(Dodecoxycarbonyl)amino]-3(S)-

methyl-1-sulfoxypentane

Sugar head type
n-Heptyl-b-d-thioglucopyranoside 30
n-Octyl-b-d-glucopyranoside 24
n-Octyl-b-d-thioglucopyranoside 9
n-Dodecyl-b-d-glucopyranoside 2
n-Dodecyl-b-d-glucopyranoside

monophosphate 0.5
n-Dodecyl-b-d-glucopyranoside monosulfate 1

Cyclodextrins
a-cyclodextrin
b-cyclodextrin
g-cyclodextrin
Mono-3-O-phenylcarbamoyl-b-Cyclodextrin
2,6-di-O-methyl-b-cyclodextrin
Hydroxypropyl-b-cyclodextrin
Sulfobutylether-cyclodextrin
Trimethyl-b-cyclodextrin



cavity. This mechanism represents the attraction of the nonpolar molecule
with the nonpolar segment of the cavity.When an aromatic group is present,
its orientation in the cavity is selective due to the electron sharing of the
methylene groups with those of the glycoside oxygens. This orientation can
also be affected by the function groups attached to the guest molecule,
which can interfere with or enhance the electronic sharing between the
analyte and the cyclodextrin, and lead to chiral separations. Linear mole-
cules occupy more random positions within the cyclodextrin cavity. There-
fore the best chiral separations are obtained for molecules that contain at
least one aromatic ring. In the past cyclodextrins have been added to mobile
phases to improve the separation in HPLC.82–85 Later D. W. Armstrong et
al. attached the cyclodextrin molecules to silica gel and produced HPLC
columns that contained native and modified cyclodextrins. These stationary
phases were able to separate compounds in three different modes: reversed-
phase,86–88 normal phase,89,90 and the polar organic mode.91–94

When cyclodextrins are added to the run buffer in MEKC, they can
improve the separation of enantiomeric mixtures. The choice of cyclodex-
trin is important because the size of the cavity can affect the separation.
Since the run buffer is primarily aqueous, it is assumed that the primary
separation mechanism is inclusion into the cyclodextrin cavity. If the mol-
ecule is too small for the cyclodextrin cavity, then it will be included in a
random order, and if the molecule is too large, then inclusion will not occur.
Some of the native cyclodextrins have low solubilities in the aqueous run
buffers and have to be added at low concentrations. These low concentra-
tions may not be enough to affect the MEKC separation. Modified
cyclodextrins have a higher solubility and are often used in place of the
native cyclodextrins. In MEKC, cyclodextrins are considered electrically
neutral and have no electrophoretic mobility. They are not assumed to be
incorporated into the micelle because of the hydrophilic nature of the
outside surface of the molecule. Therefore, when cyclodextrin is added to
the run buffer, the separation is based on the equilibrium distribution
among the analyte in the aqueous phase, the cyclodextrin cavity, and the
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Table 8.4. Physical Properties of Cyclodextrins

Cyclodextrin Number of Modular Cavity Water Solubility
Glucose Units Weight Diameter (g/100mL)

Alpha 6 972 0.57nm 14.5
Beta 7 1135 0.78nm 1.85a

Gamma 8 1297 0.95nm 23.2

a If the 2 or 3 hydroxyl groups of b-cyclodextrin are derivatized the solubility can increase.



micelle. The analyte molecule included by the cyclodextrin migrates at the
same velocity as the EOF because electrophoretically cyclodextrin migrates
with the bulk aqueous phase.Therefore the addition of cyclodextrin reduces
the apparent distribution coefficient and enables the separation of highly
hydrophobic analytes, which otherwise would be totally incorporated into
the micelle in the absence of cyclodextrin.95 This results in shorter analysis
times and improved resolution when compared to run buffers that do 
not contain cyclodextrins. Figure 8.5 demonstrates the affect of adding
hydroxypropyl-b-cyclodextrin on the separation of hydrocortisone and its
derivatives. As the concentration of hydroxypropyl-b-cyclodextrin is
increased from 0 to 50mM, the resolution of the four components is also
increased. In addition to the improving resolution, the analysis time can be
decreased to approximately 3.5 minutes using 50-mM hydroxypropyl-b-
cyclodextrin. The 50-mM concentration cannot be achieved with native
cyclodextrin because of the low solubility. Modifying the hydroxyl groups
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of cyclodextrin with carboxymethyl, sulfate, heptakis, and methyl can affect
the selectivity of the run buffer. Several cyclodextrins should be tried to
ensure that the appropriate system is selected. It is important to note that
adding cyclodextrin to the run buffer increases the viscosity. This in turn
will increase the current applied across the capillary, and thus increase the
Joule heating of the system. For this reason one must determine the
maximum amount of voltage that can be applied to the system at a con-
stant temperature, which might be lower than the system with cyclodextrin
added to the run buffer. This can be accomplished by making an Ohm’s law
plot.When the applied current versus voltage is plotted, an ideal Ohm’s law
plot should yield a straight line. This indicates that the heat being gener-
ated by the capillary is adequately dissipated. Deviation from linearity is an
indication of inadequate Joule heat dissipation, which leads to irrepro-
ducible results. Lowering the temperature can increase the linear range of
the system and permit more current to be applied. Therefore, once the run
buffer is selected, the Ohm’s law experiment should be performed at a con-
stant temperature to ensure that the proper voltage is being applied. The
Ohm’s law plot for the run buffer system used to acquire the data discussed
above is shown in Figure 8.6. The graph shows that the current is linear up
to 30kV with an r2 value of 0.9984.
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High-molecular mass surfactants can be used in the run buffer for micel-
lar electrokinetic chromatography separations. These surfactants have the
unique ability to form micelles with just one molecule, and this allows them
to be used at very low concentrations compared to other surfactants that
must be above the CMC to form micelles. The high-molecular mass surfac-
tants have the advantage of being more stable and rigid. It is also easier to
control the size of these surfactants. Since only one molecule can be used
to form the micelle, the CMC is essentially zero. The micelle concentration
therefore is independent of buffer concentration, temperature and organic
solvents. Table 8.5 list some of the high-molecular mass surfactants suc-
cessfully used in MEKC. Terabe et al. and Yang et al. have had success with
polymers composed of methylacrylate that have excellent selectivity for
substituted aromatic compounds. The selectivity is better than separations
achieved using SDS micelles.96–98 When cyclodextrin is added to the run
buffer the separation of dansylated amino acids improved over other
cyclodextrin-SDS run buffer systems.97 Other types of polymers that have
been used as high-mass surfactants include those built from alkyidene-
bridged resorcinol units99 and sodium 10-undecylenates.100,101 Sulfated poly-
mers have been used and result in good separation of small molecules.102

These polymers can form different shapes in solution and therefore change
the selectivity of the system. Some form dendrimers103 and monolayers,99

and some can form emulsions104 that affect the selectivity and migration
times of the method.

Since these molecules have such a low CMC, they can be used for mass
spectrometry analysis. Their low concentration and high molecular weight
make them highly amenable to this technique. They result in much less
background in the mass spectrum compared to the low molecular weight
sufactants.105,106 The only drawback is that the separations are not effective
at low concentrations. However, when the concentration of the surfactant
is increased the separation improves, but the trade-off is an increase in
background noise. While the technique holds great promise, more experi-
ments need to be performed to achieve optimal separation and the high
sensitivity needed for mass spectrometry analysis.
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Table 8.5. High Molecular–Mass Surfactants

Butyl acrylate-butyl methacrylate-methacrylic acid copolymer
Methyl methacrylate-ethyl acrylate-methacrylic acid copolymer
Poly(sodium 10-undecenyl sulfate) (polySUS)
Poly(sodium 10-undecylenate) (polySUA)
Poly(sodium N-undecylenyl-l-valinate) [poly(l-SUVal)]



Cyclodextrins can be added to the run buffers that contain high-mass
surfactants. However, these surfactants can interact with the cyclodextrins,
reducing the selectivity of the run buffer system and causing a loss in 
resolution.

8.3.1. Buffer Selection

The most important component of the run buffer system is the actual buffer
itself. This controls the current and plays a big role in the selectivity of the
system. Selection of the run buffer is especially important in MEKC. Using
the wrong buffering system can result in poor reproducibility, and the loss
of buffer capacity can shorten the amount of analysis time a certain system
can use. Once the buffering capacity is lost, the EOF will cease. Therefore
the pH and buffer concentration should be a value that will maximize the
number of injections that can be made with the run buffer.107 Most MEKC
systems use various concentrations of sodium borate as the run buffer. This
system is most effective at pH 9.0 or greater. Under these conditions the
run buffer can be used to make a great number of injections. The graph in
Figure 8.7 plots the migration time of hydrocortisone and its derivatives in
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terms of the injection number. Note that after 60 injections the migration
times show very little change. The electropherograms displayed in Figure
8.8 show the initial injection and the sixtieth injection. Both electrophero-
grams show a clean baseline, which indicates that this run buffer system is
good for 60 injections.108 When the pH is lowered, the buffering capacity
decreases and the number of reproducible injections decreases. It has been
reported that run buffers used to perform separations at pH 7.4 were only
good for three injections before the buffering capacity was lost.109,110 The
pH of the run buffer can have a dramatic affect on the EOF. Decreasing
the pH slows the EOF and at pH around 2.5 the EOF is essentially sup-
pressed.111–114 Under these conditions the compounds must be charged to
achieve a separation. Therefore they can migrate in the direction of oppo-
site charges. Only compounds of like charge can be separated, and neutral
compounds can only be separated from charged compounds and not each
other. The micelles that can be used under these conditions have to be
neutral, since a charged micelle will migrate in the direction of opposite
charge and not provide any separation. At low pH most scientist choose
cyclodextrins to perform the separations.24–26 Since cyclodextrins are
neutral, they will not migrate at the low pH, and behave the same at low
pH as they do at high pH. It is wise include molecules using the same mech-
anism mentioned earlier, which can even help solubilize molecules that
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might have low solubility in the run buffer.When selecting a pH, it is impor-
tant to ensure that the pH used to perform the separation does not cause
any sample degradation or precipitation. The solubility of certain com-
pounds is changed dramatically with changes in pH, and if the pI of pro-
teins or peptides is known it is logical to avoid a similar pH.

The ionic strength of the buffer can affect the separation and the capac-
ity of the system. At low concentrations the buffer separates more slowly,
which leads to irreproducible results and decrease the amount of current
generated, slowing the electroosmotic flow and increasing the analysis time.
This can be used to improve the resolution. Concentrations as low as 
10mM have been reported to work well,115–119 though, as the literature
reports, the maximum number of injections one can get from these systems
is three. High concentrations of buffers have the advantage of high capaci-
ties, which lead to a longer shelf life and an increased number of injections.
However, increasing the buffer strength currents and greater heat produc-
tion.When a very high concentration of salt is used, one needs to ensure that
the proper voltage is being applied to the system by making an Ohm’s law
plot and examining the linearity of the line. When selecting an aqueous
buffer, one must also consider the other solvents that will come in contact
with the run buffer, preventing precipitation, which can clog the capillary.
Samples that are dissolved in such solvents as chloroform and methylene
chloride can cause the buffer to precipitate when the samples are injected.
These solvents can be useful, but it is the experience from our laboratory
that only a small amount of these solvents can be injected into the capillary
at a given time. When these solvents were used in conjunction with a 50-cm
capillary it was determined that the maximum inject time was 2 seconds.
With other solvents such as aqueous mixtures of methanol/water or ace-
tonitrile/water, the inject time could be as great as 5 seconds. Longer inject
times cause a loss of current because the buffer precipitates. In addition too
much organic solvent can destroy the micelles and decrease the resolution.
At certain concentrations of organic solvents, the lost current is believed to
be caused by precipitation of the run buffer as the sample is injected.120

There are important factors to consider when selecting a buffer for
analysis.These factors can be applied to any CE experiment being designed.

1. Appropriate pKa
2. High solubility of the analyte in the aqueous system
3. Minimal salt effects
4. Low UV absorption
5. Low amount of Joule heating
6. Unreactive with the analytes
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7. Minimal effects on dissociation due to concentration, temperature,
and ionic composition

8. Nonexisting effects from mineral cations
9. Chemical stability

Some of these criteria are self-explanatory, but a discussion of others is
needed. A buffer with a high ratio of water solubility to solubility in rela-
tively nonpolar solvents can affect how much organic modifier can be used.
A buffer with a low ratio can result in buffer precipitation when an organic
solvent is used. Most MEKC experiments are performed at a high pH (>9),
but one needs to ensure that the buffer works well in this range. Many
buffers are supplied as crystalline acid or bases, and the pH of these buffers
is usually not near the pKa when the buffer is placed into solution, so the
pH must to be adjusted. The buffer should be selected with a pKa near the
desired working pH, and if the pH needs to be adjusted, then the appro-
priate acid or base should be used.

There are certain cases where the mineral cations of a buffer can inter-
fere with the compound separation. In these cases one often uses tetram-
ethylammonim hydroxide as the buffer. This buffer has a pH around that
of sodium hydroxide is effective.

Changing the temperature can affect the buffer, which can in turn affect
the separation. High temperature causes a decrease in viscosity and lowers
the analysis times. The current also increases with increasing temperature.
Temperature can affect resolution, efficiency, and peak shape as well. It can
affect the pH, especially of good buffers.

8.3.2. Voltage Effects

Increasing the voltage can increase efficiency and resolution, which is
directly proportional to the change in voltage up to the point where the
Joule heating is not adequately dissipated. Shorter analysis times and an
increased amount of heat is produced as a product of increased voltage. As
the voltage is increased, there is a greater need for temperature control.
Ohm’s law plots are very helpful in determining the maximum voltage that
can be applied to the MEKC system.

8.3.3. Capillary Column Selection

The most widely used capillary for these types of experiments is the open,
uncoated, fused silica tube. The silica groups are ionized at the pH where
MEKC experiments are typically performed, allowing the EOF to occur.
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There are very few references on other capillaries being used for MEKC
experiments. The two parameters that are most important when selecting a
column are length and diameter. Increasing the column length increases the
resolution and the efficiency of the experiment. This is particularly helpful
with very hard to resolve compounds or mixtures. Increasing the capillary
length lowers the resistance to the current applied across the capillary 
and also helps dissipate the Joule heat. However, the lower current leads
to longer analysis times, which can be overcome by increasing the voltage.
The typical capillary lengths for MEKC experiments range from 40 to 
75cm. The length of the capillary is a factor if many components are to 
be separated or if the analysis time must be shorten. When a lot of com-
ponents are present in the samples, a longer capillary would allow for
greater migration time. Longer capillary tubes are also helpful when the
sample is very dilute, because a larger volume of sample can be injected for
analysis.

The capillary’s diameter can also affect resolution and efficiency. Typical
capillary diameters range from 5 to 100mm. The narrower diameter capil-
laries have extremely high efficiency and give very good resolution because
of the decrease in band broadening. The smaller diameter capillaries often
give higher current values than larger capillaries when the same voltage is
applied. The result is a shorter analysis time. The buffer concentration used
in a small diameter column is typically less than that used for a larger
column. In contrast, larger diameter capillaries have the big advantage of
allowing more sample to be injected for analysis, making them a better
choice for dilute samples. In addition higher concentrations of buffer and
surfactant can be used with the wider capillaries. These capillaries typically
require more voltage to achieve the same separation as that with a nar-
rower diameter capillary. However, as the capillary diameter is increased,
there is a decrease in resolution and column efficiency. The resolution and
efficiency can be improved by using organic modifiers or by increasing the
concentration of surfactant in the run buffer. Column diameter is an impor-
tant aspect of the experiment, and proper column selection can give good
resolution while maintaining a fast analysis time.

8.3.4. Optimization of Methods

The best place to start for method optimization is the length of the capil-
lary. Good starting lengths are approximately 27 to 40cm, with a diameter
of 50mm. These lengths give the best resolution and the shortest analysis
times.The exact length chosen depends on how many compounds are in the
sample mixture. The more compounds in the mixture, the longer the capil-
lary may need to be to achieve a good separation. There are many differ-
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ent parameters besides column length that must be taken into account when
one is optimizing a method. The type and concentration of surfactant are
very critical, as are the pH and concentration of the buffer used. Capillary
length is a primary consideration if the method being designed is going to
be used for high throughput, since the length will have a big effect on the
analysis time. In high-throughput separation the resolution is often com-
promised somewhat for speed. In optimizing a method, it is important to
obtain as much information on the samples as possible. Hydrophobicity is
important because this will help determine the types of surfactants that can
be used. If the surfactant has a hydrophobicity that is too weak then the
compounds will migrate with the tmc, which will result in poor or no reso-
lution. The micelle that is used for analysis should meet the following cri-
teria: the surfactant must be highly soluble, and the micelle must be UV
transparent, homogeneous, and compatible with the sample. If the micelle
does have a UV absorbance, then it should not interfere with detection of
the compounds. The CMC of the micelle should be known so that concen-
trations above this level are used.

The selectivity of the run buffer system can be manipulated by looking
at the nature of the surfactant used. For example, using a surfactant that is
positively charged like CTAB as opposed to one that is negatively charged
like SDS can lead to a different type of interaction because of the differ-
ences in charges. The positively charged molecule can interact with com-
pounds that are negatively charged in the form of an ion-pairing reagent.
In addition there is a difference in the number of carbons in the surfactant,
and this too will have an effect on the migration times. Mixed micelles
provide a different selectivity because they have a different surface from
that of the original ionic micelle.121 Mixed micelles can provide resolution
of chiral compounds without using chiral selectors.122 When using mixed
micelles, one must make sure that the CMC is reached for both micelles or
the system will not work. The use of chiral additives is also of potential
value. The important feature of chiral selectors is that, if neutral, they can
decrease the analysis time and improve the selectivity. This is especially
important when considering MEKC for a high-throughput assay.

Another parameter that needs to be optimized during method develop-
ment is the capillary length. This will have a big effect on parameters such
as resolution, capacity, migration time, and analysis time. The typical capil-
lary lengths that can be used were mentioned earlier. For high-throughput
assays shorter columns can be considered as long as the length provides the
necessary resolution needed to obtain the purity information. Optimizing
the capillary voltage is important because this affects the reproducibility of
the assay. The best way to optimize the voltage is to construct an Ohm’s law
plot. This way one can determine how much voltage to apply and still
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achieve a reproducible separation. Longer capillaries can tolerate a higher
voltage applied across them, whereas the shorter capillaries need sufficient
cooling at the same setting.

When considering whether or not to used MEKC as a high-throughput
screen, one needs to make sure that the compounds are compatible with
the system. One needs to make sure that the compounds are stable at a high
pH and that the compounds are somewhat hydrophobic. Very hydrophilic
compounds, such as carbohydrates, will not be incorporated into the micelle
and will migrate with the EOF. Compounds that are very hydrophilic might
be separated using traditional CE methods, provided that the compounds
contain a charge. If the compounds are compatible with MEKC, then one
can prepare a run buffer that is suitable for the analysis. It is important that
the run buffer selected be at the correct pH and concentration so that com-
pound stability is maintained and the buffer system be able to generate an
EOF. The concentration of the buffer will help determine what voltage can
be used and how many injections can be made with one set of buffer vials.
A high buffer concentration increases the viscosity of the run buffer, raising
the current applied across the capillary and leading to inadequate cooling
of the capillary. Constructing an Ohm’s law plot determines how much
voltage can be applied and achieve reproducible results. The higher the
buffer concentration, the more capacity and more injections are possible.
A concentration greater than 20mM often works well. The actual separa-
tion is determined by the surfactant that is added to the run buffer. If there
are any data available on the hydrophobicity of the compounds, this would
help in selecting the type of surfactant that can be used. HPLC data are
very helpful in this case. Compounds that are highly retained on a C18
column might require a very hydrophobic surfactant. If a highly hydropho-
bic surfactant is not available, the other options include addition of organic
modifier to the run buffer or the use of a neutral surfactant. The important
factors here are (1) the micelle must be above the CMC, (2) any organic
modifier added must be compatible with the ionic portion of the run buffer,
and (3) the surfactant must be UV transparent. Examining the charged
portion of the surfactant for these characteristics can aid in designing the
separation method. Using a micelle that has a charge similar to that of the
analyte can decrease the run time of an assay by causing an ionic repulsion
that reduces the amount of time the analyte spends in the micelle, there-
fore decreasing the analysis time. Care must be taken when using this
approach to avoid a loss in resolution. Doing the reverse can enhance the
resolution. The micelle creates a phenomenon known as “sample stacking,”
which is used to decrease peak broadening and allow greater efficiency and
resolution. However, it can increase the analysis time.123,124
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At this point one can optimize the voltage by constructing an Ohm’s law
plot. This experiment, performed at constant temperature, will determine
the maximum voltage that can be applied across the capillary. The voltage
will indicate if the assay time and if resolution is adequate for the labora-
tory needs. If the assay time must be decreased, one could look at the option
of adding a neutral surfactant to the run buffer, which will decrease the
assay time and still provide good resolution. Voltage optimization may be
required, however. In addition one could increase the concentration of the
buffer, which will increase the current, and thus the EOF, and reduce the
analysis time. When the goal is to keep the analysis time short, an organic
modifier should be considered along with a very short capillary. The use of
an organic modifier will decrease the current and allow for higher voltage.
In addition the organic modifier might provide the selectivity needed with
the shorter capillary.

8.3.5. Applications and High-Throughput Considerations

MEKC has been used to analyze a large number of pharmaceutical com-
pounds.26,119,125–131 The applications have been primarily for compounds in
drug formulations.132–138 This technique has provided improved resolution
over HPLC in these cases. Since the run buffering systems are transparent
to UV, these methods have allowed for detection of samples that absorb
light at 200nm.Assays involving samples from biological matrices also have
been developed with MEKC.These methods typically have a limit of detec-
tion around 500ng/ml.138–141 Recently methods have been developed for
examining materials from plant extracts.142–145 The appropriate system will
depend on the compounds to be analyzed. MEKC can be used to comple-
ment HPLC analysis. For example, Figure 8.9 compares a chromatogram
where the part of the sample is eluted in the void volume with an electro-
pherogram. With MEKC the sample does not elute in the void, giving a
better estimate of the purity. In some cases the electropherogram gener-
ated by MEKC can have the same order of elution as HPLC. This is very
helpful when trying to compare the data with LC/MS. The chromatogram
and electropherogram shown in Figure 8.10 compare the separation of
hydrocortisone and its derivatives. The elution order is the same in both
cases. Basic compounds often have strong interactions with unreacted silica
in the HPLC stationary phases, and this causes peak broadening and peak
tailing. Modifiers have to be added to the mobile phase to suppress this
interaction as it occurs. Typical HPLC modifiers are trifluoroacetic acid,
formic acid, and ion-pairing reagents. MEKC systems do not have this inter-
action and can give a better estimate of the sample purity with additives
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such as ion-pairing reagents. Figure 8.11 shows several electropherograms
that were generated on combinatorial chemistry samples, using a 27cm ¥
50mm open tube capillary along with a run buffer composed of 50-mM
hydroxypropyl-b-cyclodextrin, 100-mM SDS, and 10-mM sodium tetrabo-
rate. This demonstrates that the method has good selectivity for these dif-
ferent samples and can give a good estimate of the purity.
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Figure 8.9. (A) and (C) electropherograms compared with (B) and (D) chromatograms 
of combinatorial chemistry samples generated from the synthesis of four 400 compound
libraries. The samples elute close to the void in HPLC and were retained by MEKC. The
MEKC samples were analyzed using a 27cm ¥ 50mm open tube capillary with a 100-mM SDS,
50-mM hydroxypropyl-b-cyclodextrin, 10-mM sodium tetraborate run buffer. The chro-
matograms were generated using a 50 ¥ 4.6mm C18 column along with an acetonitrile/
water/trifluoroacetic acid gradient at a flow rate of 3.5mL/min. The gradient conditions were
as follows: 10% acetonitrile to 40% acetonitrile in 0.5 minute, from 0.5 to 1.5 minute hold 40%
acetonitrile. Then ramp to 90% acetonitrile in 3 minutes and hold 90% for 1 minute. Ramp
back to initial conditions in 0.1 minute and hold for 2.5 minutes.The compounds were detected
at 254nm with both methods.



The most important item for a high-throughput assay is the stability and
reproducibility of the system. There should be very little variability in the
assay when it is performed in different laboratories or on different instru-
ments. The number of samples that can be analyzed using the buffering
system needs to be considered. Most CE instruments require approximately
4mL of run buffer to perform several sample analyses. One needs to ensure
that the buffer can support a large number of samples.After repeated injec-
tions the run buffer will lose its capacity to generate a current.As this inter-
feres with the generation of the EOF, separation will not occur. Most run
buffers use a sodium borate buffer around pH 9.0, which is quite stable.
Many injections are possible under these conditions. In some cases as many
as 60 injections were made from the same run buffer vials before the buffer
lost its capacity.The method time under these conditions was approximately
3.5 minutes, and approximately 400 samples could be analyzed using ap-
proximately 50mL of run buffer. MEKC has clear advantages for high-
throughput analysis. It requires few reagents and little sample. The use of
certain systems can allow the analysis to be completed as quickly as 3
minutes. Often the migration profile is similar to the elution profile gener-
ated by reverse-phase HPLC. This technique nicely complements the many
separation techniques used to analyze combinatorial chemistry samples.
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Figure 8.10. (A) Reversed-phase HPLC chromatogram and (B) electropherogram of (1)
hydrocortisone 21-hemisuccinate, (2) hydrocortisone, (3) hydrocortisone 21-cypionate, and (4)
impurity in 3. The chromatogram was generated using a 50 ¥ 4.6mm C18 column along with
an acetonitrile/water/trifluoroacetic acid gradient at a flow rate of 3.5mL/min. The gradient
conditions were as follows: 10% acetonitrile to 40% acetonitrile in 0.5 minute, from 0.5 to 1.5
minute hold 40% acetonitrile. Then ramp to 90% acetonitrile in 3 minutes and hold 90% for
1 minute. Ramp back to initial conditions in 0.1 minute and hold for 2.5 minutes. The MEKC
samples were analyzed using a 27cm ¥ 50mm open tube capillary with a 100-mM SDS, 50-mM
hydroxypropyl-b-cyclodextrin, 10-mM sodium tetraborate run buffer. The compounds were
detected at 254nm for both HPLC.
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Figure 8.11. Electropherograms of compounds generated from four 400 compound libraries
using a 27cm ¥ 50mm open tube capillary with a 100-mM SDS, 50-mM hydroxypropyl-b-
cyclodextrin, 10-mM sodium tetraborate run buffer. UV detection at 254nm. The electro-
pherograms show the different levels of purity of each sample and resolution that can be
obtained in a short period of time.
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CHAPTER

9

CHARACTERIZATION OF SPLIT-POOL ENCODED
COMBINATORIAL LIBRARIES

JING JIM ZHANG and WILLIAM L. FITCH

9.1. INTRODUCTION

The split-pool approach for solid-phase synthesis has been proved an effec-
tive way to generate large, diverse chemical libraries. Libraries prepared on
beaded resins by the split-pool approach are characterized by the “one
bead–one compound” rule. Such libraries, in principle, combine the advan-
tages of split-pool synthesis with those associated with the screening of 
discrete compounds, since individual beads may be assayed for biological
activity. After the synthesis of a split-pool combinatorial library, it is desir-
able to verify the success of the synthesis before screening the library
against biological targets. However, since the beads are randomized in each
pooling operation, tracking the reagents and building blocks to which each
bead is exposed becomes troublesome, and the identity of the chemical
ligand on an active bead may be very hard to determine.

Encoding provides a general solution to this problem, whereby a surro-
gate analyte, or “tag,” is attached to the beads to allow determination of the
reaction history of a certain bead and thus the identity of the final product
attached to it. A variety of encoding strategies have now been proposed;
they share the critical property that the code is much easier to analyze than
the associated compounds.

Encoded combinatorial libraries are a key component of our strategy for
accelerating drug discovery,1–3 and the technology required to realize such
libraries has evolved continuously in our organization over the last decade.
The development of DNA-based encoding4 was a milestone in combinato-
rial science and led to the invention of polyamide “hard tags,”5–9 which have
been shown to be compatible with a wide range of synthetic chemistries
and of demonstrable utility in drug discovery.10–16
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Figure 9.1 shows the general structure of a compound prepared on a
polymer bead using polyamide tags. It shows the construct for a three-step
synthesis where the first two steps are encoded; the differentiated bead (A),
the tagging monomer units (B and C), and the generic final encoded bead
(D). The cleavable linker contains a photo- or acid-cleavable group opti-
mized for screening; the tag will stay with the bead until mineral acid
hydrolysis frees it for structure determination. The protecting groups PGL

and PGT are normally Fmoc and Boc, respectively. The Alloc protecting
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group of (B) masks the branch point and is readily removed for subsequent
encoding steps. Building blocks are encoded by mixtures of secondary
amines HNR1R2. Decoding entails release of the tags, determination of the
tags, and thereby (with reference to a coding table) determining the struc-
ture of the ligand that was carried by the bead.

A key assumption for the utility of encoded libraries is that the code is
predictive of the structure of the attached compound. Decoding must be
unambiguous, and the correct compound must have been produced.
Obtaining this assurance presents significant analytical challenges,17,18 but it
is critical to obtain, as poor quality libraries can lead to significant wasted
time in the screening and re-synthesis of spurious hits.

The analytical challenges posed by encoded libraries are largely the
result of the small amount of analyte that is available. The beads used in
these libraries typically have a few hundred picomoles of synthesis sites.We
differentiate the beads such that approximately 90% is ligand and 10% is
tag (in more recent libraries we have switched this to 80/20). While larger
beads would make analysis easier, it would be more difficult to prepare
libraries of large numbers of compounds, as it is necessary to ensure that
many beads bearing each compound will be produced. In addition larger
beads often suffer from mechanical instability during synthesis.

We will describe the processes by which we determine the quality of
encoded libraries and decode biological hits, including the evolution of our
code-reading process, and quantitative analysis of libraries.

9.2. METHOD FOR ENCODING AND DECODING LIBRARIES

9.2.1. Encoding

Our encoding approach relies on the use of secondary amines as tags. The
number of these amines required is dependent on the number of com-
pounds in the library. The simplest use of these tags is binary encoding,
whereby the presence or absence of an amine is recorded as a 1 or 0. Thus
the code {101} contains two of the three amines, and may, for instance, cor-
respond to the incorporation of a particular building block. In the binary
encoding scheme the number of possible codes is given by 2n - 1 where n
is the number of amine tags that are available. A maximum of three amines
is used to encode each building block synthesis. The individual amines will
be present at levels from a few picomoles to a few tens of picomoles per
analysis.

We originally chose 18 tags for encoding three position libraries of up to
250,000 members.5 For many libraries we do not need this many tags; for
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instance, if the final position is not chemically encoded but, instead, is posi-
tionally encoded by simply keeping the pools separate after incorporation
of the last building block, then only two sets of codes and 12 amines are
needed. In practice, it has been found that it is often not necessary to encode
more than two positions.

Any unbranched dialkylamine can be used in our encoding scheme.
Anilines and benzylamines are excluded. Alpha-branched amines give
anomalous encoding ratios due to slower reaction rates. Our initial tags
(Table 9.1) were all commercially available, and were chosen for the ability
of their dansylated derivatives to be separated on a C18 column. Separa-
tion of all 18 tags required 80 minutes because (1) some amines eluted close
together, requiring a rather slow gradient to separate them, and (2) several
amines were very hydrophobic and needed prolonged elution with neat ace-
tonitrile for elution from the column.

To achieve a high-throughput method, we had to significantly reduce the
decode cycle time. We employed two main strategies. First, systematic
analysis of the retention patterns of available amines by experiment and
modeling led to predictive models of amine behavior, allowing an “ideal”
set of tags to be identified with evenly spaced elution characteristics. This
allowed uniform compression of the gradient with minimal loss of resolu-
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Table 9.1. Original Tag Set

Number Amine Name

1 ethylbutylamine
2 methylhexylamine
3 dibutylamine
4 methylheptylamine
5 butylpentylamine
6 dipentylamine
7 butylheptylamine
8 dihexylamine
9 pentyloctylamine

10 propyldecylamine
11 methyldodecylamine
12 bis(2-ethylhexyl)amine
13 dioctylamine
14 butyldodecylamine
15 pentyldodecylamine
16 hexyldodecylamine
17 heptyldodecylamine
18 didecylamine



tion. Second, changing to a less retentive cyano column allowed all amines
to be eluted by the gradient and permitted chromatographic compression
to be achieved. In addition the column proportions were changed to allow
much faster flow. These factors, and the need for tags of unique molecular
weight, led to our second generation tag set as illustrated in Table 9.2. The
enhanced throughput is illustrated in Figure 9.2, where all 14 tags are sep-
arated in a 4-minute run.

9.2.2. Decoding

The tags can be released for analysis with strong acid. Single beads were
placed in individual tapered glass microvials (National Scientific, deconta-
minated before use by heating at 400°C for 2 hours) by an automated bead-
picker.19,20 The ligand was removed by prior cleavage, 25mL of HCl (6N
constant boiling grade) was added, and the sealed vials were heated at
135°C for 12 to 16 hours. The HCl was removed from the cooled vial in
vacuum.

Mass spectroscopy offers the obvious advantage of providing mass infor-
mation on the molecular species present. If used in conjunction with chro-
matography (e.g., LC/MS) an additional dimension of data is provided that
can assist in decoding. For example, amines are often used as building
blocks in library assembly. If for some reason they remain associated with
beads during the tag analysis process, they may elute near one of the tags,

method for encoding and decoding libraries 213

Table 9.2. Optimized Tag Set

Number Amine Name Molecular Weight Abbreviation

1 2,2,2-trideuteroethylpentylamine 118.2 depn
2 2,2,2-trideuteroethylhexylamine 132.3 dehx
3 2,2,2-trideuteroethylheptylamine 146.3 dehp
4 2,2,2-trideuteroethyloctylamine 160.3 deoc
5 2,2,2-trideuteroethylnonylamine 174.3 denn
6 2,2,2-trideuteroethyldecylamine 188.4 dedc
7 pentyloctylamine 199.4 pnoc
8 diheptylamine 213.4 hphp
9 heptyloctylamine 227.4 hpoc

10 dioctylamine 241.4 ococ
11 pentyldodecylamine 255.5 pndo
12 hexyldodecylamine 269.5 hxdo
13 heptyldodecylamine 283.5 hpdo
14 didecylamine 297.6 dcdc



interfering with tag assignment. Mass information would eliminate such
interferences and thus increase the reliability of decoding.

We initially expected that the dialkylamine tags could be analyzed as the
underivatized protonated amines by high-throughput, flow injection, elec-
trospray MS. Despite considerable effort, adequate detection limits were
never achieved due to ion suppression effects of the residual HCl and other
impurities in the samples. Lane and Pipe describe the CEC/MS/MS of 
dansylated tags.21 We have now developed a robust LC/MS method for the
analysis of underivatized tags.

Strong cation exchange chromatography in a highly organic solvent
mixture is ideally suited to the task of determining basic amines. We iden-
tified isocratic conditions whereby all the amine tags were eluted in a close
packet separated from the solvent front but with overall a remarkably short
run time of 3 minutes. By having unique masses for each tag, we could set
up selective ion monitoring channels such that although the tags are not
well-separated in time, they are individually analyzable by mass. This led 
to the chromatogram shown in Figure 9.3, with 14 separate selected ion
monitoring channels overlaid. In this example an undifferentiated bead has
been hydrolyzed and analyzed. This bead contains a nominal 400/14 = 28
picomoles per tag. In normal encoding practice a 10/1 differentiated bead
(90% ligand and 10% tag) sample will never contain more than 3 tags per
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single-bead encoded with an equimolar mixture of 14 tags. Tags are identified in Table 9.2.



synthesis step, for a nominal 400/10/3 = 13 picomoles for the smallest
analyte.

LC/MS was conducted with an Agilent 1100 Series LC/MSD system. LC
autosampling from the 96-well glass microvial plates was done with a CTC
PAL autosampler. The sample was dissolved in 200mL of acetonitrile. The
column used is a Supelco LC-SCX column, 1 ¥ 50mm in a column heater
at 40°C. Injection volume is 20mL. Flow rate is 0.2mL/min isocratic with
85% acetonitrile/15% 0.4% aqueous TFA with a total run time of 3.5
minutes. Electrospray drying gas is set at 7L/min and 350°C. Capillary
voltage is held at 2000V. Fragmentor is ramped from 70 to 120V, based on
the masses sampled. Detection is by selected ion monitoring of the appro-
priate M + H values. A precolumn in-line 0.45 micron filter protects the
column from plugging. The ion exchange capacity of the column slowly
changes under isocratic conditions, causing a slow reduction in retention
times. The drifting retention times are readily recalibrated by running stan-
dards every 24 samples. After every few hundred samples the column is
regenerated by switching to 50% acetonitrile/50% 0.4% TFA for 15
minutes, followed by a 15-minute re-equilibration.
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The high-throughput, specificity, and simplified sample preparation 
(relative to derivatization) make this an excellent alternative to HPLC
methods. And yet no analytical method is trouble free. One rare error we
have detected is in the encoding of benzylamine libraries, such as (A) in the
Figure 9.4. A variety of solid phase chemistries, including simple benzy-
lamides, will liberate the free benzylamine on strong acid hydrolysis. These
will be retained on the cation exchange column, eluting close to the tag 
molecules. Certain of these molecules can fragment in the mass spectrom-
eter to give stabilized tropylium ions, which interfere with tags. This is illus-
trated for a dimethylbenzylamine (B) which will yield an ion of m/z = 119
(C). This is also the target M + H ion for deuteroethylpentylamine. So in
this case we get a false decode. This has been so rare as to be mainly an
interesting novelty.

9.2.3. Library Analysis and Quality Control

The ligand cleaved from a single bead is analyzed by an LC/MS method.
Obtaining a representative mass spectrum of compound from a single bead
of a split/pool library presents a combination of challenges to the analyti-
cal chemist. The actual amount of compound can vary from less than 50
picomoles to more than 1 nanomole depending on the size and type of bead
used as the solid support. Bead size is selected to optimize many factors;
ease of analysis being only one. For this library we used 130-mm Tentagel
beads with a theoretical loading near 500 picomoles per bead. The actual
amount released from a given bead is often less due to variations in bead
size, ease of compound synthesis, and efficiency of cleavage. The bead will
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tag.



contain a pure single component or, more often, a mixture of product, start-
ing material and by-products. Once separated from the bead all of the
common problems (contamination, adsorption, and transfer of small
volumes) associated with small dilute samples are observed.

Photo-linked libraries are convenient for split/pool synthesis and screen-
ing. Cleavage is effected by adding methanol and subjecting the bead to
intense UV light. 25mL of methanol was added to each vial and the vial
sealed. The vial was placed on an orbital shaker and irradiated for 120
minutes with 365 nmUV light from an arc lamp (10mW/cm2). The resultant
solution is ready for mass spectrometry.

A second common linker is the acid cleavable linker. Treatment with
95% TFA cleaves the ligand. Evaporation and re-dissolution in acetonitrile
prepares the sample for MS. For example, 50mL of TFA was added to each
vial, and the vials were left at room temperature for 60 minutes. The TFA
was evaporated to dryness, and the sample re-dissolved in 25uL of ace-
tonitrile. Methanol is to be avoided at this point because methanolic TFA,
even if dilute, is an effective methylating milieu. The mass spectrum is most
readily obtained by positive ion electrospray ionization. But we also employ
negative ion electrospray when advantageous. Flow injection analysis can
be used for sample introduction but conventional22 or capillary17,18 LC
provide better sensitivity and the opportunity to compare LC/UV and
LC/MS profiles for more complete characterization.

An Agilent 1100 Series LC/MSD system was used to analyze ligand at
the single-bead level. The cleaved ligand was dissolved in 25mL of either
acetonitrile or methanol in a glass microvial of 96-well plate. A CTC Leap
model 200 autosampler was used to inject 25mL of water (0.1% formic acid)
into each sample vial.The premix of organic solvents with water is to reduce
the hydrophobicity of sample solutions; therefore the sample solutions are
more compatible with optimal HPLC separation requirements. A total of
50mL of the sample mixture was then injected into HPLC column. The
column used was Polaris 2000 C18 columns packed with 3mm particles,
30 ¥ 3mm (i.d.) (MetaChem Technologies, Torrance, CA), in a column
heater at 60°C.The mobile phase consisted of water (0.1% formic acid) and
acetonitrile (0.1% formic acid) delivered in a linear gradient from 0% to
100% acetonitrile in 4 minutes with 1mL/min flow rate. The total analysis
time (time between injections) for each sample was 5.5 minutes. UV detec-
tion was performed at 220nm. The mass spectrometer scanned a window
of 150 to 1000m/z in 1 second. After the library product was analyzed by
LC/MS, the tags were cleaved from the bead, and analyzed by LC/MS.

The main application of these single-bead analytical techniques is in
library quality control. For every 1 biology hit bead decoded to reveal an
active structure, we may decode 10 or more beads to ensure the quality of
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the library prior to screening. There is some debate18 about the number of
single beads that must be analyzed to generate meaningful statistics regard-
ing library quality. Our present view is to pick five beads for each final pool.
For a 36 ¥ 36 ¥ 36 library this equals 5 ¥ 36 = 180 beads. Each of the final
set of building blocks will then be analyzed exactly five times, while build-
ing blocks from the first two sets (having been randomized by pooling) will
be observed on average on five beads. While more information may be
desired, we believe this sampling protocol is a good compromise between
analysis time and gathering the information necessary for library 
evaluation.

The process for evaluating the success of a library begins by picking the
appropriate sampling of beads into clean glass vials. The compound is
released by the appropriate cleavage protocol, and its mass spectrum mea-
sured. The residual bead is then subjected to acid hydrolysis to liberate the
secondary amine tags that may be analyzed by the appropriate technique.
Decoding the amine data allows the determination of which monomers
were used in the synthesis, and thence, by knowledge of the chemistry
involved, the structure and mass of the compound that should be present
on the bead. Comparison with the MS data for the ligand allows pass/fail
determination for that bead.

Figures 9.5 and 9.6 show typical results from the analysis of a single 
thiazolidinone bead. An encoded thiazolidinone library was produced as
previously described23 using the photocleavable linker.24 The peak at 1
minute in the UV is due to a mismatch in formic acid concentration
between the sample and the mobile phase. The lower trace is the total ion
current for the entire scanned mass range (150–1000), while the upper trace
is the total extracted ion current for the mass range of interest (400–700).
This library product contains a Boc (tertiary-butyloxycarbonyl) protecting
group that is partially lost from the compound during electrospray. We
observe ions corresponding to MH+, MNa+, and MH+-100 for the code-pre-
dicted compound. Thus the bead depicted in Figure 9.5 contained only the
product compound. The results for another bead, shown in Figure 9.6, indi-
cate that in addition to the desired product being present, an impurity was
present on the bead. A total of 20 beads were analyzed in this way. Decod-
ing failed on one of these beads, a typical failure rate (as often as not due
to bead-picking error). Of the remaining 19 beads, 13 gave correct M + H
values in the LC/MS data. The other 6 were either weak or wrong. This is
a fairly typical success rate in library quality control.

We can determine how successful the synthesis was by comparing the
observed products to the expected products. Usually the expected product
is observed as the major component; otherwise, if another compound in the
correct mass range is observed, an identifiable (and generally correctable)
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Figure 9.5. LC/MS analysis of the product from a single bead. Shown are (A) the m/z 400–700
chromatogram, (B) the UV chromatogram, (C) the total ion current chromatogram, and (D)
the mass spectrum of the peak from (A).
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Figure 9.6. LC/MS analysis of the product from a single bead. Shown are (A) the m/z 400–700
chromatogram, (B) the UV chromatogram, (C) the total ion current chromatogram, and the
mass spectra from peaks (D) 1 and (E) 2 from (C).



human error is often involved. These include erroneous entry of structures
in the database and mis-assignment of decode data. Sometimes, though, the
synthesis results in a product other than that predicted. We can use this
information to better understand the library chemistry and improve the
quality of subsequent libraries. The LC/MS analysis also yields a measure
of purity (although because we cannot reliably predict the UV or MS
response, we do not obtain a quantitative measure of how much material
comes off each bead). In short, LC/MS of single beads gives us information
both on product identity and purity. Combined with decoding, this provides
the information necessary to give a detailed insight into the quality of the
library produced.

9.2.4. Hardware for Library QC and Decoding Automation

With the LC/MS decoding method in hand, the decoding bottleneck
became the slow, manual, sample preparation steps.This was especially true
in the library quality control process, where specific beads are explored both
for ligand and for tags. The previous method required manual (using a glass
capillary and a microscope) transfer of the bead after ligand cleavage, to a
screw cap vial, addition of HCl, heating, lyophilization, derivatization, and
filtration. We have now incorporated an automated beadpicker19,20 and a
new hydrolysis device into the process. The beadpicker reliably picks and
transfers hundreds of beads per hour eliminating the most tedious manual
step of library analysis.

The new apparatus for automating this whole process in a 96 well format
is shown disassembled in Figure 9.7A.The three metal pieces are made from
anodized aluminum. The bottom plate sets the correct micro-titer plate
footprint. The middle piece holds the glass vials in place. The top piece has
holes appropriate for a 96-well autosampler. Tapered glass vials are used
for their cleanliness, acid resistance, and volume efficiency. A Teflon insert
between the middle metal piece and the lips of the vials prevents vial break-
age when the device is sealed with a Teflon/silicone membrane and screw
clamps. Assembled, the apparatus has a standard 96-well plate footprint,
ready to be used as illustrated in Figure 9.7B, in commercial autosamplers.

This apparatus has allowed us to adopt many features of automation
such as multichannel pipetting and direct autosampling. Appropriate 
negative controls for ensuring contamination control, positive controls for
ensuring hydrolysis, and reference standards for optimizing peak identifi-
cations and ensuring instrument performance are readily included in the
sample queue of the hydrolysis plate. Once the beads are placed in the vials,
the steps of ligand cleavage, ligand LC/MS, code hydrolysis, acid evapora-
tion, and code LC/MS can be automated with no further bead manipula-
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tion during the library quality control process. For biology hits the beads
are manually picked into these same vials and the apparatus used for
hydrolysis and LC/MS. The fast MS run times allow completion of several
96-well plates in a day.

9.3. SOFTWARE FOR ANALYSIS OF ENCODED LIBRARIES

The improvements of analytical methods, hardware, and automation allow
for great throughput for decoding. It is now practical to perform quality
control sampling and analysis on a good proportion of the members of an
encoded library.This analysis has the benefit of increasing confidence in the
encoded library synthesis-and-screening process. The analytical work can
have the negative effect of generating a large pile of paper data, whose
study can distract the synthetic chemist from the more fundamentally
important duties of library design and evaluation of biological data. An
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Figure 9.7. (A) Tag hydrolysis automation device shown disassembled; (B) tag hydrolysis
device after assembly, in a microtiter type autosampler.



information management system is needed to streamline this process. Many
of these issues have been previously discussed by us and by others.25–34 We
describe herein our customized software for automating the decoding of
encoded combinatorial libraries.35

To illustrate the issues, a 6 ¥ 6 ¥ 6 tripeptide library synthesis will be 
simulated. We will use the same six amino acid building blocks at each 
position. Figure 9.8 shows the generic structure of the cleaved product as
well as the structures and names of the building blocks. We will use 1, 2, or
3 tags to encode the first building block and 1, 2, or 3 tags to encode the
second. The third position will not be encoded; the final pools, each con-
taining 36 tripeptides will be kept separate. Table 9.3 is the building block
to tag encoding scheme.

Three tags could have encoded for up to 7 building blocks at each posi-
tion. We never use more than 3 tags in a single code to maintain good tag
detectability. Indeed, because we have a total of 14 tags in our tag set, the
preferable codes for this simple library would be to use 6 different single
tags at each position. We have not seen the need for introducing parity
checking in encoding.36 We illustrate all of the different 1, 2, and 3 tag com-
binations in this scheme to explain all of the software issues. Of course, the
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numbers of building blocks do not have to be the same in a library 
synthesis.

The process steps of encoded library synthesis are as follows (detailed
descriptions can be found in the indicated references):

1. Differentiate the resin with BOC protected tag attachment point and
cleavable linker.37

2. Split the resin into 6 reaction vessels.
3. Remove the tag protecting group and couple the first code as the

Alloc-protected versions.37

4. Couple building block 1 to the resin.
5. Pool and resplit to 6 reaction vessels.
6. Remove the Alloc group and couple the second code mixture as 

succinoyl derivatives.38

7. Couple building block 2 to the resin.
8. Pool and resplit to 6 reaction vessels.
9. Couple building block 3.

Figure 9.9 shows the structure of the first member of this library. The struc-
ture implies a 1 : 1 ratio of ligand and codes, but remember that we started
with differentiated resin so the actual ratio is 10 :1. PL is the photo-
cleavable linker.24 Cleavage will yield trialanine. Mineral acid cleavage of
the tags will yield a mixture of depn and deoc.

The CodeGen and Decode programs are applications written for
Microsoft Access 97, using the programming language Visual Basic for
Applications. Proper installation is required because the application uses
three different MS Access databases and several Oracle database tables
used by MDL (Molecular Design Ltd.) ISIS/Host and ISIS Base. To access
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Table 9.3. Building Blocks and Tags of Tripeptide Library

Building Block First-Position Codes Second-Position Codes

Number Structure depn dehx dehp deoc denn dedc

1 ala ¥ ¥
2 gly ¥ ¥
3 glu ¥ ¥
4 asp ¥ ¥ ¥ ¥
5 phe ¥ ¥ ¥ ¥
6 tyr ¥ ¥ ¥ ¥ ¥



data from the Oracle databases, Open DataBase Connectivity (ODBC)
drivers are used. CAPTURE (Comprehensive Analysis Program That Ulti-
mately Reveals Everything, a GlaxoSmithKline proprietary application), is
written in Microsoft Visual C++. CAPTURE retrieves plate maps created
by CodeGen and the structures from Code-to-Structure using MDL
ISIS/Object Library. Mass spectral data is read from files created by the
ChemStation macros. Code to structure software is written in C/C++.

MS acquisition computers should not be encumbered with complex data
processing software.We do preliminary processing on the LC/MS computer
but subsequent processing on desktop PCs and network servers. Postac-
quisition, all raw data and text reports are transferred to the decoding
server.32

9.3.1. Code Generation

Prior to developing the Microsoft Access applications, decoding raw data
were converted to structures manually. By reference to the encoding
scheme, the detected tags were assigned to either R1 or R2 and then the best
matches were made. For example, if a bead from the fifth peptide pool
yielded codes depn, dehp, and deoc, the first two tags would be assigned to
R1 and decoded as structure 5, phe, and the last tag assigned to R2 and
decoded as structure 1, ala. Combining the decoded information with the
pool information gives the full structure as consisting of building blocks
5–1–5. For peptides these are easily put together and adequately described
as “phe–ala–phe.” For more complex libraries it is necessary to use a 
chemical drawing program to assemble the chemical structure. Finally the
molecular weight of the assembled compound can be calculated for com-
parison to the ligand LC/MS data.

In automating decoding, the first step is to get the tagging information
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(e.g., Table 9.3) into a database. CodeGen was written to generate lists of
tag codes to identify each building block in a multi-step synthesis. Figure
9.10 shows the user interface for CodeGen. For each library the user enters
the type of encoding for each step in the synthesis: full, partial, or spatial.

After selecting the type of encoding for each step, the user enters the
number of building blocks for each synthetic step and clicks on the GO
button, starting with step 1. The program computes the minimum number
of tags required to encode the building blocks without using more than
three tags per building block,38 or the user can select any higher number of
tags by checking the boxes next to the tag names. The program will use all
of the one-tag assignments first, then the two-tag, and finally the three-tag
combinations.

The main CodeGen algorithm is called for each synthesis step. All of the
tag codes start with the number of tags used, 1, 2, or 3. Then the tag codes
are listed in alphabetical order separated by commas. The tag assignments
are reviewed with the show list button. Once the user is satisfied with the
tag lists an Excel spreadsheet formatted as Table 9.2 can be obtained and
the tag information is saved to a temporary file.
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Figure 9.10. User interface for CodeGen.



At this point the chemist can go to the lab and start generating the com-
binatorial library. The building block structures are then entered into
ISIS/Host in the standard way. These codes can then be loaded into the
appropriate Oracle table in the TAG field. When the codes are loaded, the
encoding type for each step along with the number of partially pooled
building blocks are placed in a second Oracle table.

9.3.2. Decode

Decode is used to identify the building blocks for each set of tag codes. The
program has three parts: BeadSetup, Chromread, and Decode.

BeadSetup

The process of picking single beads from encoded library pools and assess-
ing both the codes and the ligand on each bead were described in litera-
ture.27 This process has been automated through the use of a robotic
beadpicker.19,20,39 Experiments were conducted on an Agilent LC/MSD
instrument controlled by ChemStation Rev. A08.04.

The first step in the decode process is to place beads on to a 96-well plate.
The BeadSetup program allows the user to enter the bead and pool
numbers in two ways for quality control (Regular QC) and hit decoding
(Irregular) as shown in Figure 9.11. For quality control, the number of pools
to be placed on the plate(s) is entered along with the number of beads per
pool (typically 4 or 5) and the starting pool number.

By default, the first 11 wells in each row are designated as sample wells.
The wells in the twelfth column are reserved to hold controls, blanks, and
standards.The Pick Beads button sets up the wells to each contain one bead
for the correct pool.This information is stored with the plate and ultimately
can be viewed in the CAPTURE program, so any additional information
about a specific well can be entered at this time. The Print Bead Report
button can print out the plate information. The Save button saves this plate
information in file.

If Irregular Hits is selected, an entry box and button are displayed. The
user enters the number of pools and then each pool number and the asso-
ciated number of beads for that pool number. The plate is then set up and
can be saved.

ChromRead

The decoding analytical method involves acid hydrolysis to release the
covalently bonded amines, followed by their LC/MS detection, and by ref-
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erence to a calibration table, their quantitative determination. The LC/MS
instrument software reduces the raw selected ion monitoring data into a
report.txt file. The standard ChemStation (Agilent) report output of this
analysis lists the code abbreviations, the MS signal, the semiquantitative
information on the number of picomoles detected, and the expected and
measured retention times as in the example of Table 9.4. ChromRead
assigns these data to the appropriate well of the 96-well test format as
shown in Figure 9.12. This program has a list box to select the plate infor-
mation. The Browse button is used to select the files holding the chro-
matographic data for the first well. Standard Microsoft NT tools are used
to navigate to the server where the LC/MS instrument has sent the datafiles.
Next the number of files to load is entered and the first well number. The
Get Data button populates the Access chromatography data table. Well
colors change to reflect the status of each well. The chromatographic data
can be viewed either by clicking on the well or as a list by using the View
Table of Injections or View Table of Peaks buttons. If the chromatographic
data are correct, the Save button will save the data and their connection
with the selected plate.
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Figure 9.11. User interface for BeadSetup.
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Table 9.4. LC/MS Decoding Report

Tag MS Signal Area Picomoles Expected RT Measured RT

ococ MSD1 242, 0.000 0.000 1.277 0.000
hpoc MSD1 228, 0.000 0.000 1.287 0.000
dcdc MSD1 298, 0.000 0.000 1.255 0.000
hphp MSD1 214, 7.510e3 1.879 1.296 1.267
hpdo MSD1 284, 0.000 0.000 1.277 0.000
pndo MSD1 256, 0.000 0.000 1.305 0.000
pnoc MSD1 200, 0.000 0.000 1.320 0.000
hxdo MSD1 270, 0.000 0.000 1.289 0.000
denn MSD1 175, 0.000 0.000 1.442 0.000
deoc MSD1 161, 3.816e4 14.586 1.460 1.409
dedo MSD1 217, 0.000 0.000 1.418 0.000
dedc MSD1 189, 0.000 0.000 1.431 0.000
dehp MSD1 147, 0.000 0.000 1.488 0.000
depn MSD1 119, 5.028e4 25.957 1.595 1.527
dehx MSD1 133, 1.258e4 6.245 1.529 1.476
debu MSD1 105, 0.000 0.000 1.695 0.000

Figure 9.12. User interface for ChromRead.



Decode

The primary screen of the main Decode application is shown as Figure 9.13.
When a plate number is selected, the software organizes the plate pool
numbers from the Beadsetup step, the building block information from
Oracle and the chromatographic results for each well. The left half of this
screen shows the numbers of building blocks that were used for each library
and the tags that were used in each step. The right side of the screen will
change as each well is checked. The top half shows the 96-well graphical
user interface. The bottom half shows the chromatographic data for each
well. A new column in the chromatographic data now also shows the R
group (RG) with which the code is associated: in this case 1 for R1, 2 for
R2, and X for the codes that were present in the chromatographic data but
not used in the library synthesis. The X can only be present due to lab con-
tamination or the presence of an interfering ligand-derived molecule in the
bead hydrolyzate. Note that within each group (1, 2, or X) the amines are
sorted by the number in the amount column.
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Figure 9.13. Primary user interface for Decode. Debu and dedo are two obsolete tags that are
included for backward compatibility.



By clicking on the 96-well diagram, the chromatographic data can be
viewed. The analyst can now review the analytical quality of the data. For
example, viewing the blank wells C12 or G12 will reveal contamination
during analysis. Viewing the reference standard wells B12, D12, F12, and
H12 will assure the analyst that adequate detection of all tags was main-
tained across the plate. Viewing the positive control wells A12 and E12 will
assure the analyst that the plate was subjected to adequate acid hydrolysis
to release the amines.

Two contamination correction tools are provided for the analyst, the
blank and the minimum amount buttons. The chromatographic data from
a blank can be subtracted from all of the wells by using the Yes radio button
in the Use Blank selection. A “well to use” entry box will appear, with the
C12 well used as default. Any well can be entered as the blank well. The
peak amounts for each tag in the blank well will be multiplied by 2 and 
subtracted from all of the same peaks in all other wells as the decode is 
performed. The Minimum button provides another way to assure that very
small peaks will not be used for decoding.

The LC/MS decoding chromatography is isocratic and low resolution.
The specificity of the method is primarily due to the mass selection of the
selected ions. The retention time window in the primary Agilent peak 
identification protocol is left relatively wide to allow for normal isocratic
chromatographic drift across a set of analyses. In some cases interferences
are seen in the data. A tighter retention time discrimination can be applied
during the Access analysis of Decode by hitting the Use RT Delta radio
button. An absolute retention time window is then entered and the Decode
software will exclude identifications outside that window.

The user now can select a Percent value for the chromatographic peaks
to be used in the decode process. The default is 40%. Empirically this has
been found to be a good compromise value to adjust for variations in encod-
ing chemistry and decoding analysis. But more or less stringent percentages
can be useful in special cases.

The decode algorithm is run with the Decode button. The key logic is
that once the tags used for a specific synthesis step are known, one is simply
required to determine if one, two, or three of those tags are in the chro-
matography data. When the chromatography data for a well have been
read, the tag peaks, which are used in synthesis step 1, are sorted by amount
and corrected for blanks or retention time. The first peak amount is then
compared to the minimum amount. If the peak amount is greater than the
minimum, then there is one tag. If there are no tags with amounts greater
then the minimum, then the synthesis step has failed. The next peak is next
checked to see if it is at least the Percent of the first peak. If it is, then there
is a second code, and the program looks for a third tag. If there is a fourth
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peak, which is higher than the Percentage, this is considered a failure for
the synthesis step.

If one, two, or three tags are found, then the tags are placed in alpha-
betical order and then the tag code is searched in the Oracle R-Group table.
If there is a match, then the AF number (AF is the Affymax compound
numbering system) is retrieved for the R-group along with the member
number.These tags are marked as used.The pool number is used to retrieve
a building for spatially or partially encoded steps. The screen is updated to
show the Decode information, as in Figure 9.14.

The well colors in the plate graphical user interface are adjusted to reflect
success or failure of the Decode. Obviously the control wells will always
come out red, as they do not represent coded molecules. At this point in
the analysis, the user can review the data for completeness and study the
failures. Failures are usually due to multiple beads or no beads in a well.

The Export Decode Peak Data feature exports to Microsoft Excel a
worksheet that can be used to track quantitative results of the decode
process. The worksheet includes building block identifiers and the amounts
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Figure 9.14. Decode user interface demonstrating the Code-to-Structure step.



of tag detected in each well.These results are used in quality control of bead
differentiation and encoding.

9.3.3. Code to Structure

Prior to structure generation, it is assumed that a generic structure describ-
ing the combinatorial library exists in the Affymax ACL database.The ACL
database is an ISIS/Host v3. ¥ RCG database that contains generic struc-
tures described with root structures and corresponding named building
blocks (see Figure 9.9). Here each building block has a previously assigned
name (e.g., AF11534). After the decode is complete, the Code to Structure
button appears as shown in Figure 9.14. This button causes the enumera-
tion string for positive decodes (in this case ACL2784-AF11534-AF11534-
AF11534) to be generated for each positive well and appends them to 
the AFFYBANK_ACL_DECODE table. An Oracle procedure is then
launched, and it generates the structure from each enumeration string.
Structures for the positive decodes are generated and placed in an ISIS
database.

9.3.4. Capture

We use the Windows NT application, CAPTURE,32 to correlate the
decoded structures with the mass spectrum from each well in library quality
control. For the example peptide library we would pick five beads from each
of the six pools. Each bead yields a ligand LC/UV/MS datafile and a decod-
ing LC/UV/MS datafile. The user interface in CAPTURE represents a 96
well microtiter plate, as shown in Figure 9.15. For the green wells the pre-
dicted structure from decoding has matched a spectrum from the LC/MS
data. This application uses simple isotopic composition and electrospray
ionization rule sets to predict mass spectra and judge the concordance of a
structure-mass spectrum data set. The white well is the case where no struc-
ture is available because the decoding has failed. The red well is the case
with a good decoded structure but the LC/MS data do not match.

The data “behind” the green light of well A01 is shown as Figure 9.16.
The ligand LC/UV/MS is conducted “full scan,” treating the ligand as an
unknown. In the figure the top trace is a base peak chromatogram (BPC),
the middle trace is the UV chromatogram, and the bottom trace is the spec-
trum of the major or expected compound. The weakness of these signals is
typical for single-bead mass spectra. Although the nominal amount of
ligand cleavable from a single bead is in the hundreds of picomoles, varia-
tions in synthetic yield, cleavage yield, and ionization efficiency can cause
several orders of magnitude differences in actual LC/UV/MS peak sizes.
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This simple peptide has insufficient UV absorbance to be seen at this 
concentration.

As seen in Figure 9.16, three of the peaks in the BPC are labeled. These
are the three peaks detected by the integration parameters set in the 
ChemStation software. These parameters are optimized for each combina-
torial library to minimize the total number of peaks but detect the desired
peak in most cases. A slider bar in CAPTURE sets the criteria for what
constitutes a green light as predicted M + H must be >50% of the base peak
in any of the detected spectra. In the Figure 9.16 example, the predicted M
+ H is 100% of the base peak.

9.3.5. EIC for Capture

Encoded library quality control using ligand single-bead mass spectrome-
try is often complicated by a very weak signal observed in CAPTURE.
Figure 9.17 gives an example. Both the UV trace (bottom) and the BPC
(middle) show nothing above background; no spectra are available for
green/red analysis.This situation arises because of weak UV chromophores,
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Figure 9.15. Main CAPTURE user interface.



poor electrospray ionization, inadequate cleavage from the bead, a failure
of synthesis, badly contaminated solvents used in sample preparation, or
inadequate sensitivity of the mass spectrometer. An additional data analy-
sis tool in this case is to look for the presence of the predicted mass spec-
trum in the full scan data. The technique for doing this is called extracting
an ion chromatogram. The result is called an extracted ion chromatogram
(EIC). For example, if the predicted tripeptide has a monoisotopic molec-
ular weight of 231.1, the predicted positive ion electrospray mass spectrum
of this compound would have a dominant ion at M + H = 232.1. The three-
dimensional LC/UV/MS data set is then queried for the presence of ion
current at this mass and this current plotted against time. The top curve of
Figure 9.17 shows the EIC for this structure in this data set. You can see
that the focused data give evidence for the presence of a molecule of the
predicted properties. Just as important would be an EIC that shows no peak
in the predicted EIC.This would provide strong evidence that the predicted
molecule is not present.

Manually obtaining the EIC for each well of a 96-well analysis can be
painful. First the decoded structure is evaluated for molecular weight. Then
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the M + H is calculated. Then the raw LC/MS datafile is opened in the
instrument control software, ChemStation. Finally an EIC is created for the
predicted molecule. Doing this for 96 data files is prohibitive. A new piece
of Access software has been created to automate this task. The user inter-
face is shown as Figure 9.18. For each plate the user associates the raw
datafile of the ligand LC/MS with each well. Then the appropriate type 
of EIC is chosen depending on the chemistry of the ligands. For positive
ion mass spectrometry of small molecules, the default choice is to create 
M + H and M + Na (sodium). For negative ion mass spectrometry, the
default is M - H. An option to look at doubly charged positive ions is
offered as is an option to create a user-defined EIC.

The process is then initiated, each structure is queried, and a set of target
ions is created. ChemStation is opened and a macro is run that opens each
raw LC/MS datafile and extracts the predicted ion. The macro creates new
data transfer text file for each well and places them in a separate EIC-
CAPTURE folder next to the existing CAPTURE text files. This EIC
process is of critical importance in encoded library quality assurance,34 and
it has saved our chemists considerable effort previously expended on doing
these steps manually.
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9.3.6. Summary of Software

The new process for analyzing decoding and library quality control infor-
mation is summarized in Figure 9.19. The Access software resides only on
the analytical chemist’s computer. The structure database resides on the
corporate UNIX server. The LC/MS data are collected on dedicated data
acquisition computers and transferred to NT servers for processing.
CAPTURE and Isis Base reside on the end-user’s desktops. Starting in the
upper left corner, first the synthetic chemist plans and produces a library.
The MDL software is used to enter the building blocks in an Oracle data-
base. The Access application CodeGen is used here to set up the building
block/code correspondence and load this information into the Oracle tables
of the ISIS/Host ACL database.

When the chemist is done with the synthesis, samples are submitted to
analytical for quality control. The analyst runs the Decode Beadsetup soft-
ware to arrange single beads from each pool of the library into 96-well
plates. Samples are analyzed for ligands using LC/UV/MS, and these
datafiles are stored on the Decode NT server along with the CAPTURE
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.txt files created by the ChemStation macro. The same samples are then
decoded by LC/MS to generate datafiles and report.txt files that are orga-
nized onto the same NT server.

The analyst next starts the Decode ChromRead application to associate
a decode.report.txt file with each well of each plate.The Decode main appli-
cation is run to convert the data for each well into an enumeration string
ACLxxxx–Afaaaa–Afbbbb–Afcccc. The Code-to-Structure application
creates an ISIS database of these enumerated structures. As a final step the
analyst uses the EICCAPTURE application in Access to generate the EIC-
CAPTURE text files for use in CAPTURE.

The chemist is then informed that the analysis is complete and the data
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can be viewed. Each chemist has the CAPTURE application on his or her
desktop. They first load the appropriate structures from the ISIS database
of decoded structures onto their 96-well template for their quality control.
Next they find the LC/UV/MS text files from the server. They have a choice
of looking at the data without EICs (in the CAPTURE folder) or with EICs
(in the EICCAPTURE folder).

For the decoding of hit structures from biological screening, the process
is simpler. The beads are delivered to the analytical laboratory with a 96-
well hardcopy diagram that shows the library number and the pool number.
The analyst uses the Beadsetup software to arrange the plate for analysis.
After decoding LC/MS, the ChromRead, Decode, and Code-to-Structure
applications are used to create the structures.These are then communicated
back to the originating scientist using the feature of CAPTURE which
creates an Excel spreadsheet of the structures.

Encoded combinatorial chemistry is a young technology. The formats 
for applying this technology to drug discovery change on a regular basis;
chemists can invent new formats much faster than software algorithms can
be adapted and tested.We have found it valuable to use flexible Access soft-
ware for application development in this area.

This software and its application are complex. It requires diligence to
avoid errors in mismatching codes and structures or datafile names and
beads. However, the process has been shown to be a tremendous time saver
over manual methods of decoding data handling. Only after this system was
put in place, has Affymax been able to realize the full potential of encoded
library chemical diversity.

9.4. QUANTITATIVE ANALYSIS OF COMBINATORIAL LIBRARIES

Encoding and decoding of combinatorial libraries provides a general solu-
tion to verify whether the desired compound is present in the solid-phase
synthesis. The next step is to determine how pure the sample is and how
much was made. However, it is always a challenge for analytical chemists
to develop generic analytical techniques to quantitatively analyze a diver-
sity of single compounds released from single beads. The lack of quantita-
tion methods has hindered the method development for single-bead
high-throughput screening as well as chemical synthesis of split-pool
libraries and compound cleavage from beads.

In large-scale synthesis, quantitation is done by purifying and weighing
the product. In solid-phase synthesis, there is often a submilligram yield that
cannot be quantified by weighing. LC/UV/MS is often used to quantify
libraries. However, when working with small amount of combichem com-
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pounds, reference standards are often not available. UV cannot detect 
many salts, aliphatic reagents, and solvents, and the unpredictability of UV
response makes it a questionable choice for relative quantitative analysis.
Relative peak heights in electrospray mass spectra have been proposed for
purity assessment in peptide synthesis.41 Generally, the ion peak heights in
mass spectra are not proportional to the concentration of small molecule
compounds.

Evaporative light scattering detection (ELSD) often in conjunction with
HPLC is chosen by many companies for quantitation of combinatorial 
synthesis products.42,43 This method is based on the assumption that all 
molecules give equal response to this detector. While promising for crude
quantitation, this approach will not be appropriate for high-accuracy prop-
erty measurement.

IR methods can be used to support a proposed intermediate in a reac-
tion44 or to follow the incorporation of a distinctive functional group (e.g.,
CHO) onto a resin.45,46 IR is especially useful for surfaces such as pins or
crowns where NMR techniques are not useful. High-quality IR spectra can
be obtained from single beads.47 The UV spectrophotometric quantitative
measurement of Fmoc release from derivatized amino groups is still a very
common method for measuring loadings.37 Qualitative color tests are fre-
quently used to follow reactions to assure completion. The Kaiser ninhy-
drin test is the best known of these.48 An improved method for detection
of secondary amines has been reported.49

Here we will describe several approaches of quantitative analysis of com-
binational libraries in Affymax, including QC of libraries by chemilumi-
nescent nitrogen detector (CLND), quantitative analysis by standard bead
LC/MS method, and estimation of concentration from UV response.

9.4.1. Quality Control of Libraries by CLND

The CLND is a unique method for directly measuring the yield and purity
of solid and solution phase reactions. This detector oxidizes nitrogen com-
pounds to NO, converts the NO to excited NO2 by reaction with ozone, and
detects the emitted light in a photomultiplier. A nitrogen detector is a
remarkably universal detector for pharmaceuticals. The limitation is that
the compound must contain nitrogen. Of the compounds in the commer-
cial database of developmental and marketed drugs, MDDR (MDL Infor-
mation Systems Inc. San Leandro, CA), 91% contain nitrogen. Many of the
scaffolds that Affymax has described for solid-phase synthesis of combina-
torial libraries contain nitrogen.

The usefulness of CLND is based on the hypothesis that all nitrogen
compounds give equal combustion response. We, and others, have con-
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firmed this with most molecules tested. The exception is molecular nitro-
gen, which requires higher combustion temperatures to oxidize. Molecules
that contain N–N bonds may have thermal decomposition pathways that
yield N2 and thus will not give equimolar CLND response.50 This limitation
of the CLND detector is important for certain classes of molecules (tetra-
zoles) but is not a huge problem.

The CLND has been developed for use with HPLC flows up to 
300mL/min. The LC/CLND measures the total nitrogen content of a chro-
matographic peak. It can be calibrated with any nitrogen containing com-
pound, and thus allows quantitative analysis when authentic reference
standards are not available. For direct purity estimation of a reaction
mixture, CLND is complementary to UV. Many reaction by-products or
starting materials do not contain nitrogen; others lack a UV chromophore.
The CLND is especially useful in conjunction with splitting to a mass spec-
trometer. The electrospray mass spectrometer is likely to detect many of
those peaks that do not contain nitrogen, offer structural proof for all com-
ponents, and confirm the purity of each peak.

In the split/pool method of combinatorial synthesis, mixtures of com-
pounds are made that are difficult to characterize. The LC/CLND of a 
nominally equimolar pool (based on nitrogen) should yield equal-sized
chromatographic peaks of compounds. In the early stages of a lead devel-
opment project, weighable quantities of authentic pure samples of a com-
pound are not available, and yet quantitative measurements such as IC50,
solubility, or plasma stability need to be made. LC/CLND can be used to
calibrate solutions made from submilligram synthetic samples. LC/CLND
is an important new technique to add to the arsenal of the organic analyt-
ical laboratory.

The limitation of the LC/CLND detector and the reason for its slow
acceptance in the industry is that it is not as trivial to use as is a UV or
ELSD detector; it is still a specialist’s instrument. We have introduced an
alternative, direct inject CLND (DI-CLND), that is easy to use. This detec-
tor measures the combustible nitrogen in a sample with two limitations rel-
ative to the LC/CLND; the samples are not chromatographically separated
and on-column concentration is not possible, so sensitivity is compromised.
We find these limitations are more than balanced by the ease of use for
certain applications. Following the synthesis of a small molecule library,
compounds analyzed using this technique were characterized by mass spec-
trometry, and an accurate concentration of the compound was assessed by
CLND. Characterization of one compound is completed in 60s, allowing for
up to 1000 compounds to be analyzed in a single day. The data are sum-
marized using pass/fail criteria in internally developed software. Therefore
very fast 100% quantitation of parallel synthesis libraries is achievable.33,51
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To illustrate these principles, compound A in Figure 9.20 was prepared
on TentaGel resin with a photolinkage.24,51 The resin was characterized by
quantitative solid-phase NMR, traditional elemental analysis, and solids
CLND. By NMR the loading was 0.38mmole/g while the CHN analysis
showed 0.34mmole/g, and the solids CLND showed 0.40mmole/g. While
not strictly relevant to the cleavage question, the solids CLND is a conve-
nient, high-throughput way to characterize solid-phase synthesis samples.

The photolytic cleavage of this compound was measured using direct
inject CLND. A weighed sample of the resin (3–5mg) was placed in a small
glass vial and slurried with 200mL of solvent. The sealed vial was then
exposed to 10mW/cm2 light energy, measured at 360nm.24 After an appro-
priate time, the vial was removed from the photolysis and diluted for analy-
sis. We have previously shown that the DI-CLND is sensitive to solvent and
must be calibrated with the standards dissolved in the same solvent as the
samples are dissolved in. The time course for cleavage of the compound in
four different solvents is shown in Figure 9.21.

9.4.2. Quantitative Analysis by Standard Bead LC/MS Method

It is very useful to quantitatively determine the amounts of compound
released from single beads. The CLND, ELSD, and NMR methods are not
applicable for the subnanomole amounts of sample released from single
beads, so these measurements will need the more sensitive UV or MS detec-
tors. For single compounds an LC/MS run in selected ion mode is an
extremely sensitive and specific analytical method.

To conduct our quantitative LC/MS single-bead analysis, we developed
a so-called standard bead LC/MS method.52 A standard set of compounds
with different cLogP’s was selected. They are Mono-Fmoc-Lysine, Bis-
Cbz-Lysine, Fmoc-Cbz-Lysine, and Bis-Fmoc-Lysine. All compounds were
synthesized on both TentaGel beads with the Affymax photo-cleavage
linker and Wang acid-cleavable linker. The cLogP varied from 0.9 to 7.2,
representing the cLogP diversity of common split/pool libraries. The stan-
dard compounds were simple and commercially available (Advanced
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ChemTech, Louisville, KY). Figure 9.22 shows the molecular structures of
the standard compounds.

The standard bead synthetic procedure is summarized in Figure 9.23.
ABI 433 Amino Acid Synthesizer was used to synthesize all compounds on
both TentaGel beads with the Affymax photo-cleavage linker and Wang
acid-cleavable linker. First, the TentaGel photolinker or Wang resin was
washed with dichloromethane (DCM) and N-methylpyrrolidone (NMP).
Then 4 equiv (relative to the resin) of R1-R2-Lys-OH, 4 equiv of N,N-
dicyclohexylcarbodiimide, and 4 equiv of 1-hydroxybenzotriazole anhy-
drous in NMP were added to the resin, where R1 is Fmoc or Cbz, and R2 is
Boc, Cbz or Fmoc. The reaction mixture was gently shaken for 2 hours at
room temperature, and then washed with NMP and DCM 6 times.The resin
was lyophilized for 2 days. For mono-Fmoc-Lysine, Boc was removed with
TFA after the coupling of Fmoc-Lys-OH was done.

After synthesis and drying, the standard beads were ready for use. Single
beads were picked into individual tapered glass microvials. For the beads
with the Affymax photo-cleavage linker, 25mL mixture of 75% IPA, 25%
DMSO, and 0.3% TFA was added to a single bead, and the microvial was
sealed. The vial was placed on an orbital shaker and irradiated with 360nm
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UV, 10mW/cm2, for 2 hours. The sample was then ready for LC/MS analy-
sis. For the beads with the Wang acid-cleavable linker, 50mL of 95% TFA
was added to a single bead, and the microvial was left at room temperature
for 1 hour to cleave the compound. After evaporating the TFA, 25mL of
ACN was added into the bead vial. The whole sample cleaved from a single
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bead was injected into LC/MS for analysis after a premix with an equal
volume of water (0.05% formic acid).

LC/MS experiment was conducted with an Agilent 1100LC/MSD
system. A CTC PAL autosampler from LEAP Technologies was used to
introduce samples to the LC/MSD. Polaris 2000 C18 columns packed with
3mm particles, 30 ¥ 3mm (i.d.) at 60°C were selected for the study. Flow
rate was 1mL/min, linear gradient starting form 100% water (0.05% formic
acid) to 100% acetonitrile (0.05% formic acid) in 4 minutes. ESI source
with positive selected ion monitoring mode (SIM) was employed to detect
the corresponding ions of standard compounds. The positive ions (m/z) of
369, 371, 459, and 591 were selected to monitor Mono-Fmoc-Lysine, Bis-
Cbz-Lysine, Fmoc-Cbz-Lysine, and Bis-Fmoc-Lysine separately. The mass
spectra of standard compounds are shown in Figure 9.24. Four levels of cal-
ibration—25 picomolar, 50 picomolar, 100 picomolar, and 200 picomolar of
standard compounds—were used in the quantitation method.

The total amount of the compounds on a single bead can be measured
by Fmoc number method if the compounds contain Fmoc. The Fmoc group
can be removed from the compounds on the beads by adding base solution
(30% piperdine in DMF) to the beads. The absorbance of the sample solu-
tion at 300nm of UV was used to determine the concentration of Fmoc in
samples. The total amount of Fmoc removed from the compounds on the
resin represents the total amount of compounds on the resin (assume that
all of Fmoc can be cleaved from the compounds on the resin).

The CLND method described in Section 9.4.1 provides another option
to measure both the total amount of the compounds (by solid CLND) and
the cleavable compounds on a single bead. Since both Fmoc and CLND
methods are not sensitive enough to measure the amount of compounds on
a single bead, multi-milligram samples of beads were used to measure the
amount of compounds per milligram of standard beads. By measuring the
numbers of bead/mg for an aliquot, we can convert this number to the pico-
moles/bead that is the amount of compounds on a single bead.

The standard beads were first used to study the cleavage efficiency. The
results of standard compounds with different cLogPs on both TentaGel
beads with the Affymax photo-cleavage linker and Wang acid-cleavable
linker are summarized in Table 9.5 as well as in Figure 9.25. The average
results of Fmoc and CLND were used as the total amount of the compounds
on a single bead. For the compound without Fmoc, Bis-Cbz-Lys-OH, we
used CLND results only. The % theoretical is the percentage of the cleav-
able compound measured by LC/MS over the total amount of compound
on a single bead. For both Affymax photo-cleavage linker and Wang acid-
cleavable linker resins we found that about half of total amount of com-
pounds on resin can be cleaved off by using the cleavage conditions in the
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experiment. Because of its poor synthesis yield and poor solubility in tris
buffer, Bis-Fmoc-Lysine was dropped from the standard list.

Magic-angle spinning (MAS) NMR is a very useful tool in solid-phase
chemistry development. MAS is used to remove the inhomogeneities in the
magnetic field immediately surrounding the bead and, therefore, to reduce
the broadening of the resonances. We found that MAS is useful for obtain-
ing high-resolution spectra for any liquid-phase samples, present as either
a solution or a suspension, that might otherwise have acceptably broad line
shapes due to susceptibility discontinuities. We use the hig-resolution
proton MAS NMR to check the purities of standard beads in the study.
Figure 9.26 is the high-resolution proton MAS NMR spectrum of Fmoc-
Lysine on the TentaGel beads with Affymax photolinker. Presaturation of
the PEG resonance at 3.6ppm is critical to spectral quality. The complex
peaks from 3.4 to 3.9ppm are due to residual PEG, 13C satellites and the
terminal CH2 of the PEG chain. We also took the MAS NMR spectrum of
the same resin after photo cleavage. By comparing the spectra of the resin
beads before and after cleavage, we were not surprised to find that signifi-
cant amounts of Fmoc-Lysine still attach on the resin even after the 4-hour
photo cleavage.

The standard bead LC/MS method proved useful in optimizing the cleav-
age and recovery conditions for HTP biology screening.52 For example,
Fmoc-Lysine and Cbz-Lysine standard beads were selected to examine how
compounds with different cLogPs behave at different cleavage conditions.
Two different 864-well setups,53 864-bead cup plate and 864 master plate,
were tested in the experiment. Methanol or tris buffer solution was used to
recover the cleaved compounds. The results are summarized in Figure 9.26.
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Table 9.5. Cleavage Results of Standard Compounds on Affymax Photolinker and 
Wang Acidlinker Resin

Linker Compound Total Released Released % 
Fmoc/CLND CLND LCMS Theoretical
(pmol/bead) (pmol/bead) (pmol/bead)

Photolinker Fmoc-Lys 240 200 126 53
Bis-CBz-Lys 200 150 109 55
Fmoc-CBz-Lys — 200 116 —
Bis-Fmoc-Lys < 2

Acidlinker Fmoc-Lys 270 180 166 61
Bis-CBz-Lys 310 120 103 33
Fmoc-CBz-Lys 110 100 60 55
Bis-Fmoc-Lys < 2
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Figure 9.25. (A) Cleavage results of standard compounds on TentaGel beads with (A)
Affymax photo-cleavage linker and, (B) Wang acid-cleavable linker.

It was found that much more Fmoc-Lysine can be cleaved and recovered
from beads in the 864-well master plate than the 864-bead cup plate, while
for Cbz-Lysine, the recovery amounts are about the same for both 864
master plate and 864-bead cup. We also can conclude from the experiment



that for both Fmoc-Lysine and Cbz-Lysine more compound can be recov-
ered by using methanol as a recover solvent.

In conclusion, the standard bead LC/MS method was successfully devel-
oped to quantitatively measure the concentration of the standard com-
pounds cleaved from the single beads. The results from CLND, UV
response, and NMR measurements of standard compounds cleaved from
single beads were investigated and compared to the LC/MS results. The
standard bead method proved to be very useful in development of new
HTP screening methods, in improving cleavage reliability in biology, and in
monitoring the cleavage efficiency of library compounds before biological
screening.

9.4.3. Estimation of Concentration from UV Response

In the modern drug discovery laboratory, analysts are asked to quantify the
amount of target compound in hundreds of novel samples each day. These
molecules are made in submilligram amounts and have never been synthe-
sized before. The only information available is the structure of the mole-
cule and properties that can reliably be calculated from the structure. The

248 characterization of split-pool encoded combinatorial libraries

NH2

O
O

O N
+ O

O

O

N
O

TentaGel Photolinker Fmoc-Lysine 

7.
50

0

7.
74

1

8.
15

4
8.

13
3

7.
72

3
7.

61
0

7.
59

3
7.

52
4

7.
66

9
6.

98
4

6.
92

7
6.

90
6

5.
60

3
5.

56
2

4.
42

7

4.
19

0

1.
87

8 1.
69

7
1.

56
8

1.
47

7

1.
20

2

0.
14

7

3.
76

9

3.
60

1

2.
96

0

7.
49

7
7.

36
9

7.
35

7
7.

31
3

7.
31

6
7.

27
9

7.
25

9

ppm123456789

1.65 1.26 0.96
1.871.511.50

0.610.95
2.00

2.11
0.99

1.42
2.901.232.402.24 1.85

1.530.54 1.64 4.84

Figure 9.26. High-resolution proton MAS NMR spectrum of Fmoc-Lysine on the TentaGel
beads with Affymax photolinker.



preceding section showed the classic approach to this problem: synthesize
a few standard compounds that might represent all compounds. We believe
that the prediction of UV spectral intensity would be a useful alternative
for high-throughput organic synthesis. We recently published the first
attempt to do this.54 In the process we created a large database of spectra,
developed a sophisticated QSPR using quantum chemical descriptors, and
demonstrated a good correlation for a target set of compounds.

Additional work will be needed to bring this method to the mainstream.
This could include the general improvement of UV databases and para-
meterization of organic molecules, but for the case of split pool library syn-
thesis, it may be simpler to use a set of the molecules synthesized during
library rehearsal as a learning set to create simple QSPRs that are adequate
for relative quantitation of specific libraries. Inclusion of a known com-
pound/bead combination in a library quality control experiment could then
become a simple and elegant tool for increasing the quantitative quality
assurance of a combinatorial drug discovery process. Such experiments are
in process at Affymax.
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CHAPTER

10

STRATEGIES AND METHODS FOR 
PURIFYING ORGANIC COMPOUNDS AND

COMBINATORIAL LIBRARIES

JIANG ZHAO, LU ZHANG, and BING YAN

10.1. INTRODUCTION

The absolute purity requirement of combinatorial library compounds deliv-
ered for biological screening has been raised. Improving compound purity
is the most effective way to remove any ambiguity in the screening data.
Even with the rapid advances in solid-phase and solution-phase synthe-
sis and the intensive reaction optimization, excess reagents, starting 
materials, synthetic intermediates, and by-products are often found along
with the desired product. Furthermore the strong solvents used to swell 
the resin bead for solid-phase synthesis and the scavenging treatment in
solution-phase reactions often introduce additional impurities leached from
resins and plastic plates. Therefore high-throughput purification has
become an indispensable technology in all combinatorial chemistry and
medicinal chemistry laboratories.

Throughput is a main consideration in purifying combinatorial libraries.
Parallel synthesis often produces large numbers of samples, ranging from
hundreds to thousands per library. Parallel processes are therefore pre-
ferred as productivity is multiplied by the number of channels.A 10-channel
flash column chromatography system is presented by Isco, and 96-channel
systems of solid-phase extraction (SPE) and liquid-liquid extraction (LLE)
are also reported. The off-line process is often used as a time-saving
measure in preparative HPLC where parallel processing is difficult. Column
re-equilibrating and samples loading can be done off-line to reduce the
cycle time.

Cost is a deciding factor in conducting high-throughput purification.
Lengthy purification, scale-up in library production, low-purification recov-
ery yield, plus all the reagents and accessories used for purification boost
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the cost of the purified products. With other factors optimized, purification
recovery is the primary concern in every high-throughput purification 
protocol.

Automation is another key factor in considering purification strategy and
efficiency. Purifying a combinatorial library is a highly repetitious process,
especially when the library size is large. Robotics provide the best precision
for repetitive processes, and thus reduce the chance for human error. Unat-
tended processes can work around the clock to improve the daily through-
put. However, mechanical failure can also be a major drawback in
unattended processes.

Resolution is another factor for a purification process. Low-resolution
method such as LLE can only remove impurities with a major difference
from the product in terms of hydrophobicity. High-resolution methods such
as HPLC and SFC can often separate compounds of close structural simi-
larities. However, high-resolution methods are often more costly and time-
consuming. Resolution is also related to the scale of sample loading, and it
may decrease significantly as loading increases. The resolution decreases
when the throughput increases, so it is often sacrificed for speed.

A “general”purification method should be sufficient to purify at least a
major portion of a library. Reverse-phase HPLC is generally method of
choice. Affinity methods apply only to compounds with specific structural
features. Nevertheless, a successful purification strategy always involves
identifying the properties of the target compounds as well as those of the
impurities.

Finally solvent removal from the aqueous solution is not trivial. As an
integral part of the whole purification process, solvent removal strategy
needs to be considered in choosing and designing the process. Unlike
organic solvents the removal of aqueous solvent involves a lengthy
lyopholyzation process or centrifugal evaporation. An additional SPE step
can be added to exchange the aqueous medium with organic solvent.

In this chapter we review various purification strategies, factors that
impact on the purification efficiency, and recent progresses in high-
throughput purification of combinatorial libraries.

10.2. REVERSED-PHASE SEMIPREPARATIVE HPLC

In the last 15 years’ 60% to 90% of the analytical separations was done in
reverse-phase HPLC. The preference for HPLC can be attributed to its rel-
ative simplicity and its economic solvent systems in the reverse-phase
HPLC. The another advantage of reverse-phase HPLC is its capability of
separating different classes of compounds, ranging from aromatic hydro-
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carbons and fatty acid esters to ionizable or ionic compounds such as car-
boxylic acids, nitrogen bases, amino acids, proteins, and sulphonic acids. The
recent advances in automation, detection, and method development have
made it possible to use semipreparative reverse-phase HPLC to purify 200
to 250 compounds a day per instrument.1,2 It has been reported that an par-
allel automatic HPLC system is capable of purifying dozens to hundreds of
samples in unattended mode. For example, 200mg of sample can be puri-
fied in 5 minutes by the fast gradient and very short column reverse-phase
HPLC method.3,4

10.2.1. Effects of Stationary Phase

When choosing a stationary phase, we have to consider the chemical prop-
erties (bonded-functional groups) and physical properties, such as pore size,
column dimensions, and particle size for the solid stationary phase. The
silica packing with surface covalently bonded hydrophobic octadecylsily-
loxy group (C-18) is the most popular stationary phase in both analytical
and preparative separations. For preparative HPLC methods described in
the literature, the columns packed with spherical C-18 media with various
dimensions were mostly used for small organic molecules.2–5 An experi-
mental study of the relationship between the purification recovery and
sample loading using various columns was reported (Table 10.1).1

While an examination of the chromatogram, shows that the 10-mm diam-
eter column was overloaded at the 50-mg sample; the data in Table 10.1
indicate excellent recovery independent of sample or column size. In the
preparative chromatography nonlinear effects caused by column overload
are often observed,6 and this affects the separation resolution as sample
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Table 10.1. Recovery of Preparative HPLC Samples

Sample Percent Recovery From

10 ¥ 100mm 20 ¥ 100mm 30 ¥ 100mm

10mg, component 1 95 ± 3 99 ± 1 94 ± 7
10mg, component 2 92 ± 3 90 ± 13 94 ± 7
50mg, component 1 92 ± 6 94 ± 2 91 ± 6
50mg, component 2 89 ± 3 92 ± 3 86 ± 9

100mg, component 1 — 91 ± 3 85 ± 1
100mg, component 2 — 83 ± 3 82 ± 1
200mg, component 1 — 92 ± 1 93 ± 2
200mg, component 2 — 94 ± 1 91 ± 2

Note: Component 1: p-nitrobenzoic acid; component 2: 1-(4-chlorophenyl)-1-cyclobutanecar-
boxylic acid. Results are from triplicate experiments.



loading is increased. A study of the percentage of recovery for pharma-
ceutical compounds in overloaded column circumstances has been carried
out and reported.7 When there is enough separation resolution (e.g., a > 1),
the recovery of a desired product nevertheless turns out to be close to
100%.

For the purification of hydrophobic anthraquinone antibiotics, such as
elloramycin (structure in Figure 10.1), the influence of particle size of the
C-18 stationary phase on the purification efficiency has been studied.8 The
separation resolution, product purity, and recovery were compared with use
of 10mm and 15–25mm Nucleosil C-18 column. The results shown in Table
10.2 demonstrate that with small and homogeneous particles used as the
stationary phase, the separation resolution and product purity increases
dramatically, though the recovery is not significantly affected.

The C-8 column has been studied for automatic purification of reaction
mixtures of the amines and aldehydes after the parallel solution-phase reac-
tion.9 The typical column size is 20 ¥ 50 or 20 ¥ 75 with 5-mm particle size
for 50-mmol materials. The yield of the desired products varied from 20%
to 90% with purity >95%.
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Figure 10.1. Structure of elloramycin.

Table 10.2. Purity and Recovery of Elloramycin by Column Particle Size

Particle Size (mm) Original Purity (%) Final Purity (%) Recovery (%)

10 96 100 93
20 100 69

15–25 96 97 92
20 80 83



10.2.2. Effects of the Mobile Phase

Combinatorial compounds are highly diverse, although the choice of solid
phase is usually limited.The separation of different kinds of the compounds
can nevertheless be accomplished by choosing the right mobile phase. The
solvent type, flow rate, gradient slope, and chemical modifiers can influence
the separation efficiency, product recovery, product purity, purification
speed, and the purification cost.

Generally, the best solvents for preparative LC mobile phase have the
following characteristics:

• Low boiling point for easy and economical sample recovery.
• Low viscosity for minimum column back pressure and maximum 

efficiency.
• Low levels of nonvolatile impurities.
• Chemically inertness so as not to cause modification of sample and sta-

tionary phase.
• Good solubility properties for sample.
• Low flammability and toxicity for safety in storage and handling.

The theoretical studies for condition optimization of the preparative
chromatograph has been published.10,11 The theoretical models will not be
discussed here, but the results from the studies will simplify the process of
method development.They can be used as guidelines, as summarized below:

• The column should be operated at the highest flow rate to maximize
the purification speed.

• The loading factor, which is the ratio of the total amount of sample to
the column saturation capacity, is higher in gradient elution than in iso-
cratic elution condition.

• The average concentration of the collected fractions and the purifica-
tion speed are higher in gradient elution than in isocratic.

• The recovery yield achieved under optimum conditions is the same in
gradient and in isocratic elution.

• The optimum gradient steepness depends mostly on the elution order.
It is higher for the purification of the less retained component than for
that of the more retained one.

• The volume of the solvents required to wash and to regenerate the
column after a batch separation will always be larger in gradient than
in isocratic elution.
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• The gradient retention factor is a more significant parameter than the
gradient steepness because the former incorporates the retention
factor at the initial mobile phase composition.

• The gradient elution may use less efficient columns than isocratic
elution.

• The performance in gradient mode is very sensitive to the retention
factor of the two components to be separated. Optimizing their reten-
tion factors would improve the recovery yield and the purity of the
final products.

In the methods for the high-throughput purification reported in the 
literature,1–4,12–16 the steep and fast (4–6 minutes) gradient modes were
employed for reverse-phase preparative HPLC. For purification of small
organic molecules, water/acetonitrile or ware/methanol are the most com-
monly used solvent systems as the mobile phase. Offer 0.05% to 0.1% TFA
is added to the mobile phases as a modifier. However, TFA is not a desir-
able chemical in the final compound. It may decompose some compounds
and is detrimental to the biological screening. Other additives such as
formic acid, acetic acid, or propanol may be used instead. The addition of
triethylamine or ammonium acetate is to reduce the tailing of basic com-
ponents in the samples. Using the acidic aqueous mobile phase can make
all of the ionized groups protonated and avoid the formation of multiple
forms of ions in the column. For separation of the acid labile compounds,
the neutral or slightly basic conditions can be used.

10.2.3. Effects of Other Factors

The scale of a combinatorial library is often on the order of tens of mil-
ligrams. In order to work on this scale, a larger diameter column (typically
20-mm internal diameter) is needed. The mobile phase linear velocity (u)
is expressed as

(10.1)

where

F = flow rate
e0 = column porosity
d = column diameter

u
F
d

=
4

0
2pe

,
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To maintain the same linear velocity (and thus the retention time), the
solvent flow rate should be scaled proportional to the square of the diam-
eter ratio as

(10.2)

Since sample retention time is proportional to the column length, the
overall scaling equation is

(10.3)

To increase purification throughput, all four factors in (10.3) need to be
considered. First, columns length can be reduced for faster elution.17 A
benefit to reducing-column length is that the backpressure is also reduced,
and this makes it possible to increase the mobile phase flow rate, as this will
further shorten the run. The third parameter has largely to do with sample
loading. However, choosing a smaller diameter column and running sample
under lightly overloaded condition is the preferred way to maintain high
throughput.The fourth factor is often adjusted to improve separation. Since
running high flow rates on reduced column lengths degrades separation,
narrower bore columns are often chosen to compensate for separation 
efficiency.

Since it is necessary to remove solvent from the product, the mobile
phase buffer must be considered. Some popular reverse-phase HPLC
buffers, such as phosphates or zwitterion organic buffers, are nonvolatile.
They must be replaced by a volatile buffer such as formic acid or ammo-
nium acetate. Otherwise, a desalting step must be added. Trifuouroacetic
acid is another common buffer. Although it is fairly volatile, it forms a salt
with the basic product and therefore cannot be completely removed from
the final product.

HPLC can conveniently interface with various on-line detection tech-
niques that are used to direct fraction collecting. The most common detec-
tion interfaces are the ultraviolet (UV) detector,1,9 the evaporative
light-scattering detector (ELSD), and the mass spectrometer (MS). Both
UV and ELSD generate an intense analog signal over time. An intensity
threshold is set, and the fraction collector is triggered to start collecting
once the signal intensity exceeds the threshold. Neither method can distin-
guish products from impurities, and therefore all substances with certain
concentration are collected. A follow-up analysis, most likely flow injection
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MS, must be performed to determine the product location. In contrast, mass
spectrometers are better triggering tools for compound specific fraction col-
lection. In the select ion monitor (SIM) mode the mass spectrometer can
selectively trigger fraction collection when the specific mass-to-charge ratio
that corresponds to the molecular ion of the desired product, leaving impu-
rities of different molecular weight uncollected.

10.2.4. High-Throughput Purification

Semipreparative HPLC is the most popular method for purifying combi-
natorial libraries. This is largely due to the relatively high resolution of
HPLC, the ease with which HPLC instruments can be interfaced with auto-
matic sampling and fraction collecting devices for unattended operation,
and the possibility to develop a “generic” method for a whole library or
even many libraries.

Zeng and co-workers assembled an automated “prepLCMS” system18

using MS-triggering technique to collect fractions. Among the 12 samples
tested, the average purity improved from about 30% to over 90%. Two
switching valves allowed the system to select either analytical or prepara-
tive applications. Based on a similar principle, several commercial MS-
triggered systems are now available.

Although the MS-triggered purification has advantages, mass spectrom-
etry is a destructive detection method, and it can only be used in conjunc-
tion with a flow-splitting scheme. Flow splitting has negative effect on
chromatography: the signals are delayed, and peaks can be distorted. The
nondestructive UV detector, on the other hand, can be used in-line between
HPLC column and fraction collector to record real peak shapes in real time.
Ideally the fraction triggering must take advantage of both MS selectivity
and UV real peak shape reporting.

Efforts that focus on parallel processing to accelerate the process have
been made by various groups. The high-throughput preparative HPLC
system with four parallel channels, commercially known as Parallex,12 is
based on UV-triggered fraction collection. A postpurification process is
used to identify the product location. The sheath dual sprayer interface
doubles the capacity of the MS-triggered system. However, the samples for
two channel must be of different molecular weights for the system to be
able to distinguish between the two sprayers.19 Recently a four-channel
MUX technology20 was used and provided rapid switching to sample four
HPLC channels for parallel purification.

Our group has established a high-throughput purification system based
on the UV-triggered fraction collection technique. High-throughput paral-
lel LC/MS technology is the foundation of our system due to its capacity to
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provide LC/MS results for all samples before and after purification. The
UV-triggered purification process is based on a prediction of the prepara-
tive retention time from the analytical retention time. An example of one
sample in this pyrrolopyrrole library is shown in Figure 10.2.

As Figure 10.2 shows, before purification, there are four major chro-
matographic components in the UV trace (Figure 10.2B), and the purity of
the desired compound is 54.9%. After purification, impurities at 1.7 and 2.1
are significantly reduced, while the one at 2.6 is eliminated as well as the
front shoulder of the target (Figure 10.2A).

Figure 10.3 shows the purification results of this three diversity
pyrrolopyrrole library. Figure 10.3A shows the purity distribution of
samples before purification. Each sample was dissolved in 800mL of DMSO,
before it was loaded on a 50 ¥ 21.2mm C-18 HPLC column. A binary gra-
dient of water and acetonitrile with 0.05% TFA as modifier was used to
elute the samples at a flowrate of 24.9mL/min. Fractions were collected
based on peak height of UV signal. In case of multiple fractions, computer
software was used to pick the fraction using a predictive calculation based
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 TIC: before purification

 UV: before purification 54.9%

 TIC: after purification

 UV: after purification 92.9%

A

B

C

D

Figure 10.2. Mass spectro- and UV traces before and after purification by prep-HPLC.



on analytical data or manual picking based on the peak eluting order and
relative height in accordance with the analytical run.

Figure 10.3B gives the purity distribution of the same samples after
purification.About 77% of samples, 2707 out of 3490, had purity higher than
90% and a reasonable weight recovery. The rest of samples failed due to
three good reasons:

1. Early eluting. Under the chromatographic condition, samples with
strong basic side chain eluted at solvent front along with DMSO, and
were not collected.

2. Co-eluting impurity. Our prep HPLC method was of lower resolution
than that of analytical. Impurities eluting closely to the target com-
pound may get collected in the same fraction.
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3. Picking fraction. Incorrect fractions were picked by the software. This
was mainly due to the limited analytical capacity for postpurification
LC/MS analysis. For each sample purified, only about 1 to 2 fractions
were selected for LC/MS analysis.

10.3. NORMAL-PHASE PREPARATIVE HPLC

The big advantage of normal-phase LC is that the solvents are easily evap-
orated. Therefore the process of sample recovery is less time-consuming
and the degradation of the purified products is minimal. Recently there 
has been reported an automation of the normal-phase preparative 
HPLC.21

The most popular stationary phases applied in normal phase preparative
HPLC are alumina, silica, nitril-bonded silica, aminopropyl-bonded silica,
or diol-bonded silica.Although the stationary phase doesn’t vary very much
in the separation application, the variation of the mobile phase is vast,
ranging from the most polar solvent (e.g., water) to the most nonpolar
solvent (e.g., pentane). Therefore the advantages of normal-phase over
reverse-phase separation include (1) ability to provide wide range of
solvent strength to increase the selectivity of the separation, (2) high solu-
bility of lipophilic compounds in the organic solvents that allows higher
loading capacity for purification, and (3) high loads of hydrophobic impu-
rities that can be easily washed out by nonpolar solvents. For a separation
in a certain stationary phase, the selection of the mobile phase strength can
be theoretically predicted by Snyder theory for binary and ternary solvent
systems.22,23

The purification of pneumocandin analogues, a class of natural lipo-
peptides with antifungal activity, has been carried out using normal phase
preparative HPLC.24 The silica column with a ternary solvent system of
EtOAc–MeOH–H2O gave a better resolution between the desire product
B and the impurities A and C than reverse-phase HPLC. The product 
solubility and the resolution are affected by the percentage of MeOH and
H2O in the mobile phase. The optimum solvent composition is 84 :9 :7 of
EtOAc:MeOH:H2O. The recovery yield of B is a function of the flow rate
and the sample loading. There is a trade-off between the recovery and the
purification speed. The purification speed is increased fourfold when
achieving an 82% recovery compared with achieving a 100% recovery.

The effect of the mobile phase temperature on the recovery and purifi-
cation speed of the desired product was also studied.25 Raising the tem-
perature of the mobile phase from 25°C to 55°C increased the loading
capacity of the sample. However, the resolution decreased with the over-
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loaded column, and the recovery of the product decreased from 80–85% to
75% with the elevated temperature.

As in reverse-phase preparative HPLC, the fast gradient mode can also
be applied in the normal-phase preparative HPLC. With use of a short
column such 125 ¥ 25mm or 125 ¥ 50mm and a high flow rate, the separa-
tion of eight organic molecules can be achieved in 12 minutes.21

10.4. LLE AND SLE

Liquid–liquid extraction (LLE) is based on a simple principle that a com-
pound will be partitioned between two immiscible solvents with concen-
tration at a distribution ratio proportional to its solubility in each of the
solvents. LLE is a common method of working up organic reaction mix-
tures. A conventional LLE application is to separate compounds between
water and an organic solvent such as diethyl ether, ethyl acetate, or meth-
ylene chloride. Acidic or basic buffers are often used to control the distri-
bution ratio of a certain substance.

However, conventional LLE requires precise removal of the aqueous
layer, which is not amenable to large number of samples. To solve this
problem, solid supported liquid-liquid extraction (SLE) was developed.26

Instead of using separation funnels, the reaction mixture is loaded on a 
cartridge packed with diatomaceous earth, which is pretreated with an
aqueous buffer and contains an aqueous layer. A water-immiscible solvent,
usually methylene chloride or ethyl acetate, is then applied to elute the
products off the cartridge, leaving more water-soluble impurities on the
column.

Like conventional LLE, SLE is also based on partitioning of compounds
between two liquid phases. Hydrophilic amines (c logP < 3.1) were removed
with an acid buffer of 1N HCl, but most hydrophobic amines (C logP > 3.1)
were retained (Table 10.1). All acids were removed with a basic buffer of
1N NaOH. Since all the acids used in this study were hydrophilic (c logP <
3.1), it remains unclear how hydrophobic organic acid would respond to
basic SLE. One would expect a c logP threshold for acidic compounds as
well.

One distinctive advantage for SLE over the more traditional LLE is its
ease of automation and parallel processing. Diatomaceous earth can be
packed into a 96-deep-well filter plate.The plate is frozen to prevent leaking
during the transfer. The eluent was directly collected to a 96-well microtiter
plate.With the help of robotic liquid handlers, the SLE process can be auto-
mated with a throughput of four plates per hour.27 Since the aqueous phase
is immobilized on the cartridge, any water-immiscible organic solvent can

266 purifying organic compounds and combinatorial libraries



be used regardless of its density. The elution is usually driven by gravity,
while a slight negative pressure can facilitate this process.

The introduction of a third phase—fluorous phase—is an effective way
to purify compounds with a fluorous tag.28 This method can remove both
hydrophilic and organic impurities from the reaction mixture. Studies have
shown that only the desired product is taken by the fluorous solvent while
impurities remain in organic and water phases. The fluorous tag can be
removed later by a simple reaction such as desilylation. The purity of all
final products is higher than 95%.

LLE and SLE also suffer from some limitations. There are often
hydrophobic by-products, such as that from an incomplete removal of a pro-
tecting group, in combinatorial samples. These impurities will not be
removed by SLE. This will affect the product purity. On the other hand,
hydrophilic samples with low logPs may get lost during the process.

10.5. SOLID-PHASE EXTRACTION

Solid-phase extraction (SPE) is the method of sample preparation that con-
centrates and purifies analytes from solution by sorption onto a disposable
solid-phase cartridge, followed by elution of the analyte with an appropri-
ate solvent. The SPE technique was developed in the mid-1970s as an alter-
native means of liquid-liquid extraction29 but become particularly attractive
for its automation, parallel purification, and pre-concentration. Since 1995,
SPE has been applied in various fields, environmental, food sciences, bio-
medical analyses, pharmaceutical analyses, and organic synthesis.30–34 There
are a numbers of publications and reviews on the subjects of development
of new solid-phase supporting materials,26,35 instrumentation and device,37

techniques,38–40 and theoretical aspect.41

In general, the procedures of SPE consists of the following four steps:

• Conditioning the sorbent by passing through the column with a small
volume of the appropriate solvent to solvate the functional groups on
the surface of the sorbents.The sorbent can also be cleaned at this point
to remove any impurities present in the sorbent.

• The liquid sample is applied to the column with the aid of a gentle
vacuum. The interested analyte and some interfering impurities will
retain in the sorbent. In this retention step the analyte is concentrated
on the sorbent.

• Rinse the column with some mixed solvents to remove the interfering
impurities, and let the interested analyte retain on the sorbent.
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• Elute the analyte completely from the sorbent by an appropriate
solvent.

Depending on the mechanism of the interaction between the analyte and
the sorbent, the SPE can be classified into three modes: reversed-phase
SPE, normal-phase SPE, and ion-exchanged SPE. Like liquid chromatog-
raphy, the sorbents used in the reverse-phase SPE are more hydrophobic,
more hydrophilic in the normal-phase SPE, and ionic in ion-exchange SPE.
Unlike HPLC, where the analyte is eluted continuously with mobile phase,
and collected when the detected signal appears, the analytes collected in
SPE process have no monitoring signal. Therefore, no matter what kind of
mechanism, the retention of the interested analytes on the sorbents has to
be very specific and selective.A limitation of SPE in high-throughput purifi-
cation of combinatorial libraries is the carryover of impurities with similar
chemical properties. The selection of solid sorbents and the elution solvents
will largely determine the recovery and purity of the desired products. The
effects of sorbent properties and the elution solvents on the extraction effi-
ciency for different classes of molecules with different modes of SPE will
be discussed in the sections below.

10.5.1. Reverse-Phase SPE

The reverse-phase SPE involves the partitioning of organic solutes from a
polar mobile phase, such as water, into a nonpolar solid phase, such as the
C-18 or C-8 sorbent. The interaction between solute and sorbent involves
van de Waals and dispersion forces.The specificity of the extraction depends
on the difference in chemical potential or the solubility of the solutes
between the two phases.

The most common reverse-phase sorbent used in SPE is C-18 silica with
various particle sizes (40–70mm) and pore sizes (55–125Å). Other reverse-
phase sorbents include C-8, C-4, C-2, cyclohexyl, and phenyl-bonded silica,
as well as polymeric sorbents such as polystyrene-divinylbenzene (PS-
DVB) and graphitized carbon.

For organic samples, there is a good correlation between the retention
on C-18 silica sorbent and the octanol-water partition coefficient (logP) of
the analytes. The more hydrophobic the analytes are, the higher the reten-
tion factor and the extraction recovery. For nonpolar or moderately polar
analytes with logP values higher than 3, the extraction recovery can reach
>95%.40

The effects of various solid supports on the extraction recovery for a set
of polar carbamates have been studied, and the results are shown in Table
10.3. It is apparent that the extraction efficiency is lower by using C-18/OH

268 purifying organic compounds and combinatorial libraries



sorbent. The OH- group in the C-18/OH sorbent can introduce the sec-
ondary H-bonding interaction with the polar carbamate, which lowers the
primary hydrophobic interaction between the majority C-18 and carba-
mate. Therefore the total recovery is lowered by the net effect of weaker
binding interaction between the sorbent and the compound. The PS-DVB
polymeric sorbent gives highest recovery values due to the larger specific
areas and its high carbon content (~90%).

Although C-18 silica having high carbon content provides the stronger
retention for hydrophobic analytes, it also traps more interference. Other
silica-based sorbents, like C-2, can extract the highly hydrophobic analytes
more specifically.

The most widely used carbon-based SPE sorbent graphitized carbon
black (GCB) with specific surface areas up to 210m2/g. Applications of the
GCB sorbent in SPE have been extensively studied for polar pesticides in
water.36 Table 10.4 shows the results of recovery values for extraction of 
2L of water samples using 1g of GCB comparing with recoveries using 
C-18 sorbent and liquid–liquid extraction (LLE) with methylene chloride.
The recoveries for GCB reach 90% to 100% for most of the compounds.

Chemically modified polymeric sorbents have also been introduced in
the recently years.35 The introduction of polar groups such as alcohol, acetyl,
and the sulfonate group into PS-DVB greatly increases the retention of
polar organic compounds. The comparative recovery study was performed
for extraction of polar compounds such as phenols, aromatic, and pyridinic
compounds with three types of PS-DVB-based sorbents and C-18 silica; the
results are shown in Table 10.5.42 The recoveries by using PS–DVB–CH3OH
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Table 10.3. Comparison of Recoveries for Polar
Carbamates with Different Extraction Sorbents

Compound Recovery (%)

(1) (2) (3) (4)

Aldicarb sulfone 9 18 16 29
Oxamyl 12 25 22 49
Methomyl 9 19 16 39
Aldicarb 50 102 97 89
Carbofuran 102 98 106 94

Note: Sample volume 25mL, extraction column size: 10 ¥
2mm. (1) C-18/OH from Varian, (2) standard C-18 from J. T.
Baker, (3) standard C-18 from Varian, (4) PLRP-S PS-DVB
from Polymer Labs.



and PS–DVB–COCH3 are slightly higher than that using PS–DVB, and sig-
nificantly higher than those for C-18 silica sorbent.

The high recovery of PS-DVB for these aromatic compounds could be
due to additional strong p-p interaction between the analytes and phenyl
group in the polymeric sorbents besides the hydrophobic interaction. The
lightly sulfonated PS-DVB sorbent (5–8mm and 400m2/g) displays excellent
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Table 10.4. LLE and SPE Recovery Data for Extraction of Polar Pesticides 
in 2L Water

Compound Recovery (%) ± RSD (%)

LLE C-18 GCB

Omethoate 58 ± 8 3 ± 45 83 ± 6
Butocarboxim sulfoxide 13 ± 14 3 ± 42 102 ± 5
Aldicarb sulfoxide 16 ± 17 4 ± 29 93 ± 5
Butoxycarboxim 74 ± 7 4 ± 32 98 ± 3
Aldicarb sulfone 58 ± 11 6 ± 21 75 ± 8
Oxamyl 51 ± 10 24 ± 12 101 ± 2
Methomyl 64 ± 11 10 ± 20 100 ± 2
Monocrotophos 68 ± 5 42 ± 16 98 ± 3
Deisopropylatrazine 87 ± 4 15 ± 14 102 ± 4
Fenuron 60 ± 8 19 ± 12 99 ± 3
Metamitron 79 ± 4 28 ± 12 95 ± 5
Isocarbamid 74 ± 10 78 ± 6 97 ± 3
Deethylatrazine 85 ± 4 30 ± 13 97 ± 4
Chloridazon 75 ± 4 31 ± 11 100 ± 3
Dimethoate 78 ± 6 22 ± 14 98 ± 4
Cymoxanil 89 ± 9 28 ± 11 94 ± 4
Butocarboxim 82 ± 5 63 ± 9 95 ± 4
Aldicarb 68 ± 12 55 ± 9 99 ± 4
Metoxuron 83 ± 5 101 ± 3 97 ± 3
Hexazinone 75 ± 11 88 ± 4 98 ± 3

Table 10.5. SPE Recovery of Phenols and Aromatic Compounds

Compound Recovery (%)

C-18 PS-DVB PS-DVB-CH3OH PS-DVB-COCH3

Phenol 6 91 94 100
p-Cresol 16 91 98 101
Anisole 78 91 94 98
Nitrobenzene 54 92 96 100



hydrophilicity and improved extraction efficiency for polar organic com-
pounds over underivatized PS-DVB.35 Table 10.6 shows the comparison of
recovery of several analytes on sulfonated and unsulfonated PS-DVB car-
tridge. The data indicate that it is not necessary to pre-treat the sorbent
before applying the sample with use of sulfonated PS-DVB sorbent.

10.5.2. Normal-Phase SPE

Normal-phase solid-phase extraction refers to the mechanism by which the
analyte is adsorbed onto the polar surface of sorbent from a nonpolar
solvent. The mechanism of interaction between the analyte and sorbent 
is a polar interaction, such as hydrogen bonding, dipole-dipole interaction,
p-p interaction, and induced dipole-dipole interaction. The sorbents widely
used in normal-phase SPE are silica, alumina, and magnesium silicate
(Florisil), and the silica chemically modified with polar groups like amino,
cyano, or diol. The samples for normal-phase SPE are typically dissolved in
hexane or isooctane. Step elution with solvents of increasing polarity allows
the separation into fractions on the basis of difference in polarity.

Normal-phase SPE has been in the purification of a library of N-
alkylated l-amino acids.30,43 In the synthesis of this library, the final N-
alkylated l-amino acid products were usually contaminated with small
amount of alcohols. These alcohols are less polar than N-alkylated l-amino
acids and could be removed by SPE using silica cartridge, washing with 9 :1
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Table 10.6. Comparison of Extraction Recovery of Sulfonated PS-DVB and
Unsulfonated PS-DVB Sorbent

Compound Recovered Sulfonated Recovered 
PS-DVB (%) PS-DVB (%)

Not Wetted Wetted Not Wetted Wetted

Anisole 94 96 83 89
Benzaldehyde 90 89 87 96
Nitrobenzene 96 95 88 96
Hexylacetate 94 94 84 82
Benzylalcohol 90 98 78 81
Phenol 98 95 77 89
Catechol 59 34 ND ND
m-Nitrophenol 98 99 89 95
Mesityl oxide 98 97 93 99
tert-2-Hexenyl acetate 93 90 79 89

Note: Wetting solvent is methanol; data are the average of three runs; ND = not detectable.



CH2Cl2/MeOH. The final products can be eluted by 65 :35 :5 of CH2Cl2/
MeOH/H2O.

The elution of the analytes from a normal-phase sorbent is a function of
the eluotropic strength (EØ) of the solvent.31 Table 10.7 shows the values of
eluotropic strength and polarity of the organic solvents used in normal-
phase SPE. The compounds are usually dissolved in the solvents with EØ

values less than 0.38 for silica sorbent, and eluted with solvents of EØ values
greater than 0.6.

10.5.3. Ion Exchange SPE

Ion exchange mechanism is a fundamental form of chromatography that
was invented in 1935 by Adams and Holmes.44 The synthetic polymers or
resins that contain ionizable groups are capable of exchanging ions in the
solutions. The ionizable groups are either acidic or basic. The applications
of ion exchange SPE include conversion of salt solutions from one form to
another, desalting a solution, trace enrichment, and removal of ionic impu-
rities or interferences.

The sorbents used in ion exchange SPE are PS-DVB based or silica based
with bonding of different ionizable functional groups such as sulfonic acid,
carboxylic acid for cation exchange, or aminopropyl group for anion
exchange.

Ion exchange SPE has been frequently used as a purification method for
solution-phase combinatorial chemistry.30 In the report for synthesis of

272 purifying organic compounds and combinatorial libraries

Table 10.7. Solvent Eluotropic Strength (EØ) and
polarity P ¢

Solvent EØ P¢

Acetic acid, glacial >0.73 6.2
Water >0.73 10.2
Methanol 0.73 6.6
2-Propanol 0.63 4.3
Pyridine 0.55 5.3
Acetonitrile 0.50 6.2
Ethyl acetate 0.45 4.3
Acetone 0.43 5.4
Methylene chloride 0.32 3.4
Chloroform 0.31 4.4
Toluene 0.22 2.4
Cyclohexane 0.03 0.00
Hexane 0.00 0.06



dipeptidomimetics libraries, shown as Scheme 10.1,45 ion exchange SPE was
employed to remove excess reagents in each step of the reactions. Each final
library product was purified in a 30 to 150mg scale with a purity >90%.

In the library of biarys, as shown in Scheme 10.2,30 the strong acidic
Dowex 50W-X8-200 and strong basic Amberlite IRA-400 sorbents are
added simultaneously to the crude reaction mixtures to remove the 
triethylamine and hydrogen iodide, and give the pure biaryls in 75% to 95%
yields.

Examples of automatic purification of the library product using ion
exchange SPE have been reported by Lawrence et al.46 As shown in reac-
tion Scheme 10.3, the strong cation exchange cartridge (SCX from Varian)
was used to extract the final products and gave pure amides (88–98% HPLC
purity) in 70% to 95% yields.

Gayo and Suto reported the condition optimization for purification of
amide/ester library in 96-well format,47 as shown in Scheme 10.4, the weakly
basic Amberlite IRA-68 sorbent and EtOAc as elution solvent for extrac-
tion provided the highest yield (84–100%) and purity (98–99%) of the 
products.

A 96-well format SPE process for purifying carboxylic acids was devel-
oped by Bookser and Zhu.48 The anion exchange resin Dowex 1 ¥ 8–400
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formate was used to capture carboxylic acids from the reaction mixture.
As shown in Scheme 10.5, resin, pretreated with formic acid, was allowed
to exchange with organic acids. Volatile formic acid was released in 
the process, while carboxylic acids formed ammonium salt with the 
resin. Methanol was then used to remove impurities, and the 95 :5
methanol/formic acid mixture was then used to recover carboxylic acids
with an average purity of 89% (Scheme 10.6).The purity and yields the final
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products from reductive amination and after SPE purification are 38–98%
and 23–88%, respectively. The purity and yields for Stille coupling are
91–98% and 22–61%, respectively. The extraction efficiency is pKa depen-
dent. An acid with pKa lower than the conjugate acid of the anion on the
resin can be effectively exchanged in acid or salt form.

10.6. COUNTERCURRENT CHROMATOGRAPHY

Countercurrent chromatography (CCC), also known as centrifugal parti-
tion chromatography (CPC) is the support-free liquid–liquid chromatogra-
phy. The principles of separation is based on the selective partition of the
samples between two immiscible liquid phase, which eliminates the irre-
versible adsorption of the sample onto the solid support like in other
preparative LC process and gives a higher recovery yield. High-speed coun-
tercurrent chromatography has been applied in the preparative separation
of both natural and synthetic products.49–55

The selection of the solvent systems is important to achieve the goals of
separation in CCC process. The criteria for choosing a solvent system are
the polarity of the samples and its solubility, hydrophobicity, charge state,
and ability to form complexes. The strategies for solvent optimization have
been comprehensively reviewed by Foucault et al.52,56 In general, the sample
is dissolved in a “best solvent,” and this “best solvent” partition into two
other solvents to build a biphasic system. Table 10.8 gives some samples of
the “best solvents” and two other more or less polar solvents.52

The countercurrent chromatography is used in the separation and 
purification of the natural products of notopterol and isoimperatorin 
from notopterygium forbessi Boiss, a Chinese medicinal herb used as an
antifebrile and anodyne.53 The stepwise elution of two solvent systems,
5 :5 :4.8 :5 and 5 :5 :5 :4 of light petroleum–EtOAc–MeOH–water, respec-
tively, was employed. The separation process took several hours and gave
pure fractions of notopterol and isoimperatorin with the purity of ≥98%.

Countercurrent chromatography has also been applied in purification 
of antibiotic analogues.54–55 The comparison of product purity and yield
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obtained by using CCC and using semipreparative HPLC has been
studied.54 For the same enrichment of the desired product, from purity of
25% to 95%, the hydrodynamic mode CCC gave 0.4g/L final concentra-
tion, which is about three times higher than that of 0.15g/L by preparative
HPLC. In addition hydrodynamic mode CCC consequently consumes less
solvent than preparative HPLC. Unlike preparative HPLC, CCC can
handle the very dirty materials, and no preliminary purification of the crude
is required.

10.7. PREPARATIVE THIN-LAYER CHROMATOGRAPHY (TLC)

Procedures of preparative TLC similar to those of analytical TLC have been
routinely used in screenings of product purity in the chemistry lab. Prepar-
ative TLC can separate and isolate materials from 10mg to more than 1g.
With respect to precision, accuracy, sensitivity, and recovery, preparative
TLC appears to be equivalent to preparative HPLC.14,57 Preparative TLC
is faster and more convenient than column chromatography, and less expan-
sive than preparative HPLC in terms of instrumentation. The supporting
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Table 10.8. Common Solvents for CCC Separation

Less Polar Solvent Best Solvent More
Polar

Solvent

Heptane, CHCl3 THF Water
Heptane, CHCl3, toluene, MiBK, EtOAc acetone Water
Heptane Methyl ethyl ketone Water
THF DMSO Water
Toluene, MtBE, MiBK, EtOAc MeCN Water
Heptane, toluene, EtOAc, CHCl3 BuOH Water
Heptane, toluene, EtOAc, CHCl3 PrOH Water
Heptane, EtOAc, CHCl3 EtOH Water
Heptane, toluene, EtOAc, BuOH, CHCl3 MeOH Water
Heptane, toluene, EtOAc, BuOH, MiBK, CHCl3 HOAc Water
CHCl3 HCOOH Water

Nonaqueous system

Heptane THF, EtOAc, PrOH, MeOH,
EtOH, DMF MeCN



materials and mobile phase are similar to those used in HPLC; however,
the solvent consumption in TLC is much lower. The disadvantages of
preparative TLC are that the procedure is more time-consuming than
preparative HPLC, and the same separation efficiency as preparative HPLC
cannot easily be achieved.

10.8. SUPERCRITICAL-FLUID CHROMATOGRAPHY

The SFC technique is closely related to HPLC, using much the same kind
of hardware but with compressed gas such as CO2 as a major component
in the mobile phase. Therefore the solvent volume of the purified fraction
of the desired product is very small and easily removed, which increases the
productivity significantly. More recently supercritical-fluid chromatography
(SFC) has begun to show promise as a good technology for purification of
the combinatorial library.58 The technique and applications of SFC are
reviewed by several authors.59–64

Coleman has described an HPLC system modified to make use of SFC
by a fast gradient (7 minutes) with UV and ELSD for detection and quan-
tification.65 The product purity and recovery yield for small organic mole-
cules reached higher than 99% and 95%, respectively.58

A major advantage of supercritical-fluid chromatography (SFC) is that
it offers the advantage of liquid-like solubility, with the capability to use a
nonselective gas-phase detector such as flame ionization detector. Other
advantages of using supercritical fluids for extractions are that they are
inexpensive, contaminant free, and less costly to dispose safely than organic
solvents.

Because of its increased efficiency, preparative SFC is being used for 
separations that are difficult to effect by HPLC. But, to take advantage of
the narrow peaks obtained in SFC, very little overloading can be done for
these difficult separations. As a result the maximum amount of material
obtained in a run is on the order of 100mg in SFC compared with the 1-g
amounts obtainable sometimes in HPLC.

Wang and co-workers have reported that a preparative SFC system can
be interfaced with a single quadrupole mass spectrometer for mass-directed
fraction collection.66 Samples with no chromophore (Ginsenoside Rb,
Ginsenoside Rc, and Ginsenoside Re) were isolated near homogeneity. A
more sophisticated preparative SFC system was patented by Maiefski et
al.67 There are four parallel channels in this system, and there is a UV detec-
tor for each channel. Since the eluent can be also splitted into a mass spec-
trometer, this system is capable of both UV and MS directed purification.
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10.9. CONCLUSION AND OUTLOOK

Various purification methods were reviewed in this chapter. Both prepara-
tive HPLC and solid-phase exaction are commonly used to purify large
numbers of compounds with high recovery and purity, as well as sufficient
productivity. Solid-phase exaction method is especially suitable for parallel
high-throughput purification of combinatorial libraries if there is enough
knowledge about the properties of the desired products and possible impu-
rities. Preparative HPLC is a good technique for purification of the sample
mixtures with low reaction yield and unknown impurities. Countercurrent
chromatography can offer the very large-scale purification with high 
recovery but very low throughput. Further developments in SFC technique
should offer the potential of significant advances over conventional prepar-
ative HPLC for high-throughput purification.
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CHAPTER

11

HIGH-THROUGHPUT PURIFICATION:
TRIAGE AND OPTIMIZATION

JILL HOCHLOWSKI

11.1. INTRODUCTION

11.1.1. Background

It is generally desirable to achieve purity above a certain level for com-
pounds synthesized in any format prior to high-throughput screening or
further biological assay. Postsynthesis purification achieves several assay
objectives. A high level of impurity, of either inactive contaminants or
related components, can cause inaccuracy in the determination of IC50
results or toxicity evaluations, and lead to incorrect structure-activity rela-
tionship (SAR) conclusions. Impurities in a reaction mixture can cause false
positive and false negative HTS assay results through synergy or antago-
nism effects. Therefore it is established procedure at Abbott Laboratories
to purify all synthetically generated structures via high-performance chro-
matography methods with an objective to screen and biologically evaluate
compounds only at a purity level at or above 95%.

11.1.2. Nonchromatographic High-Throughput Purification Methods

Many pharmaceutical companies possess high-throughput purification
facilities, whose methodology can take the form of either a preliminary
reaction cleanup or a high-performance technology. One such former tech-
nique is liquid–liquid extraction (LLE) as has been employed by workers
at Procter and Gamble1 for the purification of their combinatorial libraries.
This automated system partitions reaction mixtures between an aqueous
and a water-immiscible pair of solvents in a microtiter format, and provides
a typical 90% pure product with >85% recovery of desired material.
Liquid–liquid extraction can also be accomplished by employing a solid
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support for retention of the aqueous component as a “stationary phase” to
facilitate automation. A parallel format solid-supported liquid–liquid
extraction (SLE) technique has been employed at Johnson Pharmaceutical
Research Institute2 for the rapid purification of compound libraries.
Organic acid and organic base contaminants can be effectively removed by
this technique, which involves supporting an aqueous buffer stationary
phase absorbed on a diatomateous earth solid support, subsequent appli-
cation of the reaction mixture, followed by organic mobile phase elution.
This SLE technique was first reported3 from Arris Pharmaceutical, in an
automated high-throughput format, for the purification a library of N-
alkylaminoheterocycles.

Solid-phase scavenger methods are employed with increasing frequency
as a preliminary reaction cleanup step in combinatorial chemistry, and 
have recently become commercially available (Argonaut, Calbiochem-
Novabiochem, Varian, Alltech). Lilly researchers first reported on this
approach,4 employing solid supported electrophiles and nucleophiles for
reaction purification in acylation and alkylation reactions. Yield and purity
values reported were 90–95% and 50–99%, respectively, for a library gener-
ated by reductive amination.Parke-Davis researchers5 achieved the removal
of known reaction product impurities by the application of custom synthe-
sized polymer supported reagents, specifically polystyrene-divinylbenzene
supported derivatives of methylisocyanate and tris(2-aminomethyl)amine
for cleanup of by-products resulting from urea,thiourea,sulfonamide,amide,
and pyrazole libraries.

Solid-phase extraction (SPE) is a technique similar to solid-phase scav-
enger cleanup, but differs in that the impurities removed are not covalently
bound to the resin as is most frequently the case with scavenger techniques.
SPE packing materials are commercially available or easily setup in various
formats, including cartridges or microtiter plates, each of which is amenable
to facile automation. Researchers at Metabasis have reported6 a detailed
SPE investigation into the applicability of 11 different ion exchange resins
for the efficacy of recovering carboxylic acids from parallel format synthe-
ses. A microtiter well batch-wise format was employed throughout, and
demonstrated achievable purity levels up to 98% by this capture-release
process, with recovery yields typically on the order of 50% to 80%.

The above-mentioned techniques all constitute methodologies that can
routinely achieve only preliminary reaction cleanup or the removal of
library specific components, although in certain cases giving quite good
results as far as achievable yield and purity. By contrast, high-performance
chromatographies, specifically high-performance liquid chromatography
(HPLC) and supercritical fluid chromatography (SFC) are more generally
amenable to the purification of a wide range of structural types and rou-
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tinely provide compounds of 95% or better purity. These same high-
performance technologies are easily and routinely automated. Many 
companies have such high-performance, high-throughput purification
capabilities, in either HPLC or SFC and in either one of two instrumenta-
tion access formats: as a service function or as open access systems.

11.1.3. HPLC Purification Methods

High-throughput HPLC purification systems described to date all rely on
a detection methodology to recognize the elution of a peak of interest and,
based on this signal, initiate the collection of eluting materials. Detection
methods employed include ultraviolet (UV) spectroscopy, evaporative
light-scattering detection (ELSD), and mass spectrometry (MS). These
HPLC systems are almost universally reversed phase systems, PR-LC
having been found to be the technique most widely amenable to the purifi-
cation of druglike compounds. The first such high-throughput system 
was described by Weller et al. at Bristol-Meyers Squibb Pharmaceuticals.7

This system was an open-access preparative HPLC system based on UV-
threshold triggered fraction collection, and it was capable of unattended
operation. Fast flow rates, short columns, and rapid universal reverse-phase
gradient elution methods allowed the purification of up to 200 samples a
day at weights of up to 200mg. Similar systems, as will be described in detail
in a later section, have been in operation at Abbott Laboratories for several
years.8 These systems are operated in a “service” rather than in an open-
access format by a dedicated staff of purification chemists, and they are
capable of triggering fraction collection based on either a UV or ELSD
detector. Park-Davis researchers reported9 on a UV-triggered fraction col-
lection system for the purification of combinatorial libraries that operated
in either a reverse-phase or a normal-phase mode. Their scheme entailed
“scouting” analytical HPLC/MS data accumulation, whose conditions were
selected based on structural information and subsequently applied to the
selection of final purification conditions. A parallel processing format, UV-
triggered HPLC system available from Biotage, termed ParallexR was co-
developed with MDS Panlabs.10,11 The system is comprised of four injectors,
four parallel HPLC columns that are developed with identical gradients and
a custom designed parallel flow path UV detector for the eluant, which
allows the fraction collection from each to be triggered by two simultane-
ous wavelengths. This system accommodates the purification of 48-well
microtiter format reaction mixtures, each carried out at a one millimolar
scale. GlaxoSmithKline researchers12 evaluated the high-throughput capa-
bilities of the ParallexR system for the purification of their combinatorial
arrays generated via solid-phase syntheses. They described the system as
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“robust” and capable of purifying 200 samples in 10 hours, with a 93%
success rate, excellent purity, and acceptable recovery.

The most recently described fraction collection trigger methodology for
HPLC has been mass spectrometry. The advantage of MW-triggered frac-
tion collection over UV or ELSD initiated collection to combinatorial
libraries lies in the fact that the single desired component from each reac-
tion mixture is the only fraction collected, thus alleviating the necessity of
postpurification deconvolution of fractions as well as of sample validation.
Collaborations between CombiChem & Sciex and between Pfizer, Gilson
& Micromass were responsible for the success of this MW-triggered frac-
tion collection technology. Kassel et al.13 at CombiChem reported the analy-
sis and purification of combinatorial libraries by reverse-phase HPLC on a
parallel analytical/preparative column dual operations system termed “par-
allel Analyt/Prep LCMS.” This system employs an ESI-MS as the on-line
detector that, in the preparative mode, initiates the collection of the reac-
tion component of interest. The system has the capability to analyze and
purify 100 samples a day and is available to the synthetic chemists on an
open-access basis. In a further modification by the same group,14 through-
put was increased by the parallel formatting of two each of the analytical
and preparative HPLC columns, thus expanding the instrument capability
to the processing of more than 200 samples a day per instrument.The Pfizer
group15 designed a system capable of processing samples from about 10 to
20mg in either the UV-triggered or the MW-triggered fraction collection
mode. Using short columns and alternating column regeneration cycles, the
system is capable of purifying a set of 96 samples in 16 hours.

A recent report by Kassel et al.16 describes a high-throughput MW-
triggered HPLC purification system operated in a four-column parallel
format. This is achieved by directing the flow from each of four HPLCs into
a multiplexed ESI ion source, which the authors term a “MUX” system.
The MUX ion source is comprised of separate electrospray needles around
a rotating disc, allowing independent sampling from each individual 
sprayer by the MS. MW-triggered collection from each of the four HPLC
is directed to each of four fraction collectors. This technology is capable of
expansion to accommodate up to a total of eight HPLC systems. The
authors describe the application of this system to the purification of sample
sizes from 1 to 10mg, wherein they achieve recovery values above 80% and
typical 90% purity of materials after optimization of the fraction collector’s
valve-switching timing. Three MW-triggered fraction collection HPLC
systems are commercially available at present from Agilent (Wilmington,
DE), Waters/Micromass (Milford, MA), and ThermoFinnigan (Waltham,
MA).
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11.1.4. SFC Purification Methods

Supercritical fluid chromatography (SFC) is the second high-performance
chromatographic technique that has been applied to the purification of
combinatorial chemistry libraries. SFC and HPLC techniques are similar in
that each achieves separation by the adsorption of crude materials onto a
stationary phase column followed by the preferential elution of compo-
nents by a mobile phase. SFC differs from HPLC in the nature of the mobile
phase employed, which in SFC is comprised of high-pressure carbon
dioxide and miscible co-solvents such as methanol.The advantage of carbon
dioxide as a mobile phase lies in the alleviation of sample dry-down which,
particularly in large sample set purifications, can be a rate-limiting step in
the total process. Preparative scale SFC is a recent addition to the arsenal
of purification tools available for library purification, and instrumentation
is only now catching up to the application on a research scale.

Berger Instruments (Newark, DE) developed the first semipreparative
scale high-throughput SFC instrument17 to be employed for the purification
of combinatorial chemistry libraries. This commercially available system is
comprised of several modified or developed components to achieve chro-
matography where a compressible fluid is the primary mobile phase. The
system is comprised of a pump modified to achieve accurate delivery of
carbon dioxide, a high-pressure mixing column, a manual injector, and a UV
detector modified with a high-pressure flow cell. Back-pressure regulation
is employed to control the column outlet pressure downstream of the UV
detector, and a Berger Instruments “separator” prevents aerosol formation
as fluid-phase methanol/carbon dioxide expands to the gas phase and sep-
arates from the liquid organic modifier. Fractions are collected at elevated
pressure into a “cassette” system comprised of four individual compart-
ments, each with a glass collection tube insert, allowing efficient collection
of up to four components per chromatogram.

The purification of combinatorial libraries on a Berger system is
described by Farrell et al.18 at Pfizer for their parallel solution-phase syn-
theses. The overall process employs as well analytical SFC in combination
with mass spectrometry and nitrogen chemiluminescence detection off-line
of the preparative-scale SFC systems. Pre-purification analytical SFC/
MS/CLND allows the triage of samples for purification, and an in-house
software package analyzes data for predicted quality based on an 
evaluation of UV and MS data for the potential of co-eluting peaks during
purification. This same software package selects a collection time window
for purification, which is necessary to limit the number of fractions per
sample. This system accommodates the purification of samples up to 50mg
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in weight. Postpurification analytical SFC/MS/NCD is used as well to vali-
date purified samples.

Our group also has custom modified19 a Berger Instruments preparative
SFC for use in support of the purification20,21 of libraries synthesized by the
high-throughput organic synthesis group and have integrated this system
into the existing preparative HPLC purification processes. Specifics of this
instrument and applications to the purification of libraries will be detailed
within the text of this chapter.

MW-triggered fraction collection in SFC has been reported by the
Dupont group,22 whose system is comprised of a Gilson (Middletown, WI)
semipreparative SFC and autosampler and a PE Sciex (Foster City, CA)
mass spectrometer with ESI source, operated in the positive ion mode. A
simple foil seal is placed over the collection tubes to improve recovery into
the fraction collection system, and provide a loose barrier that encourages
retention of the methanol portion of the eluant and departure of the carbon
dioxide. Two solvent makeup pumps were added to the system: one to
provide additional flow to the fraction collector as carbon dioxide departs
and a second to provide auxiliary flow of methanol containing formic acid
additive to the mass spectrometer stream in order to dilute sample con-
centration as well as to improve ion signal and peak shape. Fraction col-
lection is triggered when signal for a component of the desired molecular
weight from each sample goes above a pre-set threshold value and is con-
trolled through the mass spectrometer software package. This system is
capable of purifying crude samples up to 50mg in weight for chromato-
graphically well-behaved samples, and it is used by DuPont scientists for
chiral separations as well as general library purifications. Kassel from the
DuPont group has also reported23 preliminary efforts toward a MW-
triggered preparative SFC system on the Berger platform.

Ontogen researchers24,25 have custom designed a MW-triggered semi-
preparative SFC system for purification of their parallel synthesis libraries.
This parallel four-channel system is capable of processing four microtiter
format plates simultaneously. A protocol is used whereby UV detection is
first employed to identify peaks from each sample as they elute, followed
by diversion of a split stream from the eluant to a mass spectrometer for
molecular weight determination. Each of the four SFC columns is moni-
tored by a dedicated UV detector, but as peaks are identified by their
respective detectors, all are diverted to a single time-of-flight mass spec-
trometer. Fraction collection is initiated by the mass spectrometer, which
identifies the desired target peak and then triggers fraction collection into
a “target plate.” In addition to collection of the desired component, reac-
tion by-products are diverted into an ancillary plate whose fraction collec-
tion is initiated by identification by the mass spectrometer of a MW other
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than that of desired product. Collection plates have a 2mL deep-well
microtiter format and are custom designed with “expansion chambers” to
accommodate evaporation of carbon dioxide as it departs. A 31-second
“timeout” at the flow rate of 12mL/min is used to avoid collection above a
desired volume per sample and to achieve collection of samples into single
wells. In-house designed software tracks all compounds collected with
respect to plate and well location.

11.1.5. Abbott Laboratories HTP Scope

The high-throughput purification (HTP) group at Abbott Laboratories is
based strictly on high-performance chromatography techniques so as to
yield purities at 95% and above. Further HTP is set up as a service func-
tion rather than as open-access instrumentation. The synthetic chemists
drop off samples at a centralized location, the purification work is carried
out by a staff of purification chemists dedicated to the task, and purified
compounds are returned to the synthetic chemist along with structural val-
idation based upon MW. A wide range of synthetic formats are submitted
to this HTP service, including those from a high-throughput organic syn-
thesis (HTOS) group (who synthesize, on a service basis, 48 member
libraries), a combinatorial chemistry projects support (CCPS) group dedi-
cated to specific therapeutic targets and synthesize highly variable-sized
libraries (from ten to hundreds of members), as well as numerous medici-
nal chemists, who typically synthesize single or small numbers of com-
pounds of a particular class at a time. Similarly the weights of materials
synthesized by these three distinct groups of synthetic chemists vary as do
their library sizes. Whereas the HTOS group generate strictly 10 to 50mg
member libraries, the CCPS libraries may vary from 10 to 100mg and the
medicinal chemists single samples from 50 to 300mg. This high variance in
library size and entity weight requires a highly flexible purification service.
Additionally each of the three synthetic schemes presents specific purifica-
tion challenges. HTOS libraries, based on standardized chemistries, tend to
give a high variability in product yield.The CCPS libraries are often carried
out on valuable “core” in late-stage development, and hence reliability in
return of the purified material is of paramount importance. Compounds
synthesized by the medicinal chemist are submitted to HTP in “sets” of one,
two, or few reaction mixtures and hence present a challenge in terms of pro-
cessing efficiency.

The scope of the present HTP service is capable of processing samples
sized from 10 to 300mg in weight, maintains for the client chemists a 72
hour turnaround, has the capacity to purify 25,000 samples a year, and oper-
ates with a 99% success rate. To maintain this broad charter of service, it is
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required for submission of samples to HTP that analytical proof be pro-
vided for the presence of desired component via an analytical HLPC/MS
trace, and that the desired component of the crude reaction mixture be
present in at least an estimated 5% yield. Additionally the purifications
requested must be of the routine type, excluding “natural products mix-
tures,” no proteins, large peptides, or highly insoluble (in DMSO or MeOH)
materials.

11.2. PURIFICATION SYSTEMS AND ANALYTICAL SUPPORT

11.2.1. Purification

To accommodate the variant needs of the different synthetic chemistry
groups, a series of high-performance chromatographic systems are
employed, including UV-triggered HPLC, ELSD-triggered HPLC, MW-
triggered HPLC, and UV-triggered SFC. Each sample set submitted to the
HTP service is directed to the specific instrument and technique that best
meets the purification requirements of the library, based on considerations
of efficiency and compatibility of the chromatographic technique to the
structures, weights, and purification complexity.

HPLC (UV/ELSD)

The purification system first set up for our HTP service is a series of
UV/or/ELSD-triggered fraction collection HPLC instruments.26 Each
UV/ELSD-HPLC is comprised of a Waters (Milford, MA) PrepLC 4000
solvent delivery and control system, a Waters 996 Photo PDA detector,
Waters 717 plus auto-sampler, an Alltech (Deerfield, IL) Varex III ELSD,
and two Gilson (Middletown, WI) FC204 fraction collectors. The chro-
matography columns used are Waters SymmetryR columns in 7-m particle
size, radial compression format, employing different sizes: 10 ¥ 100mm,
25 ¥ 100mm, and 40 ¥ 100mm for the purification of samples sized from
10–20, 20–70, and 70–300mg, respectively. The standard gradient elution
methods used are 0–100% CH3CN:0.1% aqueous TFA or ammonium
acetate, 10–100% CH3CN:0.1% aqueous TFA or ammonium acetate,
20–100% CH3CN:0.1% aqueous TFA or ammonium acetate, and 50–100%
CH3CN:0.1% aqueous TFA or ammonium acetate. The fraction collection
is triggered by PDA detection at 220, 240, or 254nm or by ELSD, based on
an evaluation of analytical LC/MS data.

To ensure return to the synthetic chemist of the desired product or prod-
ucts from the UV- or ELSD-triggered fraction collection, loop injection
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mass spectrometry is employed. The MS validation system is comprised of
a Finnigan (Waltham, MA) LCQ MS, operated in either ESI or APCI
probe, in positive or negative ion mode, a Gilson 215 liquid handler for loop
injection delivery of samples to the instrument, and a Gilson 307 solvent
delivery system for addition of MeOH/10mM NH4OH (7 :3) into the mass
spectrometer.

Custom software packages were written in-house in order to track
sample submissions, track fractions collected, make selections of fractions
for loop injection MS validation, label samples, and generate chromato-
graphic and mass spectrometry reports for return to the synthetic chemist.
Sample submission begins with an Intranet-based log-in system (as shown
in Figure 11.1). The chemist provides laboratory notebook designation 
(for sample tracking purposes), structure, and MW (if available) for the
desired component(s), weight of the crude material to be purified (for the
selection of column size), and any comments regarding special handling or
information relevant to purification.This log-in system has a manual sample
mode in which individual compounds can be entered singly and is also 
compatible with our company’s electronic notebook system so that all data
for large library sets can be populated automatically from the electronic
notebook.

Samples submitted via the electronic notebook appear on the worksta-
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tion for each of the purification chemists in HTP in a custom software
package.Whenever possible, samples from multiple sources are grouped for
purification. This can be done whenever the optimal wavelength for frac-
tion collection trigger and the optimal gradient elution method are deemed
identical for multiple sample sets. Doing so increases efficiency of the
overall process. The software allows the assignment of purification para-
meters to a specific preparative scale HPLC. Upon completion of purifica-
tion, data files and fraction collection racks are passed on for loop injection
MS of fractions selected by the purification chemist. This system of UV-
triggered fraction collection followed by MS validation has been the main-
stay purification technique for HTP at Abbott for several years. It was
adopted on the principle that several relatively inexpensive yet slow HPLCs
feeding into a single more costly but fast MS give good value and allow for
expansion. We have thus succeeded in accommodating initially two and
presently four preparative UV/ELSD-triggered HPLCs.

At this point custom software allows importation of chromatograms and
correlated mass spectrometry data to be reviewed by the purification
chemist (as shown in Figure 11.2). Those fractions corresponding to the
desired component(s) are selected for sample labeling and dry-down. The
sample, along with a Purification Report (as shown in Figure 11.3), is
returned to the submitting chemist.

HPLC (MS)

In addition to the UV or ELSD triggered HPLC instruments described
above, an MW-triggered HPLC instrument is available in our HTP facility.
This is commercially known as the Agilent (Wilmington, DE) 1100 series
LC/MSD, which includes a PDA detector and mass spectrometer and a
Gilson 215 liquid-handler for injection and fraction collection. An Antek
(Houston, TX) 8060 nitrogen specific detector (Chemiluminescent Nitro-
gen Detection–CLND) was integrated into the system in order to achieve
on-line determinations of sample weights during purification. Custom
macros as well as a custom data browser were written for sample tracking
and data viewing,27 which includes CLND quantitation information made
available in the final client report. The chromatography column employed
on this system is a Phenomenex LunaR C8, 5-m particle size column of 50 ¥
21.2mm dimensions, used for the purification of 10 to 50mg HTOS libraries.
Standard gradient elution methods used are 0–100% MeOH:0.1% aqueous
TFA, 10–100% MeOH:0.1% aqueous TFA, 20–100% MeOH:0.1%
aqueous TFA, 50–100% MeOH:0.1% aqueous TFA, with methanol being
used in lieu of acetonitrile so that solvent does not interfere with on-line
CLND quantitation results.
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SFC (UV)

The supercritical fluid chromatography (SFC) instrumentation employed
by our HTP service was built19 from purchased and modified components.
To a “manual” version of a Berger Instruments (Newark, DE) semiprepar-
ative SFC we integrated a Gilson 232 (Middleton, WI) autosampler and a
Cavro (Sunnyvale, CA) pipetting instrument customized in-house to serve
as a fraction collector. A custom designed fluid/gas outlet or “shoe” on the
fraction collector enables collection of samples at atmospheric pressure,
and a methanol wash system is incorporated into the fraction collection line
to ensure high recovery and eliminate cross-contamination between frac-
tions. Communication among the proprietary Berger SFC control software,
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Figure 11.2. Custom software for sample tracking and mass spectrometric validation of HPLC
fractions.



the Gilson autosampler scripts, and the custom fraction collector control
software, each of which runs on a separate computer, is accomplished
through a series of digital control lines that indicate the status of a partic-
ular subsystem to its two companions. In addition analog and digital input
lines running from sensors on the Berger SFC to the fraction collection
computer are used to track all fractions, to log their timing, and to record
the overall chromatograms.

The chromatography columns used are Berger Instruments “Amino,”
“Cyano,” and “Diol” in 6-m particle size with a 21.2 ¥ 150mm format. The
standard gradient elution methods employed are 5–50% methanol in
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Figure 11.3. Purification Report returned to chemist, containing chromatogram with returned
peaks highlighted, and MS results.



carbon dioxide, 10–60% methanol in carbon dioxide, 20–60% methanol in
carbon dioxide, with “hold” period of 2 minutes at the highest percentage
of methanol at the end of each run. A tertiary modifier may be added to
the methanol component of the solvent system, typically 0.5% triethy-
lamine or 0.5% 1,4-dimethylpiperazine. Fraction collection on our semi-
preparative SFC is UV triggered from a Knauer UV detector with
high-pressure flow cell purchased through Berger Instruments.

Postpurification validation is accomplished on the same instrumentation
described above for loop injection MS. The software packages also
described above for the UV-triggered, MS-validated preparative HPLC
setup already in place were expanded to accommodate SFC data and
samples. This software tracks mass spectrometry results and fraction col-
lection data, correlating test tube location within a rack to chromatogram
peaks as well as to MW. Thus samples purified on each of four HPLCs and
one SFC by UV trigger can be validated on a single MS from identical foot-
print fraction collector racks and via a single software package.

11.2.2. Analytical Support

All samples submitted to the HTP service are required to be provided along
with an analytical HPLC/MS report demonstrating that the desired reac-
tion product has been generated. Additionally information from the ana-
lytical LC/MS/UV/ELSD reports are used by the purification chemist for
the selection of optimal chromatographic method and fraction collection
trigger wavelength. These reports are acquired on one of a series of open-
access analytical HPLC/MS/UV/ELSD instruments that are set up at loca-
tions convenient to the synthetic chemists sited either within or near to
individual synthesis laboratories.Two instrumentation formats are available
to the chemist: injection vial and microtiter tray. The stations are operated
as open-access systems by the synthetic chemists, and submission rules are
enforced for the first format instruments, as sets of three samples only may
be acquired during regular working hours and larger sets must be run
overnight. However, we presently we have no analytical SFC capabilities
in-house. The samples purified by SFC methods are selected based on
known correlations of standardized chemistries, and the resultant func-
tionalities are generated by the HTOS group.

Analytical LC/MS/UV/ELSD: Injection Vials

A series of instruments set up in “injection vial” format are each comprised
of a Finnigan (San Jose, CA) Navigator with data control software, an
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Agilent (Wilmington, DE) 1100 Series HPLC and PDA detector, and a
Sedere (Alfortville, France) Sedex 75 detector. The columns used on the
analytical instruments are Phenomenex LunaR C8 columns in a 5-m parti-
cle size and 2.1 ¥ 50mm format. Standard gradient elution systems used are
10–100% acetonitrile : 0.1% aqueous TFA, at 1.5mL per minute flow rate
with positive ion APCI mode detection or 10–100% acetonitrile : 10-mM
ammonium acetate, at 1.5mL per minute flow rate with negative ion APCI.
These systems are mostly employed by medicinal chemists. Reports gener-
ated on this system are sent directly to the desktop of the submitting
chemist via a custom program integrated to the company’s e-mail system.
Data are archived to the central server and are available to the synthetic
chemist for further processing or future retrieval.

Analytical LC/MS/UV/ELSD: Microtiter Format

A microtiter injection format analytical HPLC/MS/UV/ELSD is available
to the high-throughput organic synthesis (HTOS) group at Abbott so as to
be compatible with their automated library syntheses format. This system
is comprised of a Waters (Milford, MA) ZMD/Alliance LC/MS with APCI
probe operated in the positive ion mode and a Sedere (Alfortville, France)
Sedex 75 detector. Columns used on the analytical instruments are 
Phenomenex LunaR C8 columns in a 5-m particle size and 2.1 ¥ 50mm
format. A standard gradient of 10–100% acetonitrile : 0.1% aqueous TFA,
at 1.5mL per minute flow rate is used exclusively on this instrument.A soft-
ware package—Masslynx Diversity BrowserR, commercially available from
Waters—allows the HTOS chemist a global view of the success of library
prior to submission to purification.

11.2.3. Purification Workflow

Samples are submitted for purification on a continual basis to the HTP
service by a large number of chemists. These samples are generated in
diverse formats, varying in weight of individual sample, library set size,
yield, polarity and functionality, and in chromatographic behavior. For each
sample or set submitted, however, the same general work flow is followed.
This work flow begins with an Intranet-based sample log-in system, avail-
able to client chemists from their desktop. Data entered into the sample
log-in system begins the automated process of sample tracking and provides
information used in the selection of a purification method, such as sample
weight and structure. Data are imported in different formats into the
various purification systems available within HTP, but the system is
designed such that output format and sample labeling are transparent to

294 high-throughput purification: triage and optimization



the submitting chemists. As described in the previous instrumentation
section, samples are purified either by SFC or HPLC and by UV-, ELSD-,
or MW-triggered fraction collection. In each case mass spectral validation
data are returned to the synthetic chemist generated during either purifi-
cation, as in the case of MW-triggered HPLC, or postpurification by loop
injection MS, in the case of UV- or ELSD-triggered collection. After the
acquisition of mass spectra, samples to be returned to the chemist are
selected within interactive sample processing software packages, as
described in the previous section. Labels are generated upon peak selec-
tion, and the appropriate fractions pulled, labeled, and dried-down on a
series of centrifugal evaporation systems. These dried and labeled samples
are returned to the submitting chemist along with a purification report and
MS data, and an e-mail is sent to the chemist informing them that samples
are ready for pickup.The process is accomplished within 72 hours of sample
receipt. In the event that the submitting chemist subsequently requests the
return of additional samples from the crude reaction mixture after evalua-
tion of the purification report, all fractions collected from each run are
retained for approximately one week.

11.2.4. Purification Triage

Of the systems just described, each may be more amenable to the purifica-
tion of specific sample sets based on considerations such as sample sets size,
sample weights, and structural characteristics. Additionally consideration is
given to the availability of each instrument at the time at which samples
are submitted and how the purification can be more efficiently and rapidly
returned to the submitting chemist.

UV-triggered HPLC represents the highest purification capacity in HTP
with four instruments available.This technique is therefore employed as the
first of choice for all routine samples. These instruments are always used
when chromatographic and spectroscopically amenable for the many small
sample sets submitted in a given day. Further, when more than one com-
ponent is requested for return, or particularly when the MW of some
requested components are unknown, UV-triggered HPLC is employed. All
samples in weight above 70mg are purified on these systems as they are the
only instruments presently set up in an automated column–switchable
format that accommodates larger sized columns. The only requisite for use
of the systems is that a good UV chromophore, else a good ELSD response,
be observable based on the analytical LC/MS data. In order to most 
efficiently use the instruments available, several small sample sets from 
different submissions may be combined into a single purification set if the
optimal gradient method and trigger wavelength are compatible.

purification systems and analytical support 295



MW-triggered HPLC purification is selected as the method of choice
when large libraries are submitted with high variability in reaction yield.
When no good UV chromophore is present in the reaction products, either
ELSD-triggered fraction collection as described above or MW-triggered
fraction collection must be employed. The requisite for fraction collection
triggered by MW is the presence of a good ionizable group within the reac-
tion product. Approximately one-half the face time is necessary on the part
of HTP staff technicians for MW-triggered purification due to the elimina-
tion of a second MS validation step and sample sorting after UV-triggered
purification. Therefore the single MW-triggered HPLC available to HTP is
used at capacity at all times.

SFC is selected as the purification method of choice for several sample
types. As SFC is a normal-phase chromatography technique, it is used for
the purification of highly lipophilic compounds. When the submitting
chemist requests that TFA not be used in purification, SFC may be used as
an alternative to the less desirable ammonium acetate buffer alternative in
HPLC. SFC can offer advantages in terms of increased resolution, hence
crude samples with a high degree of complexity are preferentially purified
by SFC. The requisite for purification by SFC is good solubility of material
in an injection solvent compatible with carbon dioxide (typically methanol,
dichloromethane, acetonitrile, and mixtures thereof) and, since this system
is set up only in a UV-triggered mode, a good UV chromophore. In general,
we have worked out methods specific for the purification of the standard-
ized chemistries generated by the HTOS group,21 so SFC is applied only to
the purification of libraries from this client set. Since HTOS represents
approximately one-half of the total number of samples submitted to HTP,
this instrument is always used at capacity.

11.3. LIBRARY PURIFICATION EXAMPLES

The following examples (selected from typical structural types synthesized
for the purpose of purification triage) illustrate application of each of the
purification systems described above: UV-triggered HPLC, MW-triggered
HPLC, and UV-triggered SFC. Upon submission of libraries to HTP, each
of the three purification technologies is considered in terms of the relative
merits and liabilities of the technique. The library characteristics evaluated
include sample weights, sample set sizes, variability of yields within a library,
the presence of good UV chromopore or good MS ionization character, and
finally what samples are in process and those in queue as this affects instru-
mentation readily available at the time of submission. Each of the exam-
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ples in the following sections depicts the purification of a single member
from a set of similar samples submitted as a set.

11.3.1. UV-Triggered HPLC Purification Examples

UV-triggered HPLC represents the highest capacity instrumentation cur-
rently available within HTP. Therefore it is employed for the purification
of most routine samples when a good UV chromophore is present. The
ELSD-triggered format available on this same instrumentation is initiated
only if necessary, as it is somewhat less reliable than is UV-triggered frac-
tion collection. Owing to the large numbers of such sets submitted on a daily
basis, all small sample sets (of one through six members) are purified by
UV-HPLC if feasible.

Example 1 was a set of two reductive amination reaction samples sub-
mitted for purification. Each sample was approximately 200mg and there-
fore was above the weight that can be processed in a single injection by our
SFC instrumentation. As it is both more efficient and more desirable for
the synthetic chemist that materials be purified and returned as a single
fraction, HPLC was the method of choice for purification in this case. Each
of the two samples had a good UV chromophore at both 220 and 254nm
and was therefore amenable to UV-triggered fraction collection. As a
routine, high-weight, small sample set with good UV characteristics, UV-
triggered HPLC was the method selected for processing. Figure 11.4A and
11.4B depict the structure and chromatography for one member of this
sample set.

Example 2 was a 48-membered library of amine formation reaction
products submitted for purification. Each sample was approximately 50mg
in weight, and all reactions proceeded with similar high yields. Each sample
had a good UV chromophore at 220nm, which was distinct from other 
reaction components as evidenced by the analytical HPLC/MS supplied
upon submission. Therefore as routine library with a good UV product
chromophore and similar reaction yields, HPLC, UV triggered at 220nm
was selected as the purification method for this library. Figure 11.5A and
11.5B depict the structure and chromatography, respectively, for a repre-
sentative member of this library.

11.3.2. MW-Triggered HPLC Examples

A single MW-triggered HPLC instrument represents the total capabilities
of this technology within HTP and is generally employed at capacity.There-
fore this technique must often selected only when necessary, such as for the
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purification of samples with a poor UV chromophore or where low yield
or highly variable yield in a library set can be more reliably processed by
MW-triggered fraction collection.

Example 3 was a 48-membered library of amide formation reaction
products submitted for purification. Each reaction had been set up to
provide approximately 50mg of product, but the individual reactions 
subsequently proceeded with highly variable yields. Although a UV chro-
mophore at 254nm showed a good extinction coefficient, the variability in
yield presented the product as a peak of highly variable intensity. Purifica-
tion by either UV-triggered HPLC or SFC would have required that the
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Figure 11.4. (A) Purification example 1. (B) Reaction and product depicted in a chro-
matogram of the UV-triggered HPLC purification. Chromatography conditions: C8 column
(40 ¥ 100mm, 7-m, radial compression, SymmetryR, Waters), 10–95% aqueous 0.1%
TFA/CH3CN at 70mL/min over 10 minutes. Fraction collection triggered at 220mm. Arrow
indicates the desired reaction product.



samples to be split into separate sets with different UV-triggered threshold
settings. Since the desired products from all members the library gave good
ionization in positive ion mass ESI spectrometry, MW-triggered HPLC was
selected as the purification method for this library. Figure 11.6A and 11.6B

library purification examples 299

O

NH

N

H3CO

CH3

O

OHC

NH2

N

H3CO

CH3

II

A

B

Figure 11.5. (A) Purification example 2. (B) Reaction and product depicted in a chro-
matogram of the UV-triggered HPLC purification. Chromatography conditions: C8 column
(25 ¥ 100mm, 7-m, radial compression, SymmetryR, Waters), 10–95% aqueous 0.1%
TFA/CH3CN at 70mL/min over 10 minutes. Fraction collection triggered at 220mm. Arrow
indicates the desired reaction product.
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Figure 11.6. (A) Purification example 3. (B) Reaction and product depicted in chromatogram
of the MW-triggered HPLC purification. Chromatography conditions: C8 column (21.2 ¥
50mm, 5-m, LunaR Combi-HTS, Phenominex), 10–100% aqueous 0.1% TFA/MeOH (0.5
minute hold, 5.5 minute gradient, 1 minute hold) at 40mL/min over 8 minutes. Fraction col-
lection triggered by positive ion ESI-MS. Arrow indicates desired reaction product.



depict the structure and chromatography, respectively, for a representative
member of this library.

Example 4 was a 48-membered library, where each reaction was set up
to generate 20mg in crude weight. As in example 3, the individual reactions
proceeded with highly variable yields. Although a good UV intensity could
be observed at each of 220, 240, and 254nm, the variability in yield 
presented the product as a peak of highly variable intensity as well as 
percentage of crude reaction mixture. So again, purification by either UV-
triggered HPLC or SFC would have required that the samples to be split
into separate sets with different UV-triggered threshold settings and, opti-
mally, different wavelengths. Since the desired products from all library
members gave good ionization in positive ion mass ESI spectrometry, MW-
triggered HPLC was selected as the purification method for this library.
Figure 11.7A and 11.7B depicts the structure and chromatography, respec-
tively, for a representative member of this library.

11.3.3. UV-Triggered SFC Examples

Although not a requisite for the selection of SFC as the purification tech-
nique of choice, highly lipophilic samples are preferable so as to avoid 
solubility problems often encountered in reverse-phase HPLC processing.
It should be noted, however, that highly polar materials can be purified 
by SFC so long as materials can be dissolved at a level of 50mg/mL of
methanol, along with co-solvents such as acetonitrile or dichloromethane.
Further, when a synthetic chemist specifically requests that samples be
returned in their non-TFA salt form, SFC is selected as it can be frequently
developed in methanol/carbon dioxide or, alternatively, volatile small amine
modifiers such as triethylamine. Finally, it is generally possible to achieve
better resolution with an SFC rather than the HPLC method of our present
setup, so in instances where a difficult separation of desired product is 
anticipated based on LC/MS analysis, SFC may be preferentially chosen
over HPLC.

Example 5 was a 48-membered library submitted for purification, each
sample being approximately 20mg in crude weight. Each sample had good
UV intensity at 220nm, while exhibiting poor ionization in mass spectrom-
etry as evidenced by analytical LC/MS.As the purification of amide libraries
by SFC is well worked out owing to the large numbers of these libraries
generated by our HTOS group, this method was readily selected for purifi-
cation. Figure 11.8A and 11.8B depict the structure and chromatography,
respectively, for a representative member of this library.

Example 6 was a 48-membered library submitted for purification, each
sample being approximately 20mg in crude weight and each proceeding
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Figure 11.7. (A) Purification example 4. (B) Reaction and product depicted in chromatogram
of the MW-triggered HPLC purification. Chromatography conditions: C8 column (21.2 ¥
50mm, 5-m, LunaR Combi-HTS, Phenominex), 10–100% aqueous 0.1% TFA/MeOH (0.5
minute hold, 5.5 minute gradient, 1 minute hold) at 40mL/min over 8 minutes. Fraction col-
lection triggered by positive ion ESI-MS. Arrow indicates desired reaction product.
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Figure 11.8. (A) Purification example 5. (B) Reaction and product depicted in chromatogram
of the UV-triggered SFC purification. Chromatography conditions: Diol column (21.2 ¥
150mm, Berger Instruments), 0.5% Et3N/MeOH in carbon dioxide, 5–60% over 6 minutes and
hold at 60% for 2 minutes. Fraction collection was triggered by UV at 254nm. Arrow indi-
cates desired reaction product.

with similar high yields. Each sample had good UV intensity at 254nm,
while exhibiting poor ionization in mass spectrometry as evidenced by ana-
lytical LC/MS. Further it was observed that the reaction product and amine
core were not well resolved by HPLC for many monomers within the
library. Therefore UV-triggered SFC was selected as the purification
method of choice for this library. Figure 11.9A and 11.9B depict the struc-
ture and chromatography, respectively, for a representative member of this
library.
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Figure 11.9. (A) Purification example 6. (B) Reaction and product depicted in chromatogram
of the UV-triggered SFC purification. Chromatography conditions: Diol column (21.2 ¥
150mm, Berger Instruments), 0.5% Et3N/MeOH in carbon dioxide, 5–60% over 6 minutes and
hold at 60% for 2 minutes. Fraction collection was triggered by UV at 220nm. Arrow indi-
cates desired reaction product.
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CHAPTER

12

PARALLEL HPLC IN HIGH-THROUGHPUT
ANALYSIS AND PURIFICATION

RALF GOD and HOLGER GUMM

12.1. INTRODUCTION

In the pharmaceutical industry high-throughput screening (HTS) has
become a standard procedure in drug discovery and lead optimization. For
this reason the preparation and purification of a huge number of test
samples for HTS has become an indispensable prerequisite in the drug
development process. Automated synthesis of compound libraries and frac-
tionation of natural product extracts are the two widely used approaches
to get access to a huge number of substances covering the supply of the
high-throughput screening systems. However, it is of major importance to
provide these test samples with a purity of higher than 80% to gain reliable
and reproducible test results. This challenging demand has created a new
discipline in high-throughput purification (HTP).

Over the last three decades high-performance liquid chromatography
(HPLC) has been proved to be a versatile and very robust method in non-
destructive sample analysis and purification. HPLC has become one of the
most important chromatography methods in research and industry. Since
the beginning of this evolution the improvement of stationary phases, stan-
dardization of equipment and consumables, as well as development of
sophisticated detection systems and coupling techniques has been a major
task for scientists and equipment manufacturers.All these basic efforts have
lead to a very high standard. Robustness and reliability are not a concern
any more. Nowadays HPLC has come close to its technological limits.
However, the increasing demand for higher throughput in HPLC triggered
by the needs of HTS has created a new and challenging bottleneck. Solving
this topic is the basic idea in the development of modern HPLC systems of
a second generation.
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12.2. HOW TO SPEED UP THROUGHPUT IN HPLC?

It is a common agreement that a high degree of automation in HPLC will
help to optimize throughput, sample logistics, and up-time of the instru-
mentation. But automation is not a real restriction in this development,
as computer and controller systems to deal with this task are available for
reasonable cost. Software with graphical user interface (GUI) supporting
the operator to get easily an overview of the running system is state of the
art.

However, when looking at HPLC separation speed itself, there is a 
physical boundary that must be overcome for the desired high resolution
of the separated chromatographic peaks. In a simplified way for a gradient
separation this can be illustrated by (12.1), which is applicable for analyti-
cal separations but can approximately be used for preparative HPLC as
well:

(12.1)

The capacity factor k’, and therefore the resolution of the chromatographic
peaks, is proportional to the gradient time tg and the flow rate F at a given
interparticle volume, which is the void volume V0 of the column. For a given
resolution the gradient time tg, though, can only be shortened by increasing
the flow rate F and decreasing the void volume V0 of the column. Both 
measures increase the backpressure of the column dramatically, and there-
fore shorter columns with a lower void volume, namely with smaller parti-
cles in the stationary phase, have been used for speeding up gradient
separations.1,2

Another way to speed up HPLC that does not interfere with the exist-
ing gradient separation method is by parallel operation of several HPLC
columns. The development in this direction started a couple of years ago3,4

when fast gradient separation was first combined with mass spectrometry-
based detection. Parallel column operation was achieved by a single
pumping system and a splitter tee that transferred the gradient flow onto
two HPLC columns.4 The effluent of the two columns was simultaneously
sprayed into a modified ion spray interface of a quadrupole mass spec-
trometer.4 From the overlay chromatogram both desired and previously
known compounds were identified after their molecular ions were filtered
from the total ion current (TIC). In this first system, however, it was 
difficult to enhance the parallelization, and the detection system created a
bottleneck.4
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12.3. PARALLEL HPLC

Today several parallel HPLC systems are available commercially and also
adapted to an individual use in laboratories.4–6 The extent of parallelization
varies greatly, as there is no clear definition for what is a “parallel HPLC”
system.

From an operator’s point of view, it is quite obvious that the paral-
lelization should lead to easier handling, enhance the sample throughput
and ease the workload. By using this definition, an easy concept would be
hardware in simultaneous operation involving several HPLC systems by
way of one computer, with a user friendly software interface for instrument
control, data acquisition, and sample tracking.

From an economical point of view, a parallel HPLC system should more
clearly indicate a distinct reduction in the number of building blocks and
much higher efficiency compared to known stand-alone devices. These are
objectives that can only be achieved by a parallel or multiplex use of the indi-
vidual components, including the gradient pump, autosampler, detection
system, and fraction collector. All the equipment is easily be controlled by
one personal computer. The concept suggests more compact dimensions as
well as lower cost of ownership compared to other customary systems. The
following paragraphs describe a parallel HPLC system that was designed to
satisfy this economical conception but mainly to meet the operator’s needs.

When only one pump is used for parallel operation of several HPLC
columns, it is almost impossible to get the same flow conditions in the indi-
vidual branches, even if the columns are taken from the same manufactur-
ing lot. This is because of the variation in backpressure of the individual
columns, and it becomes even more predominant in a gradient run and can
dramatically change over the lifetime of a column.

For this reason the basic building block of a parallel HPLC device is the
flow control unit (see Figure. 12.1). The flow control can be plugged to any
high-pressure isocratic or gradient pumping system, and it provides steady
streams of eluent to the multichannel injection system connected to the
individual separation columns. After separation the eluent streams pass
through the detection cells of a multiplex photodiode array detector
(PDA). This detection system triggers the fraction collector, which collects
the separated samples in microtiterplates.

12.4. FLOW CONTROL UNIT

The active flow control unit7 consists of a flow measurement device, flow
adjustment valves, and a feedback control unit. Flow measurement is
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obtained by metering the pressure drop Dp in a defined restrictor capillary
with high-precision pressure sensors. According to Hagen-Poiseulle’s law
for laminar flow in capillary tubes, the measured pressure drop is propor-
tional to the flow in each line. Flow adjustment is achieved by specific valves
consisting of an orifice and an electromagnetically driven plate that covers
the exit slit of the orifice with an adjustable force.

To see more clearly how this flow control unit works, let us take 
a simplified model of fluid resistance and consider it in terms of Ohm’s law.
Equation (12.2) is very similar to resistance of an electrical circuit, and it is 
applicable to fluidic resistance R in this system with laminar flow conditions.
The pressure drop Dp is caused by the restrictor at a specific flow rate F:

(12.2)

A looking at the branched system (see Figure 12.2) consisting of identical
fluidic restrictors R1, R2, . . . , Rn used as measurement capillaries in a com-
bination with valves for flow adjustment shows the flow rates F1, F2, . . . , Fn

in a set of HPLC columns to be the same in all branches if the individual
pressure drops Dp1, Dp2, . . . , Dpn are the same. These pressure drops Dpi

R
p

F
=

D
.
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Figure 12.1. Parallel HPLC device (left) with flow control unit (bottom), autosampler,
injection valves, separation columns (middle), multiplex photodiode array detector (top),
and fraction collector (right) for parallel fraction collection into 8 ¥ 12 = 96 microtiterplates.



(i = 1, 2, . . . , n) can be measured according to (12.3) as the difference of
the total system pressure Ptotal and the specific pressure Pi after a measure-
ment capillary:

(12.3)

In principle, these values could be directly used as regulating variable in a
feedback system to control the valves for flow adjustment in the different
branches. However, from (21.2) and Hagen-Poiseulle’s law, it follows that

(12.4)

where l and r are the constant length and the constant inner radius of the
measurement capillary and h is the dynamic viscosity of the solvent. Rela-
tion (12.4) clearly shows that fluidic resistance R and thus pressure drop Dp
is dependant on viscosity h for a given flow F. This means that pressure
drop Dp representing the regulating variable will change when the compo-
sition of the solvent is changed by the HPLC gradient.

Figure 12.3 shows the course of pressure drop Dp when running a gra-
dient from 100% water to 100% methanol for 8 minutes. Due to the fact
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r
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Figure 12.2. Arrangement for an active flow control unit in parallel HPLC. The partial flows
F1 to Fn resulting from the total flow Ftotal can be measured by metering the pressure drop
along the restrictor capillaries R1 to Rn. The flows are adjustable by the valves in an individ-
ual branch. Rvalve 1 to Rvalve n can be compared to potentiometers in an electrical circuit. The spe-
cific settings of the valves lead to an equal flow in all the separation columns with different
fluidic resistance Rcolumn 1 to Rcolumn n and thus different backpressure.



that the viscosity of water is higher than the viscosity of methanol, the pres-
sure drop Dp is higher when starting the gradient than in the end. Maximum
viscosity, and thus maximum Dp, is reached approximately in the middle of
the gradient when solvent composition is nearly 50% methanol and 50%
water. For a flow control unit that has also to deal with gradient flow, it is
important to have a regulating variable that is independent from fluidic
parameters such as dynamic viscosity:

(12.5)

In (12.5) the quotient Qi resulting from the system pressure Ptotal divided
by pressure drop Dpi has no dimension and thus is not influenced by any
fluidic parameters; that is, it remains constant during a gradient run.
Because of its direct proportionality to the fluidic resistance of a specific
branch, it serves as a perfect regulating variable in the PI-control circuit,
which is now also applicable for gradient HPLC systems.

With this insight it is now easy to complete the feedback control circuit
for a flow control unit in a parallel HPLC. As Figure 12.4 shows, the instan-
taneous value xn can be measured and compared to a given setpoint wn for
identical flow in all the branches. The deviation en of the setpoint wn and
actual value xn are calculated, and the controller transmits the controller
output yn to the valves to adjust Rvalve 1 through Rvalve n to the appropriate
resistance.

This active flow control unit is plugged to an isocratic or gradient
pumping system. It divides the total pump flow Ftotal into exactly equal split
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Figure 12.3. Typical course of pressure drop Dp during a water/methanol gradient.



flows F1 through Fn by using a sophisticated feedback control circuit. In a
simplified way it can be seen as a black box that is plugged to both the pump
and the injection system.The operator’s only two commands to this box are
“flow control on” and “off.” A typical setup is with four or eight separation
columns within the range of 0.25 to 1.5mL/min, 1.5 to 6mL/min, and 
6 to 20mL/min per branch. Especially in the setup with eight columns the
flow control unit is significantly less expensive and space requiring than
individual HPLC pumping systems. The positive effect of levelling out
retention times when switching on the flow control unit can be seen in
Figure 12.5.

12.5. AUTOSAMPLER FOR PARALLEL INJECTION

In high-throughput purification (HTP) the 96-well microtiterplate is the
common housing for sample handling. Mainly deep-well or the shallow-well
plates with a sample capacity of about 1mL or 50mL per well are used.Thus

autosampler for parallel injection 313

R1

R2

Rn

Ftotal

F1

F2

Fn

Rvalve 1

Rvalve 2

Rvalve n

Rcolumn 1

Rcolumn 2

Rcolumn n

Ptotal

P1

P2

Pn

∑
∑
∑

∑
∑
∑

Qi = Ptotal / (Ptotal – Pi)

instantaneous value 

xn

wn

KPR Tn

en = wn - xn

yn

setpoint y = KPR ◊ (e + KIR/KPR ◊ Ú e◊dt)
  = KPR ◊ (e +   1/Tn ◊ Ú e◊dt)

controller

Figure 12.4. Schematic outline of a feedback control circuit for an active flow splitting device.



the autosampler must be able to deal with these microtiterplates and to
inject samples from the plates either in a parallel mode or independently
in the so-called sample-picking mode.

The handling of microtiterplates is solved by a robotic arm (see Figure
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Figure 12.5. Parallel HPLC runs without (top) and with (below) flow control.



12.6, left), which stacks the plates onto each other in three magazines A
through C, whereby two are usually filled with new microtiterplates and one
is empty to store the already used plates. Position D is used to present a
microtiterplate to another robotic arm with eight independently operating
injection needles. This arm can be moved in x and the table with the fixed
plate in y direction. By this mechanism it is possible to fill the sample loops
of the injection valves in parallel with one row of eight samples or to pick
the samples independently by a specific needle from a selected well. The
injection needles are operated by a syringe pump (see Figure 12.6, right).
A washing station is fixed in position D to clean the needles after each injec-
tion. The injection valves with sample loops can be seen in Figure 12.1 on
the right side of the instrument, and the valves are directly plugged to the
flow control unit and the separation columns. During the injection process
these valves are switched simultaneously into the eluent flow, and the
samples in the filled sample loops are flushed to the columns.

12.6. MULTIPLEX PHOTODIODE ARRAY AND 
MASS SPECTROMETRIC DETECTION

Like the flow control unit the detection system is an important component
of parallel HPLC. Photodiode array and mass spectrometric detection
provide the characteristic data for almost any compound and therefore are
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the two preferred detection systems in analytical and preparative HPLC.
However, the high cost of the photodiode array detector (PDA) or the mass
spectrometric detector with an HPLC interface is a major drawback. In par-
allel HPLC reasons of economy can prohibit one from installing several of
these detectors in parallel. Thus a solution for parallelizing these detection
systems was inevitable. In both detection systems the analyzer part is the
most expensive part and so could not be duplicated. For this reason the
most feasible way to go was the development of a multiplex solution.

The multiplex design for a PDA is achieved by way of optical fiber
guides. The light of a deuterium UV light source is split into individual
beams by separating the fiber bundle into several individual channels con-
nected to an optical multiplex switch. The principle of this switch is shown
in Figure 12.7.A rotating disc with a small hole is stepped through the chan-
nels to single open channel for a short moment while the others are closed.
The optical fiber guides on the outlet of the multiplex switch are connected
to the detection cells to provide UV light to the optical inlet of the cell
while a channel is active. The transmitted light is collected by another fiber
guide at the outlet of the detection cell and is transferred onto the entrance
slit of a photodiode array. The correlation of spectra and detection cells is
guaranteed by an encoding system that is installed on the stepper motor
axis of the optical switch. The rotation frequency of the rotating disc is
approximately 1Hz. This means that per channel every second a complete
PDA spectrum is recorded. Compared to modern single channel devices,
the recording frequency of an multiplex eight-channel PDA is about 10
times lower and thus not sufficient for trace analysis, but in sensitivity it
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(PDA) detector.



perfectly covers all of the applications in high-throughput analysis and
purification.

A similar mass spectrometric detection system is available commercially
and is realized by a multiplexing electrospray inlet in combination with a
time-of-flight (TOF) mass spectrometer that has a sufficiently high data
acquisition rate.5 Like the above-described optical switch, the effluent of
the HPLC channels is nebulized in individual probe tips and sprayed
toward a rotating cylinder with a slit. By stepping this slit very rapidly from
one probe tip to another, again a data acquisition rate of approximately one
spectrum per channel can be reached in 1 second. Unlike the multiplex
PDA detector, this multiplex mass spectrometric detector is normally con-
nected to a HPLC system by a flow splitter.5

12.7. OVERALL SYSTEM

The parallel HPLC system discussed above, with its specific characteristics
in microtiterplate handling, active flow control, simultaneous sample injec-
tion, and multiplex PDA detection, was designed for industrial use where
a large number of samples have to be analyzed or purified under identical
chromatographic conditions. It is a second-generation HPLC system that
exploits the available technology in automation, detection, and control and
combines a high level of experience in HPLC separations accumulated over
three decades. A schematic of the overall system is given in Figure 12.8.
Compared with eight conventional HPLC systems, the result in space and
cost savings is approximately 80% and 30%, respectively. The user-friendly
software has significantly simplified the logistics of the sample and main-
tenance of the instrument. In a basic version the autosampler can handle
up to 10 deep-well or 30 shallow-well microtiterplates. This is equivalent to
injection of 960 or 2880 samples, respectively. Because of parallel operation
these samples can be processed in 120 or 360HPLC runs in an unattended
mode, which is typically the sample load for two days. Sample collection is
triggered by the multiplex PDA detector, and the fraction collector can
collect up to 9216 fractions, which corresponds to 8 ¥ 12 = 96 deep-well
microtiterplates.

Compared to other high-throughput systems in this parallel HPLC
device, the use of a flow control unit with only one pumping system is a
decisive factor. This setup guarantees stabilized flow in an extensible
number of simultaneously operated separation columns and thus, in prin-
ciple, can be combined with any other sophisticated column switching and
detection system. A specific version of this instrument was adapted to
preparative fractionation and purification of natural product extracts8 by
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integration of solid-phase extraction9 (SPE) columns for sample injection
and for the final sample workup (see Figure 12.9). In this device SPE
columns coupled10 with HPLC separation columns allowed injection of mix-
tures with a high polarity range dissolved in dimethyl sulfoxide (DMSO)
as a potent and unique solvent. Eluting fractions undergo an on-line and
automated workup on another set of SPE columns and thus can be trans-
ferred without buffer and in a small amount of pure organic solvent into
the deep-well microtiterplates of the fraction collector.

Parallel HPLC is one of the most promising approaches for speeding up
sample analysis and purification. The fact that most large companies6 are
concentrating their research effort in this area shows clearly the importance
of continuing advancements of throughput in HPLC. We expect the next
generation of industrial HPLC equipment to be characterized by further
improvements in handling for the operator and a distinct reduction in the
number of building blocks involving features like flow control7 and the mul-
tiplex detection principle. Within the next few years the line of develop-
ment should resolve the bottleneck in high-throughput sample analysis and
purification.
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ORGANIC COMPOUND STABILITY IN LARGE,
DIVERSE PHARMACEUTICAL SCREENING

COLLECTIONS

KENNETH L. MORAND and XUEHENG CHENG

13.1. INTRODUCTION

The chemical, biological, and analytical activities that comprised early 
pharmaceutical drug discovery have been most aptly summed by Richard
Archer (The Automation Partnership) in his commentary on “the drug dis-
covery factory” as the inevitable result in the evolution of high-throughput
parallel processing.1 The introduction of high-throughput technology plat-
forms, such as those discussed in this book, has included combinatorial
chemistry and high-throughput screening. Both have had a profound effect
on drug discovery and led to the advancement of novel biological targets
and compound generation and optimization. In as much as it is necessary
to instill quality control measures and process management in a manufac-
turing or production operation, the use of high-speed drug discovery tools
in combinatorial chemistry has necessitated the development of a vast array
of analytical technologies to support the characterization or qualifica-
tion of large numbers of new chemical entities generated by robotic and
automated chemistry platforms. Further the interdependency of these 
technologies in the acceleration of the drug discovery process has lead 
to an increased awareness of the importance of a systems organizational
approach.

Modern drug discovery relies heavily on high-throughput biological
screening (HTS),2,3 as the goal is to identify a well-characterized organic
compound or a “lead” that may be used to initiate a medicinal chemistry
program. Major pharmaceutical companies generally maintain a large
repository of compounds for lead discovery and optimization efforts. These
compounds are synthesized internally through combinatorial or medicinal
chemistry, purchased from commercial sources, or obtained from natural
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products. The size and the diversity of the repository compound collection
are generally deemed important for the success of the initial lead discov-
ery efforts. Thus a significant effort is devoted to increasing the numbers
and the structural diversity of the collection available for HTS.

Unfortunately, often the compound screening effort is conducted with
little thought to the origin, quality, and stability of the organic compounds
being used in the screening process. In fact, in many instances compound
synthesis and acquisition, or more generally compound supply and com-
pound storage, are separated from the screening activity. While the wide-
spread use of combinatorial chemistry has resulted in an awareness of the
importance of the quality and purity of the library compounds measured at
the time of synthesis,4,5 there have been very few studies on the purity and
stability of large, diverse screening collections. We will discuss the organi-
zation of these functions in an organic compound process cycle, which nec-
essarily includes not only compound supply and screening but, additionally,
compound storage. A map for this compound-processing cycle, as well as
the primary analytical needs for each function, is illustrated in Figure 13.1.

A recent issue of the Drug and Market Development report addressed
the concern of compound screening and its interdependency with com-
pound supply and storage, stating, “. . . it may no longer be sufficient to
provide increased throughput for screening while doing nothing to affect
downstream bottlenecks in later-stage screening. Alternatively, it may no
longer be sufficient to provide high-throughput screening solutions that fail
to effectively interface with compound storage and retrieval systems.”6

More simply stated, in the management of compounds, storage is a critical
factor between synthesis and screening efforts (Figure 13.2), as the com-
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Figure 13.1. Organic compound process cycle for synthesis, storage, and screening of new
chemical entities in early drug discovery programs.



pound supply may be diminished by inappropriate or poor design, integra-
tion, and the storage of compounds in the corporate repository.

In particular, the quality of the repository compounds is important to
drug discovery efforts. Poor sample quality can create many problems in
biological assays. Impurities and decomposition products may result in false
positives or a lower than expected concentration of the target compound.
They may cause difficulties in determining accurate IC50 and Kd values or
even preclude the possibility of finding an important drug lead in a primary
screening. In addition unstable compounds, if not handled properly, can
cause assay inconsistency if time-dependent changes occur in the concen-
tration of target compounds and impurities. It is not uncommon for a large
pharmaceutical company to have a repository of several hundred thousand
to a million or more compounds. Thus, if even 10% to 15% of the collected
compounds is poor quality, hundreds of thousands of dollars a year will be
wasted in primary screening costs. A poor quality compound can create
even more waste when it is subsequently tested in follow-up or functional
assays.

As is common practice, repository compounds are stored either in the
solid state or in solution at nominally mM concentrations. It is generally
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Figure 13.2. Interdependency of the compound supply, storage, and screening and can have a
profound effect on the output of the organic compound process cycle. Compound stability, as
well as robotic and data integration, within the compound supply function can significantly
diminish high-throughput and high-speed biological assay platforms.



believed that storage in the dry state affords a longer shelf life compared
with storage in solution. However, the use of solvent storage is generally
necessary in the automated dispensing of large numbers or small amounts
of samples. It is relatively easy to automate the transfer of liquids with avail-
able high-speed pipetting equipment, and many companies routinely store
portions of some or all of their collections in a solvent for this purpose.
Dimethyl sulfoxide (DMSO) is the most common solvent used because of
its good solvating ability, its relative chemical inertness, and high boiling
and freezing points. The samples are stored either at room temperature or
in a frozen state and are thawed as needed.

Unfortunately, prolonged storage of organic compounds in solution can
result in significant sample degradation and a general decline in the ana-
lytical qualification of the screening collection due to the exposure of the
compound supply to a variety of atmospheric conditions. As an obvious
deterrent to compound degradation, many pharmaceutical organizations
now store their screening collections as frozen DMSO solutions in order to
mitigate or retard compound degradation. A common approach is to store
the sample solutions at temperatures ranging from as -20°C to 4°C, (-80°C
for biologics), and low relative humidity, such as 5% to 20%. However, even
under stable storage conditions, such as -20°C, and low relative humidity,
compounds are exposed to a variety of atmospheric changes that can
degrade the sample prior to use in a biological screening assay. For example,
compounds stored at low temperature must be thawed prior to usage.
Therefore they may be subjected to multiple freeze–thaw cycles through-
out their shelf life. The repeated freeze–thaw cycles will precipitate or
degrade the compound over time, and will eventually compromise its bio-
logical screening results. Likewise DMSO solutions stored at room tem-
perature in order to lessen the deleterious effects of repeated freeze–thaw
cycling are susceptible to accelerated degradation due to exposure to
changing temperatures or sample precipitation resulting from the 
absorption of water by the DMSO solvent. It is apparent that the upfront
analytical and synthetic efforts to generate high-quality samples for the
compound supply can be readily lost because of poor storage conditions. In
addition to the storage form and the sample handling conditions, the many
other factors that can affect repository compound stability include physio-
chemical properties, humidity, atmosphere and oxygen content, storage con-
tainer materials, salt form, or the presence of impurities. Information about
the relative effects and actual magnitudes of these factors is desirable in
order to select the optimal format and conditions for repository compound
storage and handling.

Until recently there had been a paucity of information published on the
proper design of compound storage facilities or their proper interface to
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the compound supply and screening functions in the overall compound pro-
cessing cycle. More important, there has been little data published on the
best storage conditions or on the stability profiles of large, diverse phar-
maceutical compound screening collections. While the breadth of com-
pound classes, functionality, and physiochemical properties associated with
such a diverse set of compounds makes setting any one standard an arduous
process, the proper design and use of the storage facility along with well-
established expiration limits or expiry dates for compound retention is
essential to extending the life and value of the compound supply and to
ensuring the robustness and reliability of the biological screening data.
Recently there has been increased activity in this area resulting in several
publications7–12 and more than a dozen conference reports in the last three
years13–27 compared to pre-2000 period.28–30 Some of the interest here may
be due to HTS maturing to become an integral part of most drug discov-
ery programs, and some may be due to the recognition that the efficiency
of discovering a novel drug is largely dependant on the quality and quali-
fication of the biological screening compound collection (i.e., size, chemical
diversity, purity, and stability).

Some of the issues associated with long-term soluble compound storage
are addressed in Figure 13.3. While sparse and far from complete, we will
summarize major findings from the authors’ laboratories, as well as those
presented at recent combinatorial and high-throughput screening confer-
ences. This will include a discussion of the factors influencing compound
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stability, such as atmosphere, humidity, temperature, container materials,
storage format, and storage time.We will conclude by outlining future direc-
tions in this area. However, because of the relatively new interest in the 
stability of large, diverse compound screening collections, the reader is 
cautioned that much of the work published in this chapter is yet unpub-
lished in peer review journals. Therefore the conclusions drawn on the part
of the authors are preliminary and should be validated in subsequent exper-
iments and laboratories. Finally, while studies on the stability of individual
drugs in specific formulations at preclinical and clinical stages have been
documented extensively as required by the Food and Drug Administration
(FDA) for drug approval,31–34 these studies are not directly applicable to
repository compounds and will not be included in this review. It is suggested
that the reader consult these references for more information.

13.2. COMPOUND STABILITY UNDER DIFFERENT 
STORAGE CONDITIONS

Compound loss related to the liquid storage of organic libraries for bio-
logical screening may result from a variety of processes such as precipita-
tion, absorption, and decomposition, as well as the structural character-
istics of compounds that determine reactivity, solubility, and absorption.
However, the presence of other components in the sample such as salts,
impurities, or excess acids and bases can also result in the increased 
reactivity or accelerated degradation for the compound of interest, while
environmental factors, such as temperature, humidity, atmosphere and light
and operational and processes parameters (e.g., storage time, storage
format of solid state vs. DMSO solution), storage container type, sealing,
and processes such as repeated freeze/thaw may also affect compound 
stability.

In this chapter we address many of the confounding factors that may
compromise compound integrity following long-term solution storage. The
chapter is divided to show the various environmental, container, and
process conditions that influence compound behavior in solution (i.e.,
DMSO). The data presented were obtained from a variety of sources and
include findings from a number of recent conference proceedings as well
as work conducted in the authors’ laboratories. However, the results we
discuss should not be considered conclusive or a comprehensive as our
access to corporate repository collections, storage systems and processing
procedures was limited. We hope, however, that the results we present will
provide useful guidance to readers developing, maintaining, or screening
large diverse collections of pharmaceutical compounds.
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13.2.1. Environmental Conditions—Temperature, Humidity, Oxygen

Temperature

During long-term storage, repository compounds are affected by a variety
of the environmental factors. First and foremost, temperature can affect
compound stability by accelerating or depressing the rate of degradation
reaction when stored in solution. Most degradation processes have a posi-
tive activation energy35,36 and will be accelerated as the solution tempera-
ture is increased. This effect may be modeled by an Ahrrenius type of
relationship to predict degradation at various temperatures.32,35,36 Darvas et
al.7,8 used kinetic modeling to develop a systematic method for assessing
the stability of compounds generated using combinatorial chemistry and
high-throughput organic synthesis. By their approach, StabexTM, compound
stability is measured experimentally at several elevated temperatures, such
as from 115°C to 190°C, for a selected set of compounds from a chemical
library in order to determine an average range for the Arrhenius parame-
ters. The experimental Arrhenius parameters were subsequently used to
predict the expiry rate or shelf life of the library at selected storage tem-
peratures. The prediction model was verified using experimental measure-
ments at various intermediate temperatures, such as 75°C and 100°C.
Darvas and co-workers observed that the apparent shelf life for the major-
ity of the compounds studied experimentally at an intermediate tempera-
ture agreed well with the predictions based on kinetic parameters obtained
at elevated temperatures. In one case 8 of 10 compounds exhibited good
agreement with <15% difference between predicted and experimental 
stability profile.8 For further verification, the authors have since applied the
StabexTM method in the study of a small repository of 3000 compounds
obtained from approximately 300 chemical libraries, with the results pro-
jecting 96% of the compounds to be stable for two years or longer and 80%
of the compounds to be stable for five years or longer at 25°C in the solid
state.8 We expect in the future to evaluate the accuracy of the model as data
are obtained for compound retained for longer storage times.

For storage in a liquid DMSO format, several recent studies have shown
the effect of temperature on the compound stability. Heaton et al. observed
in a study of 530 selected compounds degradation rates of approximately
8% following four and a half months of storage at room temperature as
compared to only 4% degradation after six months of storage at 4°C. Sig-
nificant degradation was noted that was greater than 50% from the com-
pound purity determined initially by NMR characterization at the start of
the study. The samples were stored in sealed NMR tubes to minimize other
confounding environmental effects.
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A follow-up study of approximately 300 compounds stored in lidded, 96-
well microtiter plates using LC/MS quantitation showed that storage at 
-20°C was more stable than at 4°C, which in turn is more stable than 
compound storage under room temperature conditions.24 More recently
Cheng et al. showed for a set of 644 structurally diverse compounds that
the rate of change and decrease in concentration can be much higher at
40°C than at 22°C.9,19 Compounds selected for this study were stable at
room temperature for approximately half a year and only 15 weeks at 40°C.
Interestingly inspection of the percentage of compounds that retained 80%
or more of their initial concentration showed that the difference between
the degradation rates at the two temperatures (22°C vs. 40°C) was close to
2 (Figure 13.4). This difference in concentration change is considerably
smaller than would be expected based on Ahrrenius kinetics when includ-
ing reasonable activation energies for thermal degradation.35

As a rule of thumb, it is generally assumed that there is a two- to four-
fold increase in degradation rate for every 10°C increase in temperature.32,36
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However, when we examined the 52 most unstable compounds, we found
that for samples stored at 40°C versus 22°C, those exhibiting observable
degradation peaks in the UV chromatogram following storage to have
much higher decreases than a factor of 2 (Figure 13.5). A similar analysis
of 45 unstable compounds without new UV peaks after storage showed a
smaller difference in the rate of compound loss between 22°C and 40°C
(Figure 13.6). It is possible that the change in sample concentration for the
latter set of unstable compounds resulted from some other mechanism than
thermal degradation, such as precipitation or absorption, and that these
processes did not abide by the same Arrhenius kinetics as thermal degra-
dation. Nevertheless, the our observations indicate a limitation to project-
ing the data obtained at elevated temperatures in predicting compound
stability at lower temperatures, especially for large and diverse compound
collections. As compound loss processes may have weak temperature
dependence or different mechanisms of compound loss at different tem-
peratures, recognition of such confounding factors will be important in the
design and utility of large repository storage systems.

Pure DMSO has a melting point of 18.4°C at normal atmospheric pres-
sure. DMSO-solubilized compounds are often stored at or below 4°C in a
frozen form to prolong their shelf life beyond a few months (e.g., 6–9
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months), which is appropriate for room temperature storage. However, it
is uncertain as to how different the stability would be for compounds stored
in a frozen form at much lower temperatures than just below the DMSO
freezing point (e.g., 4°C vs. -20°C vs. -80°C). Previous studies have indi-
cated that compound storage at -20°C is preferable to 4°C, resulting in a
more stable storage environment for the sample as the DMSO solution is
presumably frozen. Heaton et al. studied 297 compounds with lidded plate
seals and observed approximately 12% degradation at -20°C compared
with 23% degradation at 4°C after six months of storage.24 However, there
is uncertainty about the sample state at 4°C as the melting temperature of
the DMSO solution will depend greatly on the concentration and physio-
chemical properties of the analytes, as well as level of impurities and water
in the solution. In fact 4°C may be relatively close to the melting point of
the DMSO solutions for many compounds depending on the analyte con-
centrations. Nevertheless, the preponderance of the available data indicates
that storage as a truly frozen DMSO solution is generally much more stable
than in liquid format and offers satisfactory retention of compounds for up
to five years when humidity and temperature are well controlled to mini-
mize water uptake. In a subsequent study Heaton et al. observed only 3.5%
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compound degradation by LC/MS analysis for 342 compounds stored as
DMSO solutions at -20°C for two years with proper sealing.24 Cheng et al.
observed that compounds stored in DMSO at -80°C for approximately four
years exhibited only 13% notable degradation in an HPLC analysis.

Aside from the absolute temperature, an equally important, yet 
unaddressed factor influencing the rate of compound loss is the rate at
which the solubilized samples are frozen. The freezing rate has not been
addressed in any of the aforementioned studies and the authors are not
aware of work that has been presented or published on this issue or on sub-
sequent compound integrity and precipitation rates. However, it should be
noted that research on compound storage in combinatorial chemistry and
high-throughput biological screening has only recently become important
to the pharmaceutical industry, and therefore most published work has
focused on predicting compound behavior within a framework of the exist-
ing storage systems and parameters. No doubt, as future studies focus more
broadly on the theoretical aspects of compound integrity, the issue of freez-
ing rates will be appropriately addressed.

Humidity

The presence of water can affect compound stability in several different
ways. Water can participate or catalyze degradation reactions in solid or
DMSO solution format. Additionally, in solid-state storage, water absorp-
tion can alter the morphology of the sample and the mobility of the mole-
cules in the sample and thereby affect the rate of degradation or compound
loss. In liquid storage, the presence of water can change the solubility of
compounds in DMSO and, depending on the nature and concentration of
the analyte in solution, cause compound precipitation.

Savchuk et al. recently showed the effect of relative humidity (RH) on
the stability of 2212 compounds selected from a collection of combinator-
ial library compounds stored as frozen DMSO solutions at 4°C.Their results
indicated that after only one year of storage there was significant degrada-
tion in 2% of the compounds stored at 20% RH, while there was a marked
increase in the level and number of compounds exhibiting significant degra-
dation in compounds maintained at a similar storage temperature but at
higher relative humidity, namely an increase from 2% to 20% degradation
at 40% RH and an increase to 24% degradation at 60% RH.26

Additionally, Cheng et al. have demonstrated in an accelerated study
conducted at 40°C that the presence of 5% water in the DMSO samples
has a clear detrimental effect on compound stability compared with water-
free DMSO samples (Figure 13.4).9,19 The authors suggest that compounds
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from the study, which are less stable in wet DMSO, may be related to those
compound classes that are hydrolytically more labile under aqueous con-
ditions, or alternatively, those compounds that are of lower solubility in wet
DMSO. Interestingly no significant new peaks or signal were observed in
the UV chromatogram for the compounds identified as less stable in wet
DMSO samples at the zero time point when the 5% water was initially
added to the compound solution. This indicated that sample precipitation
is a more likely and important factor than compound degradation in 
the compound loss observed between wet and dry DMSO samples in this
study.

Oxygen

Similar to the relative humidity of the storage environment, atmospheric
oxygen can have a deleterious effect on the long-term storage of com-
pounds, as oxygen in the atmosphere can react under certain conditions
with compounds in the screening collection to form oxidation products.
Oxidative degradation of pharmaceutical compounds is not uncommon,
and there are numerous instances reported in the literature for individual
compounds, most commonly in stability profiling of drug formulation.37

Recently Yan et al. reported examples of oxidative degradation of com-
pounds derived from a combinatorial library containing a thiophene sub-
stituent.21 Cheng et al. examined the effect of compound storage in high
relative humidity and “synthetic air” environments with varying levels of
oxygen content.9,19

The latter study, Cheng et al., was conducted at an elevated tem-
perature of 40°C under several different conditions to determine the 
relative importance of water and oxygen on compound stability.9,19 The
experimental design was such that each factor could be investigated inde-
pendently or in relation with one another. Samples were stored in atmos-
pheric control chambers filled with pure nitrogen or synthetic “air” (20%
oxygen, 80% nitrogen) and dissolved in either DMSO or DMSO/H2O
(95 :5v/v). The determination of the percentage volume of water in DMSO
was made based on the level of water absorption observed for the typical 
lifetime of HTS samples. Table 13.1 shows the relative concentration 
change for the samples under each set of atmospheric conditions at the 
6-month time point. It is apparent from these data that the difference in
concentration change between the oxygen-free and oxygenated samples 
are much smaller than the differences between the dry and wet samples 
and may suggest that humidity is a more important factor in compound 
stability.
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13.2.2. Storage Formats—Solid, Dry Film, and Liquid or 
Frozen DMSO Solution

In practice, repository compounds are often stored in any number of
formats: solid, dry film, liquid, or frozen solution, depending on the specific
needs of the screening and repository functions. It is not uncommon for 
an organization to store each compound in dry powder form for long-
term storage or archival, as a frozen DMSO solution or dry film for 
intermediate-term storage of one to five years, and as a room temperature
solution for short-term storage and direct access for biological screening.
Further there may be one archived collection in the most stable format (typ-
ically solid state in low humidity conditions at or below room temperature)
and additional copies for central dispensing or for specific usage applica-
tions. Nonarchived collections are generally formatted to facilitate high-
speed liquid dispensing, and therefore the long-term or multiple-year shelf
life of the sample is sacrificed in favor of simple and rapid dispensing pro-
tocols relative to the laborious sample handling procedures necessary for
samples stored in either a solid or frozen state format. Similarly the use of
a dry film format has been especially prominent for the intermediate-term
storage of combinatorial chemistry libraries for which the total amount of
synthesized compound is at best only a few milligrams and the compounds
are dried by solvent evaporation following HPLC separation. Finally 
we should note that this discussion on compound storage formats is pri-
marily limited to those formats that are directly accessible for soluble or
solution-based high-throughput biological screening. There are several
alternative storage formats, such as bead-based storage or ChemCard tech-
nologies, that may be equally suitable for maintaining compound stability
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Table 13.1. Concentration for 644 Compounds after Treatment at 40°C for 
6 Months under 4 Different Conditions

Condition DN DO WN WO

Average 0.74 0.74 0.71 0.71
Median 0.86 0.87 0.84 0.82
80% remaininga 57% 60% 53% 53%

Note: DN = dry samples under nitrogen atmosphere; WN = wet samples under nitrogen
atmosphere; DO = dry samples under a mixture of 20% oxygen and 80% nitrogen; and WO
= wet samples under a mixture of 20% oxygen and 80% nitrogen.
a Percentage of compounds with 80% or more of initial concentration remaining.



and sample integrity. However, these technologies are not uniformly used
throughout the drug discovery industry and therefore are not included in
this discussion.

A few recent studies have considered compound stability and integrity
for each of the aforementioned storage formats. For example, Kozikowski
et al.20 evaluated the stability of approximately 1500 compounds maintained
in a dry film format and stored for various lengths of time from one to four
years. DMSO solutions of the compounds were analyzed by flow-injection
analysis mass spectrometry (FIA-MS) prior to evaporation of the DMSO
and dry film storage. Among the 1194 compounds that were detected in the
initial analysis, 1055 (88%) were observed to be stable and present once
reconstituted in DMSO following two years of storage in a dry film format.20

Additionally Yan et al. conducted a stability study on 1% of the compounds
in their collection of more than 300,000 compounds stored in a dry film
format at -78°C. Similar to the results presented by Kozikowski, the authors
reported that most of the compounds demonstrated good stability after two
years of storage as a dry film.21

Darvas et al. investigated the stability of 3000 compounds selected from
approximately 300 diverse combinatorial libraries by LC/MS analysis and
observed that 96% of the compounds had a projected shelf life of two years
or longer with less than 10% compound loss, while 80% of the collection
had a shelf life of greater than five years when stored at 25°C in solid state
storage. These stability studies were conducted, however, at 75°C for eight
days, and the shelf life at 25°C was extrapolated from the data at 75°C and
kinetic parameters obtained at elevated temperature for selected com-
pounds in the test set.7,8 Similarly Savchuk et al. conducted a stability study
of 2212 selected compounds stored as frozen DMSO solutions at 4°C and
20% relative humidity.They observed 98% retention of the compounds fol-
lowing a single year of storage.26

These data confirm that storage in a solid state, either as a dry film or as
a dry powder, will generally allow one to maintain the integrity of a large
and diverse compound collection for a number of years (5 years or longer)
when stored at or below room temperature with proper humidity control.
Compound storage as frozen DMSO solutions is also suitable as long as the
temperature is well below the melting temperature of the sample solution
(see earlier discussions on temperature effect). On the other hand, com-
pounds stored in DMSO at room temperature are much less stable than
those stored in solid-state formats, and therefore current compound storage
systems must be designed to minimize the exposure and length of time 
compounds are stored or processed at ambient atmospheric conditions
prior to biological screening. There have been numerous studies designed
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to evaluate the shelf life of diverse compound collections stored as room
temperature DMSO solutions.

In a recent study Kozikowski et al.11 evaluated the stability of a broad
diversity of compound classes representative of a typical pharmaceutical
screening collection over a time period of one year in order to develop a
predictive model representative of the stability behavior of their entire
repository. The approximately 7000 compounds included in the study were
a chemically diverse as a set and representative of the diversity of the chem-
ical repository at Procter and Gamble Pharmaceuticals as determined by
principal component analysis and comparison against the P&GP repository
collection; that is, a total of 67% of variance in the original chemical descrip-
tor space is accounted for by the first three principal components. Samples
were prepared as 10mM solutions in DMSO and stored at ambient atmos-
pheric conditions in 96-well microtiter plates with fitted covers. The large
sample number included in the study dictated that a high-throughput ana-
lytical method such as FIA-MS be used instead of quantitative method such
as high pressure liquid chromatography–mass spectrometry (HPLC-MS).
Therefore this study defines compound fate as sample purity or concentra-
tion were not determined. Samples were analyzed at three time points: at
the t = 0 or the starting point of the study, and t = 12 months or the end
point of the study, and at an intermediate time between 1 and 11 months.
As expected, sample loss occurred with prolonged storage.After one month
of storage at room temperature the probability of observing the compound
was 95.3%, the probability of observing the compound after six months was
approximately 80%, and after one year in DMSO the probability had been
reduced to 52% (Figure 13.7).

More generally, by these results and subsequent independent studies by
other research groups, the shelf life—defined as the time after which 20%
or more of the compounds show substantial degradation (e.g., >50% degra-
dation versus t = 0; Figure 13.6)—for large and diverse screening collections
stored as room temperature DMSO solutions is between 6 to 12 months.15,16

Further these studies indicate that 50% of the compounds will undergo sub-
stantial degradation after four years of storage in DMSO at room temper-
ature. Nevertheless, it should be recognized that results may vary for the
various compound classes, sample concentrations, and other noncontrolled
environmental conditions.15,19,20

13.2.3. Sample Container Material—Plastic or Glass

Besides environmental conditions, sample storage container materials can
affect compound stability and recovery because of the potential for the
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compound to be absorbed into the container or adsorbed onto the surfaces
of the container. Further the porosity of the container can result in the per-
meation of oxygen and water from the surrounding environment, and in
some instances the surface of the containers may catalyze compound
degradation. For example, residual silanol groups can be present on the
surface of glass containers, so plastic containers are a more inert and appro-
priate storage material for long-term storage. However, many plastic con-
tainers contain plasticizers and other additives that can be extracted by
DMSO, so they present yet another manner to contaminate the sample
solution or promote degradation. In either case the outcome will be poor
or nonvalidated biological screening results. Cheng et al. recently studied
the effect on compound stability for a library of compounds stored as
DMSO solutions in plastic and glass containers for five months.9,19 A
polypropylene microtube, which exhibits a low level of extractable mater-
ial based on the manufacturer’s specifications, was selected as the plastic
storage container. Earlier studies reporting on the stability of marketed
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drugs in glass as opposed to plastic syringes indicated no detectable differ-
ence between the two types of containers.38 In the present study the authors
observed little change in the concentration of 644 compounds stored in
either glass or polypropylene containers, Table 13.2, even following 
five months of storage at room temperature. 1H-NMR measurements,
however, indicated the presence of extractable materials from the
polypropylene container at the level of 20mM (total hydrogen atom 
integration) when 500mL DMSO was stored in the container for five
months. Table 13.2 shows the results for each of the container materials, as
well as a comparison with the results for the long-term room temperature
stability study. Polypropylene containers are generally easier to work with
in automated systems, and therefore they are appropriate for storing repos-
itory compounds in DMSO. Nevertheless, these results are for a limited
number of storage container material types and therefore should not be
considered predictive for other storage containers. We expect further
studies to provide a much broader profiling of the available container
formats and materials.

However, DMSO extractable compounds in the container and sealing
materials can directly affect biological screening results, leading to false
positive biological activity. Yaskanin et al.22 considered the effect of DMSO
extractables derived various plate sealing materials on target inhibition in
an enzyme assay. Microtiter plates loaded with DMSO were sealed using
various commercially available sealing technologies. The sealed plates were
stored at either 22°C or 40°C in both an upright and inverted configuration
to promote extraction of the sealing materials. Following storage for 48
hours, a qualitative LC/MS analysis and enzymatic assay were performed
on the DMSO solutions to determine the presence of potential extractable
compounds and their effect on enzyme inhibition. Control DMSO samples
were stored in glass vials and in unsealed plates, and they did not show an
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Table 13.2. Concentration for Glass versus Plastic Containers and Available Data
for Long-Term Room Temperature Storage Samples

Experiment Glass Plastic RT RT

Storage time (month) 5 5 3 6
Average 0.93 0.95 0.91 0.88
Median 0.98 0.99 0.98 0.96
80% remaininga 87% 90% 85% 80%

a Percentage of compounds with 80% or more of initial concentration remaining.



appreciable level of enzyme inhibition nor were peaks observed by LC/MS
analysis. For the seven seals tested in this study, enzyme inhibition levels
ranged from as low as 7% to 92% for plates stored at 22°C and increased
to a range from 15% to 96% for plates stored at 40°C. Interestingly
extractable compounds were only identified by LC/MS analysis for two of
the seven seals tested in this study, although all seven sealing materials
showed some level of enzyme inhibition.

13.2.4. Freeze–Thaw Cycles

Depending on the storage format, repeated freeze–thaw cycles may be
required for compound dispensing, and sample stability under such con-
ditions is of general importance. Water absorption and compound precipi-
tation are important practical issues when freezing and thawing samples.
Kozikowski et al. examined the effect of freeze–thaw cycling on stability for
compounds stored as 20mM DMSO solutions. Approximately 320 com-
pounds selected from a number of commercial vendors were included in
the freeze–thaw study. The set of compound had average initial purity of
96%. Compounds were stored at 4°C under argon in pressurized canisters
to simulate a low humidity environment and subjected to 25 freeze–thaw
cycles while being exposed to ambient atmospheric conditions after each
thaw cycle to simulate the time and manner by which compound plates are
exposed to the atmosphere during typical liquid handling processes. The
compounds were analyzed by HPLC-MS with evaporative light-scattering
detection following every fifth freeze–thaw cycle to quantitate the change
and amount of material remaining in solution. Samples were neither agi-
tated or vortexed to facilitate the dissolution of any precipitated material
in the plates. Control plates were stored either at room temperature under
argon or at 4°C under argon without freeze–thaw cycling, and were evalu-
ated only at the midpoint and end of the study. Interestingly the percent-
age of compound remaining at the end of the study was greatest for the
frozen and never-thawed controls, and was least for the compounds exposed
to the multiple freeze–thaw cycles (83.1% vs. 55.8%, respectively) as seen
in Figure 13.8. As expected, the percentage of compound remaining
decreased for all three storage methods. Additional peaks were not
observed in any of the HPLC chromatograms, indicating the absence of
soluble degradation products. However, solid precipitate was observed in
many of the solutions at the end of the study.17

In contrast Heaton et al. observed no significant compound loss follow-
ing 25 freeze–thaw cycles at 2mM in DMSO.14,24 Additionally Cheng et al.
conducted a freeze–thaw study using 10mM DMSO solutions for 644 com-
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pounds.9,19 In this study compounds were frozen at -15°C and were thawed
under a dry nitrogen atmosphere to prevent water absorption.Two methods
of compound dissolution were selected following each freeze–thaw cycle:
agitation with a vortexing apparatus (AG) and mixing with repeated aspi-
ration and dispensing using a liquid handling robot (“suck-and-spit,” or SS).
Figure 13.9 shows the results of this freeze–thaw study. Overall only a slight
decrease in the compound concentration was observed following the 11
freeze–thaw cycles. These results are quite similar to the results presented
by Heaton et al. at a sample concentration of 2mM in DMSO,14,24 but
markedly different from the results of Kozikowski et al. for the study con-
ducted at 20mM in DMSO.17

In the study by Cheng et al. there was no apparent difference between
the freeze–thaw results and results from added dissolution, such as the agi-
tation and the repeated aspiration/dispensing methods. This is understand-
able as the compound loss overall from freeze–thaw cycling is minimal as
is compound precipitation. Visual inspection of the glass vial’s bottom indi-
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cated that precipitation of 2% of the compounds occurred after one
freeze–thaw cycle, 3% after 10 cycles, and 3% after the 11 cycles. In general,
there was good correlation between the visual observation of compound
precipitation and the decrease in concentration, suggesting that precipita-
tion is an important factor in compound loss during freeze–thaw cycling.As
shown in Figure 13.10, only 11% of the compounds that exhibited no
observed precipitation had a final concentration of less than 80% of initial
following 11 freeze–thaw cycles versus 55% of the compounds for which
precipitation was observed. Additionally no significant new peaks were
observed in the UV chromatograms for these samples after 11 cycles of
freeze–thaw, indicating that degradation is not important for compound loss
in the freeze–thaw process.9,19

It is possible that the differences reflected in these three studies is based
solely on the disparity in the concentration of samples used in each experi-
ment, as it would be expected that the higher concentration solutions would
likely result in a higher level of compound precipitation following a
freeze–thaw cycle. However, in the Kozikowski study the compound solu-
tions were thawed under argon and then exposed to ambient atmospheric
conditions for about 2 hours to simulate the time that compound plates are
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exposed to the atmosphere during liquid handling. Accordingly the DMSO
solutions under these conditions would have absorbed larger amounts of
water, leading to higher levels of sample precipitation at 20mM. Finally, and
perhaps most important, differences in the thaw and freezing rate were not
noted for any of the three studies, although the freezing rate has a signifi-
cant impact on compound precipitation. The differences in study designs
and results for each of these studies only underscore the extreme difficulty
in comparing results across various laboratories for even a single element
of the compound storage process. As additional issues are addressed and
presented in peer-review literature, differences similar to those presented
in these studies should be resolved to benefit the entire industry.

13.2.5. Compound Structure, Physical/Chemical Properties,
and Salt Form

Factors intrinsic to the nature of the repository compound samples such as
structure, physical/chemical properties, salt form, the presence of other

compound stability under different storage conditions 343

89%

11%

45%

55%

No precipitation Precipitation observed

0

0.2

0.4

0.6

0.8

1

1.2

1.4

C
on

ce
nt

ra
tio

n

Figure 13.10. Correlation between compound concentration in freeze–thaw (average of tenth
and eleventh cycles) and observed compound precipitation during freeze–thaw.



components (stereoisomers, impurities), and pH values of the samples have
a variety of effects on compound stability.

Savchuk et al. has reported on a number of examples of compound
degradation following solid-state storage and suggested that hydrolysis 
was a major pathway for compound degradation in their compound col-
lection.26 However, the collection may be especially sensitive to water
absorption during storage and sample or liquid handling procedures. Also
Yan et al. discussed several instances of compound degradation due to
hydrolysis and oxidation mechanisms,21 while Darvas et al. demonstrated
the stability of a combinatorial library containing a labile core structure
with an electro-rich pyrrole moiety could be improved by using electron-
withdrawing or bulky substitution.8 Cheng et al. observed several elimina-
tion reactions, such as loss of 17Da (water), 17Da (ammonia), 36Da (HCl),
and 28Da (CO).19 In contrast, very few direct oxidation products were
observed (e.g., +16, +32Da) in their study, Table 13.3, and these results cor-
relate well with the observation that the water content in the sample has a
more significant effect on compound stability than the atmospheric oxygen
content. Figure 13.11 gives an example of the degradation products
observed for the compounds in this study. Additionally many compounds
showed a significant decrease in concentration, with no new components
identified in the UV or MS chromatograms. These results suggest that the
observed compound loss was due to precipitation. As the unstable com-
pounds show a broad base-line in the UV chromatogram with no clearly
distinguishable new peaks, this is probably due to polymerization. Figure
13.12 shows two examples where compounds were lost with no readily iden-
tified new UV peaks after storage.
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Table 13.3. Degradation Products for 644 Compounds Stored at 40°C or Room
Temperature Conditions

Mass Change Possible Transformation

-16 Da Loss of O atom (reduction)
-17 Da Loss of NH3
-18 Da Loss of H2O
-28 Da Loss of CO
-33 Da Loss of HONH2
-36 Da Loss of HCl
+12 Da Addition of C atom (reaction with DMSO?)
+16 Da Addition of O atom (oxidation)



Clearly, HPLC has become a preferred choice for the purification of
combinatorial chemistry libraries. Trifluoroacteic acid (TFA) is frequently
used as an additive to the HPLC mobile phase during gradient elution to
improve the quality of the compound separation for compounds with ion-
izable side chains. Following HPLC-based purification the collected sample
fractions are dried by solvent evaporation along with the residual, non-
volatile TFA. Recently Yan et al. reported a study where compound degra-
dation was accelerated for compounds purified and stored as TFA salts.21

Hochlowski et al. conducted a similar study using the TFA salts for apprix-
imately 50 compounds and also observed that the TFA salt increases degra-
dation in several types of structural fragments.10 Newer compound
purification methods, such as supercritical fluid chromatography, that do not
use TFA should eliminate these issues, and we look forward to the contin-
ued developments in these techniques.
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13.3. SUMMARY

Large, diverse compound libraries are used in pharmaceutical research for
drug discovery and development. Historically the efforts have been largely
to increase the size and the chemical diversity of repository compound col-
lections in order to increase the efficiency of HTS. Benchmarking the effects
of prolonged storage on the integrity of such collections is important. This
involves determining the retention time and expiration limits for compound
storage to ensure a high-quality screening collection.There is growing inter-
est to examine the purity and chemical stability of large diverse compound
collections as poor sample quality and unstable compounds can interfere
with subsequent processes in new drug discovery. There are many environ-
mental conditions that may ultimately lead to compound degradation:
chemical, atmospheric, or simply the formats used for storage of the com-
pound supply. As a community of combinatorial and analytical chemists a
large portion of the effort to date has been on the development of appli-
cations and technologies that contribute to the analytical qualification 
of chemical libraries. While this effort is important, it must be balanced
against the need to develop similar applications and technologies for main-
taining and monitoring the long-term integrity of the collection during
storage.

The data presented in this chapter were accumulated from the literature
and the authors’ laboratories. They provide for us some insight into the
effects of storage format, environmental conditions, and sample handling
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Figure 13.12. Examples of unstable compounds for which no readily identified products 
of degradation were observed. The two compounds were stored for three weeks at 40°C in 
10mM DMSO.



procedures on compound stability. Structural features, which lend to com-
pound degradation, can now be identified and unstable compounds elimi-
nated or phased out from existing compound collections. We find
additionally that the chemical stability of a compound should be included
in the list of properties that make it suitable for inclusion in the repository
compound collection and in the selection criteria for compound synthesis
or purchase. Because of the profound effect of atmospheric humidity on
compound loss, a limited number of freeze–thaw cycles should be per-
formed on frozen DMSO solutions prior to the compound stock being
depleted or discarded. We recommend that other options, such as pre-
aliquotted solid-state or frozen DMSO solutions, be considered as there is
no need for repeated freeze–thaw cycling and both forms of storage have
been proved to provide an acceptable retention and life cycle.

However, in the future more studies must be made on the effects of salt
forms (e.g., TFA), impurity profilings, freezing and thawing rates, and com-
putational models for predicting compound class and library stability. As
we have briefly discussed in this chapter, TFA salts are present in large
quantities in many compound collections because of the widespread use of
TFA modifiers in HPLC-based purification applications and as a cleavage
agent for solid-phase synthesis in combinatorial chemistry. Recently there
has been limited observation of the long-term deleterious effects of TFA
salts on the stability of compounds stored as DMSO solutions due to water
uptake and the potential for acid-catalyzed degradation. As a result com-
pound purification methods that do not use TFA are preferred to the exist-
ing HPLC methods that rely heavily on the use of TFA as mobile phase
additive. Additionally we discussed QSAR methods that optimize the
storage conditions for highly labile compounds, as they can be applied to
stability data sets to generate compound class specific structure-property
relationships that correlate to compound degradation.

The need to properly manage compound storage and stability is being
widely recognized by the pharmaceutical industry. At the time this chapter
was being prepared, the authors had just completed a half-day workshop
on repository compound stability studies at the 2002 IBC Drug Discovery
Technology World Congress.19,21–26,39 Not surprisingly, the meeting attracted
individuals from a host of industries to include the pharmaceutical and
biotechnology industries as well as representatives from compound suppli-
ers, brokerage houses, combinatorial chemistry and biological screening
companies, and storage system and lab automation manufactures. More
important, the meeting attracted scientists with a broad range of expertise
in analytical and medicinal chemistry, computational chemists, and high-
throughput biological screening, which supports our contention on the
importance of the issue of compound degradation and loss. Clearly, the
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design of robust storage systems is not something that can be easily or
quickly solved by any single organization. In as much as this chapter was a
collaborative effort to summarize the efforts of a broad group of people
and organizations, we hope that a collaborative effort of the pharmaceuti-
cal industry, compound suppliers, and storage system and consumables
manufactures will address such issues and contribute to improvements in
the productivity and acceleration of the drug discovery process.
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CHAPTER

14

QUARTZ CRYSTAL MICROBALANCE IN
BIOMOLECULAR RECOGNITION

MING-CHUNG TSENG, I-NAN CHANG, and YEN-HO CHU

14.1. INTRODUCTION

Biomolecular recognition is fundamental to biochemical and biomedical
research. These include functional genomics and proteomics, combinatorial
chemistry, disease diagnosis, new drug discovery, and clinical immunology.
Most of the biomolecular recognition involve specific interactions between
biomolecules, such as antibody-antigen, receptor-ligand, and enzyme-
substrate.1–3 Study of biomolecular recognition is essential in order to
understand the mechanisms involved. Until now many methods used to
determine binding interactions are immuno-based assays, including
enzyme-linked immunosorbent assay (ELISA), fluoroimmuno assay (FIA),
and radioimmuno assay (RIA). Although these methods carry good 
specific selectivity and sensitivity to evaluate the biomolecule recognition,
they are still problematic. For example, all assays require chemical labels.
In addition ELISA is time-consuming and RIA has the waste disposal
problem. FIA must use an expensive fluorometer for measurements.There-
fore it always has needs to develop rapid, in-time, label-free, and effective
analytical methods to evaluate and screen specific bindings between 
biomolecules.

Recent advances in analytical and microengineering technologies have
made the impact on the new development for studies of biomolecular
recognition. One of the current interests is focusing on biosensors. The
transducers for these sensors include surface plasmon resonance (SPR),4

optics (OP),5,6 surface acoustic waves (SAW),7 quartz crystal microbalance
(QCM),8,9 and electrochemistry (EC).10–14 In comparison with conventional
immunoassays, most of these sensors are rapid and real-time measurements,
and some are more sensitive. Among them, SPR-, QCM-, and SAW-based
technologies have the advantages of being label-free, monitored on-line,
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and available commercially. Because of the current technical difficulties of
fabrication and component packaging, the SAW technique has lacked
immediate commercialization.

As a mass sensor, QCM directly measures the changes in mass density
occurring on the sensor surface.15,16 The SPR transducer detects the dielec-
tric constant differences on the sensor surfaces.4,16,17 Both techniques
employ the evanescent waves on the sensor surface.16 That is to say, both
techniques are limited by distance in their detection from sensor surfaces.
The typical values for QCM range from 250 to 400nm in the 5 to 10MHz
region;18–20 in the case of SPR, the values are 200 to 300nm in visible region
of spectrum.4,17 Beyond these distances the analyte can only be detected if
the noise from bulk solution is completely eliminated. Both QCM and SPR
are well suited for flow-injected analysis systems; in the other words, the
techniques require no washing steps when applied to biochemical systems.
Interestingly the principles of operation for QCM and SPR are different,
but they come to the same results in evaluating the binding interaction
between biomolecules.16 In this chapter we discuss these principles and
applications of QCM in some detail.

14.1.1. Basic Theory of QCM Technique

In 1880 Jacques and Pierre Curie discovered that a piezoelectric property
exists in crystals such as quartz, rochelle salt (NaKC4H4O6 ·4H2O), and tour-
maline. This is a property that produces a small amount of voltage as pres-
sure is applied to the crystal. The phenomenon was then termed the
“piezoelectric” effect.21 The prefix “piezo” was borrowed from Greek
piezein, which means pressure. The Curies also demonstrated that as these
crystals were supplied with certain voltages by connecting them to an elec-
trical circuit, the crystals produced a mechanical stress, a so-called reverse
piezoelectric effect. It is now known that the crystal does not possess central
symmetry; that is, the projection of any ion through the center is to an ion
of opposite polarity. As mechanical stress is applied to the crystal, the tem-
poral electric dipole frozen and perpendicular to the direction of stress, and
produces a temporal electric field.22 Consequently, if the piezoelectric
crystal is connected to an oscillation circuit, the piezoelectric crystal will
vibrate at a certain frequency. Among 21 crystallographic systems lacking
a central symmetry, 20 of them are piezoelectric. Among the piezoelectric
crystals, quartz is most widely used in industrial applications, mostly because
of its low cost, inert chemical properties, and good mechanical properties.

In 1957 Sauerbrey quantified the relationship between the vibrating fre-
quency and deposition mass in the piezoelectric quartz crystal. The rela-
tionship was described as23–25
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(14.1)

where DF is the measured frequency shift, FR is the frequency of the quartz
crystal prior to mass deposition, DM is the mass deposition on quartz crystal,
rQ = 2.65gcm-3 is the density of the quartz, mQ = 2.95 ¥ 1011 gcm-1 s -1 is
the shear modulus of the quartz crystal, and A is the piezoelectricity active
area on quartz crystal, C = -2.26 ¥ 10-6 cm2/(Hz ¥ g). From (14.1) it is obvious
that the frequency of quartz is decreased as the mass loaded on quartz
surface is increased. Therefore the quartz microbalance (QCM) can be 
used to measure the mass deposited on a surface, and this is important in 
the semiconductor industry. In 1972 Lewis found that QCM was only
capable of weighing up to about 10% of the weight of the quartz crystal.26

This confirmed that QCM has its own limitation in detection, as was 
previously suggested. Also the equation is suitable only when the deposited
material has elastic properties.26 Since then QCM has been used to detect 
air pollutants, such as carbon dioxide, sulfur dioxide, volatile organic 
compounds, and organic sulphides.27–29

What about the detection behavior of QCM if applied in solutions; that
is, does the deposited material have viscoelastic properties? In 1981
Nomura and Iijima first reported the QCM measurement in liquid
medium.30 Since then much effort has been devoted to measuring QCM in
solution. It appears that the frequency of quartz changes with the density,
viscosity, conductivity, and dielectric constants of the solution
studied.24,25,31–33 In addition the roughness of deposition material34 and the
nature of the electrode35–37 used on the quartz’s surface can affect the fre-
quency of QCM. The Sauerbrey expression in (14.1) is therefore modified
as24,25,38–40

(14.2)

where DhL and DrL are the change of the viscosity and the density of the
solution, respectively. In (14.2) we see that the frequency shift of the QCM
in solution is related not only to the mass loading on the QCM but also to
the solution properties. By using continuous flow as the means for QCM
experiments, we can keep the physical properties of the running buffer solu-
tion constant (i.e., negligible DhL and DrL). The second term in (14.2) can
then be neglected. Thus (14.2) becomes (14.1), and the frequency shift is
only dependent on the mass loading of QCM. In 1983 Guilbault immobi-
lized the biomolecule on QCM to detect formaldehyde in air. It was the

D
D

D DF
CF M

A
CF L L= + ( )

2
3 2 1 2h r ,

D
D D

F F
M

A
CF

M
AR

Q Q

R= -
( )

=2
2

1 2

2

r m
,

introduction 353



first time that QCM was used as a biosensor.29 Since then various attempts
have succeeded in developing QCM for biosensor applications.15,41 Recently
the QCM biosensor has begun to play an important role in investigations
of the interactions among biomolecules,42 including those of affinity and
kinetic measurements. Compared to the commercialized SPR technique,
the QCM has the advantages of simple instrumentation design and very low
cost. In this chapter we use the QCM biosensor to investigate the biomol-
ecular recognitions, quantitative binding constant measurements, and high-
throughput applications.

14.2. MOLECULAR RECOGNITION

The study of specific interactions between ligands and proteins is important
in today’s biochemical research. Most of the interactions are not covalently
bound, and exist between substrates and enzymes, antigens and antibodies,
hormones, drugs, and receptors, nucleotides and proteins, and proteins and
small organic molecules.

14.2.1. Materials

1. Research grade reagents and distilled deionized water for all 
experiments.

2. Apparatus consisting of a QCM system, which is available commer-
cially (ANT Tech. www.anttech.com.tw) and includes a frequency
meter, an oscillator, a port connected to a computer, a software to
collect and display on a computer screen, a flow-injected analysis
system.

3. AT-cut piezoelectric crystals (9MHz, ANT Tech.) with vapor deposi-
tion of Cr metal first, and Au metal later on each side.

4. An auto-sampling system.
5. A crystal cleaning solution: 1N NaOH and 1N HCl. A clean crystal

surface is important for successful QCM experiments.

14.2.2. Real-Time Molecular Recognition by QCM

Aryl Sulfonamides as Carbonic Anhydrase Inhibitors

It is well documented in the literature that the sulfonamide anion 
(SO2NH-) specifically binds to the carbonic anhydrase and inhibits its activ-
ity. This sulfonamide anion forms a complex with zinc cation at the active

354 quartz crystal microbalance in biomolecular recognition



site of carbonic anhydrase.43 Taylor proposed a two-step mechanism for this
interaction of aromatic sulfonamide with carbonic anhydrase.44,45 In the first
step, the aryl sulfonamide molecule enters the active site of the enzyme by
the hydrophobic interaction; in the second step, the sulfonamide associates
with the zinc ion of the carbonic anhydrase. Various methods have been
employed to investigate the thermodynamics and kinetics of the two steps;
these include affinity capillary electrophoresis (ACE),46,47 fluorescence,44,48

surface plasma resonance (SPR)49, and the carbon dioxide hydration inhi-
bition method.50 The dissociation constant of this binding interaction is on
the order of 10-6 to 10-9 M. For the QCM experiments, we prepared a sul-
fonamide derivative having a free thiol group. This thiol is the basis of sul-
fonamide immobilization on the gold surface of the quartz crystal. The
self-assembled monolayer (SAM) established the sulfur–gold chemisorp-
tion bonding interaction and was ready for specific binding with the car-
bonic anhydrase (Figure 14.1).
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Figure 14.1. Binding of carbonic anhydrase to a sulfonamide-terminated self-assembled
monolayer (SAM) on QCM.



The experimental procedure for the synthesis of the sulfonamide com-
pound 7 has been successfully carried out, as shown in Figure 14.2. To
prepare the inhibitor 7, the diamine 1 was first monoprotected using Cbz–Cl
in dichloromethane to yield compound 2. With EDC used as the coupling
reagent in dimethyformamide, compound 2 was reacted with 4-carboxy-
benzenesulfonamide to result in compound 3. The sulfonamide compound
4 was readily obtained from 3 using a standard deprotection scheme: H2

and Pd(OH)2 in MeOH. The overall isolated yield of compound 4 from the
starting diamine 1 was 71%. Finally the amide bond formation reaction of
sulfonamide 4 with a thiol-protected acide 6 led to inhibitor 7, which had
a good reaction yield of 59%. The SAM of sulfonamide 7 was readily
formed by immobilizing on gold electrode surface of the quartz in QCM.

Monitor the Specific Interaction between Carbonic Anhydrase and 
Its Sulfonamide Inhibitor by QCM

Figure 14.3 shows the binding of bovine carbonic anhydrase (BCA) to an
immobilized sulfonamid 7. The top curve in Figure 14.3 clearly indicates
that with BCA (1nM) as the sample for injection, QCM correctly measured
the binding of BCA to its inhibitor 7 at pH 7.2. In another feasible binding
experiment (the middle curve from Figure 14.3), no direct mass deposition
(i.e., binding) was detected when a soluble sulfonamide inhibitor (1mM)
was present in the BCA sample mixture at pH 7.2. This result implies that
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the soluble inhibitor has competed with the 7 for the BCA. Also this non-
binding demonstrates again that the binding of the top curve is real and
that any nonspecific interaction in the experimental condition was not
detected.As shown in the bottom curve of Figure 14.3, the BCA was unable
to recognize its inhibitor when the experiment was carried out outside the
enzyme’s optimal pH range. It should be noted that all three of the QCM
experiments presented in the figure were performed using the same SAM
surface.

The results of Figure 14.3 demonstrate that QCM can readily determine
specific binding interactions among biomolecules, and this makes it poten-
tially applicable to a wide range of biochemical systems. Real-time and 
reliable binding results may be obtained by QCM if carefully controlled
experiments are planned and carried out in advance.

14.2.3. Binding Constant Measurement by QCM

Using Vancomycin–Peptide Binding Interaction as a Model System

As a natural glycopeptide antibiotic from Nocardia orientails, vancomycin
is an important antibiotic to fight against drug-resistant Gram-positive 
bacterial infections. It shares a common heptapeptide structure with other
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antibiotics. The side chains of this heptapeptide cross-link with one another
to form a stable structure as the drug active site. This active site of van-
comycin is responsible for the binding with peptides whose C-termini are
d-Ala-d-Ala, resulting in preventing the cross-linking of bacterial cell wall
and ultimately leading to the death of bacteria.50 The affinities between 
vancomycin and d-Ala-d-Ala containing peptides are in the range of 105 to
106 M-1. Common methods used to quantitatively measure the van-
comycin–peptide interactions have been the ACE,51–55 nuclear magnetic res-
onance (NMR),56–65 and the SPR.66 We applied QCM biosensor system to
verify the affinity between the vancomycin and the d-Ala-d-Ala containing
peptides.

Synthesis of Peptidyl Ligands

The d-Ala-d-Ala containing peptide and control peptides tethered with a
thiol functional group can be readily prepared by standard solid-phase
peptide synthesis. As shown in Figure 14.4, for the study of their binding to
vancomycin three compounds were prepared for the QCM experiments:
ligand A, the d-Ala-d-Ala containing peptide; ligand B, a l-Ala-l-Ala
control peptide that does not associate with vancomycin; ligand C, a SAM
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component for the formation of 1 : 1 mixed monolayer with ligand A or B
on QCM surfaces.

Since oligoethylene glycol is known to prevent the adsorption of bio-
molecules such as proteins, a triethylene glycol-like compound was
employed as the linker to incorporate into the ligands A, B, and C. The
preparation of the linker using standard Fmoc chemistry on solid support
is illustrated in Figure 14.5.

For ligands A and B, the d(l)-Ala-2-chlorotrityl resin was first sub-
merged in dimethylformaldehyde (DMF) where it swelled. The resin was
then coupled with excess Fmoc d(l)-Ala in DMF for 2 hours using the stan-
dard Fmoc chemistry. The resulting resin mixture was filtered, washed in
sequence by DMF, dichloromethane (DCM), and isopronpanol. Piperidine
(20% in DMF) was employed to deprotect the Fmoc group for 15 minutes;
the resin was subsequently washed again by DMF, dichloromethane, and
isopronpanol.The coupling procedure was repeated using Fmoc-Gly, Fmoc-
Gly, compound 11, and compound 7 to yield the resin-bound product whose
structure is shown in Figure 14.6. The final ligand could be readily isolated
using the straightforward cleavage by trifluoroacetic acid (TFA, 50% in
DCM).

Immobilization of Peptide Ligands on QCM Sensor Surfaces

Ligands A, B, and C have similar chemical structures. They all carry an end
thiol functional group (for attaching onto a gold surface of a QCM device),
an alkane chain (to form the well-packed SAM67), and a triethylene glycol
linker (to prevent nonspecific adsorption68). The resulting 1 :1 mixed SAMs
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(A:C and B :C) are believed to have the characteristics of self-assembly,
monolayering, and minimal nonspecific binding. While the B :C surface was
used as the control, the A:C surface could bind vancomycin and gave
signals in QCM. Figure 14.7 simulates the molecular architecture of 
surfaces.
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Binding Measurements of Vancomycin to the Immobilized Peptides 
on QCM Sensor Surfaces

Three QCM experiments based on vancomycin–peptide interactions were
conducted. First, vancomycin was used as the sample to inject to the A:C
mixed monolayer surface and PBS was used as the running buffer (pH 7.3).
The second experiment was carried out under a condition similar to the 
first experiment, but the value of the pH was changed to 2.1. The third
experiment used the B :C surface and PBS running buffer (pH 7.3) for 
vancomycin–peptide binding study. Since second and third QCM experi-
ments were employed as the control for the first measurement, as expected,
vancomycin could only be correctly associated with the d-Ala-d-Ala con-
taining peptide on the A:C surface at the physiological pH (Figure 14.8).

Using QCM, we could not only qualitatively determine the specificity of
individual binding interaction but also quantitatively measure their binding
constants. Figure 14.9 shows a representative QCM frequency shift as a
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function of the injected vancomycin concentration under equilibrium con-
ditions in the vancomycin–peptide binding system. It was found that on the
A:C surface at pH 7.3, the frequency shift increased with each increase of
vancomycin concentration. In the A:C mixed monolayer on the QCM
sensor surface at pH2.1, the frequency changed insignificantly under the
various vancomycin concentrations. This result demonstrated that in van-
comycin–peptide interactions the binding must take place at physiological
pHs. As expected for the B :C sensor surface at pH 7.3, the shifts in QCM
frequency provided no evidence of difference for the various vancomycin
concentrations, implying that vancomycin does not bind with the L-Ala-L-
Ala containing peptide. All of the above-mentioned results clearly show
that given the QCM conditions of our experiments, the nonspecific inter-
actions between vancomycin and immobilized peptides are minimal, if not
entirely avoided. The frequency shifts of the QCM, when detected experi-
mentally, seem to result from specific binding. The results also show that
without optimal conditions for binding (i.e., pH 2.1, instead of pH 7.3), no
specific recognition occurs between vancomycin and the peptides.

Quantitative Dissociation Constant Measurements

The measurement of dissociation constants greatly helps the understand-
ing of the mechanisms involved in biomolecular recognition. The dissocia-
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tion constant Kd between vancomycin and a d-Ala–d-Ala containing
peptide can be calculated using the equation (the Scatchard equation)

(14.3)

The slope of the curve in the plot of DF/(Fmax ¥ [Vanco]) versus DF/Fmax

gives the binding constant of a biochemical system.69 From (14.3), Kd can
be readily obtained. The binding data presented in Figure 14.9 can be used
for Scatchard analysis to calculate the corresponding dissociation constant.
Figure 14.10 shows the result of such Scatchard analysis. The Kd for van-
comycin binding with the peptide was 5.5mM, which is correlated well with
the value reported in the literature.

14.2.4. QCM for High-Throughput Screening of Compound Libraries

Combinatorial chemistry has been a useful tool for new drug development.
Many researchers in the past have applied and utilized this technology for
massive screening of the active compound from compound libraries in a
relatively short time in order to find potential drug candidates. The same
approach has been used to find the best substrates of enzymes. In success-
ful combinatorial chemistry research, the development of high-throughput

L

F F

+ [L ◊ Vanco]

[Vanco] = Ê
Ë

ˆ
¯

Vanco

DF 1
1 -

DF

max max

K
K

a

d

1
.

Kd

molecular recognition 363

DF

Fmax

DF

Fmax

[vanco]

1

0.2

0.15

0.1

0.05

0

0 0.2 0.4 0.6 0.8 1 1.2

Figure 14.10. Scatchard analysis of the binding interaction between vancomycin and a D-Ala-
D-Ala containing peptide (ligand A) measured by QCM.



screening (HTS) assay methods is critical to the outcome. To facilitate our
combinatorial chemistry program in discovering effective cell cycle
inhibitors, we have integrated the QCM with an autosampling system to
carry out so-called HTS-by-QCM experiments, for example, in the search
for an active compound from a demethoxyfumitremorgin C library.

The unique feature of a QCM system is that the sensor chip is very 
sensitive to the mass change on the SAM gold surface. Since an equimolar
concentration exists for every compound in a library, in the binding 
experiments by QCM the compound of high affinity should readily bind to
the sensor’s surface, effecting thus a good QCM response signal. Molecules
that did not bind produce basal signals. This way, the magnitude of the fre-
quency shifts can be directly related to the affinities of molecules bound to
the QCM sensor chip, provided that similar molecular weight was met for
every compound. By this assay method, high-affinity compounds can be
readily identified from the library.

With the vancomycin–peptide binding system as a conceptual proof,
an immobilized vancomycin was used to screen for candidate ligands 
from a peptide library that bind tightly with its receptor. Our preliminary
result is shown in Figure 14.11, which clearly indicates that only the 
peptides with high affinity associated with the vancomycin surface and 
produced QCM responses. We are currently conducting other binding
systems to demonstrate the applicability of QCM to library screening in
combinatorial chemistry.
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14.3. CONCLUSION

In this chapter we demonstrated the usefulness of QCM in biomolecules
recognition, quantitative dissociation constant measurements, and high-
throughput screening applications. In comparison with the popular SPR-
based technology, QCM is much simpler and less expensive in its
instrumental design and assembly. In addition QCM is highly sensitive to
the mass change on the sensor surfaces.

Many more QCM applications are possible. Among these, we would
include the analysis of protein–protein interactions often involved in signal
transductions and DNA-drug interactions. The current limitation to QCM
is that the area of binding surface is large (mL and nL for QCM and SPR,
respectively). Therefore a complete solution has not yet been achieved,
although much progress has been made to reduce the “reaction cell.” As is
the present trend for every analytical technology, a miniaturized QCM must
be developed, and such a development could lead to QCM measurements
that are both convenient and rapid. QCM’s already apparent value in
studies of molecular recognition, high throughput, and miniaturization will
likely make accessible other unexplored areas in chemistry and biology.
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CHAPTER

15

HIGH-THROUGHPUT PHYSICOCHEMICAL
PROFILING: POTENTIAL AND LIMITATIONS

BERNARD FALLER

15.1. INTRODUCTION

Physicochemical profiling has gained considerable importance in the last
years as most companies realized that inappropriate physicochemical prop-
erties could lead to compound withdrawal later in development. The basic
physicochemical parameters of interest for “drugability” prediction are sol-
ubility and permeability, the two components of the Biopharmaceutical
Classification Scheme.1 However, these two fundamental parameters are in
turn influenced by other physicochemical parameters worth considering,
particularly in the lead optimization phase. For example, permeability is
influenced by lipophilicity (induces membrane retention) and pH (ioniz-
able compounds), solubility is influenced by pH (ionizable compounds), and
dissolution rate is linked to particle size, polymorphism, and wettability.

Initially, technologies available to determine physicochemical properties
were not suited for combinatorial chemistry, mainly because the through-
put was too low, the compound requirements were too high, and only very
pure compounds (>95%) could be characterized. In the last five years a
number of new technologies have been developed to address the points
above and to cope with the increasing pressure for compound profiling 
at an early stage of drug discovery in the pharmaceutical industry.
Today, physicochemical profiling of combinatorial chemistry libraries is
becoming possible for a few key molecular descriptors, and a more com-
plete panel is likely to become accessible by the end of the decade. High-
throughput physicochemical profiling is still a relatively young discipline,
with roots starting in the early to mid-1990s.The difficulty in setting up high-
throughput physicochemical profiling assays is that one cannot rely on tra-
ditional generic readouts used in HTS like fluorescence or scintillation
counting, simply because one does not look at the interaction between a
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collection of compounds and a molecular target that can itself be used to
generate a signal (i.e., through labeling) but rather at the behavior of the
compound itself in a changing environment (i.e., pH, polarity, lipophilicity,
viscosity, and electrostatic fields). Typical detection systems used in physic-
ochemical profiling assays are UV absorbance, electrochemical sensors,
surface tension, and mass spectrometry. So far not all of the parameters
mentioned above can be measured at a high throughput. The primary focus
in establishing high-throughput assays is to substantially increase the
number of determinations; usually from a handful to about 50 to 100 deter-
minations a day while keeping reasonable accuracy, and reduce sample con-
sumption as well as cost per analysis.There are two basic strategies to move
an assay to high throughput: in the simplest approach one tries to directly
transpose the assay in a different format (i.e., from vial to microtiterplate)
and add labautomation to it (i.e., kinetic solubility with plate nephelome-
ter). Such a straightforward approach is, however, not always possible,
either because the technology cannot be easily transposed to the microtiter-
plate format (i.e., dissolution rate) or because the detection device lacks
adequate speed (i.e., potentiometric titration). In this case one needs to
work out another assay concept to access the desired parameter (i.e., logP
based on RP-HPLC retention times or artificial membranes).

In this chapter we want to review the main technologies available for
physicochemical profiling in the pharmaceutical industry, with focus on
strengths and limitations of the currently available approaches, and then to
give practical hints how to use the different technologies to derive experi-
mental parameters of sufficient quality.

15.2. MOLECULAR PROPERTIES RELEVANT FOR ADME PROFILING

Biopharmaceutical profiling assays are used to predict the behavior of drug
candidates against the number of hurdles a compound needs to overcome
to become a drug, like absorption, distribution, metabolism, and elimina-
tion. The main absorption pathways in the GIT epithelium are shown in
Figure 15.1, while Table 15.1 lists the parameters used to address the dif-
ferent aspects of drug disposition. As oral delivery has become a must due
to patient compliance and marketing reasons, parameters governing GIT
absorption are usually of primary interest. Solubility and permeability are
the two main physicochemical parameters relevant for oral absorption.
Compounds can be classified in four categories according to the BCS clas-
sification scheme (Table 15.2) proposed by Gordon Amidon.1 The tech-
nologies currently used to access physicochemical parameters of interest in
ADME profiling are listed in Table 15.3.
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Figure 15.1. Absorption pathways. The first common step for all pathways in GIT absorption
is the diffusion throught the unstirred layers. (1) Transcellular (most common pathway for
drugs), (2) paracellular (small, water soluble compounds), (3) facilitated transport, (4) active
tranport (saturable, requires ATP), and (5) efflux pumps (i.e., pGp. MRP).

Table 15.1. Biophamaceutical Classification Scheme1

High Solubility Low Solubility

High permeability Class I Class II
Dissolution rate limits Solubility limits 

absorption absorption
Carbamazepine Chlorpromazine
Ketoprofen Diclofenac
Propranolol Nortriptyline

Low permeability Class III Class IV
Permeability limits Significant problems for

absorption oral delivery expected
Famotidine Ciclosporine
Nadolol Furosemide
Valsartan Terfenadine
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Table 15.2. Parameters Used to Address Biopharmaceutical Properties
Influencing Drug Disposition

Biopharmaceutical Property Parameter

Oral absorption Solubility
Permeability
Ionization constant (pKa)

Blood–brain penetration Permability
Efflux (pGp)
Active transports
Lipophylicity

Distribution excretion Lipophilicity (log P)
Molecular size

Stability Metaboic stability in liver microsomes
Chemical stability

Drug–drug interaction (safety) P450 inhibition

Table 15.3. Methods to Measure Parameters of Interest in Drug 
Disposition Prediction

Property Method

Partition/distribution coefficients (logP RP-HPLC logk
and D) Shake-flask/HPLC

Dual-phase potentiometric titration
Octanol coated columns
Liquid artificial membranes

Permeability Caco-2 monolayers
MCDK monolayers
PAMPA
Hexadecane liquid membrane
HPLC-IAM logk

Ionization constants Potentiometric titration
Spectrophotometric titration
Fast-gradient spectrophotometric
titration
Capillary electrophoresis

Solubility Nephelometric titration
Turbidimetry
Dissolution template titration
Shake-flask/HPLC
Flow cytometry titration
UV shake-plate

Note: High-throughput methods are indicated in bold.



15.3. SOLUBILITY DETERMINATIONS

Solubility plays an essential role in drug disposition as passive drug trans-
port across a biological membrane is the combined product of both per-
meability and solubility (Fick’s first law). Poor solubility has been identified
as the cause of numerous drug development failures.2 It is one of the com-
ponents of the BCS1 and, if not properly taken into account, leads to erro-
neous results in a number of assays3 (i.e., Caco-2 as well as artificial model
membrane permeability, binding affinity determinations). In the ADME
field, solubility is particularly important for immediate release BCS class II
drugs, for which absorption is limited by solubility (thermodynamic barrier)
or dissolution rate (kinetic barrier).1,4Although it may appear relatively
simple at first glance, the experimental determination of solubility is often
difficult due to the complexity of the solution chemistry involved.A number
of factors like supersaturation, dissolution rate, aggregation reactions,
micelle formation, effect of ions and buffers, presence of impurities, and
ionic strength come into play, and if not properly taken into account, they
lead to erroneous results. The measurement of aqueous solubility can be
divided into five components5

• Temperature control
• Purification of solute and water
• Equilibration kinetics
• Separation of phases
• Analysis of the saturated solution

The difficulty to get reliable results usually increases as solubility decreases.
Incorrect solubility values can result from improper execution of any of the
steps above.

15.3.1. Equilibration Kinetics

Since dissolution is a time-dependent process, the contact between the
powder and water is important. The kinetics depends on the dissolution
rate, which is itself influenced by the type of agitation and the surface of
contact between the solute and water (dictated by particle size). Dissolu-
tion kinetics is usually inversely correlated with solubility, although there is
considerable variation in this relationship. The approach to equilibrium is
usually asymptotic, which means that the solute initially enters in solution
quite rapidly, and as it approaches equilibrium, the rate of dissolution
decreases. To check that the equilibrium has been reached, one must take
samples at various time points up to a constant concentration is obtained.
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In practice, this is would be too labor intensive for research compounds, so
one usually sonicates the suspension (to break down aggregates and max-
imize the surface of contact) and shake overnight. Dissolution kinetics can
also be strongly influenced by the wettability of the solid. In this case kinet-
ics can be extremely slow, even if the equilibrium solubility is not particu-
larly low. One can then try to add a wetting agent or start by pre-dissolving
the compound, for example by addition of acid or base.

15.3.2. Separation of Phases

Separation of phases is a major issue in the saturation shake-flask method.
Two techniques can be used to separate the solute from the supernatant:
(1) filtration and (2) decantation (usually accelerated by centrifugation).
Neither techniques is totally satisfactory. If filtration is used, the pore size
and the nature of the filter material are important.The main problem is that
the filter can remove solute from solution through sorption; therefore fil-
tration is not recommended for hydrophobic molecules (logP > 3–4). The
other option to separate the phases is to centrifuge. Here care must be taken
to avoid re-suspended material being carried over (would then lead to 
overestimation of solubility). Also, if the solute is less dense than water, it
will float on the surface, and withdrawal of the aqueous solution will be
more complicated. To summarize, the phase separation through filtration
can lead to underestimation of solubility because of sorption, while phase
separation through centrifugation may lead to overestimation of solubility
due to carry over.

A new method that avoids the difficulties related to phase separation has
been recently proposed to measure the solubility of ionizable compounds.6,7

The method is based on potentiometric titration, and the separation
between precipitate and solute is obtained through the selectivity of the
pH-electrode. To summarize, the principle of the method is that only 
the dissolved substance participates to the protonation-deprotonation 
equilibrium.

15.3.3. Equilibrium Solubility

Dissolution Template Titration

In our laboratory these experiments are carried out with a p-SOL3 solu-
bility analyzer (pION Inc., Woburn, MA). The titration are performed
under argon at 25.0°C in solutions containing 0.15M KCl. Prior to any titra-
tion the electrode is standardized by titrating a strong acid (HCl) with a
strong base (KOH).8 This method requires that the ionization constants
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have been carefully determined previously. The system is seeded with an
initial estimate of solubility, obtained through the semi-empirical equation
below:

(15.1)

where logPo/w is either obtained from experimental determination (see
Section 15.6) or calculated. Equation (15.1) works only when logP or
CLOGP > 2. Another option is to use the value generated from high-
throughput assays like nephelometric titration.9,10 To avoid supersaturation
one titrates from the low soluble to the high soluble end (i.e., from acid to
alkaline for an acid). In the dissolution titration of a saturated solution, it
is necessary to allow the system to return to a steady state following each
titrant addition. Using the pKa and the estimated Sw(n), the instrument sim-
ulates the entire titration curve before starting the assay. The pH domain
embracing precipitation is estimated from the simulation and the data col-
lection speed is set accordingly using modified version of the Noyes-
Withney theory11 modified by Serajuddin and Jarowsky12 to take into
account the diffusion of the different ionic species in the unstirred layer
associated to the particles.This kind of potentiometric titration is called dis-
solution or Noyes-Withney template titration. About 20% of the data,
nearest the point of lowest solubility, is allotted about 80% of the time. The
amount of sample in the titration is calculated to cause precipitation during
some portion of the titration. One experiment typically requires between
0.2 and 10mg of sample, depending on the expected solubility. However,
care must be taken to ensure that the amount of sample used does not
exceed 1000 times the predicted intrinsic solubility, to avoid chloride or
potassium salt precipitation of the compound due to the presence of the
0.15M KCl (background electrolyte). For compounds with predicted solu-
bility <0.5g/L, the solid is first dissolved by the addition of strong acid (for
a base) or strong base (for an acid) and then quickly re-precipitated and
allowed to gestate for 10 to 60 minutes (depending on the estimated Sw(n))
before the data collection starts. The lower the expected solubility, the
longer the assay time. Typically 2 to 12 hours are required for the entire
titration. The intrinsic solubility and the solubility pH-profile are calculated
from the difference between the titration in the presence of an excess of
substance (causing precipitation) and the titration curve where no precipi-
tation occurs (from which the pKa can be calculated). It is possible to derive
the solubility pH profile from the solubility of the neutral species if the pKa
is known.13,14 At the end of the titration it is advisable to check the chemi-
cal stability of the molecule by comparison with a fresh standard using an
appropriate analytical method (RP-HPLC/UV with a C8 or C18 column).

log . . log ,S Pw o w= -1 17 1 38
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Saturated Shake-Flask

The first step is to establish a suitable analytical method to quantify the
analyte. This is usually done by RP-HPLC with a C8 or C18 column. In
some cases this step can be quite labor intensive, especially when none of
the generic separation methods available in the laboratory is suitable for
the substance of interest.

The second step is to build a calibration curve using the analytical
method established previously. Dilutions of the standard are prepared 
in pure MeOH or MeOH/water mixtures. The calibration curve is obtained
by plotting the peak surface area according to concentration. To minimize
carryover, the standards are injected from the lowest to the highest con-
centration. In the presence of diastereoisomers, double peaks are some-
times recorded. In this case the sum of the two peaks is taken into account.

In our laboratory, saturation shake-flask solubility is routinely performed
at pH 6.8 and pH 1.0 (for acids only) 0.5mL of buffer is added to about 
2mg of sample in a small borosilicate vial (2mL) and sonicated for 3 minutes
using a sonicating bath. The suspension is then incubated at 25.0°C for 20
hours in a thermostated water bath at a shaking speed of 200 cycles/min.The
phases are separated by decantation/centrifugation.The supernatant is care-
fully collected and the solute quantified using the analytical method defined
previously. Before each injection, a blank is performed to avoid phantom
peaks due to carryover or impurities present in the system. After the cen-
trifugation it is advisable to re-check the pH of the medium.

15.3.4. Kinetic Solubility Assays

Nephelometric Titration

Technologies currently available to measure thermodynamic equilibrium
solubility require relatively large amounts of materials and are time-
consuming as well as labor intensive. Thus they are not feasible for the 
high-throughput screening of aqueous solubility in early drug discovery
where a large number of compounds need to be characterized with minimal
sample requirement. An alternative approach to estimate water solubility
involves in silico prediction. It, however, remains a difficult problem mainly
because water solubility is the result of a complex interplay between hydro-
gen-bond acceptor and donor properties, conformational effects, and crystal
packing energy—effects that cannot be described by a simple summation
of contributing groups. For these reasons standard deviations of computed
water solubility compared to the experimental value (thermodynamic sol-
ubility) are still relatively large (usually 1–2 orders of magnitude). In addi-
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tion some in silico predications may require other physicochemical para-
meters such as partition coefficient (logP) or melting point of the test com-
pounds that in general are not available in the early stage of drug discovery.
The concept of turbidimetric (also called kinetic) solubility was introduced
a few years ago by Lipinski2 at Pfizer, and it allows large number of samples
to be analyzed. Although kinetic solubility cannot replace true thermody-
namic equilibrium solubility, it serves as a useful guideline in early drug dis-
covery. The principle of the assay described in the present report is similar
to the original setup described by Lipinski except that microtiterplate neph-
elometry is used instead of turbidimetry coupled with a nephelometric cell.
The potentials and limitations of the nephelometric kinetic solubility assay
are outlined in Section 15.3.6.

Assay Principle

Detection of light scatter has been recognized for a long time as a way to
measure solubility.9 Today turdidimetric cells have been replaced by
microtiterplate nephelometers.10 Compounds are first solubilized in DMSO.
Small aliquots of the DMSO stock solution are dispensed in the test media,
and the formation of particles is checked by nephelometry throughout the
titration. Solubility is determined as the last concentration before two con-
secutive readings higher than the background S/N are recorded. Correla-
tion between thermodynamic equilibrium solubility and kinetic solubility is
shown in Figure 15.2. As DMSO induces a slight increase of the solubility,
particularly for solubility values lower than 0.01mg/mL, it is advisable 
(1) to keep DMSO at a reasonably low concentration (<5%) and (2) to
keep it constant throughout the titration

Flow Cytometry Titration

A variation based on flow cytometry light scattering is being developed by
BD Gentest. The flow cytometry technology has a number of potential
advantages over the conventional neplelometric plate readers or turbidi-
metric devices. In particular, there is a hydrodynamic focusing of the sample
which enables the characterization of individual scatter events. Scatter
intensity profiles are generated for each sample and contain information
about particle size (0.2–20mm range) and relative intensity of the individ-
ual traces.That could potentially help (1) increase sensitivity and (2) reduce
interferences by impurities or low soluble contaminants.Also due to hydro-
dynamic focusing, the sample never touches the walls of the flow cell, so
adsorption is minimized. 25ml of sample is enough for a measurement at
one concentration (vs. 100–300ml in 96-well plates and 80ml in 384 plates).
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Mixing procedure and incubation time play a major role in kinetic solubil-
ity determinations. According to the instrument manufacturer, good results
were obtained with amiodarone, which is known to cause adsorption prob-
lems in the polystyrene plates used in nephelometric titration (and thus lead
to overestimated solubility). However, most the advantages listed above
remain theoretical until solid validation data with molecules relevant for
drug discovery become available.

15.3.5. Shake-Plate UV Assay

A method based on filtration in 96-well plates followed by UV analysis has
been developed by pION Inc. and marketed under the m-sol evolution
instrument (www.pion-inc.com). Basically aliquots of a 10-mM solution in
DMSO are mixed with buffer, incubated, and filtered. The UV spectrum of
the filtrate is then compared with a reference standard to quantify the
amount of substance in solution. Respective shapes of the filtrate and the
reference spectra are also analyzed in an attempt to determine whether an
impurity has interfered with the assay. For ionizable molecules algorithms
were also derived to account for the presence of DMSO.
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Figure 15.2. Correlation between kinetic solubility (nephelometric titration) and equilibrium
solubility (pH-metric for ionizable compounds or saturated shake-flask for neutral com-
pounds). The solubility values correspond to the solubility of the neutral species. The pH of
the buffer was adjusted accordingly in the nephelometric titration experiments. Solubility
values are expressed in negative log units of Sw in mole/liter.



15.3.6. Potential and Limitations of the Methods Described Above

Dissolution-Template Potentiometric Titration

This method is particularly well suited for the analysis of ionizable mole-
cules, for which solubility is influenced by pH (70–80% of generic drugs).
It does not require the development of any analytical method but the ion-
ization constants have to be determined relatively accurately prior to the
analysis.

The main advantages of this approach are (1) there is no need to sepa-
rate the solute from the precipitate, (2) the pH is automatically adjusted by
the addition of KOH/HCl, therefore no buffer is needed, (3) the equilib-
rium kinetics are taken into account by the system using a modified version
of the Noyes-Whitney equation, (4) the Noyes–Whitney equation gives the
solubility pH-profile, and (5) it covers an exceptional dynamic range (from
mg/mL down to ng/mL).

There are, however, a number of limitations inherent to the technology:
(1) it is only applicable to ionizable molecules, (2) weak acids (pKa > 11)
and weak bases (pKa < 3) cannot be measured because the ionization is
then shifted to a range outside the dynamic range of the pH electrode, and
(3) it is not a high-throughput method (1–2 compounds/day)

Saturation Shake-Flask

This method is used as a complementary tool for neutral compounds or for
weak acids or bases. Its main advantage is that ionizable as well as neutral
compounds can be analyzed. For the former, however, one has to assume
that the components of the buffer do not influence the solubility, particu-
larly when one performs a measurement at a pH value where the molecule
is strongly ionized.

Prior to each analysis one needs to establish an analytical method and
to build a calibration curve. In most cases it can be achieved by reverse-
phase HPLC with a C18 or C8 column. The main difficulty of the method
lies in the separation of the phases where decantation by centrifugation or
filtration is used. In each case, there is some risk that the solubility is
affected by this phase-separation step. When decantation is used the solu-
bility is potentially overestimated, while the opposite is true when filtration
is used. In today’s drug discovery environment one usually prefers to sep-
arate the phases by decantation through centrifugation because the large
majority of the research compounds are rather hydrophobic (CLOGP > 3).
Although this method gives good results for good to medium soluble com-
pounds, there are limitations for low or very low soluble compounds due
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to the analytical challenge to accurately quantify the low amounts of solute
(sorption to vials, limit of detection). It is often difficult to accurately
measure solubility values lower than 0.005g/L, and generally impossible
when it drops below <0.001g/L unless one uses a co-solvent extrapolation
approach.

Nephelometric Titration

Nephelometric titration has a number of advantages over the classical
approaches:

• This is obviously a fast method, relatively easy to integrate into a
robotic workstation and allowing for high throughput.

• It requires only a small amount of samples (0.2–0.5mg for two pHs for
assay range of 0.5–200mg/mL), making possible for solubility deter-
mination for early research compounds with limited sample amount.

• The assay simply monitors the sample precipitation in aqueous solu-
tions and is thus widely applicable to almost all compounds, as no chro-
mophore is needed as compared to the LC-UV method. In addition
the quantification of kinetic solubility assay is much simpler than LC-
UV or MS (no analytical bottleneck).

• Kinetic solubility can also be measured in pre-formulation and cus-
tomized media (not limited to aqueous).

• The assay dynamic range (0.5–100mg/mL) covers the vast majority of
compounds involved in the early discovery research.

On the other hand, the kinetic solubility assay also suffers from some
limitations, in comparison to other existing approaches:

• Nephelometric titration involves 8 or 9 discrete concentration points
within a range of 0.5 to 200mg/mL. Thus the kinetic solubility between
two concentration points will be rounded to the closest concentration
value, thereby possibly causing deviations.

• The dynamic range of the assay is relatively narrow (2–3 log units) but
fortunately falls in the solubility range of interest in drug discovery.

• Kinetic solubility does not characterize the solid. The loss of memory
of such information is a consequence of the dissolution of solids in
DMSO (the stock solutions for the assay).

• Precautions should be taken for low soluble (<0.01mg/mL) and highly
soluble compounds (>0.2mg/mL). For the former, kinetic solubility
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data tend to be overestimated, possibly due to presence of a small
amount of DMSO in the medium or a slow nucleation process of com-
pounds. For the latter, underestimated solubility may be derived pre-
sumably because of the presence of a low soluble impurity.

• As a rule, one should keep DMSO within 1% to 2% to avoid inter-
ferences due to the presence of the solvent. Highly soluble compounds
can be underestimated when a short incubation time was used between
mixing and reading. On the other hand, longer incubation time favors
adsorption, thus leading to overestimation of solubility.

In summary, although conventional thermodynamic equilibrium solubil-
ity remains the method of choice for the determination of aqueous solu-
bility, in particular, for a drug substance in the development stage, kinetic
solubility using nephelometer offers a higher throughput and faster screen-
ing of water solubility for early drug discovery research. Thus this method
is not designated to substitute conventional thermodynamic solubility.
Instead, it allows for a prioritization of early drug candidates using 
their water solubility along with other activity and physicochemical 
parameters.

96-Well Plate UV Assay

This is a relatively straightforward approach that allows collecting solubil-
ity pH profiles of large collections of compounds. The main advantages of
the system are:

• No analytical bottleneck (UV detection).
• Full solubility pH profile easy to collect.
• Corrections to take into account the effect of DMSO possible for ion-

izable substances.
• Possibility to start with solid material or DMSO stock solutions.

There are, however, some drawbacks inherent to the technology used:

• Risk of overestimation of solubility in the presence of a high soluble
impurity (no chromatographic step involved). Shape analysis can
potentially flag this, but it only works when the impurity has a differ-
ent UV spectrum than the substance. In practice, this is not necessar-
ily the case with real drug discovery samples.

• Low soluble substances might be underestimated due to loss of mate-
rial to the filter.
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• As in nephelometric titration, the dynamic range of the assay depends
on the DMSO stock concentration and the % of organic solvent one
tolerates after dilution of that stock.

• The sensitivity of the assay varies among substances as it depends on
the strength of the chromophore.

• Compounds lacking UV chromophore cannot be analyzed.

15.3.7. Other Common Sources of Uncertainty

Another common source of uncertainty in solubility determinations is when
the compound is highly ionized (>99%) at the pH considered. This usually
happens when the pH is more than 2 units above the pKa for an acid or
than 2 log units lower than the pKa for a base. In this case the solubility
pH profile is very steep around that pH, which results in a higher uncer-
tainty on the result. This is the case of Diclofenac at pH 6.8, where we
observed some differences within our measurements and between our data
and literature values. This limitation is, however, valid for both dissolution
template titration method and the saturation shake-flask.

Polymorphism is also known to affect solubility significantly. However,
as at the discovery stage the crystalinity of the compounds is usually not
investigated, this aspect is generally covered in the early development
phase. This means that the solubility of the final drug substance is eventu-
ally lower than what is reported from initial drug discovery studies.

15.4. IONIZATION CONSTANTS DETERMINATIONS

Knowledge of the aqueous ionization constant (pKa) of a drug substance is
very important in the pharmaceutical industry as it strongly impacts on per-
meability and solubility, the two components of the biopharmaceutic classi-
fication scheme that classify drugs with respect to their potential for oral
absorption. Knowledge of the pKa also helps to understand binding mecha-
nisms if the drug binds to complementary charged site in its receptor. Poten-
tiometric titration with a pH electrode remains the method of choice for pKa
determination, as it is the most direct method to count protons taken up or
liberated upon change of pH. Since many new drug candidates or drug sub-
stances are poorly soluble in water and/or have overlapping pKa values, the
determination of their aqueous pKa is often challenging.

15.4.1. Potentiometric Titration

Potentiometric titration with an Ag/AgCl double junction pH electrode
remains the reference system for pKa determination. It remains, however,
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a relatively slow procedure as one needs to wait until the electrode’s signal
stabilizes between consecutive additions of titrant. So far glass electrodes
are the most commonly used because of the quality of their response in the
pH range of interest. The major drawback of glass electrodes is their rela-
tively slow response time and their size, which prevents significant minia-
turization of the titration device. The latter point is likely to be addressed
in the midterm with the progresses made in manufacturing high-resolution
solid electrodes.

Electrode Standardization

The most critical part in potentiometric titration lies in the proper stan-
dardization of the pH electrode. An aqueous HCl solution of known con-
centration, containing 0.15M KCl is titrated with standardized KOH in the
pH interval 1.8 to 12.2 (blank titration). Data are recorded every 0.2pH
units. After the stirrer is turned on one wait until a stable pH reading is
obtained (drift £0.01pH/min). In buffered solutions pH readings stabilize
typically in 5 to 10 seconds with combined glass electrodes. In unbuffered
solutions around pH 7 in a strong acid–strong base titration, readings often
do not satisfy the stability criterion. In this case the pH reading is taken
anyway after a pre-set time, usually 60 to 90 seconds. Such data are not of
good quality; the weighting scheme in the fitting algorithm takes it into
account.To establish the operational pH scale,15 the measuring circuit is first
calibrated with a single aqueous pH 7.00 phosphate buffer and the Nernst
slope is assumed. The aim of this step is to convert millivolt readings to
operational pH. Since all equilibrium constants which will be reported are
on a concentration scale with reference to a particular value of fixed ionic
strength (0.15), it is necessary to convert the operational pH to pcH (i.e.,
the pH scale based on concentration -log[H+]). Since pcH is known at each
point in the HCl–water–KCl versus KOH titration, the operational pH
reading can be related to the pcH values for example using the multipara-
metric equation15–18

(15.2)

The standardization parameters are determined by a nonlinear least
squares procedure. The a term mainly corresponds to the negative log of
the activity coefficient of the [H+] at the working temperature and ionic
strength. S refers to the Nernst slope. The jH term corrects pH readings for
the nonlinear pH response due to liquid junction and asymmetry potentials
in the acidic region (1.5–2.5), while jOH corrects for high-pH (11–12.2) 
nonlinear effects. Kw = [H+] [OH-] is ionic product of water. Kw varies as a
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function of temperature and ionic strength; reference values are taken from
Sweeton et al.19 Typical values for a, S, jH, and jOH are 0.14, 1.0000, 0.4, and
-0.6, respectively, for a good performing pH electrode.

Sample Preparation

The sample concentration typically ranges between 0.25 and 1mM. Higher
concentrations might be necessary to determine extreme pKa values (<2.5
or >11.5). The most common problem encountered pertains to sample sol-
ubility. One can distinguish three cases: (1) the substance dissolves quickly
after water–KCl addition, (2) the substance dissolves but extremely slowly,
and (3) the amount of substance given exceeds its aqueous solubility. Case
1 represents the straightforward experiment. In case 2 the low dissolution
rate can be increased as follows: dissolve the sample in MeOH, and then
evaporate the solvent: this leads to the formation of microcrystals or to an
amorphous substance that will considerably increase the sample dissolution
upon water–KCl addition. In case 3 direct measurement in water–KCl
cannot be done and a co-solvent approach is required.

Defining the Assay Strategy

Usually one titrates from acidic to alkaline in order to minimize the inter-
ference by carbon dioxide. It is important that the compound stays in solu-
tion in the course of the titration. Compound precipitation can lead to
significant errors in the pKa determination. This problem is particularly
acute when one works with a compound concentration close to its solubil-
ity limit. In this case partial precipitation of the substance induces a dis-
tortion in the titration curve, while a good fit to the fitting of the
experimental can still be achieved. For bases, partial precipitation leads to
an underestimation of the pKa. For acids, partial precipitation leads to an
overestimation of the pKa.20 When the compound concentration is way
above its solubility limit, a stronger distortion of the titration curve is
observed and the experimental data no longer fit with the proposed model.
Argon is used to minimize carbon dioxide uptake in the course of the 
titration.

Water-Insoluble Compounds: The Co-Solvent Approach

When the compound is not soluble in water, a mixed-solvent approach is
the way to go. Mixed-solvent solutions of various co-solvent–water ratios
are prepared and the psKa (apparent pKa) is determined in each mixture.
The aqueous pKa is determined by extrapolation of the psKa values to zero
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co-solvent. Numerous examples of pKa’s determined by extrapolation from
mixtures from methanol,21,22,23 ethanol,24,25,26 propanol,27 dimethyl sulfox-
ide,28,29 dimethylformamide,30 acetone,31 and dioxane32 are reported in the
literature.The mixed-solvent method to determine aqueous pKa’s of water-
insoluble substances has been described in the literature.33 The organic sol-
vents of interest are the ones of lower dielectric strength than water. The
PCA 101 and the GlpKa titrators support the following co-solvents: MeOH,
DMSO, acetonitrile, and dioxane. The instrument is able to re-calculate the
four electrode standardization parameters (a, S, jH, jOH) obtained from the
aqueous blank titration for each co-solvent–water ratio. Kw values are also
changed accordingly. Usually three different co-solvent–water ratios are
used to extrapolate the aqueous pKa. The GlpKa instrument is able to
perform up to three titrations with the same sample, while three samples
are necessary with the PCA 101. The extrapolation to zero co-solvent 
is done by linear regression using the Yasuda-Shedlovsky plot34,35 as
described:33

(15.3)

Data Analysis

The key element in the data analysis is the construction of the difference
or Bjerrum plot. This plot shows the average number of bound protons
versus pcH. The difference plot is obtained from the difference between
two titration curves: one is the titration of an ionizable substance and the
other is a blank titration. Graphically, the pKa corresponds to the pH where
the average number of bound proton equals 0.5 (or a multiple of 0.5 if mul-
tiple ionization takes place). Nowadays nonlinear regression calculations
are used to derive pKa values form Bjerrum plots.

15.4.2. Spectrophotometric Titration

This method measures the UV change induced by ionization instead of the
volume of titrant necessary to change pH. Spectrophotometric titration is
a powerful technique that works with relatively low concentrations of
analyte (factor 10—lower compared to potentiometric titration), thus pre-
venting sample precipitation for a larger proportion of the samples. The
interpretation of experimental data is relatively easy when one considers a
single ionization. It becomes significantly more complex if the molecule has
several ionizable centers, and even more if they overlap. In this case sophis-
ticated numerical procedures like target factor analysis have to be used.36

psKa + [ ]log .H O versus2
1
e
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The drawback of the spectrophotometric technique is that it is bound to
ionization induced changes in UV spectra. It is difficult to guess whether a
particular ionization will induce an change in UV spectra a priory. Practi-
cally, one combines this approach with an in silico tool like ACD pKa data-
base, which predicts the number of ionizations and gives estimates of the
pKa values. If the number of theoretical ionizations is lower than the
number of ionizations obtained from the experimental data, one must re-
analyze the sample using the potentiometric titration approach.

15.4.3. pH-Gradient Technology

Traditional methods to measure ionization constants are based on poten-
tiometric or spectrophotometric titration. These methods are inherently
slow due to the equilibration time needed after each addition of titrant: typ-
ically one titration takes 20 to 40 minutes, and as most samples are poorly
soluble in water, one needs to perform three titrations in water–co-solvent
mixtures and extrapolate back to aqueous.

The profiler SGA (Sirius Analytical Instruments) measures pKa by a
spectrophotometric procedure on a fully automated sample-handling plat-
form, using a continuous pH-gradient instead of an electrode to control the
pH. In this setup the molecule is exposed to a continuously changing pH
environment and the variation in its UV spectrum within the pH range 2
to 12 can be measured in about 2 minutes.

Principle of the Method

The instrument is composed of:

• Three computer controlled dispensers; acidic and basic buffer reagents,
water/sample.

• A degasser, to prevent bubbles in the UV flow cell.
• A diode array detector.
• A back pressure valve to ensure sample to pass at a constant speed.

Spectrophotometry is a powerful method for pKa measurement,36 as long
as the compound contains a chromophore. It is based on the change of
absorbance of the sample as a function of pH. The instrument is composed
of a three-flow system in which a linear pH gradient is made by appropri-
ate mixing of two buffers, called acidic and basic buffer reagents, that are
controlled by the two first dispensers while the third injects the sample at
a constant speed. Prior to use, the instrument has to be calibrated to estab-

386 potential and limitations



lish the link between the gradient status (or time) and the pH scale. Buffer
reagents are commercially available and supplied by Sirius analytical
Instruments.

Data Analysis

Two methods can be used:

• AFD : Automated first derivative
• TFA : Target factor analysis

Automated First Derivative. The AFD method calculates the first deriva-
tive of the absorbance against the pH curve and assigns the pKa to the pH
where a maximum peak is found. AFD is a simple and quick method to cal-
culate pKa, but it is limited to relatively simple molecules. Typically AFD
is well suited for monoprotic molecules (or well-separated pKa’s) that gen-
erate a good UV signal. From a practical viewpoint it is not recommended
to use AFD when OPH is lower than 1. OPH (overall peak height) is a
parameter, that describes the amplitude of the absorbance change induced
by the ionization:

Target Factor Analysis. The TFA method has already been described else-
where36 and is briefly described below:

The absorbance A is linked to the concentration of the species present in
the solution. Their absorbance and at each wavelength the Beer-Lambert
law applies such that:

A = C E,

where C and E are, respectively, the concentration of each independent
light-absorbing species as a function of pH and the molar absorptivity of
each species as a function of pH and wavelength. At the start of the calcu-
lation, C and E are guessed values, whereas A is a measured value. During
the calculation the A matrix is whereby deconvoluted using target factor
analysis whereby values of the concentration and absorptivity are proposed
iteratively until A - C E tends to a minimum. At that point, the pKa values
required to calculate the distribution of species (C matrix) are assumed to
be to correct pKa values.

OPH Difference between minimum 
and maximum values of dA dpH

= ¥1000
.
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TFA analysis of the pH/spectra is more time-consuming and requires
additional expertise to run the software. It is, however, a more powerful tool
that allows one to cope with overlapping pKa’s and is able to separate noise
from signal by principal component analysis, thus yielding less favorable
signal to noise ratios. To some extent TFA is also able to remove signal due
to precipitation of the sample, particularly if the number of ionization’s is
fixed by an independent method (i.e., using an in silico method).

Practical Considerations for Data Refinement, AFD or TFA?

Use of AFD. ALL conditions below have to be fulfilled:

• Number of peaks equals number of expected pKa’s
• Peaks separated by at least 2pKa units
• Symmetrical peaks
• OPH <1.0

Use of TFA. TFA is used if ANY of the conditions below applies:

• Overlapping pKa’s
• Number of peaks in AFD not equal to number of expected pKa’s
• OPH <1

With the currently commercially available technology, a success rate of 60%
to 70% can be envisaged with “real-life” compounds from lead optimiza-
tion programs. Further improvement could be envisaged if one could cir-
cumvent precipitation of samples, for example, by addition of a co-solvent
in the buffer reagents.

The strength of the technique lies in its speed and degree of automation
(samples can be loaded in 96-well plates). However, our experience has
shown that successful automated data analysis requires relatively clean
data. For this reason we expect improvement in efficiency once a set of co-
solvent buffer reagents becomes available.

15.5. PERMEABILITY DETERMINATIONS

15.5.1. Permeability pH Profiles: Ionization, Membrane Retention,
and Unstirred Layers

There are a variety of terms used in the literature to express permeability.
As experimental permeability can be corrected in a number of ways to
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account for membrane retention, ionization, and unstirred layer effect, the
definitions used in this chapter is given below together with their physico-
chemical meaning:

Definitions

LogPa: Apparent permeability. It is directly calculated from the concen-
tration in the acceptor concentration

LogPe: Effective permeability. This is logPa corrected by membrane
retention (if any). In absence of membrane retention, logPa = logPe

LogPm: Membrane permeability. That is logPe corrected by the unstirred
layer effect.

LogPo: Intrinsic permeability. That is logPm corrected by ionization. For
neutral compounds logPm = logPo

Membrane permeability depends on the ability of the compound to diffuse
through the unstirred layer and the membrane. Intrinsic permeability is
linked to membrane partitioning as described below:

(15.4)

where logP(mem) is the partition coefficient between the membrane con-
sidered and the incubation medium, D the diffusion coefficient of the com-
pound within the membrane and h the membrane thickness.

Effective membrane permeability is related to membrane permeability
and unstirred layer permeability as:

(15.5)

or

(15.6)

where Ct/Cn represent the fraction of neutral species. Equation (15.6) can
be used to derive logPm in terms of pH (and logPo) for ionizable com-
pounds with known pKa values. This is illustrated graphically with
Diclofenac permeability pH profile in Figure 15.3. The dynamic range of all
permeability assays is limited by the diffusion through the unstirred layers
(see Table 15.4). As the thickness of the unstirred layer increases, the dif-
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Figure 15.3. Diclofenac effective permeability pH profile corrected for the unstirred layer
effect. The solid line represents the effective membrane permeability, while the dotted line
represents the membrane permeabiltiy, corrected by the unstirred layer effect.

Table 15.4. Unstirred Layers Thickness and Upper
Effective Permeability

UWL thickness (mm) LogPe,max (cm/s)

50 -2.9a

300 -3.5b

500 -3.9
800 -4.1

1500 -4.4c

a In vivo (GI).
b HDM.
c Caco-2 (unstirred).

fusion becomes rate limiting. The same phenomenon occurs in human GIT,
although there the layer thickness is relatively small due to the motions of
the intestine and the presence of surfactants. If not corrected for the
unstirred water layer compounds with vastly different intrinsic permeabil-
ity might appear similar as shown in Table 15.5. Data in Table 15.5 show
that Caco-2 values37–39 in literature for these highly permeable compounds



do usually not exceed the value calculated for an unstirred layer of 
1500nm, which was reported for unstirred Caco-2 monolayers.40 Similarly
hexadecane membrane (HDM) permeability values reach a plateau at -3.6
for all of these highly permeable compounds, in agreement with the calcu-
lations presented in Table 15.4. When solubility is not the rate-limiting step
for absorption, there is a sigmoidal relationship between the fraction
absorbed and permeability (see Figure 15.4). With respect to the prediction
of the fraction absorbed, the highest uncertainty is in the middle part of the
calibration curve where the fraction absorbed changes steeply with only
modest variations of permeability.
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Table 15.5. Effect of Unstirred Layers on Assay Dynamic Range

Compound Caco-2 logPe HDM logPe,max HDM logPo

Chlorpromazine -4.742 -3.6 1.3
Imipramine -5.343 -3.7 0.8
Desipramine -4.642 -3.7 0.1
Ibuprofen -4.744 -3.7 -0.9
Propranolol -4.544,45 -3.5 -1.6
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Figure 15.4. Fraction absorbed in humans versus effective permeability for a set of generic
drugs measured with artificial membranes.49,50 The pH gradient in the intestine is accounted
for by the highest permeability within the pH range 4 to 8.



15.5.2. Artificial Membrane Permeability Models

Immobilized Artificial Membranes

Immobilized artificial membrane (IAM) packings are prepared by cova-
lently immobilizing phospholipid monolayers to a solid silica matrix to
mimic the surface of cell membranes.41 In practice, the capacity factors 
(logk) are determined from capacity factors obtained with different water
co-solvent ratios (logk¢). Capacity factors (logk) have been shown to cor-
relate with liposome partition coefficient41 and with Caco-2 monolayers or
intestinal perfusion permeability. The advantage of IAM chromatography
is that the result is not affected by the presence of impurities. Also there is
no technical difficulty associated with detection of a low concentration of
sample in the acceptor compartment, which becomes an issue with low per-
meable compounds with the two methods described next. The major draw-
back is that the throughput is significantly lower than with multiparallel
techniques designed to run in the 96-well plate format.

Filter-Coated Phospholipids in Dodecane

The parallel artificial membrane assay (PAMPA) was first described by
Kansy et al.42,43 The assay consists in measuring the rate of transfer of com-
pounds from a donor to an acceptor compartment that is separated by a
porous filter coated with a mixture of phospholipids in dodecane. The exact
nature of the membrane is not known and is unlikely to be a well-defined
phospholipid bilayer. Interesting correlations between kinetics of transfer
and fraction absorbed in humans were, however, observed. The technology
was further improved by taking into account membrane retention and the
derivation of differential equations to convert flux ratios into permeability
values.14,44 The system is now available in the form of a commercial instru-
ment (PSR evolution series, pION, Inc; www.pion-inc.com). Improved cor-
relations with GIT permeability were observed using different lipid
compositions designed to closer mimic the nature of native membranes.45–48

Filter-Coated Hexadecane Liquid Membrane

In our laboratory we developed a similar model based on a hexadecane
liquid membrane.49,50 The selection of an alkane membrane to model tran-
scellular passive was guided by previous work by several groups who have
demonstrated through computer simulation51,52 or experimentally that the
bilayer interior is in many ways well represented by long-chain alkanes.53,54

Moreover a number of studies have reported a good correlation between
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alkane/water distribution coefficient and permeation across phospholipid
bilayers.52 The advantage of this approach over the coated phospholipid is
(1) its simplicity and robustness and (2) permeability through which the
hexadecane layer can be converted into hexadecane/water partition coeffi-
cients so that the model describes a well-defined physicochemical molecu-
lar property.

The apparent permeability value Pa is determined from the concentra-
tion of compound in the acceptor compartment after a given incubation
time. Equation (15.8) has been derived from the differential equation
(15.2), which describes diffusion kinetics under non-sink conditions. Exper-
iments performed under non-sink conditions allow one to work with sub-
stantially higher concentrations in the acceptor compartment. This makes
optical (UV) detection possible and greatly simplifies analytics when LC-
MS is used. In (15.8) below r is the ratio of the absorbance in the acceptor
chamber divided by the theoretical equilibrium absorbance (determined
independently), VR is the volume of the acceptor compartment, VD is the
donor volume, A is the accessible filter area (total filter area multiplied by
porosity), and t is the incubation time. Equation 1 is obtained from the dif-
ferential equation

(15.7)

with cD(t) being the compound concentration in the donor compartment,
cR(t) being the concentration in the acceptor compartment, and

(15.8)

In absence of membrane retention Pa is identical to Pe, the effective mem-
brane permeability.

15.5.3. Caco-2 Monolayers Permeability Model

Transport processes in epithelia have been studied in a variety of organ and
tissue preparations from different species. However, native epithelial tissues
are complex and contain many different cell types. Monolayers obtained
from established epithelial cell lines, on the other hand, have the advantage
of being structurally simple, homogeneous, and relatively easy to manipu-
late. Transport studies in epithelial monolayers are therefore often easier
to perform and interpret. The major disadvantage of epithelial cell cultures
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is that in most situations they are unlikely to entirely mimic a more complex
normal epithelium. Also epithelial cells in cell culture may express carriers
and enzymes in a different or more variable manner than in vivo. Despite
these disadvantages, cell cultures have shown promise as models for intesti-
nal drug absorption.

The most popular commercially available human intestinal cell line for
drug absorption studies is Caco-2. Caco-2 cells, which are derived from a
human colonic adenocarcinoma, exhibit morphological as well functional
similarities to intestinal (absorptive) enterocytes.55 The cells form tight junc-
tions and express many brush border enzymes (mainly carboxylesterases),
some CYP isoenzymes, and phase II enzymes such as glutathione-S-
transferases, sulfotransferase, and glucoronidase, namely enzymes relevant
in studies of presystemic (drug) metabolism.56 Many active transport
systems that are normally found in small intestinal enterocytes have been
characterized. These include carriers for amino acids, dipeptides, and vita-
mins as well as widely unspecific efflux systems like Pgp and MRP.57 The
unusually high degree of differentiation, together with the fact that these
cells differentiate spontaneously in normal serum-containing cell culture
medium, has resulted in Caco-2 becoming one of the most popular cell lines
in studies of epithelial integrity and transport.

Transport experiments are usually carried out using Caco-2 cells grown
on artificial filters (polycarbonate or polyethylene terephtalate) in wells.
The chamber system is adapted to allow electrophysiological parameters
such as potential difference to be measured in parallel so that cellular
integrity can be monitored.

The standard method for the determination of apparent permeability, Pa
[cm/min] through Caco-2 cells is the use of Artursson’s equation58:

(15.9)

where DQ/Dt is the permeability rate [mg/min], C0 is the initial concentra-
tion in the donor chamber [mg/mL], and A is the surface area of the mem-
brane. It must be stated that (15.9) should be used with caution when
membrane (or cell) retention takes place. Retention causes a kinetic shift
and a change in shape in the concentration/time profile as shown in Figure
15.5 for an artificial membrane system (moves from hyperbolic to sigmoid).
In that case the initial slope cannot be used directly to calculate effective
permeability, as Pa becomes significantly lower than Pe. The consequence is
that effective permeability of lipophilic compounds can be underestimated
(and rank ordering of compounds be wrong) if this phenomenon is not
properly taken into account.59,60
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15.5.4. Artificial Membranes versus Caco-2

A commonly asked question is which of the two approaches should 
one use. In fact a careful analysis of the potential and limitations of the 
two techniques shows that they are not mutually exclusive but rather 
complementary.

Artificial membranes are a relatively low-cost assay for fast screening of
transcellular passive diffusion. The system allows easy access to permeabil-
ity pH profiles and unstirred water layer correction. Due to the simple com-
position of the buffer reagents, the analytics is much easier than with cell
cultures. Straight UV detection can be used in most cases and LC-MS (low
soluble samples or compounds lacking UV chromophore) is considerably
simplified in comparison to Caco-2, as the system matrix is relatively simple.
A reasonable correlation has been obtained between artificial membrane
and reported human GIT permeability61–63 in our laboratory (Figure 15.6A).
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Figure 15.5. Theoretical concentration vs. time profiles in the acceptor compartment calcu-
lated for different membrane water distribution coefficients (A) logD = 1; (B) logD = 2; (C)
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As expected, paracellular transported compounds are underestimated as
this pathway is not represented in our artificial membrane system. Similar
correlations have been obtained by Avdeef using a phospholipid/dodecane
mixture.64

On the other hand, artificial membranes represent a further simplifica-
tion of the human GIT than Caco-2 monolayers as a number of features
are not present, like the paracellular pathway, active transporters, or efflux
systems. Caco-2 is a useful model to study actively transported compounds
as well as substrates and inhibitors of efflux systems (PgP, MRP). Caco-2
monolayers also have some potential to model paracellular transport,
although the junctions appear tighter than in the upper GIT. The conse-
quence is that some paracellular transported compounds are properly
transported while others are underestimated (Figure 15.6B).

15.6. PARTITION (LOGP) AND DISTRIBUTION 
COEFFICIENTS (LOGD)

The 1-octanol/water partition coefficient (logP) has proved to be a useful
parameter in quantitative structure-activity relationship.65 Different
approaches like the shake-flask,66 chromatographic methods,67 or the filter
probe assay68 are being used to measure logP. In the last decade there was
a growing interest in an alternative method based on potentiometric titra-
tion, originally described by Dryssen69 in the mid-1950s, that was being
developed by Sirius Analytical Instruments (Forest Row, UK). This method
is particularly valuable when a substance has no useful analytical chro-
mophore or is partially ionized at physiologically relevant pH’s, (usually
between 1 and 8). Quite recently another technique based on octanol-
coated columns has been launched to measure distribution coefficients at
pH 7.4. In our laboratory we have developed a technique based on octanol
artificial liquid membranes to measure logP (partition coefficient).

15.6.1. Saturated Shake-Flask

Shake-flask is the traditional method used to measure octanol/water parti-
tion and distribution coefficients.Although the method is relatively straight-
forward in its principle, it is often difficult for samples with logP values
greater than 3 and usually impossible for logP values above 4.5, because
the quantification of the concentration in the aqueous phase becomes very
challenging. HPLC-UV is the most widely used analytical technique for this
assay. For lipophilic compounds (logD > 2) it is necessary to do corrections
to take account of octanol’s solubility in water; otherwise, the logD (or P)
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value will be underestimated. Each sample, in principle, requires the devel-
opment of an analytical method with appropriate lower limit of quantifica-
tion. Generic methods can be used for compound clusters, but this approach
is not applicable for high-throughput screening or hit to lead profiling
because (1) the physicochemical properties can vary significantly between
compounds and (2) one is often confronted to high logP values in today’s
drug discovery programs.

15.6.2. Dual-Phase Potentiometric Titration

This method is particularly well suited for ionizable compounds for which
lipophilicity varies with pH (see Figure 15.7).The pH-metric technique basi-
cally consists of two linked titrations, one without 1-octanol and one in the
presence of a given volume of the partition solvent. When the substance
partitions into octanol, the aqueous pKa is shifted, and logP values can be
derived from this difference.70–73 The method covers an exceptional dynamic
range of about 8 log units, from -1 to +7. In addition the lipophilicity pH
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profile can be derived from the titration data, and it is possible to distin-
guish between partitioning of the neutral species and ion-pair extraction.
Before the experiment, it is necessary to have a relatively accurate value of
the ionizazion constant either from a potentiometric or spectrophotomet-
ric titration measurement. Before measurement, a calculated logP value
should be obtained to select of the appropriate octanol/water ratio. With
lipophilic compounds (CLOGP > 2) two titrations must be performed to
take into account ion-pair formation; otherwise, logP could be underesti-
mated. A first titration is performed with a low octanol volume and is fol-
lowed by a second titration with a higher octanol/water ratio. The key
element in the data analysis is, for potentiometric pKa measurements, the
construction of the difference or Bjerrum plots. The applicability of this
method is, however, limited to ionizable compounds (neutral or weakly ion-
izable compounds cannot be measured). Another limitation lies in the rel-
atively high sample concentration required by potentiometry (ca. 10-4 M),
so low soluble compounds are difficult to handle. Most problematic com-
pounds in this respect are compounds that are moderately lipophilic and
low soluble. As with all multiparametric fitting procedures a wrong result
can be obtained with a good fit. This can happen if the model entered is not
right, in particular, in multiprotic substances. Another source of uncertainty
with this method comes from the aqueous pKa, which, if not determined
with adequate accuracy, leads to uncertainty on the logP. Weak bases and
weak acids are also often challenging to measure because their apparent
pKa in the presence of the organic solvent tend to be shifted outside the
dynamic range of the pH electrode.

15.6.3. Partitioning of Amphoteric Drugs

Lipophilicity profiles of amphoteric drugs are more complicated than par-
titioning of simple acids and bases. A comprehensive review of the issues
encountered in the determination of logP/D of amphoteric compounds has
been published by Pagliara et al.74

Ordinary Ampholytes

Ordinary ampholytes have an acidic and a basic ionizable group with pKa
(acidic) > pKa (basic). Proteolysis and partitioning of ordinary ampholytes
are straightforward when the difference between pKa (acidic) and pKa
(basic) is greater than 3. In this case the substance is fully neutral in the pH
region between the two pKa values. If, however, DpKa is lower than 3, an
overlap between the two protonation equilibria takes place, allowing for the
existence of a small proportion of the zwitterionic species as discussed next.
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Zwitterionic Ampholytes

Zwitterionic ampholytes have an acidic and a basic ionizable group with
pKa (acidic) < pKa (basic). A zwitterion can exist in solution on four dif-
ferent electrical states (cation, zwitterion, neutral, and anion). In this case
the acid–base equilibria are defined in terms of macroscopic constants—
macro pKa (acidic) and macro pKa (basic)—that refer to the stoichiomet-
ric ionization and of microscopic constants that refer to the ionization of
individual species. The pH-metric method acts as a proton-counting tech-
nique and cannot distinguish between zwitterion and neutral species.There-
fore the ionization constants delivered refer to macro pKa’s and the
resulting logP values must be considered as logDmax. These two values can
be very close or significantly different, depending on the tautomeric equi-
librium between the neutral and the zwitterionic species and the difference
between logPn and logPz.

However, it is generally accepted that when it comes to biological cor-
relations the intrinsic lipophilicity of zwitterionic ampholytes is best char-
acterized by their logDmax values (provided by the present technique). In
the reports and the database, partition coefficients of zwitterionic
ampholytes are reported as logP values, although they must be considered
as logDmax. In this case measured logP are usually lower than calculated
logP as the former relates to a macroconstant (tautomeric equilibria) and
the latter to a microconstant (neutral species).

15.6.3. Chromatographic Method

RP-HPLC capacity factors have been shown for a long time to correlate
with lipophilicity but have also been criticized as not being a true replace-
ment for octanol/water shake-flask methods.75,76 In particular, capacity
factors respond to solute hydrogen bond acidity, while logP octanol do not.
Often times good correlations were obtained with related analogs or rela-
tively simple molecules, but when the test set was extended to druglike mol-
ecules covering a wider physicochemical property space, the correlation
with shake-flask logP were much less convincing. A improved RP-HPLC
method that addresses the points above was proposed by Lombardo et al.77

and seems to cover a wider range of molecules over a broad range of
lipophilicity.The approach combines the stationary phase used by Pagliara76

with the mobile phase used by Minick.78 In a fist step the method was
limited to neutral compounds. More recently the method was extended to
neutral and basic compounds.79

The principle of the approach by Lombardo is based on a Supelcosil LC-
ABZ column (Bonded phase ligand: Si-(CH2)3NHCO(CH2)14CH3), which
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solid phase is end-capped by a small zwitterionic fragment so silanophilic
interactions are suppressed. 1-Octanol is added to the mobile phase con-
taining MOPS buffer and MeOH to mimic intermolecular interactions
encountered by a molecule in a shake-flask experiment. This also presum-
ably helps to correct for the residual hydrogen bond acidity of the station-
ary phase. In a typical experiment, capacity factors (logk¢) are measured at
three MeOH concentrations in the mobile phase (depending on CLOGP)
and extrapolated to aqueous (logk¢w). LogP values are obtained from a 
calibration curve where one plots logk¢w in terms of logP octanol/water.
The method covers logP within the range 0 to 5.

The main advantages of this approach is that (1) it is relatively fast (ca.
30min/compound), (2) it covers a wide range of logP values (allows to
access high logP values that are difficult to obtain using the traditional
shake-flask method), (3) requires relatively little material, and (4) is not
very sensitive to impurities. There are, however, a number of limitations
inherent to the method: (1) Only neutral and monofunctional basic com-
pounds are covered. (2) For bases only logD values at pH 7.4 are obtained
(and not the neutral species lipophilicity). (3) LogD values can be affected
by ion-pair extraction (see Figure 15.7). (4) Compounds need to have a UV
chromophore for detection. (5) The throughput, although higher than with
most techniques described above, is still relatively limited to about 20 
compounds a day. (6) The method is restricted to the octanol/water system.

15.6.4. Artificial Membrane Log P

In our laboratory we have been developing an alternative approach for 
logP determination based on artificial liquid membrane permeability in 
96-well plates. Two aqueous compartments are separated by a thin octanol
liquid layer coated on a polycarbonate filter. One follows the diffusion from
the donor to the acceptor compartment. As shown in Figure 15.5, the time-
dependent accumulation of the sample changes when membrane retention
takes place and apparent permeability derived from the concentration at
any time t using equation (15.8) becomes lower than effective permeabil-
ity. We have shown that the higher the lipophilicity, the higher is the dif-
ference between logPe and logPa. We have established experimental
conditions where logPa varies linearly with logP membrane (= logPoctanol in
the case of an octanol membrane) within the 2 to 6 range. The upper limit
is imposed by the lower limit of quantification in the acceptor compartment,
while the lower limit is imposed by the unstirred water layer permeability
of the test samples and the thickness of the unstirred water layers on each
side of the membrane. The method works with neutral, acids and bases.
From a practical viewpoint, each compound is tested at pH 2.0, 6.0, and 11.0.
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Calculated pKa values are used to determine at which pH the compound
is neutral. LogPa (neutral) is then used to calculate back the membrane log
P partition coefficient. This way one calibration curve covers neutral, acids,
and bases (Figure 15.8). One difference with the RP-HPLC based method
is that the approach described here measures logP, while the former mea-
sures logD values. Potentially the method can be relatively easily extended
to other water/solvent systems. The limitation of the approach is with some
ampholytes and with zwitterions, which are not >95% neutral at any pH
value througout the 2 to 11 range.
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CHAPTER

16

SOLUBILITY IN THE DESIGN OF 
COMBINATORIAL LIBRARIES

CHRISTOPHER LIPINSKI

16.1. INTRODUCTION

The design of combinatorial libraries with drug-like properties is a trade-
off between efficient chemistry and therefore better numerical compound
output on one side and increasingly difficult chemistry but better physico-
chemical properties on the other. This trade-off is not solely a technical
issue but is strongly influenced by people attitudes and organizational
timing issues. The author believes that there is a hierarchy of properties 
that need to be controlled in a quality library. Simply put, those properties
that are under poorest chemistry control and that are the most difficult 
to fix in chemistry optimization should be given highest priority. In this
context poor chemistry control equates to chemistry SAR that is difficult
to control.

Physicochemical profiling of solubility and permeability has recently
been reviewed.1 These properties are difficult but not impossible to control
by medicinal chemistry. In a combinatorial chemistry setting, poor aqueous
solubility is almost universally a problem2 and must be explicitly addressed
by both computational and experimental intervention strategies. This
chapter is not simply a treatise on the highest capacity methods for mea-
suring aqueous solubility in a discovery setting that most closely approxi-
mate a lower capacity thermodynamic solubility measurement. Rather it is
the author’s viewpoint that dealing with the problem of poor drug solubil-
ity in an early discovery setting requires an appreciation of recent changes
in three related but distinct areas. The areas to be considered are (1)
changes in the chemistry method of synthesis and therefore in resultant
physical form and aqueous solubility, (2) changes in the method of com-
pound distribution for biological assays and therefore changes in apparent
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aqueous solubility and compound concentration, and (3) changes in screen-
ing technologies and changes in biological targets and their resulting impact
on aqueous solubility. These three areas will be discussed as they relate to
aqueous solubility. This will be followed by a general discussion of experi-
mental approaches to measuring aqueous solubility in a discovery setting.
Detailed descriptions of varied discovery solubility assays can be found in
the excellent review by Kerns.3

16.2. CHANGES IN COMPOUND SYNTHESIS

Combinatorial chemistry and parallel synthesis are now the dominant
methods of compound synthesis at the lead discovery stage.4 The method
of chemistry synthesis is important because it dictates compound physical
form and therefore compound aqueous solubility. As the volume of chem-
istry synthetic output increases due to combinatorial chemistry and paral-
lel synthesis, there is greater probability that resultant chemistry physical
form will be amorphous or a “neat” material of indeterminate solid appear-
ance. There are two major styles of combinatorial chemistry: solid-phase
and solution-phase synthesis. There is some uncertainty as to the true rela-
tive contribution of each method to chemistry output in the pharmaceuti-
cal/biotechnology industry. Published reviews of combinatorial library
synthesis suggest that solid phase synthesis is currently the dominant style
contributing to about eighty percent of combinatorial libraries.5 In solid-
phase synthesis the mode of synthesis dictates that relatively small quanti-
tities of compounds are made.

16.3. CHANGES IN COMPOUND PHYSICAL FORM

The most commonly encountered physical form of compounds in current
early drug discovery is noncrystalline. This is important because noncrys-
talline materials are almost always more soluble in all solvents including
aqueous media. In traditional chemistry the melting point was used as a cri-
terion for compound identity and purity. For example, if the compound
being made had previously been reported in the scientific literature, one
would look for an identical or perhaps higher melting point for the newly
synthesized material. A lower melting point was viewed as problematical
because of the observation that a contaminant usually causes a melting
point depression. A sharp melting point was an indication of compound
purity. A broad melting point was an indicator of an impure compound.
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In the modern era there is an emphasis on the use of solution spectra such
as proton or carbon NMR as an indicator of compound identity or purity.
Mass spectral analysis serves to confirm identity. So, in terms of compound
identity or purity, the melting point is less important than in previous eras.

When chemists face pressure to increase chemistry synthetic output, they
do so by initially deleting noncritical steps in the synthesis/isolation process.
Repeated compound crystallization to a sharply melting crystalline solid is
time-consuming, is noncritical to compound identity and purity, and is
therefore eliminated. This has occurred even if the chemistry is the tradi-
tional single compound at a time synthesis. For example, at the Pfizer Global
R&D Groton laboratories the percentage of early discovery stage tradi-
tionally made compounds with melting point measured was close to 0 
in 2000 as opposed to a decade earlier where some 80% of com-
pounds intended for biological screening were registered with melting point
information.

16.4. CHANGES IN COMPOUND DISTRIBUTION

Compounds intended for biological screening are increasingly being dis-
tributed as solutions in DMSO rather than as “neat” materials. There are
two effects of this trend on the apparent compound solubility in DMSO
each with different implications. Over relatively short time scales (e.g., up
to a day) compounds may appear more soluble in DMSO than thermody-
namic solubility would suggest. Over longer time scales compounds may
precipitate leading to uncertainty as to the actual concentration of the drug
in DMSO stock solution. As for aqueous solubility, compounds appear to
be more soluble than a thermodynamic assay would suggest if the initial
dissolution in aqueous medium occurs from a DMSO stock solution. This
is especially so if the time scale for the solubility assay is short (on the order
of tens of minutes). Why are compounds distributed as DMSO solutions?
The reason is that it is far easier to automate the distribution of solutions
of compound solubilized in DMSO than it is to distribute compounds as
“neat” materials.

Robots efficiently pipette measured volumes of liquids. One cannot
nearly as efficiently quantitate and transfer a neat (solid) compound. When
a compound in DMSO solution is added to an aqueous medium, it is being
delivered in a very high energy state relative to the thermodynamically
most stable polymorph. The compound is in DMSO solution, so there is no
compound crystal lattice to disrupt as part of the aqueous solubilization
process. The effect is that the compounds initial apparent aqueous solubil-
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ity is almost invariably higher than in a thermodynamic solubility experi-
ment. This phenomenon occurs irrespective of any solubilization advantage
attendant to the amount (often quite small) of DMSO that may be present
in the aqueous medium.

The apparent increase in solubility tends to be time dependent, meaning
that the solubility difference tends to decline with time. Exceptions to the
phenomenon of higher apparent solubility when compound is added in
DMSO solution to aqueous media have been observed when solubility is
quantitated by very sensitive particle-scattering methodology as in the use
of cell-sorting technology to detect particulate (undissolved solid) by light
scattering. The causes of this counterintuitive behavior are unknown, but it
is reasonable to conjecture that the phenomenon of lower solubility is due
to light scattering caused by aggregates with sizes in the micron to sub-
micron size range.

16.4.1. Compound Physical Form: Ostwald’s Rule of Stages

When a newly synthesized compound is first isolated it frequently may exist
in amorphous form. As experience is gained in compound isolation, the
amorphous form is gradually successively replaced by polymorphs (crys-
talline forms) of increasing thermodynamic stability. This process occurs so
frequently that it has been given a name “Ostwald’s rule of stages.” The
process occurs because in the isolation/crystallization process there is 
a tension between the importance of kinetic and thermodynamic factors in
the crystallization/isolation process.When the knowledge base in the chem-
istry crystallization process is low (i.e., early in the history of the compound
isolation process), it is unlikely that the crystallization conditions are the
optimum to produce the thermodynamically most stable form. Rather
kinetic processes determine the crystalline form and thermodynamically
less stable polymorphs are likely to be encountered. With increasing 
isolation experience, control of crystallization conditions such as compound
concentration, solvent choice, and cooling rate becomes better known, and
the probability of isolating the thermodynamically most stable polymorph
is increased.6

16.4.2. Polymorph Form and Aqueous Solubility

Process changes in chemistry that increase the probability that new com-
pounds will be isolated in amorphous or thermodynamically unstable poly-
morphic form have the effect of increasing the apparent aqueous solubility
of newly synthesized compounds. Ostwald’s rule of stages explains the
common phenomenon that the physical form that is first isolated for a newly
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synthesized compound has a low melting point. This low melting point
material corresponds to amorphous material or a thermodynamically un-
stable polymorph. The initially isolated material is in a high-energy state
relative to the thermodynamically most stable (highest melting point) 
polymorph.

The consequence of the high-energy state is that when dissolution in a
solvent is attempted less energy is required to disrupt the crystalline/solid
state and the compound is therefore more soluble. In general, there are only
a few exceptions to the rule that the highest melting point polymorph is the
most insoluble. The types of polymorphs that might have a lower melting
point but higher solubility (enantiotropic polymorphs) are seldom encoun-
tered in a pharmaceutical setting.These exceptions typically occur when the
solubility is measured at a temperature moderately close to the compound
melting point.

Most pharmaceutical organizations select against compounds with a
melting point of less than 100°C or 110°C because the low melting point is
associated with problems in accelerated stability testing and with problems
in formulation development. As a result the rule that the highest melting
point polymorph is the least soluble generally holds for solubility measured
at room temperature or body temperature.

Implications for In Vitro Assays

Process changes in chemistry that increase the probability that new com-
pounds will be isolated in amorphous or thermodynamically unstable poly-
morphic form have profound implications for in vitro assays and, in
particular, for high-throughput screening (HTS). In the case of libraries 
of hundreds or thousands of compounds, the reader can approximate the
thermodynamic aqueous solubility that might be expected by performing a
calculation using any of the commercially available solubility calculation
programs. A discussion of solubility calculation is outside the scope of this
chapter.

An aqueous solubility calculator that operates in batch mode using mol-
ecular design limited (MDL) format structure data (sd) files as input can
be obtained as a free download from a US Environmental Protection
Agency (EPA) Web site.7 Generally, a molar solubility of 10 micromolar or
poorer is incompatible with appreciable oral activity for the average per-
meability, average potency (typically one mg/Kg) drug.8 It is not unusual to
find that half of the compounds in a suboptimal combinatorial library are
predicted to have a thermodynamic solubility at or below 10 micromolar
when examining sd files of commercially available combinatorial com-
pounds. When noncrystalline combinatorial compounds are screened in
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HTS assays, the results are far better than might be predicted from solely
thermodynamic solubility considerations, and it is possible to detect fairly
insoluble active compounds in the HTS screen.

Success in detecting a poorly soluble compound in an in vitro screen
depends on the assay conditions. For example, does the assay contain com-
ponents likely to solubilize the compound? Success in the HTS assay in
detecting activity in an insoluble compound is also dependent on the initial
physical form of the compound. An amorphous compound (the predomi-
nant physical form in combinatorial chemistry compounds) is far more
likely to dissolve to give a concentrated DMSO stock solution than is a crys-
talline compound to give a DMSO stock solution. For many amorphous
compounds the solubility in DMSO will be supersaturated relative to the
thermodynamic DMSO solubility of a more stable crystalline form.

Some compounds will stay in solution indefinitely even though the solu-
tions are supersaturated. These are compounds whose concentration lies in
a thermodynamically unstable but kinetically stable so-called metastable
zone. This phenomenon is encountered only when a supersaturated solu-
tion is created in the absence of crystalline solid. It does not occur if diss-
olution starts from the crystalline solid.

Compounds will precipitate from a DMSO stock solution if the kinetic
conditions are appropriate, for example, if enough time passes or enough
freeze–thaw cycles are encountered as part of the compound in DMSO
storage process. Operationally this writer has encountered the phenome-
non of a “working-day” solubility window. Amorphous compounds gener-
ally dissolve fairly easily at 30 or even at 60mM in DMSO but noticeable
precipitation can be detected after about a day. This occurs even at room
temperature and even in the absence of any freeze–thaw cycle. The one
working-day window phenomenon for solubility in DMSO has implications
for the detection of HTS actives.

For example, suppose that an HTS assay results in a number of actives.
A similarity search is then conducted on the actives and based on the search
compounds are submitted to an HTS re-screen. Frequently compounds
were found to be active in the re-screen that were inactive in the original
HTS assay. The likely reason is the kinetic phenomenon of compound pre-
cipitation from medium time length storage of DMSO master plates.Active
compounds were not detected in the primary screen because these com-
pounds were not available to the primary screen. They precipitated from
the stored master DMSO plates. The re-screen is performed with freshly
DMSO solubilized samples (within the one working-day window) allowing
a better detection of a truly active compound.

Process changes in chemistry that increase the probability that new com-
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pounds will be isolated in amorphous or thermodynamically unstable poly-
morphic form have profound implications for in vitro assays in traditional
biology laboratories. This author anticipates an increase in the noise level
of traditional biology in vitro assays, in particular, as compounds are
increasingly distributed as DMSO stock solutions, and anticipates a resul-
tant very negative reaction from traditional biology personnel. The reason
for the increased noise level is the increased degree of uncertainty as to the
actual concentration of a compound being screened when compounds are
distributed as DMSO stock solutions.

The purely technical considerations relating to compound physical form
and resultant precipitation from DMSO stocks are similar in HTS assays
and traditional biology in vitro assays, but the people considerations are
very different. Personnel involved in HTS assays have long been tolerant
of the problems attendant to HTS screens. They do not get upset if active
compounds are missed in an HTS screen because of poor aqueous or
DMSO solubility. To people familiar with HTS assays, it is just part of the
cost of doing business, an inevitable trade-off between the greatly enhanced
screening capacity of HTS versus an inevitable loss of accuracy. This type
of mindset is very different from that likely to be encountered among tra-
ditional biologists. Traditional biologists place a premium on in vitro screen
accuracy and take pride in assay reproducibility. Uncertainty as to com-
pound concentration is minimized when stock solutions are freshly pre-
pared from a “neat” amorphous material or a freshly prepared DMSO
stock. In essence with respect to compound distribution, a traditional
biology lab works within the one working-day scenario. However, all 
this changes if the method of compound distribution changes toward an
automated dispensing of drug in DMSO stocks.

Compound concentration in an in vitro assay becomes an important
noise factor if the compound has precipitated from DMSO as part of the
compound storage process. The biologist may interpret assay results as
reflective of compound aqueous insolubility. However, the problem may
have occurred at an even earlier stage in that precipitation actually
occurred from the DMSO stock solution. In addition compound loss from
DMSO may be interpreted as a chemical instability (degradation) problem.
Considerable semantic confusion can result from the term “instability.”
To the biologist it may mean compound loss from solution. The chemist 
may interpret “instability” as a change in chemical structure, namely as a
chemical degradation problem. These differences are meaningful because
different strategies may be chosen to deal with compound loss from a
DMSO stock depending on whether the problem is precipitation or chem-
ical degradation.
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Implications for In Vivo Assays

Process changes in chemistry that increase the probability that new com-
pounds will be isolated in amorphous or thermodynamically unstable poly-
morphic form enhance the probability that in vivo activity will be detected
if the compound aqueous solubilization is performed fairly rapidly. Likely
the biologist or drug metabolism person will want to ensure oral exposure
of a solution to an animal fairly quickly so that dosing occurs before the
compound precipitates.Alternately, dosing might be performed with “neat”
amorphous solid materials as a suspension. In either of these scenarios the
oral dosing with amorphous solid will appear more efficacious than if the
oral dosing started with a suspension of the less soluble, thermodynamically
more stable crystalline product form.

The oral activity improvement attendant to the amorphous form of the
compound may not be detected until a serious attempt is made to obtain
crystalline material. This could come as late as the clinical candidate nom-
ination stage. What should be avoided at all costs is the choice of the “best”
orally active compound by a comparison of the oral bioavailability of poorly
characterized solid forms. The oral absorption component of oral bioavail-
ability (but not the metabolism factor) is extremely dependent on crys-
talline form. Making a choice using poorly characterized solid forms risks
choosing a nonoptimum compound. In fact this error may not even be
noticed if only the clinical candidate has been crystallized. Critical to these
arguments is the presumption that most in vivo assays will not be conducted
with stored compound in DMSO stock solutions.

16.5. SOLUBILITY, POTENCY, AND PERMEABILITY
INTERRELATIONSHIPS

Aqueous solubility, potency, and permeability are three factors under med-
icinal chemistry control that must be optimized to achieve a compound with
acceptable oral absorption. Typically a lead (chemistry starting point) is
deficient in all three parameters. The interrelationships of these three 
parameters has been described in a series of publications from Pfizer
researchers.9,10 Figure 16.1 provides a bar graph that depicts minimum
acceptable solubility as a function of projected clinical potency and intesti-
nal permeability. A minimum thermodynamic aqueous solubility of 
52mg/mL is required in the most commonly encountered situation where
the projected clinical potency is 1mg/kg and the permeability is in the
average range. If the permeability is in the lower tenth percentile as might
be found for a peptidomimetic the minimum acceptable solubility is 
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207mg/mL. The minimum accepatable solubility is 2100mg/mL if the
potency is poor (and the dose high), for example, as occurs among some
HIV protease inhibitors.

16.5.1. Acceptable Aqueous Solubility for Oral Activity:
Traditional Definition

A classic pharmaceutical science textbook might have defined poor solu-
bility as anything below a solubility of 1 gram/mL (2mol/L solution for a
molecular weight of 500) at pH 6.5 (or pH 7). This classic view is reflected
in the Chemical Abstracts SciFinder 2001® solubility range definitions for
solubility calculated using Advanced Chemistry Development (ACD) Soft-
ware Solaris V4.67. These semiquantitative ranges for molar solubility are
very soluble, 1mol/L < solubility; soluble, 0.1mol/L < solubility < 1mol/L;
slightly soluble, 0.01mol/L < solubility < 0.1mol/L; and sparingly soluble,
solubility < 0.01mol/L. The traditional definition was reasonable for the
time frame where many drugs had clinical potency in the 10 to 20mg/kg per
day range. This type of very poor potency (high doses in the gram range)
is seldom encountered today except for therapy with some infectious
disease and antiviral drugs. The likely reason is the use of mechanism 
as opposed to phenomenological screening (in vivo screening) and the
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improved potency attendant to leads resulting from high-throughput
screening.

16.5.2. Current Era Definition

In the current era with widespread problems of poor solubility,4 a com-
pound (drug) with average permeability and a projected clinical potency of
1mg/kg, needs a minimum aqueous solubility of 50 to 100mg/ml to avoid
the use of nonstandard solubility fixing formulation technology. The guide-
lines published by Pfizer’s Curatolo on maximum absorbable dose are an
excellent source for the combination of permeability, solubility, and potency
required in an orally active drug.8

Development Thermodynamic Solubility as a Benchmark

The quantitation of solubility in the current discovery setting differs
markedly from that of a traditional aqueous solubility assay. In the tradi-
tional solubility assay the crystalline well-characterized solid is equilibrated
in aqueous solution for sufficient time to reach equilibrium (generally 24–48
hours). The solution composition is important in the comparison with a dis-
covery solubility assay. The traditional thermodynamic solubility experi-
ment is performed in the absence of any organic co-solvent. By comparison
the discovery solubility assay is frequently performed in the presence of a
co-solvent, usually DMSO. The physical state of the starting solid in the
development thermodynamic assay is relevant to the comparison with dis-
covery solubility assays. As was previously mentioned, the solids in discov-
ery today are frequently noncrystalline and therefore invariably more
aqueous soluble.

The thermodynamic assay time duration is important to the comparison
of the time scale of discovery solubility assays where the time scale is fre-
quently much shorter. The development thermodynamic solution experi-
ment is filtered through a filter typically in the micron size range. For
example, filters of 1.2m are recommended for lipid containing total par-
enteral nutrition (TPN) solutions and filters of 0.22m for nonlipid TPN. The
particle size that would be considered as constituting a “solution” in a ther-
modynamic solubility measurement is important in the context of discov-
ery solubility measured by particle-based light scattering. After separating
the solid from the liquid phase by filtration (or possibly by centrifugation),
the quantity of compound in the aqueous phase is measured by a quanti-
tative technique, for example, by HPLC with UV detection. Positive stan-
dards are used to bracket the aqueous concentration of soluble drug.

Care is taken that the positive standards reflect the ionization state of
the drug in solution, since substantial changes in UV extinction coefficient
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frequently occur as a function of solution pH for an ionizable drug. This
point is important in the context of discovery solubility measured by ultra-
violet (UV) spectroscopy. In the developmental thermodynamic solubility
assay the compound purity is typically quite high. In comparison in the dis-
covery solubility assay the compound purity is typically lower. At the time
of writing, typical compound purity criteria for combinatorial chemistry
compounds from the better chemistry sources were 90% pure by evapora-
tive light-scattering detection (ELSD) or 80% pure by UV detection (typ-
ically ELSD is a less sensitive detector than UV of compound impurities).
The compound purity issue is particularly important to the issue of discov-
ery solubility assays using a UV quantitation end point.

16.6. TURBIDIMETRIC/PARTICLE-BASED SOLUBILITY

The presence of a precipitate of insoluble material can be used as an indi-
cator that the solubility limit of a compound has been exceeded. There are
two general methods to instrumentally detect the presence of a precipitate.
One can detect precipitation using UV absorbance, or one can detect pre-
cipitation by directly measuring light scattering with a type of nephelo-
metric light-scattering detector. One can also visually detect light scattering
by taking advantage of the Tyndall effect.

The UV absorbance method takes advantage of the fact that particles in
the path of the light beam scatter light away from the light detector or actu-
ally block the light from reaching the detector.The light-scattering “absorp-
tion” curve has the properties of an inverse power curve with the absorption
predicted by a curve of the form (constant divided by wavelength raised to
the power n). In any particular solubility experiment the constant term and
power n tend to be constant until a significant change in the particles occurs
(e.g., from agglomeration). In our experiments we encountered values of n
ranging from 2.5 to 4.5. Because of the inverse power curve form of the
absorption curve the absorption due to light scattering is greatest at short
wavelengths. The presence of a confounding UV absorbance from the
soluble drug is the major disadvantage of measuring particle based light
scattering by UV absorbance. For compounds whose aqueous solution is
not visibly colored, this is generally not a problem, since one can measure
absorbance due to light scattering at about 500nm because it is outside of
the typical soluble chromophore absorption range. However, colored com-
pounds or compounds with colored impurities can absorb due to soluble
chromophore in this range.

The problem can be circumvented by using a UV diode array detector
and performing a Fourier transform analysis on an absorbance data array,
for example, a range of 64 to 128 absorbance readings at evenly spaced
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wavelength increments. The Fourier transform analysis relies on the fact
that the apparent band width of the absorption light-scattering curve is very
much broader than the band width of any soluble absorbance chromophore.
The successive terms of the absorbance data Fourier transform can be inter-
preted in terms of contributions of gradually decreasing bandwidth.

The first term of the Fourier transform essentially defines a baseline shift
of very broad bandwidth and is a very sensitive measure of the absorbance
due to light scattering. A plot of the first Fourier transform term versus
amount of compound added works much better as an index of precipita-
tion than a simple plot of absorbance versus amount of compound added.
The UV absorbance method is also somewhat dependent on the instru-
mental design and works best when there is a large distance between the
sample cell and the UV detector.

The presence of a precipitate of insoluble material can be directly
detected by an instrument specifically designed to detect a light-scattering
signal. Instruments are available that operate in single cell or plate reader
format. Single cell instruments can be used as is or adapted to automated
measurement. For example, our laboratory was able to develop an auto-
mated assay using a modified HACH AN2100 nephelometric turbidity
detector. Instrument costs are quite reasonable because simple, robust light-
scattering detectors are widely sold for use by water quality engineers to
test for clarity in water treatment plants.

It turns out that water clarity is a very good indication of the absence of
a variety of pathogenic intestinal parasites that might be found in contam-
inated water. These types of organisms have effective sizes of about 1m and
are reliably detected by visible light scattering at 90 degrees to the visible
light path. Most mammals (including humans) have through evolution
developed a keen ability to detect light scattering (cloudiness) in water. In
our benchmarking this author discovered his ability to detect light scatter-
ing using the Tyndall effect to be only about one order of magnitude less
sensitive than that using a HACH instrument. A nephelometric turbidity
detector can be calibrated against a set of commercially available turbidity
standards. The detector response is nonlinear to the quantity of compound
precipitated. So what is measured is essentially binary data; that is, the solu-
tion is clear (no precipitation) or turbidity (precipitation) is detected
outside of the baseline (clear) nephelometric turbidity signal.

16.6.1. Types of Turbidity Signal

Two extremes of turbidity signal are detected as compound in DMSO solu-
tion is added stepwise to an aqueous medium. In one pattern a gentle steady
increase in signal is observed as the solubility limit is exceeded.We find that
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this pattern most often corresponds to a compound that precipitates
because it is excessively lipophilic. In the second pattern a very marked
steep increase in turbidity signal is encountered as the solubility limit is
exceeded. We find that this pattern most often corresponds to a compound
that precipitates because of crystalline packing considerations. We also find
that compounds generating the second type of pattern tend to give far more
reproducible results in replicate assays.We interpret this as reflecting a very
quick precipitation when the solubility limit is surpassed for a compound
precipitating because of crystal packing reasons. Large signals are gener-
ated with these types of compounds because particle sizes are small and in
the optimum size range (about 1m) for detection with a visible light source.
Lipophilic compounds tend to precipitate as larger particles, which tend to
generate a weaker light-scattering signal. Reproducibility is poorer for the
detection of precipitates of lipophilic compounds, presumably because of
kinetic considerations; that is, there is more variability in the time it takes
for precipitation of the lipophilic compound to occur.

The precipitation behavior has similarity to the crystallization behavior
of compounds in a chemistry synthesis lab. The more lipophilic compounds
are harder to crystallize than the high melting point compounds. A fluo-
rescent compound can generate a false positive signal in a nephelometric
turbidity assay. A soluble drug with good fluorescent properties absorbs
unpolarized light and emits unpolarized light with a good Stokes shift (i.e.,
at higher wavelength in all directions). This behavior could then be con-
fused with a light-scattering signal. The potential problem is easily solved
by introducing a low wavelength cutoff filter in front of the off axis detec-
tor. In our assays at Pfizer we introduced a cutoff filter that prevented detec-
tion of soluble fluorescein up to the upper concentration limit in our assay.
The filter had no discernable effect on reducing sensitivity to the detection
of scattered visible light. Fortunately for pharmaceutical drug solubility
screening there are very few drugs that fluoresce above the fluorescein
emission range since these soluble compounds would generate a false pos-
itive signal.

16.6.2. UV Detector-Based Solubility

The solubility of a compound can be quantitated by measuring the com-
pound solution concentration by UV spectroscopy. This method requires
the use of some type of positive standard because there are no reliable com-
putational techniques to predict UV absorbance and extinction coefficient
from structure alone. The factors that need to be considered in a reliable
UV-based method include the following. A method needs to be in place to
correct for any UV spectral absorbance changes between reference and test
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samples that occur as a result of (1) solvent medium changes between ref-
erence and test sample, (2) pH changes between reference and test sample,
and (3) confounding UV absorbances between reference and test samples
that may result from UV absorbent impurities in the compound whose sol-
ubility is being tested. The order of importance of these possible problems
and the need for their correction is listed from least to most important.Very
detailed discussions of these issues in solubility profiling can be found in
the excellent review by Avdeef.11

The least problematic issue are UV spectral changes as a function of dif-
ferent solvents between reference and test sample. Solvent effects on UV
spectra in solvents of decreased dielectric constant compared to water par-
allel solvent effects on apparent pKa. The changes are most marked for
acids, for example, leading to a numerical increase of up to two pKa units—
an apparent decrease in the acidity of the carboxylic acid. Effects on bases
are considerably less. The apparent pKa of a base in a reduced dielectric
constant solvent might be up to about half a pKa unit numerically lower
(less basic). The UV spectra of neutral compounds are generally not
markedly affected by changes in solvent dielectric properties. As a result
solvent corrections are generally not critical for UV quantitation of libraries
of neutral or weakly basic or acidic compounds (frequently combinatorial).
The most problematical functional group, namely a carboxylic acid, does
not pose a major concern. Among known phase II drugs only about 14%
are carboxylic acids and carboxylic acids are frequently under represented
relative to this 14% figure in combinatorial libraries.

The issue of UV spectral absorbance changes resulting from pH changes
between reference and test sample is more important. The UV spectra of
compounds containing ionizable moieties located on or near chromophoric
groups can be markedly changed (both in absorption maxima and extinc-
tion coefficient) by differences in medium pH. This phenomenon is well
known and is the basis of methods for determining compound pKa by 
plotting spectral absorbance changes versus pH. Correction requires 
experimental data, namely UV spectra captured at several pH values.
Alternatively, batch mode pKa calculations can be used to bin compounds
into the neutral and weakly basic and acidic compounds for which there 
is unlikely to be a potential problem as opposed to the strong acid 
and base class for which the ionization state can markedly affect the UV
quantitation.

16.6.3. Titration-Based Solubility

Aqueous solubility can be measured by potentiometric titration.The theory
behind this method and its practical implementation has been pioneered by
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Avdeef. A solution of the compound in the pH range where the compound
is soluble is titrated toward the pH region where the compound is insolu-
ble. In the soluble region the normal type of data from a potentiometric
titration is collected, namely millivolt versus volume of titrant added. This
data range serves to define the compound pKa. At and past the compound
precipitation point, data corresponding to millivolt versus volume of titrant
added continue to be collected. However, the data obtained past the pre-
cipitation point defines not the pKa but the compound solubility product.
In favorable cases where the precipitation point occurs about halfway
through the titration, it is possible to obtain both compound pKa and com-
pound solubility product from a single titration experiment. The theory is
very well worked out for this method for almost every reasonable combi-
nation of ionizable groups likely to be present in a drug molecule. The
analysis of the change in titration data once precipitation occurs requires
very high quality potentiometric titration equipment, requires excellent
protection against carbon dioxide uptake and requires very sophisticated
curve analysis software. All these are commercially available.

The method requires a compound in the low milligrams and works best
for very insoluble compounds, which also are the most difficult to quanti-
tate by other methods. The method is relatively slow, since for best results
the titration rate is greatly slowed as the precipitation point is reached. The
compound is solubilized at the beginning of the assay, either by pH disso-
lution of solid or by dissolution of a concentrated DMSO stock solution in
aqueous media of appropriate pH.As a result there is no control as to which
polymorphic form of the compound corresponds to the solubility product.
The method is likely to be particularly useful in the solubility classification
of compounds according to the FDA bioavailability waiver system because
of the extensive validation of the method, its reproducibility, and its par-
ticular applicability to compounds with the poorest solubility.

16.7. SOLIDS NOT CHARACTERIZED IN EARLY DISCOVERY

As previously discussed, the compound’s form differs markedly from early
discovery to the late discovery and development interface. The early 
discovery compound is poorly characterized as to crystalline form. It may
be non-solid, amorphous, or even crystalline but uncharacterized as to 
polymorphic form. The late discovery/development interface compound is
crystalline as defined by phase contract microscopy or powder X-ray 
diffraction and its polymorphic and salt form is frequently characterized.
This difference has profound implications for the design of a discovery 
solubility assay.
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The key question is this: Is it better to design an early discovery solubil-
ity assay as a separate type of experiment, or is it better to try to automate
a traditional thermodynamic solubility assay to handle the very large
number of compounds likely to be encountered in early discovery? Another
way to state this question is: Does it make sense to run a thermodynamic
solubility assay on poorly crystalline early discovery compounds? This is
the type of question about which reasonable people could disagree.
However, this author does have a distinct opinion. It is much better to set
up a distinctively different solubility assay in early discovery and to main-
tain a clear distinction between the assay type appropriate in early discov-
ery and the assay type appropriate at the late discovery / development
interface. Two issues are relevant to this opinion. One relates to the need
for a solubility assay to reflect/predict early discovery stage oral absorption
and the other relates to people/chemistry issues.

An early discovery solubility assay is most useful to chemists at the stage
where oral absorption SAR is not present or poorly defined. This typically
might occur after reasonable in vitro activity has been discovered and
attempts are underway in drug metabolism to establish oral absorption or
in biology to demonstrate oral activity. The early discovery solubility assay
is most likely to predict the early drug metabolism or biology studies when
the solubility protocol mimics the manner of dosing in drug metabolism and
biology. Typically this means that starting compound is dissolved in DMSO
solution, and short read times in the low tens of minutes are used in the
solubility assay. These solubility assay conditions mimic the dosing condi-
tions in early drug metabolism and biology. This type of reasoning is a very
hard sell for a scientist with a strong development or analytical background
because it means setting up a solubility assay that breaks every pharma-
ceutical sciences textbook rule about the qualities of a “proper” solubility
assay.

16.7.1. Role of Chemistry in Solubility Improvement

Chemists have the primary responsibility of altering the compound chem-
ical structure so as to improve on a solubility problem. Anything that 
undermines this primary responsibility of the chemist is harmful to overall
research productivity. In my experience, chemists (perhaps unconsciously)
are always eager to obtain data that makes their compounds look better.
For example, chemists might seek solubility data in simulated intestinal con-
tents in order to obtain better (higher) solubility values. This exercise is of
no value if it does not somehow result in compounds with better proper-
ties being made. Unfortunately, the search for better appearing solubility
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data can actually be counterproductive. This happens if the new solubility
data does not solve a solubility problem and takes the pressure of the
chemist to change the chemical structure toward a better profile. The
chemist “people” factor is a major reason for avoiding a “thermodynamic”
solubility assay on early discovery compounds. The term “thermodynamic
assay” has a connotation associated with developmental rigor and accuracy.
There is a grave danger that the chemist will uncritically accept the solu-
bility value from a “thermodynamic assay” in early discovery on amorphous
material or on material in a DMSO solution.

As was previously discussed, solubility assays on compounds in high-
energy forms (DMSO solution or amorphous) almost always overestimate
the aqueous solubility. If the chemist uncritically accepts an inflated early
stage solubility as truth, there will be little pressure to produce an accept-
able solubility compound once the material is characterized in the crys-
talline form. It is much better to keep the solubility assays distinct: an early
assay for prediction of absorption SAR, and an efficient thermodynamic
assay for the late discovery/development interface. In our discovery orga-
nization in Groton, CT, we force this distinction by refusing to run our 
automated thermodynamic solubility assay on compounds that are not 
crystalline. The traditional “thermodynamic” solubility assay, starting from
crystalline material, can be considerably improved by applying more
modern dissolution technology with particular care to reducing the aqueous
volume and hence the sample size requirement.12

16.8. DMSO SOLUBILIZATION IN EARLY DISCOVERY

Adding compounds solubilized in DMSO to aqueous medium as part of a
discovery solubility assay can lead to two types of solubility assays with dif-
ferent uses. At one extreme, the quantity of DMSO is kept very low (below
1%). At this low level of DMSO the solubility is only slightly affected by
the DMSO content. For example, data from a poster by Ricerca13 suggest
that a DMSO content of 1% should not elevate apparent solubility by more
than about 65%. At 5% DMSO this group reported an average solubility
increase of 145% due to the DMSO content.

Solubility in an early discovery assay containing 1% DMSO can however
exceed “thermodynamic” solubility by a lot more than 65%. However, this
is very likely due to the time scale. Studies by the Avdeef (pIon Inc) group
show a close approximation of early discovery solubility (quantitated by
UV) to literature thermodynamic solubility if the early discovery assay is
allowed to approach equilibrium, for example by sitting overnight. The
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availability of DMSO stock solutions places limitations on the concentra-
tion range that can be achieved without exceeding the one percent DMSO
limit.

For example, if the DMSO stock is 30mM, a 1 to 100 dilution yields 
a final concentration of 300mM. This corresponds to a concentration of 
150mg/mL (for MWT = 500), which is above the solubility limit required for
oral activity in an average permeability, average 1mg/kg potency heterocy-
cle. However, the upper concentration range will not be high enough at 1%
DMSO if something like an HTS DMSO stock is used with a concentra-
tion of 4mM. The resulting aqueous concentration at 1 to 100 dilution is
only 40mM (which corresponds to 20mg/mL solubility (for MWT = 500).
This is not high enough a solubility to ensure oral activity for the average
permeability, average potency heterocycle. A minimum solubility of 50
mg/mL is required.

At the other extreme of adding compounds dissolved in DMSO in an
early discovery assay, the goal is to maximize assay throughput and to gen-
erate a relative solubility ranking and the DMSO content is allowed to
exceed one percent. For example, workers at Glaxo have employed an HTS
solubility assay keeping the DMSO content at a fixed 5%.14 If the addition
is of aqueous medium to DMSO stock, a series of increasing dilutions can
be performed with a plate reader nephelometric assay being run at each
dilution stage. Very high throughputs can be obtained. The assay is com-
pletely compound sparing if it is implemented as part of a normal process
of compound preparation for assay testing. The disadvantages are fairly
clear. It may be difficult to compare compound solubility across chemical
series. At high DMSO percentages the link to thermodynamic solubility is
lost, and it may be difficult to conclude whether a compound has sufficient
solubility to have the potential for oral activity.

16.9. LIBRARY DESIGN, IN SILICO–EXPERIMENTAL 
DIVERGENCE

Library design viewed as a computational process and the experimental
implementation of a library design can result in quite different outcomes.
In a library design one might consider a core template that can be modi-
fied by a variety of substituent groups. The physicochemical profile of the
library is determined by the chemical structure of the core and the range
of physicochemical properties of the substituent groups. For example, there
might be only one core in a design but many substituent groups. As a result
the physicochemical envelope of the library is very much influenced both
by the availability of the chemical pieces that will become the substituents

424 solubility in the design of combinatorial libraries



and by the physicochemical properties of those substituents. If the experi-
mental implementation (synthesis) of a design is 100% successful, then the
actual experimental physicochemical envelope profile is the same as in the
library design. In actuality the chemical synthesis is seldom 100% success-
ful. So what matters is whether there is any bias in the experimental syn-
thesis success rate such that the experimental library differs significantly
from the design library. A priori, the chemical synthesis success rate is
usually not known, so in general, libraries are overdesigned. More com-
pounds are designed than will actually ever be synthesized.

The experimental synthesis success rate almost always biases the exper-
imental library, so the physicochemical profile relative to aqueous solubil-
ity is significantly worse than that in the design library.The fewest chemistry
problems are found in lipophilic substituent moieties lacking polar func-
tionality. In almost all cases polar functionality is electron withdrawing,
so reactions of a substituent moiety like reactive amination, acylation, and
nucleophilic substitution proceed poorly. Blocking and deblocking of a
polar group adds to the complexity and length of a synthesis. As a result
polar reagents that require blocking and deblocking are experimentally
selected against. Robotic pipettors perform poorly or not at all on slurries
of precipitates, so any factor that increases the insolubility of a reagent in
an organic solvent will bias the library outcome.

16.9.1. Two Causes of Poor Solubility

Poor solubility in an organic solvent arises from two quite different factors:
solvation energy and disruption of intermolecular crystal packing forces 
in the crystalline reagent. Solvation of a lipophilic reagent in an organic
solvent is typically not a problem. But disruption of intermolecular crystal
packing forces is very much a problem in an organic solvent, especially 
if the reagent has a high melting point. This type of problem is most 
likely to be present in a reagent with polar hydrogen bond acceptor/
donor functionality. Thus the reagent insolubility problem tends to bias 
a library toward a more lipophilic and hence more aqueous insoluble
profile.

To accommodate diversity considerations, a range of substituent moieties
is selected.A large structural range translates into a broad molecular weight
distribution. The combination of reagent solubility and diversity con-
siderations results in an experimental library that is biased toward higher
lipophilicity and higher molecular weight relative to the design library. The
bias occurs because high lipophilicity and high molecular weight are the
worst combination of “rule of 5” parameters in terms of leading to poor
aqueous solubility.
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16.9.2. Library Design—Importance of the Rate-Determining Step

Effectiveness of designing for adequate aqueous solubility depends on
whether chemistry protocol development or chemistry production is rate
determining. If chemistry production is rate determining, there will be
excess validated protocols relative to library production. This means that
protocols can be prioritized as to the attractiveness of the compound solu-
bility profile and the least attractive protocols from a solubility perspective
may never be translated into actual library production. However, often 
protocol development and not library production is the rate-determining
step. This eventuality is unfortunate because there is an understandable
reluctance to discontinue chemistry synthetic efforts due to poor experi-
mental solubility profile if considerable chemistry effort has already been
expended. Consider the following situation. The effort toward library pro-
duction is 70% complete. The experimental solubility profile is poor. Would
you discontinue completion of library synthesis because of poor solubility
if 70% of the chemistry effort had already been completed? So a key issue
becomes how much chemistry experimental effort takes place before exem-
plars are experimentally profiled in solubility screens?

If protocol development is rate determining, the effectiveness of exper-
imental solubility assays depends on how the early exemplars are synthe-
sized. In theory, the most effective method would be to obtain a well-spaced
subset of the library in an experimental design sense. A traditional non-
combinatorial synthesis would accomplish this but would not fit in well with
a combinatorial optimization process. A possible way around this problem
is to institute some type of early automated cleanup of combinatorial exem-
plars from partially optimized reaction schemes. This is not a tidy solution
because the most efficient process would be an automated cleanup on the
entire library after the optimization process was complete.

The least effective method of providing samples for experimental solu-
bility profiling is a late-stage selection from the optimized combinatorial
libraries. It is least effective, and not because of chemistry efficiency 
considerations. A late-stage selection from the optimized combinatorial
libraries is actually chemistry efficient. However, the inefficiency comes
from the people aspect. The data comes too late to prevent poor solubility
compounds from being made. The timing problem in obtaining combinato-
rial exemplars is one of the driving forces that makes computational solu-
bility profiling so attractive.

Poor Solubility—Business Aspects

There is a business aspect here for a company selling combinatorial libraries
if the combinatorial libraries contain compounds experimentally verified to
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have poor solubility properties. What do you do with the poor solubility
compounds? Do you sell them to an unsuspecting customer, or do you
swallow the cost by not selling these compounds? At the present time there
is still a way out. Not all customers want all compounds to have good
ADME properties. There is still a sizable market (about 30% but dwin-
dling) for compounds perceived to be possibly active in an in vitro assay
regardless of aqueous solubility properties.The argument is that one cannot
proceed anywhere without that first “lead.” So try to get the “lead” first and
then worry about solubility later. I am not a proponent of this view, but I
can see how people who are involved in screening against very difficult
targets might take this position.

If library production is rate determining, then the effectiveness of exper-
imental solubility assays becomes much simpler. Operationally it is fairly
straightforward to de-prioritize a library that profiles poorly in solubility
assays if there are more protocols than can be translated into production.
One simply executes the best protocols in a solubility sense and drops from
production those that profile the worst. There is a clear message here if one
really cares about solubility properties. The manning and effort should be
greater on the protocol validation stage as opposed to the library produc-
tion stage. This solubility derived message is exactly contrary to that which
one receives at the vendor trade shows. The vendor trade shows tend to
emphasize the production side. This is hardly surprising if there is much
more money to be made in selling production hardware and technology as
opposed to selling tools for protocol design and validation.

16.9.3. Prioritizing Assays

I believe that assays are not all equal in terms of contributing to drug
quality. Design is most important for those properties under the poorest
chemistry control. Good chemistry control equates with the chemists’
ability to control SAR. Good control of SAR means that a chemist can
make a small molecular change with resultant large change in the measured
property. Poor control of SAR means a loss of relationship between mole-
cular structure and the measured property. I believe it is inadvisable to
totally filter out compounds with poor properties if they can easily be fixed
by chemistry.The goal in drug research is to discover inherently active com-
pounds with appropriate properties. There is little value to being so restric-
tive that few inherently active compounds will be found.

Chemistry SAR for Solubility is Poor

Chemistry control of aqueous solubility is poor. The good news is that if a
compound has poor aqueous solubility, methods do exist to fix the problem
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in terms of pharmaceutical formulation technology. However, these are
always expensive in time and manning, and depending on the degree of the
solubility problem, they may have limited or no precedent in terms of exist-
ing approved products. By far the preferred solution to poor solubility is to
fix it in chemistry. Formulation fixes are a last resort. The bad news is that
in general, poor aqueous solubility is by far the most common physico-
chemical problem in combinatorial libraries. It takes no effort at all to intro-
duce poor aqueous solubility to a combinatorial compound library. The
combination of high molecular weight and high lipophilicity outside the
“rule of five” limits15 is an almost certain guarantee of poor aqueous solu-
bility. Based on our experimental screening, lipophilicity above the “rule of
five” log P limit of 5 by itself carries with it a 75% chance of poor aqueous
solubility.

Industry Solubility Changes

The definition of “poor solubility” has come downward in the com-
bichem/HTS era. A classic pharmaceutical science textbook might have
defined poor solubility as anything below a solubility of 1g/mL at pH 6.5
(or pH 7). In today’s era most drug researchers would be very excited by a
solubility as high as 1g/mL. In general, with average permeability and a pro-
jected clinical potency of 1mg/kg, a drug needs a minimum aqueous solu-
bility of 50 to 100mg/mL to avoid the use of nonstandard solubility-fixing
formulation technology. We find the guidelines published by Pfizer’s Cura-
tolo16 on maximum absorbable dose to be an excellent guide for the com-
bination of permeability, solubility, and potency required in an orally active
drug.

Chemistry control of aqueous solubility is poor because, except for a 
few very specific cases, the chemistry SAR is blunt. In this respect control
of solubility like that of permeability is poor. Solubility due to excessive
lipophilicity improves only gradually as the lipophilicity is moved in the
desired downward direction. Trying to decrease lipophilicity by incorpo-
rating polar functionality may or may not work. The potential solubility
improvement attendant to introducing polar hydrophilic functionality can
easily be more than counterbalanced by a decrease in solubility, because 
of increased intermolecular crystal packing forces arising from the new
polar functionality. In our experimental solubility screening, about 60% 
of poor solubility is unrelated to excessive lipophilicity. This 60% of poor
solubility arises from high crystal packing forces due to intramolecular
interactions in the solid crystal state, which make disruption of the crystal
energetically costly. So the blunt SAR feature in solubility comes from the
phenomenon that solubility improves only gradually (or not at all) as a
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physicochemical property (lipophilicity) is moved in a desired downward
direction.

16.9.4. Solubility and Compound pKa

Changing the pKa of an acidic or basic group in a molecule so that more of
the compound exists in the ionized form at physiological pH lowers 
log D (at about pH 7) and, in general, should improve aqueous solubility.The
improvement in solubility is limited, however, if the solubility of the neutral
form of the compound (the inherent solubility) is very low. The situation is
worsened if the starting pKa is far from 7. We find this to be a particular
problem with weak bases. Weakly basic pyridines, quinolines, quinazolines
and thiazoles seem to be frequent members of combinatorial libraries.

The extent of poor aqueous solubility may be experimentally under-
estimated in a combinatorial library. No combinatorial library is purified by
traditional crystallization. The vast majority of compounds purified by an
automated process will be isolated in amorphous form. Compounds in an
amorphous solid form exist in a much higher energy state than a true crys-
talline solid, and aqueous solubilities of amorphous solids are always higher
than that of crystalline solids. This phenomenon may only be recognized if
there is a high degree of interest in a combinatorial compound. The com-
binatorial compound is scaled up and purified by crystallization. The newly
crystallized compound can easily be an order of magnitude more insoluble
and hence more poorly absorbed than the original sample.

Aqueous solubility can be improved by medicinal chemistry despite the
blunt SAR feature. However, to improve solubility takes commitment to a
combination of computational and experimental interventions and a real
effort on chemists’ part to incorporate solubility information into synthesis
design. The importance of rapid experimental feedback is particularly
important given the current inability to computationally predict poor solu-
bility arising from crystal packing interactions. It is critical not to miss a
serendipitous improvement in solubility attendant to a molecular change.
Because of the blunt SAR feature the easiest way to improve solubility with
respect to library design is to try to design the better solubility profile as
best as possible right at the beginning.

16.9.5. Phony HTS Hits and Solubility Screening

In vitro potency has always been under excellent chemistry control, the
hallmark of good control being tight chemistry SAR. With respect to com-
binatorial chemistry several exceptions should be noted. Compounds are
often encountered as leads in HTS screening and can be characterized as
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“phony HTS leads.”These types of compounds should be avoided at all cost
as templates in combinatorial chemistry. A very common attribute of these
leads is that the chemistry SAR is flat and fuzzy if compounds are subjected
to lead optimization. Large chemistry changes can be made with only very
small changes in activity. Often these types of problems can be avoided by
similarity searches on the initial apparent lead. A loss or gain of activity
related to a small structural change over the initial lead is a good sign. A
change in activity of a factor of 10 between two compounds differing by
only a single methyl group is a classic example of good SAR. A flat SAR
among analogs is not a good sign. Often these “leads” are not very active,
such as in the low micro molar range. Sometimes the exact same compound
shows up active in multiple HTS screens. Alternatively, as we have
observed, members of a well-defined structural series appear as apparent
HTS actives but not necessarily the exact same compound across different
HTS screens. Some phony HTS “leads” are removable by compound quality
filters. The mechanisms for the “phony HTS lead” phenomenon are largely
unknown. Some of our experience suggests that nonspecific lipid membrane
perturbation of intramembrane protein receptor targets could be a factor.
Experienced medicinal chemistry “intuition” works quite well in avoiding
“phony HTS leads,” but it would clearly be very advantageous to have com-
putational filters for this problem. Software, even if it worked no better than
the chemists’ intuition, would be very advantageous from the people view-
point. Biologists generally do not understand nor appreciate the chemists’
exquisitely tuned sense of what constitutes a “good” chemical structure. So
a lot of hard feelings and miscommunication between chemists and biolo-
gists could be avoided by a computation that merely mimics the chemists’
structural intuition.

The phenomenon of “aggregation” as a cause of phony HTS leads has
been described by Shoichet.17 Compounds screened at relatively high doses
(e.g., 30 mM) appear reproducibly as hits or leads across unrelated biologi-
cal screens. These weakly active compounds cannot be optimized in medi-
cinal chemistry and are a great time waster if pursued in chemistry. The
formation of aggregates in the 0.1 to 1.0m range was the common feature
found in these compounds. Aggregates of this size might pass through a
filter used to separate solid phase from solution phase in a traditional ther-
modynamic solubility assay, and hence an aqueous phase containing these
aggregates would in a traditional thermodynamic solubility sense be classi-
fied as “soluble.” However, it would clearly be advantageous to avoid these
kinds of compounds. Aggregates in this size range are easily detected by
light scattering at 90 degrees from the incident light. Even relatively unso-
phisticated equipment is adequate as would, for example, be used by a water
quality engineer to measure the clarity of water at a treatment plant. The
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ability to detect these aggregates is an advantage of quantitating solubility
by light scattering. Prior to the Shoichet paper the detection of small aggre-
gates by light scattering would have been viewed as a “false positive,” that
is, as an incorrect deviation between a proper thermodynamic measurement
and the result of a light-scattering measurement. After the Shoichet publi-
cation the light-scattering detection of aggregates can be viewed as an
advantageous. The advantage being the ability to detect the time wasting
“phony HTS” leads or hits.

16.9.6. Solubility Is of Low Dimensionality

ADME and therefore solubility space is of low dimensionality. For example,
if one computes the types of physicochemical properties likely to be impor-
tant to oral absorption, one seldom finds more than six or perhaps seven
significant independent properties (e.g., in a principal components analy-
sis). Typically these are properties related to size, lipophilicity, polarity,
hydrogen bonding properties, and charge status. The low dimensionality of
ADME space explains the effectiveness of simple filtering algorithms like
the “rule of five.” The low dimensionality of ADME space contrasts with
the very high dimensionality of chemistry space. For example, description
of a large diverse chemical library by electrotopological parameters does
not result in low dimensionality.A principal components analysis on a large
diverse chemical library might find that eight independent properties (com-
ponents) derived from electrotopological properties described less than
50% of the variance in chemistry space.

16.9.7. Solubility and Permeability Interrelationships

Poor aqueous solubility, a compound related factor rather than an assay
related factor, has a major effect by introducing “noise” into permeability
screening and hence has an effect on making computational model build-
ing very difficult. It must be stressed that the compound solubility factor
virtually never appears as an explicit consideration in the published per-
meability literature. Compound sets are published that are used to validate
in vitro cell based absorption assays. Validation usually means obtaining 
an acceptable correlation between human fraction absorbed data and in
vitro permeability data. The absorption data always include the experi-
mentally very well controlled but compound number limited human frac-
tion absorbed data that are used to define absorption ranges in the FDA
bioavailability waiver guidelines. This limited compound set is then sup-
plemented with additional compounds chosen from published human
absorption literature. In our own work we have been able to accumulate

library design, in silico-experimental divergence 431



literature human fraction absorbed data on a total of about 330 compounds.
Larger data sets of up to about 1000 compounds exist, which are based on
published reference texts18 or intensive literature searches supplemented 
by detective work, to differentiate the absorption and metabolism compo-
nents in oral bioavailability.19 The hallmark of compounds with human
absorption data is that they are very well behaved compounds from a “drug-
like” viewpoint. The fraction absorbed is very heavily biased to the high
percentage absorbed range, and the compounds are almost universally
quite soluble in aqueous media. This simply reflects the compound quality
filtering process that must be passed for a compound to enter the types of
studies likely to generate human fraction absorbed data. In short, literature
compound permeability validation sets are completely appropriate and 
say a lot about assay issues in a permeability screen, but they have almost
no relevance to assay reproducibility issues related to poor compound 
solubility.

Figure 16.2 sets the stage for the types of solubility among currently syn-
thesized compounds that are likely to be submitted to a permeability screen
like a Caco-2 assay. In this type of assay a variety of biological transporters
are present that mediate both absorption and efflux. The movement of a
compound through the Caco-2 polarized cell layer through the action of
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these transporters can be saturated if the drug concentration is high enough.
So it is important to screen at a physiologically relevant concentration. If
the dose is too low, the permeability estimate will be too low because the
importance of efflux transporters will be overestimated.

Figure 16.2 maps the acceptable solubility ranges as defined by pharma-
ceutical science to the molar concentration range of biological screening.
For an average potency compound of about 1mg/kg, the screening dose in
a Caco-2 screen should be somewhere in the range of 100mM. This con-
centration is the minimum required for adequate absorption. However,
pharmaceutical industry caco-2 screening doses are typically 10 to 25mM.
This dose range is chosen for very practical reasons. If the assays were 
run at 100mM, a very high incidence insoluble or erratically soluble com-
pounds would be encountered. In caco-2 screening in our Groton, USA 
laboratories, one-third of compounds screened at 10mM are insoluble in an
aqueous medium. When one-third of compounds screened in an assay are
insoluble in aqueous media, assay reproducibility becomes a major issue. I
think it is entirely reasonable to question the value of permeability screen-
ing of combinatorial libraries given their general tendency toward poor 
solubility.

The reader can get a quick idea of whether poor solubility might be a
confounding factor for permeability screening of a combinatorial library. In
my experience the existing batch mode solubility calculation programs gen-
erate very similar and quite reasonable solubility histogram profiles when
run on thousands of compounds (although I would not trust numerical pre-
diction results for small numbers of compounds). Experimental permeabil-
ity screening (especially if it is manning intensive) might not be worthwhile
because of the solubility noise factor if a very significant fraction of the
library is predicted to be insoluble at 10mM (the low end of the typical
screening concentration range).

16.10. CONCLUSION

In summary, poor aqueous solubility is the single physicochemical property
that is most likely to be problematical in a combinatorial library. It can be
avoided in part by intelligent use of batch mode solubility calculations. The
solubility problem is not simply a technical issue in library design. It is exac-
erbated by chemistry synthesis considerations and by the timing of the
availability of combinatorial exemplars. Formulation fixes are available
unless the solubility is extremely poor, but these should be avoided as much
as possible.

conclusion 433



REFERENCES

1. A. Avdeef, Curr. Top. Med. Chem. 1 (4), 277–351 (2001).
2. C. A. Lipinski, Curr. Drug Disc. (April), 17–19 (2001).
3. E. H. Kerns, J. Pharm. Sci. 90, 1838–1858 (2001).
4. R. A. Wards, K. Zhang, L. Firth, Drug Disc. World (Summer), 67–71 (2002).
5. R. E. Dolle, J. Comb. Chem. 3, 477–517 (2001).
6. J. Bernstein, R. J. Davey, J. Henck, Angew. Chem. Int. Ed. 38, 3440–3461 (1999).
7. Syracuse Research Corporation’s EPI suite of software. Includes the KowWin

aqueous solubility calculator is available at http://www.epa.gov/oppt/expo-
sure/docs/episuitedl.htm.

8. C. A. Lipinski, J. Pharm. Tox. Meth. 44, 235–249 (2000).
9. K. C. Johnson, A. C. Swindell, Pharm. Res. 13, 1795–1798 (1996).

10. W. Curatolo, Pharm. Sci. Tech. Today 1, 387–393 (1998).
11. A. Avdeef, Curr. Topics Med. Chem. 1, 277–351 (2001).
12. C. S. Bergstrom, U. Norinder, K. Luthman, P.Artursson, Pharm. Res. 19, 182–188

(2002).
13. Estimated from poster data. Presented in “Rapid screening of aqueous solubil-

ity by a nephelometric assay,” J. R. Hill, C. M. Curran, N. S. Dow, K. Halloran,
V. Ramachandran, K. G. Rose, D. J. Shelby, D. A. Hartman, Ricerca Ltd., AAPS
Denver, CO (2001).

14. C. D. Bevan, R. S. Lloyd, Anal. Chem. 72, 1781–1787 (2000).
15. C. A. Lipinski, F. Lombardo, B. W. Dominy, P. J. Feeney, Adv. Drug Del. Rev. 23

(1–3), 3–25 (1997).
16. W. Curatolo, Pharm. Sci.Tech.Today 1 (9), 387–393 (1998).
17. S. L. McGovern, E. Caselli, N. Grigorieff, B. K. Shoichet, J. Med. Chem. 45 (8),

1712–1722 (2002).
18. Advanced Algorithm Builder, http://www.pion-inc.com/products.htm.
19. Oraspotter, http://www.zyxbio.com.

434 solubility in the design of combinatorial libraries



CHAPTER

17

HIGH-THROUGHPUT DETERMINATION OF LOGD
VALUES BY LC/MS METHOD

JENNY D. VILLENA, KEN WLASICHUK,
DONALD E. SCHMIDT JR., and JAMES J. BAO

17.1. INTRODUCTION

Lipophilicity is an important determinant of the suitability of a compound
as a drug candidate, as it is directly linked to absorption, permeation, dis-
position and bioavailability.1–2 Lipophilicity is related to the thermodynamic
partition coefficient, P, which is the ratio of the equilibrium activity (or 
concentration in dilute solution, i.e., <10-4 M) of the neutral species in a
water-immiscible organic solvent to the equilibrium activity of the neutral 
species in water. Usually the partition coefficient is expressed as the form
of logarithm, logP. The desirable logP values of drug candidates are less
than 5.3

The partition coefficient P can be estimated using commercially avail-
able software programs that break the molecules into their substructures
and then summarize the fragment values and add correction terms for
intramolecular interactions.4–6 However, the most reliable results still come
from experimental determinations. A common way of determining the log
P value is to add a water-immiscible organic solvent, such as octanol, into
water or buffer solution at various pHs.7 Under this condition the apparent
partition coefficient (or distribution coefficient D) is a better representa-
tion of the lipophilicity of an ionizable compound at this specific pH.8 Thus
lipophilicity is often expressed as logD rather than logP. With partition
coefficient and pKa values (calculated or experimentally derived) available,
logD values can also be calculated. In our experience, logD values that
depend on calculated pKa values are rarely in agreement with the experi-
mental values, except perhaps in highly analogous chemical series. There-
fore it is still common to measure logD values experimentally.
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17.1.1. Determination of LogD Values

There are many different methods for measuring logD values experimen-
tally. The most classic method is the shake-flask method, which involves
measuring the concentrations of the species in each of the octanol and
buffer phases separately after they have reached equilibrium.9 This proce-
dure is labor intensive and requires a large amount of material, which limits
the overall throughput and makes the method unsuitable for current drug
discovery programs.

Several new methods, direct or indirect, have emerged as alternatives to
the traditional flask method.10 Direct methods, such as the shake-flask
method, are based on measuring the concentrations of a species in the two
phases at thermodynamic equilibrium.11 Indirect methods either involve a
third medium, such as a generator column,12 or use a totally different equi-
libration system, such as the reversed stationary phase in an HPLC
column,13 or the micelles in micellar electrokinetic capillary chromatogra-
phy (MECC).14 Thus indirect methods rely on empirical correlations
between two-phase partitioning and other partitioning phenomena and
need to be calibrated against known compounds under the same conditions
that will be used to test compounds. This correlation may yield erroneous
and misleading results, particularly when applied to structurally diverse
compounds. In addition it is hard to know if the two phases in indirect
methods are at thermodynamic equilibrium. Therefore direct measurement
of the concentrations of analytes at equilibrium is the preferred method.

The simplest way of measuring the concentrations in the two phases is
to read the absorbance by a spectrometry method. Unfortunately, spectro-
metric methods are suited only for compounds that either are very pure or
have unique chromophores. For most pharmaceutical compounds at dis-
covery stage, it is difficult to obtain pure compounds. A separation tech-
nique, such as HPLC, can avoid interferences from impurities, eliminating
the purity and/or unique chromophore requirements,15 and allow for
UV/Vis detection. Even with HPLC separation, UV/Vis detection still has
its limitations. First, even with photodiode array (PDA), UV/Vis may be not
specific enough to identify co-eluting impurities, especially when the con-
centration of the sample is relatively low or the compound of interest has
low absorbance. Second, it is very hard to identify the peak of interest when
there are multiple peaks. An example is shown in Figure 17.1 where the
biggest peak in a UV trace is actually not from the compound of interest.
Third, the sensitivity of UV/Vis detection is limited, thus limiting the range
of logD values that can be determined by this method. The measurable
range of the logD values is limited by the lowest concentration of the test
substance that can be reliably measured in either phase. Therefore a more
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sensitive and more specific detection technique, such as mass spectrometry
(MS), is more appropriate.16–18

17.1.2. LC/MS Method Development

Burkhard and Kuehl first reported the use of liquid chromatography with
MS detection for the determination of n-octanol/water partition coefficients
of eight tetrachlorinated planar molecules in 1986.16 They used electron
impact (EI) or negative chemical ionization (CI) mode with multiple-
ion-selection (MIS) mass analyses. Later Wilson et al. used an electrospray
ionization (ESI) method and analyzed several hundred pharmaceutical
compounds.17 Wlasichuk et al. recently reported a new method for deter-
mining a broad range of logD values (-2 to +5.5) for several hundred phar-
maceutical compounds using an atmospheric pressure chemical ionization
(APCI) technique.18 This method took advantage of APCI for better quan-
titation7–21 and obtained a reasonably wide range of linearity. In addition to
the use of APCI, they also developed a dilution strategy to minimize the
number of experiments needed for obtaining logD values. Therefore this
method can be routinely used for logD determination with high accuracy
and improved efficiency.

17.1.3. High-Throughput LogD Determination

While the LC/APCI-MS logD method improved throughput compared
with previous methods, improvements were required to meet the demand
for faster and better results in the pharmaceutical industry. To achieve this,
it was mandatory to develop a totally new working process. For example,
even with the simplified procedure as described previously,18 the method is
still relatively labor intensive. Most of the current libraries come in the
format of 96-well or 384-well plates making it impossible to manually
analyze all of these samples, as was done previously with individual com-
pounds. Automated liquid handling devices have to be used to accommo-
date these plates. In addition not all fractions obtained from the
combinatorial library contain meaningful compounds for logD measure-
ments. Thus it is necessary to be able to selectively choose different com-
pounds from a single plate. This requirement imposes challenges to the
automated multiple-needle liquid handler.

In collaboration with the high-throughput purification group, a new
working process involving sample preparation, processing, and injection
was developed (Figure 17.2). Specifically, during the sample preparation
stage, samples are prepared in 96-well plates, which are called the parent
plates and have individually movable wells. When samples are loaded into
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these parent plates, plate maps are generated simultaneously.The plate map
lists the compound identification number, the location (row and column)
on the plate, and the barcode for the specific well. The compounds of inter-
est are rearranged into new 96-well plates, which are daughter plates.

There are two different ways of rearranging the daughter plate. One is
to use the same amount of sample for each well but add different amounts
of octanol and/or buffer to account for differences in the logD values and
to make the final concentrations of the compounds within the linear range.
The other approach is to vary the amount of sample, depending on the cal-
culated logD values, but to keep the amount of octanol and/or buffer the
same. Either way, the calculated logD values for these compounds are
required prior to rearrangement of the movable wells. In theory, the first
approach is possible if the wells are large enough to hold the solution. In
practice, the wells have very limited volume, which limits the amount of
octanol and buffer that can be added into the wells. Therefore a further
dilution step may be necessary. In the second approach it is not always easy
to obtain the proper amount of compounds to start the analysis. Therefore
some compromises may have to be made to make the process work
smoothly. For example, a fixed amount of sample can be used for all of the
samples. This will avoid the problem of the second approach. Then, the
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samples can be diluted differently to match the calculated log D (clogD)
values. This will solve the volume difference problem in the first approach.

Compounds with similar c logD values can be plated on the same plate
for the convenience of adding similar amounts of liquid (octanol or buffer)
simultaneously in 96-wells. After equilibrium, compounds in the octanol
and the aqueous buffer can be transferred to new 96-well injection plates,
which are placed in the autosampler for direct injection into the LC/MS.
The results are analyzed, and the experimentally determined logD values
(e logD) are stored in the database. If necessary, samples taken from one
or two phases may be diluted before being placed inside the autosampler
vials. The specific dilution factors can be selected following strategies
described previously18 and the 96-needle Apricot pipettor can be used to
add octanol and buffer instead of a manual pipette.

The experimental procedures and the results obtained with this new
working process are summarized here.

17.2. EXPERIMENTAL

17.2.1. Reagents and Chemicals

Boric acid, citric acid, sodium acetate, Rhodamine 6G, and sodium dihy-
drogenphosphate were purchased from Sigma (St. Louis, MO). Dimethyl
sulfoxide (DMSO), trifluoroacetic acid (TFA), sodium hydrogenphosphate,
and octanol were obtained from Aldrich (Milwaukee, WI), and HPLC 
grade acetonitrile and water were ordered from VWR Scientific (Brisbane,
CA).

All other commercial compounds (alprenolol, amitriptyline, atenolol,
atropine, bupivacaine, caffeine, clomipramine, diazepam, haloperidol, lido-
caine, mexiletine, nortriptyline, propranolol, scopolamine, and verapamil)
were purchased from Sigma (St. Louis, MO). Compounds were obtained
from Theravance, Inc. (previously Advanced Medicine, Inc.).

17.2.2. Buffer and Buffer-Saturated Octanol Preparation

The vast majority of assays used phosphate buffer at pH 7.0. Phosphate at
pH 7.4 was used for the standard drugs from commercial sources to enable
comparison with published values. All buffers were 10mM concentration
and were saturated with octanol prior to use. Approximately 20mL of
octanol was added to 500mL of each buffer, and the solutions stirred
overnight. The phases were allowed to separate, unstirred, for 24 hours.
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Similarly, 500mL samples of octanol were saturated with 20mL of the
corresponding buffer at pH 7.0 for assays at pH 7.0.

17.2.3. Sample Preparation

Manual Sample Preparation

Test compounds were prepared as 20mM stock solutions in DMSO. For
partitioning, either 1 or 10mL of compound stock was added into 1.7mL
polypropylene micro-centrifuge tubes. Then 500mL of octanol and 499 or
490mL of the appropriate buffer was added to these tubes to total 1mL.
The tubes were capped, vigorously vortexed for 30 seconds, then mixed end-
over-end for 1 hour at room temperature on a Laboratory Rotator (Glas-
Col Model RD4512, Terre Haute, IN) at a speed setting of 70%. The tubes
were centrifuged at 15,000g for 5 minutes to separate the phases, and trans-
fer pipettes were used to remove the upper (octanol) and lower (buffer)
phases to autosampler vials.When needed, the phases could be diluted with
octanol or buffer before injection and analysis by HPLC/MS.

96-Well Plate Sample Preparation

Samples were prepared in a 96-well plates (Matrix Technologies, Hudson,
NH) containing 2 micromoles of test compound in each well. The 20mM
stock solutions of the test compounds in DMSO were prepared by adding
100mL of DMSO to each of the wells.

For partitioning, either 1 or 10mL of compound stock was added to 2.0
mL 96-well plates (Nunc, Naperville, IL). For wells with 1mL of compound
stock, another 9mL of DMSO was added. Then 500mL of octanol and 490
mmL of 10mM phosphate buffer at pH 7.0 were added, to a total volume
of 1mL, using the 96-needle Apricot pipettor (Model PP-550MS-XH,
Apricot Designs, Inc., Monrovia, CA). The 96-well plate was sealed with 
a pre-slit well cap (Nalge Nunc, Rochester, NY), and then mixed end-
over-end for 1 hour at room temperature for the manual sample prepara-
tion. The plate was then centrifuged at 4300rpm for 10 minutes using a
Sorvall centrifuge to separate the phases. The 96-needle Apricot pipettor
was used to transfer the upper (octanol) and lower (buffer) phases to new
96-well plates. Alternatively, a Rainin EDP3 12-channel pipette (Rainin
Instrument, Oakland, CA) was used to transfer samples from the equilib-
rium plate to the autosampler plates. In some instances the phases were
diluted with octanol or buffer using the 96-needle Apricot pipettor before
injection and analysis by LC/MS.
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The selection of either 1 or 10mL of compound stock was related to the
c logD value of the compound. For compounds with an absolute c logD
value equal or smaller than 2, 1mL of compound stock was used. For com-
pounds with -2 £ c logD £ 2, 10 mL was used. For wells with 1mL of initial
stock solution, 9mL of DMSO was added to bring all samples to 
10mL solution before the addition of octanol and buffer.

When the 96-needle Apricot pipettor was used to transfer the upper
(octanol) and lower (buffer) phases to new 96-well 2mL Nunc plates (Nalge
Nunc, Rochester, NY), it was often necessary to dilute the octanol and/or
the buffer phase 10¥ and 100¥ before injection and analysis by LC/MS. For
compounds with -2 £ c logD £ 2, both buffer and octanol phases were
directly injected without dilution. For compounds with c logD > 2, the buffer
was undiluted but the octanol phases were diluted 100¥ before injection.
For compounds with c logD < -2, the buffer phases were diluted 100¥ while
the octanol phase remained undiluted. Since there were very few com-
pounds with c logD < -2, dilution of the aqueous phase was rarely needed.
Therefore one assay plate, in a typical experiment, would generate four
plates, that is, one undiluted buffer, one undiluted octanol, one 10¥ octanol,
and one 100¥ octanol after the phases were transferred and diluted. Then
the required buffer and octanol phases were transferred to at least two new
96-well 2mL Nunc plates using a Rainin EDP3 12-channel pipette.

17.2.4. LC/MS

All of the LC/MS experiments were performed on a PE150 Sciex LC/MS
system (Applied Biosystems Inc., Foster City, CA). For chromatography, the
HPLC consists of a PE 200 Autosampler (Norwalk, CT), and LC-10ADVP
high-pressure binary pumps and an SPD-10AVP UV-VIS Detector from
Shimadzu (Columbia, MD). A Rheodyne Synergi 2-position, 6-port fluid
processor (Phenomenex, Torrance, CA) was used for diverting the early
effluent in the chromatographic process.All of the chromatographic periph-
erals were controlled using the same software controlling the MS, Analyst
(Version 1.1), from Applied Biosystems, Inc.

The HPLC columns used for this work were 50 ¥ 4.6mm packed with 
3mm particles with Luna C18(2) stationary phase from Phenomenex. The 
gradient LC/MS analyses used two mobile phases: (A) 5% acetonitrile in
water and (B) 5% water in acetonitrile. For ESI, both mobile phases con-
tained 0.25% formic acid, while for APCI both contained 0.01% trifluo-
roacetic acid. All samples were analyzed using a flow rate of 1.0mL/min
having a linear LC gradient between 5% and 80% B over 2.5 minutes in a
total run time of 5 minutes. All injections were 10mL.

The mass spectrometer used for this study, manufactured by Applied
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Biosystems, was a PE Sciex API 150EX single quadrupole mass spectrom-
eter fitted with a Heated Nebulizer® interface run at 450°C for APCI or a
Turbo Ionspray® source at 250°C for ESI. All analyses used SIM (Selected
Ion Monitoring), operating in positive ion mode, with unit resolution up to
m/z 1000. For ESI-MS, curtain gas was set at 9–12L/min, and the nebulizer
gas was set at 6 to 10L/min. The voltage on probe was 5500. For APCI,
curtain gas was set at 12, and the setting for the auxiliary gas was 10. The
pressure of the nebulizer gas was kept constant at 80psi.

17.2.5. Apricot Personal Pipettor Evaluation

The accuracy and precision of the 96-needle Apricot pipettor was evaluated
by assessing the linearity of the diluted solutions. Since both the octanol
and aqueous buffer have no absorbance, a dye, Rhodamine 6G, was added
to the sample (octanol or buffer) for absorbance detection at 525nm. A
SpectraMax 250 (Molecular Devices, Sunnyvale, CA) 96-well plate reader
was used to measure the absorbance of the dyed samples.

17.3. RESULTS AND DISCUSSION

17.3.1. 96-Well Plate Based Method Development

Since an LC/MS method had already been developed,18 the focus of this
method development was on evaluating the consistency of the 96-well plate
based sample preparation and uniformity of results from the various wells
in the 96-well plate, namely the edge effect. However we choose to compare
the results, it is necessary to evaluate the precision and accuracy of the 96-
channel pipettor first.

Precision and Accuracy of Apricot Personal Pipettor

Dilution of Octanol Layer. The Apricot personal pipettor can operate in
96-channels simultaneously. Since octanol is a very viscous solvent, it is nec-
essary to ensure that the right amount can be aspirated and delivered by
the pipettor. An experiment was designed to check the linearity of the 
dilution by adding Rhodamine 6G, a dye with an absorbance at 525nm, to
the octanol. Several dilutions (100¥, 200¥, 400¥, 800¥, 1600¥, 3200¥, and
16,000¥) were performed on a 96-well plate. A SpectraMax 96-well plate
reader was used to measure the dyed octanol. Figure 17.3A shows a linear
dilution curve when using the Apricot personal pipettor.
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In addition the precision of the dilution was evaluated at different con-
centration levels with another set of samples (data not shown here). For the
samples 10-fold diluted from four levels of original samples at 0.125mM,
0.167mM, 0.25mM, and 0.5mM, the %RSD (n = 4) of the dilution with the
Apricot pipettor were 1.5%, 2.0%, 6.4%, and 3.5%, respectively. The
%RSDs of manual dilution for the same set of samples were 7.5%, 5.1%,
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4.6%, and 6.1%, respectively. There is no significant difference between
manual dilution and the Apricot pipettor.

Dilution of Buffer. Precision and accuracy of the dilution by the Apricot
personal pipettor for aqueous buffer were also evaluated using the same
dye. The original samples at four different concentrations, 0.125, 0.167, 0.25,
and 0.5mM, were diluted 10-fold and 100-fold by both 12-channel pipettor
and the Apricot personal pipettor. These results show that the Apricot
pipettor picked up 90% to 99% of the amount picked up by the manual
pipettor. The %RSD (n = 4), which is the precision of the dilutions, varied
between 2% and 9%. A reasonably good correlation between these two
methods at the four levels of concentrations is shown in Figure 17.3B.

It can be concluded from previous data that the Apricot dilution is equiv-
alent to the manual dilution. Therefore it is expected that using the Apricot
will not introduce significant errors to the final logD determination.

Different Types of Mixing

One of our main concerns was how well the samples were mixed when a
96-well plate was used instead of micro-centrifuge tubes. Several mixing
methods were tested and the logD values were compared. As a control the
samples were also prepared in micro-centrifuge tubes and mixed by vor-
texing for 30 seconds followed by 1 hour end-over-end mixing. The mixing
methods used were (1) end-over-end for 1 hour, (2) end-over-end for 4
hours, (3) horizontal shaker for 1 hour, and (4) vertical shaker for 1 hour.
A Laboratory Rotator at a speed setting of 70% was used for end-over-end
mixing, while a VX-2500 multi-tube vortexer (VWR Scientific, Brisbane,
CA) was used for both the horizontal and vertical shaking. Figure 17.4
shows that logD values obtained from the four mixing methods were very
close. One mixing method, namely the end-over-end for 1 hour, was used
for the sample determinations because it results in less emulsion formation
during the mixing process.

Comparison of Different Sample Preparations

In order to evaluate the sample preparation procedures in the 96-well plate
based assay, several commercial compounds along with two Theravance
compounds were prepared using both the manual (tube) method and the
96-well plate method. Among the compounds tested, the differences are
extremely small, with the biggest difference being 0.29, which is within the
expected variation range of the method. Therefore the results indicate that
the logD values obtained by these two sample preparations are identical.
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Edge Effect Experiment

Since a 96-well plate is a two-dimensional device, an experiment was
designed to ensure the reliability of the results from wells at different posi-
tions. This experiment tested the edge-to-edge effect of the 96-well plate
when using the Apricot pipettor for solvent addition and dilution.The com-
pound used for this experiment was scopolamine, and the plate was set up
as shown in Figure 17.5. LogD values of scopolamine obtained from dif-
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ferent locations of the plate are summarized in Figure 17.5.The logD values
were consistent throughout the plate, except those obtained from the upper
left corner and the upper right corner, which were slightly lower than the
rest. However, the absolute difference between any two groups was less
than 0.23, which is within the acceptable accuracy range of the current
method.

17.3.2. LC/MS Method Development

An LC/MS method, in general, has a significantly higher signal-to-noise
ratio than that of a LC/UV method. More important, MS offers unique
specificity that no other technique can. For example, Figure 17.1 shows the
comparison of the LC/MS and LC/UV data. It is very difficult to pinpoint
exactly which peak is the peak for the compound of interest. Based on peak
height, the peak at 3.72 minutes would be selected in frame B. However,
MS data indicate that the peak at 3.72 minutes does not have the right mass.
If we take retention time as a guide that eliminates the peaks at 3.72 and
3.82 minutes, three possibilities exists: 2.55, 2.65, and 2.74 minutes. If the
right peak were chosen, the small size of the peak would make it difficult
to provide accurate quantitative information.

On the other hand, LC/MS can easily identify which peak is correct. We
can see from Figure 17.1A that when selective ion monitoring (SIM) is used
for detection, only one peak with the correct mass can be detected. The sig-
nificantly higher signal-to-noise ratio of the MS data makes the quantita-
tion of the LC/MS method very reliable.

However, LC/MS, though specific, may not always be accurate in 
automatically determining the exact amount of compound present. Other
factors have to be considered as well. For example, in these experiments
LC/MS combined with electrospray ionization (ESI) generated a nonlinear
response curve. As the concentrations in the two phases, octanol and
aqueous, are often different, this nonlinearity makes it difficult to determine
the logD values by simply comparing the ratios of the peak areas of the
compound in two phases.

Fortunately, when atmospheric pressure chemical ionization (APCI)
instead of ESI is used as the ionization method, a reasonably large range
of concentrations give linear responses for all of the compounds tested.
Thus APCI appears to be better than ESI as an ionization method for quan-
titation purposes. APCI is generally regarded as being more robust and less
susceptible to ion suppression than electrospray ionization.18–19 It was found
that at least two orders of magnitude for linearity can be easily obtained
by the LC/APCI-MS method. For example, Figure 17.6A shows that the
response of lidocaine is linear (R2 ≥ 0.999) within the concentration ranges
of 0.1 to 12.5mM (125-fold). Figure 17.6B shows that the response of three
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randomly picked compounds, THRX-784558, THRX-185463, and THRX-
102200 are linear (R2 > 0.98) within the tested range of 0.25 to 32mM (128-
fold). This more than two-orders of magnitude linear range is wide enough
for quantitative analysis, and the analysis can proceed without constructing
a standard response curve first if concentrations of compounds in the two
phases can be adjusted to within the range.



17.3.3. Dilution Strategy for LogD Determination by LC/APCI-MS

The major objective of the current study was to increase throughput of the
assay. Ideally a single linear response curve could be constructed to quan-
titate various analytes over a broad range of concentrations. Unfortunately,
MS responses vary from compound to compound, making it impossible to
construct a universal response curve for multiple compounds. Fortunately,
determination of the absolute concentrations of the compound is not nec-
essary, which would require an absolute calibration curve for each com-
pound. Rather, the goal is to find the ratio of the concentrations of the
compound in two phases. As long as the concentrations of the compound
in the two phases are within the linear range, the logD value can be deter-
mined, as the LC has already taken care of the difference in the sample
matrix (i.e., octanol vs. buffer).

A new dilution strategy was developed to bring the sample concentra-
tions in the two phases as close as possible. After dilution, the final con-
centrations of the analyte usually are less than 20mM, which is within the
linear range for most compounds. Thus errors associated with the nonlin-
earity of the response curves will be minimal in determining the logD
values.

In order improve throughput, c logD values for in-house compounds
were used as a guidance in the selection of dilution factors. For compounds
with -2 £ c logD £ 2, only 1mL of compound stock solution (20mM) 
was added into a total of 1mL octanol and aqueous buffer mixture (1 :1),
and both phases were analyzed directly without any dilution. If c logD <
-2 or > 2, 10mL of stock solution was used, and the aqueous or octanol
phases, respectively, were diluted 100-fold before analysis by LC/MS.
Thus the combination of using c logD values for references and 
performing limited dilutions has enabled generation of experimental 
logD values with a minimum lab work. In 96-well plate based sample 
preparations, a similar dilution strategy was used to generate the logD
data.

17.3.4. High-Throughput Working Process

Figure 17.2 depicts the proposed working process for the high-throughput
logD determination prior to implementing this work in the lab. During the
course of the work, modifications were made to make the process work
smoothly. The final process is described in Figure 17.7. Two mmoles each of
the compounds to be evaluated are submitted in 96-well plates (Matrix
Technologies, Hudson, NH). These plates have removable wells that can be
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rearranged. This capability is needed to combine samples from different
plates into one 96-well plate enabling use of the 96-channel liquid handler.
When the samples are submitted, a file containing information on the spe-
cific samples, such as the corporate ID, lot number, name of submitter, and
plate ID, is also submitted along with the plate (step 1 in Figure 17.8).

Molecular weights and Q1 mass are obtained and the logD values cal-
culated (step 3 in Figure 17.8). Depending on c logD values, compounds
were divided into two major groups, i.e., in or out of the -2 to 2 range (step
4 in Figure 17.8). If the c logD value is within the -2 to 2 range, 1mL of stock
samples will be used. If the c logD value is out of the range, 10mL of stock
samples will be used.

Following the sequence of the sorted c logD values, samples are arranged
in 96-well plates for actual analysis. The compounds are arranged in a 96-
well plate as shown in step 5 of Figure 17.8.This is the plate map for placing
samples in the plate. After the samples are arranged, proper amounts of
octanol and aqueous buffers are added into the wells and fully mixed to
equilibrate. After reaching equilibrium, the samples from both the octanol
and aqueous phases are transferred to autosampler plates using EDP3
multi-channel pipettes. If required, the Apricot pipettor would be 
used to dilute the samples appropriately. General rules for dilution 
require no dilution for either layer if c logD is <2. If c logD is >2, then the
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octanol layer will be diluted 100-fold but the buffer layer will remain undi-
luted. If c logD is <-2, then the buffer layer will be diluted 100-fold but the
octanol layer will remain undiluted. Samples are then injected into the
LC/MS system.
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Step 1: Obtained plate map associate with each plate

Step 3

ROW COLUMN THRX # Lot Number Barcode Plate B Plate name

B 1 THRX-228191 1 44557 * lli_782_78-1 Plate Map

C 1 THRX-967078 1 44560 * lli_782_78-1 Plate Map

D 1 THRX-993812 1 44562 * lli_782_78-1 Plate Map

E 1 THRX-102134 1 44563 * lli_782_78-1 Plate Map
Well THRX # Lot S ubmitter Plate

E1 T HRX -228191 1 Craig H . CH u-673-158

G1 T HRX -287480 1 Craig H . CH u-673-158
B1 T HRX -120650 1 Li Li lli_782_78-1 Plate M ap

C1 T HRX -991652 1 Li Li lli_782_78-1 Plate M ap

THRX # Lot Mol Weight Q1 Mass

THRX-228191 1 596.4304 482.96

THRX-287480 1 671.5434 558.07

THRX-120650 1 594.4579 480.98

THRX-991652 1 652.4945 539.02

a b

Obtained a) MW and Q1 mass and       b) c log D using templates and the THRX #

T H RX # cpH 4 cpH 7 cpH 9

T H R X -2 28 1 91 3 .8 3 .8 4 .3

T H R X -2 87 4 80 0 .3 2 .3 3 .9

T H R X -1 20 6 50 2 .6 2 .6 3 .5

T H R X -9 91 6 52 2 .8 5 .4 6 .5

Sort sample by plate map, Q1 mass and clog D

THRX # Lot Submitter Plate Q1 Mass clog D

THRX-107414 1 Li Li lli_782_78-1 Plate Map 496.98 1

THRX-633481 1 Li Li lli_782_78-1 Plate Map 468.93 1.1

THRX-342551 1 Craig H. CHu-673-183 549.02 1.7

THRX-102826 1 Craig H. CHu-673-183 549.02 1.8
1 2 3 4 5 6 7 8 9 10 11

A THRX-125467 THRX-191052 THRX-690281 THRX-462775 THRX-201405 THRX-138031 THRX-563392 THRX-564857 THRX-354635 THRX-117977 THRX-101335

B THRX-588179 THRX-114337 THRX-178785 THRX-142189 THRX-310000 THRX-133166 THRX-110600 THRX-555699 THRX-606654 THRX-629445 THRX-196220

C THRX-152967 THRX-194150 THRX-166465 THRX-106364 THRX-789181 THRX-211775 THRX-147573 THRX-741894 THRX-211281 THRX-767717 THRX-127636

D THRX-505398 THRX-181415 THRX-463551 THRX-438181 THRX-195074 THRX-890008 THRX-101566 THRX-360257 THRX-155307 THRX-413995 THRX-813176

E THRX-115587 THRX-209279 THRX-122179 THRX-799113 THRX-110378 THRX-731519 THRX-698187 THRX-989399 THRX-249558 THRX-202865 THRX-110506

F THRX-211946 THRX-173238 THRX-165372 THRX-802054 THRX-413614 THRX-156623 THRX-154238 THRX-836878 THRX-752996 THRX-199890 THRX-776541

G THRX-104730 THRX-589752 THRX-194416 THRX-160362 THRX-306020 THRX-539953 THRX-940280 THRX-951096 THRX-780170 THRX-201752 THRX-194230

H THRX-186256 THRX-563109 THRX-796545 THRX-140478 THRX-115685 THRX-193385 THRX-124587 THRX-476800 THRX-672396 THRX-155179 THRX-119867

Step 5:

1 2 3 4 5 6 7 8 9 10 11 12

A
aq; THRX--

125467
aq; THRX--

191052
aq; THRX--

690281
aq; THRX--

462775
aq; THRX--

201405
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138031
aq; THRX--

563392
aq; THRX--

564857
aq; THRX--

354635
aq; THRX--

117977
aq; THRX--

101335
aq; THRX--

178828

B

o; THRX--
588179

o; THRX--
114337

o; THRX--
178785

o; THRX--
142189

o; THRX--
310000

o; THRX--
133166

o; THRX--
110600

o; THRX--
555699

o; THRX--
606654

o; THRX--
629445

o; THRX--
196220

o; THRX--
691154

C

aq; THRX--
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aq; THRX--
194150

aq; THRX--
166465

aq; THRX--
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D
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o; THRX--
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o; THRX--
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o; THRX--
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o; THRX--

890008
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101566
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360257
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155307
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o; THRX--

813176
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E
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F
o; THRX--

211946
o; THRX--
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802054
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o; THRX--
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o; THRX--
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G
aq; THRX--
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aq; THRX--
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aq; THRX--
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aq; THRX--
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aq; THRX--
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H
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note: aq = undiluted aqueous layer; o = undiluted octanol layer

Arrange samples 
in 96-well plate

- Perform dilution of samples using Apricot Personal Pipettor

- Transfer octanol and aqueous phases using a multichannel 
pipette into a new 96-well plate

Step 6:

Step 4:

Create a list of all samples submittedStep 2:

Figure 17.8. Data flow path of general preparative steps for 96-well plate assay.



17.3.5. LogD Values of Model Compounds

A total of 15 commercially available compounds, with previously measured
logD values ranging from -2.36 to 3.64, were analyzed.The results are com-
pared with the logD values obtained by the manual method (Table 17.1).
The manual results for these compounds have been re-assayed recently in
direct comparison to the results obtained by the 96-well plate method. The
manual results turned out to be very close to the initial results. For a total
of 16 compounds, the average difference was only 0.13 (data not shown).
This small difference indicates that the logD values are reliable.

The logD results for compounds obtained by these two methods are
listed in Table 17.1. Figure 17.9 illustrates the results for Theravance com-
pounds. Note that the logD values obtained by the two methods are almost
identical.
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Table 17.1. LogD Values of Model Compounds Obtained with Single-Tube and
96-Well-Based Method

Drug Name Volume Dilutions LogD LogD Difference
of Stock Factors Values Values in LogD

(mL) by the by the Values
96-Well Manual
Method Method

Scopolamine 1 a;o 0.15 0.16 0.01
Mexiletine 1 a;o 0.68 0.55 0.13
Alprenolol 1 a;o 0.8 0.64 0.16
Propranolol 1 a;o 0.97 0.95 0.02
Atropine 1 a;o -0.53 -0.54 0.01
Caffeine 1 a;o -0.07 -0.03 0.04
Atenolol 10 a100;o -2.06 -2.08 0.02
Lidocaine 10 a;o100 1.58 1.66 0.08
Bupivacaine 10 a;o100 2.40 2.50 0.10
Verapamil 10 a;o100 2.42 2.56 0.14
Haloperidol 10 a;o100 3.1 3.08 0.02
Amitriptyline 10 a;o100 2.78 3.02 0.24
Nortriptyline 10 a;o100 1.69 1.69 0.00
Diazepam 10 a;o100 2.7 2.69 0.01
Clomipramine 10 a;o100 3.67 3.69 0.02
THRX-382460 10 a;o100 2.35 2.39 0.04
THRX-124806 10 a;o100 4.57 4.28 0.29

Note: a = undiluted aqueous; o = undiluted octanol; o100 = 100-fold dilution for the octanol
phase.



17.3.6. Reproducibility of the Assay

Several commercial compounds and Theravance compounds were prepared
(n = 4) and assayed. Figure 17.10 shows the results of model compounds
that include the three Theravance compounds. Similar results were
obtained for more Theravance compounds. These figures demonstrate that
this method is reproducible for logD determination.
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Figure 17.9. Comparison of manual and 96-well plate assays.
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Figure 17.10. Reproducibility of the logD determination using 96-well plate and 96-needle
Apricot pipettor.



17.4. CONCLUSIONS

An LC/MS method with APCI is a powerful tool for determining logD
values of many different compounds. This method has been used to 
determine the logD values of more than a thousand compounds. This LC/
APCI-MS method is reliable and reproducible. It can be applied to com-
pounds with a wide range of logD values (at least 8 units). More impor-
tant, LC/MS can significantly improve throughput. When LC/UV was
changed to LC/MS, the throughput was increased three- to fourfold. Pri-
marily the improvement was attributed to reduced data processing time and
assay repetition. However, sample processing still takes up a lot of the
experimental time. If 96-well plates are used instead of the single centrifuge
tubes, and a 96-needle Apricot pipettor instead of the single-channel
pipette, the throughput can be increased another three- to fourfold.
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